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ANALYTICAL REPORT
TestAmerica Laboratories, Inc.
TestAmerica Seattle
5755 8th Street East
Tacoma, WA 98424
Tel: (253)922-2310

TestAmerica Job ID: 580-62531-1
Client Project/Site: Kenai Wells, Event 2

For:
SLR International Corp
2700 Gambell Street
Suite 200
Anchorage, Alaska 99503

Attn: Jason Gray

Authorized for release by:
10/4/2016 6:08:13 PM

Robert Greer, Project Manager II
(253)922-2310
robert.greer@testamericainc.com

This report has been electronically signed and authorized by the signatory. Electronic signature is
intended to be the legally binding equivalent of a traditionally handwritten signature.

Results relate only to the items tested and the sample(s) as received by the laboratory.
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Case Narrative
Client: SLR International Corp TestAmerica Job ID: 580-62531-1
Project/Site: Kenai Wells, Event 2

Job ID: 580-62531-1

Laboratory: TestAmerica Seattle

Narrative

Job Narrative

580-62531-1

Comments

No additional comments. 

Receipt 

The samples were received on 9/14/2016 9:00 AM; the samples arrived in good condition, properly preserved and, where required, on ice.  
The temperatures of the 2 coolers at receipt time were 0.3º C and 0.6º C.

Receipt Exceptions

The Chain-of-Custody (COC) was incomplete as received and/or improperly completed. Sampler was not specified on COC.

GC/MS VOA 

Method(s) 8260C: The method blank for analytical batch 580-227748 contained Naphthalene above the method detection limit.  This target 
analyte concentration was less than the reporting limit (RL); therefore, re-extraction and/or re-analysis of samples was not performed.

Method(s) 8260C: The laboratory control sample (LCS) and / or laboratory control sample duplicate (LCSD) for analytical batch 
580-227748 recovered outside control limits for the following analytes: N-Propylbenzene, 1,1-Dichloropropene, 1,1-Dichloroethene, 

cis-1,2-Dichloroethene, Chloroform, Methylene Chloride and trans-1,2-Dichloroethene.  These analytes were biased high in the LCS and 
LCSD and were not detected in the associated samples; therefore, the data have been reported.

Method(s) 8260C: The %RPD of the laboratory control sample (LCS) and laboratory control standard duplicate (LCSD) for preparation 

batch 580227748 recovered outside control limits for the following analytes: multiple analytes.  

Method(s) 8260C: The matrix spike / matrix spike duplicate (MS/MSD) recoveries for analytical batch 580-227748 were outside control 
limits for multiple analytes.  Sample matrix interference and/or non-homogeneity are suspected  because the associated laboratory 
control sample (LCS) recovery was within acceptance limits.

Method(s) 8260C: The following analytes were re-analyzed due to QC deficienciesin the original analysis:  Acetone, 2-Butanone, 
1,2-Dibromoethane, 1,1,2,2-Tetrachloroethane, 1,2-Dibromo-3-Chloropropane, and 1,2,3-Trichloropropane.   

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

GC/MS Semi VOA 
Method(s) 8270D: The method blank for preparation batch 580-227786 and analytical batch 580-228091 contained Benzoic acid above the 
method detection limit.  This target analyte concentration was less than half the reporting limit (1/2RL); therefore, re-extraction and/or 

re-analysis of samples was not performed.

Method(s) 8270D: 3,3'-Dichlorobenzidine, 3-Nitroaniline, 4-Chloroaniline and Hexachlorocyclopentadiene recovered outside control limits 
for both LCS and LCSD associated with preparation batch 580-227786 and analytical batch 580-228091.  Additionally, 4-Nitroaniline, 
Benzyl Alcohol and N-Nitrosodiphenylamine had low recovery in the LCSD.  These analytes were indicative of a systematic problem; 

therefore, re-extraction and/or re-analysis was performed.  Prep batch 580-228461 was extracted out of hold, and secondary results (with 

satisfactory quality control) are reported in analytical batch 580-228761.

Method(s) 8270D: The %RPD of the laboratory control sample (LCS) and laboratory control standard duplicate (LCSD) for preparation 
batch 580-227786 recovered outside control limits for the following analytes: 2,4-Dinitrophenol, 4,6-Dinitro-2-methylphenol, 

Hexachlorocyclopentadiene, 4-Nitroaniline, Anthracene, 3-Nitroaniline, Benzo[k]fluoranthene, N-Nitrosodiphenylamine, Benzo[a]pyrene, 

Benzyl alcohol, and Di-n-octyl phthalate.

Method(s) 8270D: The Matrix Spike (MS) and Matrix Spike duplicate (MSD) for preparation batch 580-227786 and analytical batch 

580-228091 recovered outside control limits for the following analytes:  3,3-Dichlorobenzidine, 3-Nitroaniline (MS only), 4-Chloroaniline, 
bis(chloroisoproyl) ether.  The %RPD for the following analytes was outside control limits:  3,3-Dichlorobenzidine, 4-Chloroaniline, and 

Bis(2-ethylhezyl) ether. 

TestAmerica Seattle
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Case Narrative
Client: SLR International Corp TestAmerica Job ID: 580-62531-1
Project/Site: Kenai Wells, Event 2

Job ID: 580-62531-1 (Continued)

Laboratory: TestAmerica Seattle (Continued)

Method(s) 8270D: The method blank for preparation batch 580-228461 and analytical batch 580-228761 contained Butyl benzyl phthalate, 

Diethyl phthalate and Di-n-butyl phthalate above the method detection limit.  This target analyte concentration was less than the reporting 
limit (RL); therefore, re-extraction and/or re-analysis of samples was not performed.

Method(s) 8270D: 3,3'-Dichlorobenzidine, Hexachlorocyclopentadiene and 4-Chloroaniline recovered outside control limits for the 

laboratory control sample (LCS) associated with preparation batch 580-228461 and analytical batch 580-228761.  This is not indicative of 

a systematic control problem because these were random marginal exceedances; it is acceptable for up to 5% of targets (in this case 3 
analytes) to recover outside control limits when a multi-analyte spike is utilized.  Qualified results have been reported.

Method(s) 8270D: The continuing calibration verification (CCV) associated with batch 580-228761 recovered above the upper control limit 

for Hexachlorocyclopentadiene.  The samples associated with this CCV were non-detects for the affected analytes; therefore, the data 

have been reported.  The following samples are impacted: TPW-2-0916 (580-62531-1), TPW-1-0916 (580-62531-2), TPW-1-0916 
(580-62531-2[MS]), TPW-1-0916 (580-62531-2[MSD]), TPW-9-0916 (580-62531-3), PQ-W1-0916 (580-62531-4), TPW-5-0916 

(580-62531-5), (CCVIS 580-228761/3), (LCS 580-228461/2-A) and (MB 580-228461/1-A). 

Method(s) 8270D: The Matrix Spike (MS) and Matrix Spike duplicate (MSD) for preparation batch 580-228461 and analytical batch 
580-228091 recovered outside control limits for the following analytes:  3,3-Dichlorobenzidine, 4-Chloroaniline, bis(chloroisoproyl) ether.  
The %RPD for the following analytes was outside control limits:  3,3-Dichlorobenzidine, 3-Nitroaniline, and 4-Chloroaniline.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

GC VOA 
Method(s) 8011: The following samples were improperly preserved in the field: TPW-2-0916 (580-62531-1), TPW-1-0916 (580-62531-2), 

TPW-1-0916 (580-62531-2[MS]), TPW-1-0916 (580-62531-2[MSD]), TPW-9-0916 (580-62531-3), PQ-W1-0916 (580-62531-4), 
TPW-5-0916 (580-62531-5) and TB-1-0916 (580-62531-7). Test America's SOP dictates that samples be preserved with sodium 
thiosulfate as a dechlorinating agent to scavenge residual chlorine. These samples were unpreserved. 

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Organic Prep 
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.
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Definitions/Glossary
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Qualifiers

GC/MS VOA

Qualifier Description

F1 MS and/or MSD Recovery is outside acceptance limits.

Qualifier

* LCS or LCSD  is outside acceptance limits.

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

* RPD of the LCS and LCSD exceeds the control limits

GC/MS Semi VOA

Qualifier Description

H Sample was prepped or analyzed beyond the specified holding time

Qualifier

B Compound was found in the blank and sample.

F1 MS and/or MSD Recovery is outside acceptance limits.

F2 MS/MSD RPD exceeds control limits

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

* LCS or LCSD  is outside acceptance limits.

* RPD of the LCS and LCSD exceeds the control limits

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica Seattle
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-1Client Sample ID: TPW-2-0916
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/19/16 15:59 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/19/16 15:59 1Chloromethane ND

1.0 ug/L 09/19/16 15:59 1Vinyl chloride ND

5.0 ug/L 09/19/16 15:59 1Bromomethane ND

5.0 ug/L 09/19/16 15:59 1Chloroethane ND

3.0 ug/L 09/19/16 15:59 1Trichlorofluoromethane ND

2.0 ug/L 09/19/16 15:59 11,1-Dichloroethene ND

1.0 ug/L 09/19/16 15:59 1Carbon disulfide ND

5.0 ug/L 09/19/16 15:59 1Methylene Chloride ND

3.0 ug/L 09/19/16 15:59 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/19/16 15:59 11,1-Dichloroethane ND

3.0 ug/L 09/19/16 15:59 12,2-Dichloropropane ND

1.0 ug/L 09/19/16 15:59 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/19/16 15:59 1Bromochloromethane ND

5.0 ug/L 09/19/16 15:59 1Chloroform ND

3.0 ug/L 09/19/16 15:59 11,1,1-Trichloroethane ND

3.0 ug/L 09/19/16 15:59 1Carbon tetrachloride ND

3.0 ug/L 09/19/16 15:59 11,1-Dichloropropene ND

2.0 ug/L 09/19/16 15:59 1Benzene ND

1.0 ug/L 09/19/16 15:59 11,2-Dichloroethane ND

3.0 ug/L 09/19/16 15:59 1Trichloroethene ND

1.0 ug/L 09/19/16 15:59 11,2-Dichloropropane ND

1.0 ug/L 09/19/16 15:59 1Dibromomethane ND

2.0 ug/L 09/19/16 15:59 1Bromodichloromethane ND

1.0 ug/L 09/19/16 15:59 1cis-1,3-Dichloropropene ND

15 ug/L 09/19/16 15:59 14-Methyl-2-pentanone ND

2.0 ug/L 09/19/16 15:59 1Toluene ND

1.0 ug/L 09/19/16 15:59 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/19/16 15:59 11,1,2-Trichloroethane ND

3.0 ug/L 09/19/16 15:59 1Tetrachloroethene ND

1.0 ug/L 09/19/16 15:59 11,3-Dichloropropane ND

20 ug/L 09/19/16 15:59 12-Hexanone ND

1.0 ug/L 09/19/16 15:59 1Dibromochloromethane ND

2.0 ug/L 09/19/16 15:59 1Chlorobenzene ND

3.0 ug/L 09/19/16 15:59 1Ethylbenzene ND

2.0 ug/L 09/19/16 15:59 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/19/16 15:59 1m-Xylene & p-Xylene ND

2.0 ug/L 09/19/16 15:59 1o-Xylene ND

5.0 ug/L 09/19/16 15:59 1Styrene ND

1.0 ug/L 09/19/16 15:59 1Bromoform ND

2.0 ug/L 09/19/16 15:59 1Isopropylbenzene ND

2.0 ug/L 09/19/16 15:59 1Bromobenzene ND

3.0 ug/L 09/19/16 15:59 1N-Propylbenzene ND

2.0 ug/L 09/19/16 15:59 14-Chlorotoluene ND

3.0 ug/L 09/19/16 15:59 1t-Butylbenzene ND

3.0 ug/L 09/19/16 15:59 11,2,4-Trimethylbenzene ND

3.0 ug/L 09/19/16 15:59 1sec-Butylbenzene ND

2.0 ug/L 09/19/16 15:59 11,3-Dichlorobenzene ND

3.0 ug/L 09/19/16 15:59 14-Isopropyltoluene ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-1Client Sample ID: TPW-2-0916
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,4-Dichlorobenzene ND 4.0 ug/L 09/19/16 15:59 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/19/16 15:59 1n-Butylbenzene ND

2.0 ug/L 09/19/16 15:59 11,2-Dichlorobenzene ND

1.0 ug/L 09/19/16 15:59 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/19/16 15:59 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/19/16 15:59 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 15:59 1Naphthalene ND

1.0 ug/L 09/19/16 15:59 1Methyl tert-butyl ether ND

3.0 ug/L 09/19/16 15:59 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/19/16 15:59 12-Chlorotoluene ND

Toluene-d8 (Surr) 98 82 - 122 09/19/16 15:59 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 96 09/19/16 15:59 175 - 125

Dibromofluoromethane (Surr) 107 09/19/16 15:59 177 - 118

Trifluorotoluene (Surr) 113 09/19/16 15:59 180 - 141

1,2-Dichloroethane-d4 (Surr) 111 09/19/16 15:59 165 - 143

Method: 8260C - Volatile Organic Compounds by GC/MS - RA
RL MDL

Acetone ND 50 ug/L 09/20/16 17:57 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

20 ug/L 09/20/16 17:57 12-Butanone ND

1.0 ug/L 09/20/16 17:57 11,2-Dibromoethane ND

1.0 ug/L 09/20/16 17:57 11,1,2,2-Tetrachloroethane ND

10 ug/L 09/20/16 17:57 11,2-Dibromo-3-Chloropropane ND

2.0 ug/L 09/20/16 17:57 11,2,3-Trichloropropane ND

Toluene-d8 (Surr) 104 82 - 122 09/20/16 17:57 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 98 09/20/16 17:57 175 - 125

Dibromofluoromethane (Surr) 94 09/20/16 17:57 177 - 118

Trifluorotoluene (Surr) 104 09/20/16 17:57 180 - 141

1,2-Dichloroethane-d4 (Surr) 93 09/20/16 17:57 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 11,2-Dichlorobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 11,3-Dichlorobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 11,4-Dichlorobenzene ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 11-Methylnaphthalene 0.23

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 12,4,5-Trichlorophenol ND

0.61 ug/L 09/19/16 11:31 09/22/16 17:40 12,4,6-Trichlorophenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 12,4-Dichlorophenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 17:40 12,4-Dimethylphenol ND

5.1 ug/L 09/19/16 11:31 09/22/16 17:40 12,4-Dinitrophenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 12,4-Dinitrotoluene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 12,6-Dinitrotoluene ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 12-Chloronaphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 12-Chlorophenol ND

TestAmerica Seattle

Page 7 of 69 10/4/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1167



Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-1Client Sample ID: TPW-2-0916
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

2-Methylnaphthalene 0.21 0.20 ug/L 09/19/16 11:31 09/22/16 17:40 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 12-Methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 12-Nitroaniline ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 12-Nitrophenol ND

0.81 ug/L 09/19/16 11:31 09/22/16 17:40 13 & 4 Methylphenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 17:40 13,3'-Dichlorobenzidine ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 13-Nitroaniline ND

4.1 ug/L 09/19/16 11:31 09/22/16 17:40 14,6-Dinitro-2-methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 14-Bromophenyl phenyl ether ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 14-Chloro-3-methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 14-Chloroaniline ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 14-Chlorophenyl phenyl ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 17:40 14-Nitroaniline ND

3.0 ug/L 09/19/16 11:31 09/22/16 17:40 14-Nitrophenol ND

0.10 ug/L 09/19/16 11:31 09/22/16 17:40 1Acenaphthene ND

0.081 ug/L 09/19/16 11:31 09/22/16 17:40 1Acenaphthylene ND

0.041 ug/L 09/19/16 11:31 09/22/16 17:40 1Anthracene ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 1Benzo[a]anthracene ND

0.041 ug/L 09/19/16 11:31 09/22/16 17:40 1Benzo[a]pyrene ND

0.081 ug/L 09/19/16 11:31 09/22/16 17:40 1Benzo[b]fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 1Benzo[g,h,i]perylene ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 1Benzo[k]fluoranthene ND

3.0 ug/L 09/19/16 11:31 09/22/16 17:40 1Benzoic acid ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Benzyl alcohol ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Bis(2-chloroethoxy)methane ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Bis(2-chloroethyl)ether ND

3.0 ug/L 09/19/16 11:31 09/22/16 17:40 1Bis(2-ethylhexyl) phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1bis(chloroisopropyl) ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 17:40 1Butyl benzyl phthalate 1.4

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Carbazole ND

0.041 ug/L 09/19/16 11:31 09/22/16 17:40 1Chrysene ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 1Dibenz(a,h)anthracene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Dibenzofuran ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Diethyl phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Dimethyl phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Di-n-butyl phthalate 1.3

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Di-n-octyl phthalate ND

0.051 ug/L 09/19/16 11:31 09/22/16 17:40 1Fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 1Fluorene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Hexachlorobenzene ND

0.61 ug/L 09/19/16 11:31 09/22/16 17:40 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 11:31 09/22/16 17:40 1Hexachlorocyclopentadiene ND

0.61 ug/L 09/19/16 11:31 09/22/16 17:40 1Hexachloroethane ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 1Indeno[1,2,3-cd]pyrene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Isophorone ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Naphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1Nitrobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1N-Nitrosodi-n-propylamine ND

0.41 ug/L 09/19/16 11:31 09/22/16 17:40 1N-Nitrosodiphenylamine ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-1Client Sample ID: TPW-2-0916
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

Pentachlorophenol ND 0.71 ug/L 09/19/16 11:31 09/22/16 17:40 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.081 ug/L 09/19/16 11:31 09/22/16 17:40 1Phenanthrene ND

0.61 ug/L 09/19/16 11:31 09/22/16 17:40 1Phenol ND

0.061 ug/L 09/19/16 11:31 09/22/16 17:40 1Pyrene ND

2,4,6-Tribromophenol (Surr) 92 57 - 132 09/19/16 11:31 09/22/16 17:40 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 81 09/19/16 11:31 09/22/16 17:40 150 - 120

2-Fluorophenol (Surr) 84 09/19/16 11:31 09/22/16 17:40 150 - 113

Nitrobenzene-d5 (Surr) 89 09/19/16 11:31 09/22/16 17:40 159 - 120

Phenol-d5 (Surr) 86 09/19/16 11:31 09/22/16 17:40 152 - 120

Terphenyl-d14 (Surr) 95 09/19/16 11:31 09/22/16 17:40 172 - 140

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE
RL MDL

1,2,4-Trichlorobenzene ND H 0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 11,2-Dichlorobenzene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 11,3-Dichlorobenzene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 11,4-Dichlorobenzene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:32 11-Methylnaphthalene 0.22 H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 12,4,5-Trichlorophenol ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:32 12,4,6-Trichlorophenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 12,4-Dichlorophenol ND H

2.0 ug/L 09/27/16 14:37 09/30/16 15:32 12,4-Dimethylphenol ND H

5.1 ug/L 09/27/16 14:37 09/30/16 15:32 12,4-Dinitrophenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 12,4-Dinitrotoluene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 12,6-Dinitrotoluene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:32 12-Chloronaphthalene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 12-Chlorophenol ND H

0.20 ug/L 09/27/16 14:37 09/30/16 15:32 12-Methylnaphthalene 0.20 H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 12-Methylphenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 12-Nitroaniline ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 12-Nitrophenol ND H

0.82 ug/L 09/27/16 14:37 09/30/16 15:32 13 & 4 Methylphenol ND H

2.0 ug/L 09/27/16 14:37 09/30/16 15:32 13,3'-Dichlorobenzidine ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 13-Nitroaniline ND H

4.1 ug/L 09/27/16 14:37 09/30/16 15:32 14,6-Dinitro-2-methylphenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 14-Bromophenyl phenyl ether ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 14-Chloro-3-methylphenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 14-Chloroaniline ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 14-Chlorophenyl phenyl ether ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:32 14-Nitroaniline ND H

3.1 ug/L 09/27/16 14:37 09/30/16 15:32 14-Nitrophenol ND H

0.10 ug/L 09/27/16 14:37 09/30/16 15:32 1Acenaphthene ND H

0.082 ug/L 09/27/16 14:37 09/30/16 15:32 1Acenaphthylene ND H

0.041 ug/L 09/27/16 14:37 09/30/16 15:32 1Anthracene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:32 1Benzo[a]anthracene ND H

0.041 ug/L 09/27/16 14:37 09/30/16 15:32 1Benzo[a]pyrene ND H

0.082 ug/L 09/27/16 14:37 09/30/16 15:32 1Benzo[b]fluoranthene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:32 1Benzo[g,h,i]perylene ND H
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-1Client Sample ID: TPW-2-0916
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)
RL MDL

Benzo[k]fluoranthene ND H 0.061 ug/L 09/27/16 14:37 09/30/16 15:32 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.1 ug/L 09/27/16 14:37 09/30/16 15:32 1Benzoic acid ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Benzyl alcohol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Bis(2-chloroethoxy)methane ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Bis(2-chloroethyl)ether ND H

3.1 ug/L 09/27/16 14:37 09/30/16 15:32 1Bis(2-ethylhexyl) phthalate ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1bis(chloroisopropyl) ether ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:32 1Butyl benzyl phthalate 1.4 H B

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Carbazole ND H

0.041 ug/L 09/27/16 14:37 09/30/16 15:32 1Chrysene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:32 1Dibenz(a,h)anthracene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Dibenzofuran ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Diethyl phthalate ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Dimethyl phthalate ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Di-n-butyl phthalate 1.3 H B

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Di-n-octyl phthalate ND H

0.051 ug/L 09/27/16 14:37 09/30/16 15:32 1Fluoranthene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:32 1Fluorene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Hexachlorobenzene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:32 1Hexachlorobutadiene ND H

2.0 ug/L 09/27/16 14:37 09/30/16 15:32 1Hexachlorocyclopentadiene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:32 1Hexachloroethane ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:32 1Indeno[1,2,3-cd]pyrene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Isophorone ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Naphthalene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1Nitrobenzene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1N-Nitrosodi-n-propylamine ND H

0.41 ug/L 09/27/16 14:37 09/30/16 15:32 1N-Nitrosodiphenylamine ND H

0.72 ug/L 09/27/16 14:37 09/30/16 15:32 1Pentachlorophenol ND H

0.082 ug/L 09/27/16 14:37 09/30/16 15:32 1Phenanthrene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:32 1Phenol ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:32 1Pyrene ND H

2,4,6-Tribromophenol (Surr) 85 57 - 132 09/27/16 14:37 09/30/16 15:32 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 75 09/27/16 14:37 09/30/16 15:32 150 - 120

2-Fluorophenol (Surr) 77 09/27/16 14:37 09/30/16 15:32 150 - 113

Nitrobenzene-d5 (Surr) 78 09/27/16 14:37 09/30/16 15:32 159 - 120

Phenol-d5 (Surr) 81 09/27/16 14:37 09/30/16 15:32 152 - 120

Terphenyl-d14 (Surr) 102 09/27/16 14:37 09/30/16 15:32 172 - 140

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/21/16 16:50 09/21/16 23:52 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/21/16 16:50 09/21/16 23:52 11,2-Dibromoethane ND

1,2-Dibromopropane 117 70 - 130 09/21/16 16:50 09/21/16 23:52 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-2Client Sample ID: TPW-1-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/19/16 19:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/19/16 19:20 1Chloromethane ND

1.0 ug/L 09/19/16 19:20 1Vinyl chloride ND

5.0 ug/L 09/19/16 19:20 1Bromomethane ND

5.0 ug/L 09/19/16 19:20 1Chloroethane ND

3.0 ug/L 09/19/16 19:20 1Trichlorofluoromethane ND

2.0 ug/L 09/19/16 19:20 11,1-Dichloroethene ND

1.0 ug/L 09/19/16 19:20 1Carbon disulfide ND

5.0 ug/L 09/19/16 19:20 1Methylene Chloride ND

3.0 ug/L 09/19/16 19:20 1trans-1,2-Dichloroethene ND F1

2.0 ug/L 09/19/16 19:20 11,1-Dichloroethane ND

3.0 ug/L 09/19/16 19:20 12,2-Dichloropropane ND

1.0 ug/L 09/19/16 19:20 1cis-1,2-Dichloroethene ND F1

2.0 ug/L 09/19/16 19:20 1Bromochloromethane ND

5.0 ug/L 09/19/16 19:20 1Chloroform ND F1

3.0 ug/L 09/19/16 19:20 11,1,1-Trichloroethane ND

3.0 ug/L 09/19/16 19:20 1Carbon tetrachloride ND F1

3.0 ug/L 09/19/16 19:20 11,1-Dichloropropene ND

2.0 ug/L 09/19/16 19:20 1Benzene ND

1.0 ug/L 09/19/16 19:20 11,2-Dichloroethane ND

3.0 ug/L 09/19/16 19:20 1Trichloroethene ND

1.0 ug/L 09/19/16 19:20 11,2-Dichloropropane ND

1.0 ug/L 09/19/16 19:20 1Dibromomethane ND

2.0 ug/L 09/19/16 19:20 1Bromodichloromethane ND

1.0 ug/L 09/19/16 19:20 1cis-1,3-Dichloropropene ND

15 ug/L 09/19/16 19:20 14-Methyl-2-pentanone ND

2.0 ug/L 09/19/16 19:20 1Toluene ND

1.0 ug/L 09/19/16 19:20 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/19/16 19:20 11,1,2-Trichloroethane ND

3.0 ug/L 09/19/16 19:20 1Tetrachloroethene ND

1.0 ug/L 09/19/16 19:20 11,3-Dichloropropane ND

20 ug/L 09/19/16 19:20 12-Hexanone ND

1.0 ug/L 09/19/16 19:20 1Dibromochloromethane ND

2.0 ug/L 09/19/16 19:20 1Chlorobenzene ND

3.0 ug/L 09/19/16 19:20 1Ethylbenzene ND

2.0 ug/L 09/19/16 19:20 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/19/16 19:20 1m-Xylene & p-Xylene ND

2.0 ug/L 09/19/16 19:20 1o-Xylene ND

5.0 ug/L 09/19/16 19:20 1Styrene ND

1.0 ug/L 09/19/16 19:20 1Bromoform ND

2.0 ug/L 09/19/16 19:20 1Isopropylbenzene ND

2.0 ug/L 09/19/16 19:20 1Bromobenzene ND

3.0 ug/L 09/19/16 19:20 1N-Propylbenzene ND

2.0 ug/L 09/19/16 19:20 14-Chlorotoluene ND

3.0 ug/L 09/19/16 19:20 1t-Butylbenzene ND

3.0 ug/L 09/19/16 19:20 11,2,4-Trimethylbenzene ND

3.0 ug/L 09/19/16 19:20 1sec-Butylbenzene ND

2.0 ug/L 09/19/16 19:20 11,3-Dichlorobenzene ND

3.0 ug/L 09/19/16 19:20 14-Isopropyltoluene ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-2Client Sample ID: TPW-1-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,4-Dichlorobenzene ND 4.0 ug/L 09/19/16 19:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/19/16 19:20 1n-Butylbenzene ND

2.0 ug/L 09/19/16 19:20 11,2-Dichlorobenzene ND

1.0 ug/L 09/19/16 19:20 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/19/16 19:20 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/19/16 19:20 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 19:20 1Naphthalene ND

1.0 ug/L 09/19/16 19:20 1Methyl tert-butyl ether ND

3.0 ug/L 09/19/16 19:20 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/19/16 19:20 12-Chlorotoluene ND

Toluene-d8 (Surr) 100 82 - 122 09/19/16 19:20 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 99 09/19/16 19:20 175 - 125

Dibromofluoromethane (Surr) 106 09/19/16 19:20 177 - 118

Trifluorotoluene (Surr) 109 09/19/16 19:20 180 - 141

1,2-Dichloroethane-d4 (Surr) 111 09/19/16 19:20 165 - 143

Method: 8260C - Volatile Organic Compounds by GC/MS - RA
RL MDL

Acetone ND 50 ug/L 09/20/16 19:23 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

20 ug/L 09/20/16 19:23 12-Butanone ND

1.0 ug/L 09/20/16 19:23 11,2-Dibromoethane ND

1.0 ug/L 09/20/16 19:23 11,1,2,2-Tetrachloroethane ND

10 ug/L 09/20/16 19:23 11,2-Dibromo-3-Chloropropane ND

2.0 ug/L 09/20/16 19:23 11,2,3-Trichloropropane ND

Toluene-d8 (Surr) 101 82 - 122 09/20/16 19:23 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 98 09/20/16 19:23 175 - 125

Dibromofluoromethane (Surr) 93 09/20/16 19:23 177 - 118

Trifluorotoluene (Surr) 103 09/20/16 19:23 180 - 141

1,2-Dichloroethane-d4 (Surr) 89 09/20/16 19:23 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 11,2-Dichlorobenzene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 11,3-Dichlorobenzene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 11,4-Dichlorobenzene ND

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 11-Methylnaphthalene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 12,4,5-Trichlorophenol ND

0.61 ug/L 09/19/16 11:31 09/22/16 18:05 12,4,6-Trichlorophenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 12,4-Dichlorophenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 18:05 12,4-Dimethylphenol ND

5.1 ug/L 09/19/16 11:31 09/22/16 18:05 12,4-Dinitrophenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 12,4-Dinitrotoluene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 12,6-Dinitrotoluene 0.47

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 12-Chloronaphthalene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 12-Chlorophenol ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-2Client Sample ID: TPW-1-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

2-Methylnaphthalene ND 0.20 ug/L 09/19/16 11:31 09/22/16 18:05 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 12-Methylphenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 12-Nitroaniline ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 12-Nitrophenol ND

0.81 ug/L 09/19/16 11:31 09/22/16 18:05 13 & 4 Methylphenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 18:05 13,3'-Dichlorobenzidine ND F1

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 13-Nitroaniline ND F1

4.0 ug/L 09/19/16 11:31 09/22/16 18:05 14,6-Dinitro-2-methylphenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 14-Bromophenyl phenyl ether ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 14-Chloro-3-methylphenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 14-Chloroaniline ND F1

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 14-Chlorophenyl phenyl ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 18:05 14-Nitroaniline ND

3.0 ug/L 09/19/16 11:31 09/22/16 18:05 14-Nitrophenol ND

0.10 ug/L 09/19/16 11:31 09/22/16 18:05 1Acenaphthene ND

0.081 ug/L 09/19/16 11:31 09/22/16 18:05 1Acenaphthylene ND

0.040 ug/L 09/19/16 11:31 09/22/16 18:05 1Anthracene ND

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 1Benzo[a]anthracene ND

0.040 ug/L 09/19/16 11:31 09/22/16 18:05 1Benzo[a]pyrene ND

0.081 ug/L 09/19/16 11:31 09/22/16 18:05 1Benzo[b]fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 1Benzo[g,h,i]perylene ND

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 1Benzo[k]fluoranthene ND

3.0 ug/L 09/19/16 11:31 09/22/16 18:05 1Benzoic acid ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Benzyl alcohol ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Bis(2-chloroethoxy)methane ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Bis(2-chloroethyl)ether ND

3.0 ug/L 09/19/16 11:31 09/22/16 18:05 1Bis(2-ethylhexyl) phthalate ND F1 F2

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1bis(chloroisopropyl) ether ND F1 F2

0.61 ug/L 09/19/16 11:31 09/22/16 18:05 1Butyl benzyl phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Carbazole ND

0.040 ug/L 09/19/16 11:31 09/22/16 18:05 1Chrysene ND

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 1Dibenz(a,h)anthracene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Dibenzofuran ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Diethyl phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Dimethyl phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Di-n-butyl phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Di-n-octyl phthalate ND

0.051 ug/L 09/19/16 11:31 09/22/16 18:05 1Fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 1Fluorene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Hexachlorobenzene ND

0.61 ug/L 09/19/16 11:31 09/22/16 18:05 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 11:31 09/22/16 18:05 1Hexachlorocyclopentadiene ND

0.61 ug/L 09/19/16 11:31 09/22/16 18:05 1Hexachloroethane ND

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 1Indeno[1,2,3-cd]pyrene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Isophorone ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Naphthalene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1Nitrobenzene ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1N-Nitrosodi-n-propylamine ND

0.40 ug/L 09/19/16 11:31 09/22/16 18:05 1N-Nitrosodiphenylamine ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-2Client Sample ID: TPW-1-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

Pentachlorophenol ND 0.71 ug/L 09/19/16 11:31 09/22/16 18:05 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.081 ug/L 09/19/16 11:31 09/22/16 18:05 1Phenanthrene ND

0.61 ug/L 09/19/16 11:31 09/22/16 18:05 1Phenol ND

0.061 ug/L 09/19/16 11:31 09/22/16 18:05 1Pyrene ND

2,4,6-Tribromophenol (Surr) 87 57 - 132 09/19/16 11:31 09/22/16 18:05 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 82 09/19/16 11:31 09/22/16 18:05 150 - 120

2-Fluorophenol (Surr) 82 09/19/16 11:31 09/22/16 18:05 150 - 113

Nitrobenzene-d5 (Surr) 87 09/19/16 11:31 09/22/16 18:05 159 - 120

Phenol-d5 (Surr) 82 09/19/16 11:31 09/22/16 18:05 152 - 120

Terphenyl-d14 (Surr) 92 09/19/16 11:31 09/22/16 18:05 172 - 140

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE
RL MDL

1,2,4-Trichlorobenzene ND H 0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 11,2-Dichlorobenzene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 11,3-Dichlorobenzene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 11,4-Dichlorobenzene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:57 11-Methylnaphthalene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 12,4,5-Trichlorophenol ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:57 12,4,6-Trichlorophenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 12,4-Dichlorophenol ND H

2.0 ug/L 09/27/16 14:37 09/30/16 15:57 12,4-Dimethylphenol ND H

5.0 ug/L 09/27/16 14:37 09/30/16 15:57 12,4-Dinitrophenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 12,4-Dinitrotoluene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 12,6-Dinitrotoluene 0.42 H

0.061 ug/L 09/27/16 14:37 09/30/16 15:57 12-Chloronaphthalene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 12-Chlorophenol ND H

0.20 ug/L 09/27/16 14:37 09/30/16 15:57 12-Methylnaphthalene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 12-Methylphenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 12-Nitroaniline ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 12-Nitrophenol ND H

0.81 ug/L 09/27/16 14:37 09/30/16 15:57 13 & 4 Methylphenol ND H

2.0 ug/L 09/27/16 14:37 09/30/16 15:57 13,3'-Dichlorobenzidine ND H F1 F2

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 13-Nitroaniline ND H F2

4.0 ug/L 09/27/16 14:37 09/30/16 15:57 14,6-Dinitro-2-methylphenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 14-Bromophenyl phenyl ether ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 14-Chloro-3-methylphenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 14-Chloroaniline ND H F1

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 14-Chlorophenyl phenyl ether ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:57 14-Nitroaniline ND H

3.0 ug/L 09/27/16 14:37 09/30/16 15:57 14-Nitrophenol ND H

0.10 ug/L 09/27/16 14:37 09/30/16 15:57 1Acenaphthene ND H

0.081 ug/L 09/27/16 14:37 09/30/16 15:57 1Acenaphthylene ND H

0.040 ug/L 09/27/16 14:37 09/30/16 15:57 1Anthracene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:57 1Benzo[a]anthracene ND H

0.040 ug/L 09/27/16 14:37 09/30/16 15:57 1Benzo[a]pyrene ND H

0.081 ug/L 09/27/16 14:37 09/30/16 15:57 1Benzo[b]fluoranthene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:57 1Benzo[g,h,i]perylene ND H
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-2Client Sample ID: TPW-1-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)
RL MDL

Benzo[k]fluoranthene ND H 0.061 ug/L 09/27/16 14:37 09/30/16 15:57 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 14:37 09/30/16 15:57 1Benzoic acid ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Benzyl alcohol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Bis(2-chloroethoxy)methane ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Bis(2-chloroethyl)ether ND H

3.0 ug/L 09/27/16 14:37 09/30/16 15:57 1Bis(2-ethylhexyl) phthalate ND H F1

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1bis(chloroisopropyl) ether ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:57 1Butyl benzyl phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Carbazole ND H

0.040 ug/L 09/27/16 14:37 09/30/16 15:57 1Chrysene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:57 1Dibenz(a,h)anthracene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Dibenzofuran ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Diethyl phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Dimethyl phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Di-n-butyl phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Di-n-octyl phthalate ND H

0.050 ug/L 09/27/16 14:37 09/30/16 15:57 1Fluoranthene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:57 1Fluorene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Hexachlorobenzene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:57 1Hexachlorobutadiene ND H

2.0 ug/L 09/27/16 14:37 09/30/16 15:57 1Hexachlorocyclopentadiene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:57 1Hexachloroethane ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:57 1Indeno[1,2,3-cd]pyrene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Isophorone ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Naphthalene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1Nitrobenzene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1N-Nitrosodi-n-propylamine ND H

0.40 ug/L 09/27/16 14:37 09/30/16 15:57 1N-Nitrosodiphenylamine ND H

0.71 ug/L 09/27/16 14:37 09/30/16 15:57 1Pentachlorophenol ND H

0.081 ug/L 09/27/16 14:37 09/30/16 15:57 1Phenanthrene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 15:57 1Phenol ND H

0.061 ug/L 09/27/16 14:37 09/30/16 15:57 1Pyrene ND H

2,4,6-Tribromophenol (Surr) 93 57 - 132 09/27/16 14:37 09/30/16 15:57 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 83 09/27/16 14:37 09/30/16 15:57 150 - 120

2-Fluorophenol (Surr) 83 09/27/16 14:37 09/30/16 15:57 150 - 113

Nitrobenzene-d5 (Surr) 91 09/27/16 14:37 09/30/16 15:57 159 - 120

Phenol-d5 (Surr) 89 09/27/16 14:37 09/30/16 15:57 152 - 120

Terphenyl-d14 (Surr) 101 09/27/16 14:37 09/30/16 15:57 172 - 140

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/21/16 16:50 09/21/16 20:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/21/16 16:50 09/21/16 20:20 11,2-Dibromoethane ND

1,2-Dibromopropane 114 70 - 130 09/21/16 16:50 09/21/16 20:20 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-3Client Sample ID: TPW-9-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/19/16 16:27 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/19/16 16:27 1Chloromethane ND

1.0 ug/L 09/19/16 16:27 1Vinyl chloride ND

5.0 ug/L 09/19/16 16:27 1Bromomethane ND

5.0 ug/L 09/19/16 16:27 1Chloroethane ND

3.0 ug/L 09/19/16 16:27 1Trichlorofluoromethane ND

2.0 ug/L 09/19/16 16:27 11,1-Dichloroethene ND

1.0 ug/L 09/19/16 16:27 1Carbon disulfide ND

5.0 ug/L 09/19/16 16:27 1Methylene Chloride ND

3.0 ug/L 09/19/16 16:27 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/19/16 16:27 11,1-Dichloroethane ND

3.0 ug/L 09/19/16 16:27 12,2-Dichloropropane ND

1.0 ug/L 09/19/16 16:27 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/19/16 16:27 1Bromochloromethane ND

5.0 ug/L 09/19/16 16:27 1Chloroform ND

3.0 ug/L 09/19/16 16:27 11,1,1-Trichloroethane ND

3.0 ug/L 09/19/16 16:27 1Carbon tetrachloride ND

3.0 ug/L 09/19/16 16:27 11,1-Dichloropropene ND

2.0 ug/L 09/19/16 16:27 1Benzene ND

1.0 ug/L 09/19/16 16:27 11,2-Dichloroethane ND

3.0 ug/L 09/19/16 16:27 1Trichloroethene ND

1.0 ug/L 09/19/16 16:27 11,2-Dichloropropane ND

1.0 ug/L 09/19/16 16:27 1Dibromomethane ND

2.0 ug/L 09/19/16 16:27 1Bromodichloromethane ND

1.0 ug/L 09/19/16 16:27 1cis-1,3-Dichloropropene ND

15 ug/L 09/19/16 16:27 14-Methyl-2-pentanone ND

2.0 ug/L 09/19/16 16:27 1Toluene ND

1.0 ug/L 09/19/16 16:27 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/19/16 16:27 11,1,2-Trichloroethane ND

3.0 ug/L 09/19/16 16:27 1Tetrachloroethene ND

1.0 ug/L 09/19/16 16:27 11,3-Dichloropropane ND

20 ug/L 09/19/16 16:27 12-Hexanone ND

1.0 ug/L 09/19/16 16:27 1Dibromochloromethane ND

2.0 ug/L 09/19/16 16:27 1Chlorobenzene ND

3.0 ug/L 09/19/16 16:27 1Ethylbenzene ND

2.0 ug/L 09/19/16 16:27 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/19/16 16:27 1m-Xylene & p-Xylene ND

2.0 ug/L 09/19/16 16:27 1o-Xylene ND

5.0 ug/L 09/19/16 16:27 1Styrene ND

1.0 ug/L 09/19/16 16:27 1Bromoform ND

2.0 ug/L 09/19/16 16:27 1Isopropylbenzene ND

2.0 ug/L 09/19/16 16:27 1Bromobenzene ND

3.0 ug/L 09/19/16 16:27 1N-Propylbenzene ND

2.0 ug/L 09/19/16 16:27 14-Chlorotoluene ND

3.0 ug/L 09/19/16 16:27 1t-Butylbenzene ND

3.0 ug/L 09/19/16 16:27 11,2,4-Trimethylbenzene ND

3.0 ug/L 09/19/16 16:27 1sec-Butylbenzene ND

2.0 ug/L 09/19/16 16:27 11,3-Dichlorobenzene ND

3.0 ug/L 09/19/16 16:27 14-Isopropyltoluene ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-3Client Sample ID: TPW-9-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,4-Dichlorobenzene ND 4.0 ug/L 09/19/16 16:27 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/19/16 16:27 1n-Butylbenzene ND

2.0 ug/L 09/19/16 16:27 11,2-Dichlorobenzene ND

1.0 ug/L 09/19/16 16:27 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/19/16 16:27 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/19/16 16:27 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 16:27 1Naphthalene ND

1.0 ug/L 09/19/16 16:27 1Methyl tert-butyl ether ND

3.0 ug/L 09/19/16 16:27 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/19/16 16:27 12-Chlorotoluene ND

Toluene-d8 (Surr) 100 82 - 122 09/19/16 16:27 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 98 09/19/16 16:27 175 - 125

Dibromofluoromethane (Surr) 107 09/19/16 16:27 177 - 118

Trifluorotoluene (Surr) 110 09/19/16 16:27 180 - 141

1,2-Dichloroethane-d4 (Surr) 110 09/19/16 16:27 165 - 143

Method: 8260C - Volatile Organic Compounds by GC/MS - RA
RL MDL

Acetone ND 50 ug/L 09/20/16 18:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

20 ug/L 09/20/16 18:26 12-Butanone ND

1.0 ug/L 09/20/16 18:26 11,2-Dibromoethane ND

1.0 ug/L 09/20/16 18:26 11,1,2,2-Tetrachloroethane ND

10 ug/L 09/20/16 18:26 11,2-Dibromo-3-Chloropropane ND

2.0 ug/L 09/20/16 18:26 11,2,3-Trichloropropane ND

Toluene-d8 (Surr) 103 82 - 122 09/20/16 18:26 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 98 09/20/16 18:26 175 - 125

Dibromofluoromethane (Surr) 91 09/20/16 18:26 177 - 118

Trifluorotoluene (Surr) 99 09/20/16 18:26 180 - 141

1,2-Dichloroethane-d4 (Surr) 89 09/20/16 18:26 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 11,2-Dichlorobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 11,3-Dichlorobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 11,4-Dichlorobenzene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 11-Methylnaphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 12,4,5-Trichlorophenol ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:20 12,4,6-Trichlorophenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 12,4-Dichlorophenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 19:20 12,4-Dimethylphenol ND

5.1 ug/L 09/19/16 11:31 09/22/16 19:20 12,4-Dinitrophenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 12,4-Dinitrotoluene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 12,6-Dinitrotoluene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 12-Chloronaphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 12-Chlorophenol ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-3Client Sample ID: TPW-9-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

2-Methylnaphthalene ND 0.20 ug/L 09/19/16 11:31 09/22/16 19:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 12-Methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 12-Nitroaniline ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 12-Nitrophenol ND

0.81 ug/L 09/19/16 11:31 09/22/16 19:20 13 & 4 Methylphenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 19:20 13,3'-Dichlorobenzidine ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 13-Nitroaniline ND

4.1 ug/L 09/19/16 11:31 09/22/16 19:20 14,6-Dinitro-2-methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 14-Bromophenyl phenyl ether ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 14-Chloro-3-methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 14-Chloroaniline ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 14-Chlorophenyl phenyl ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:20 14-Nitroaniline ND

3.0 ug/L 09/19/16 11:31 09/22/16 19:20 14-Nitrophenol ND

0.10 ug/L 09/19/16 11:31 09/22/16 19:20 1Acenaphthene ND

0.081 ug/L 09/19/16 11:31 09/22/16 19:20 1Acenaphthylene ND

0.041 ug/L 09/19/16 11:31 09/22/16 19:20 1Anthracene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 1Benzo[a]anthracene ND

0.041 ug/L 09/19/16 11:31 09/22/16 19:20 1Benzo[a]pyrene ND

0.081 ug/L 09/19/16 11:31 09/22/16 19:20 1Benzo[b]fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 1Benzo[g,h,i]perylene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 1Benzo[k]fluoranthene ND

3.0 ug/L 09/19/16 11:31 09/22/16 19:20 1Benzoic acid ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Benzyl alcohol ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Bis(2-chloroethoxy)methane ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Bis(2-chloroethyl)ether ND

3.0 ug/L 09/19/16 11:31 09/22/16 19:20 1Bis(2-ethylhexyl) phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1bis(chloroisopropyl) ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:20 1Butyl benzyl phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Carbazole ND

0.041 ug/L 09/19/16 11:31 09/22/16 19:20 1Chrysene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 1Dibenz(a,h)anthracene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Dibenzofuran ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Diethyl phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Dimethyl phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Di-n-butyl phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Di-n-octyl phthalate ND

0.051 ug/L 09/19/16 11:31 09/22/16 19:20 1Fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 1Fluorene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Hexachlorobenzene ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:20 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 11:31 09/22/16 19:20 1Hexachlorocyclopentadiene ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:20 1Hexachloroethane ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 1Indeno[1,2,3-cd]pyrene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Isophorone ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Naphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1Nitrobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1N-Nitrosodi-n-propylamine ND

0.41 ug/L 09/19/16 11:31 09/22/16 19:20 1N-Nitrosodiphenylamine ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-3Client Sample ID: TPW-9-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

Pentachlorophenol ND 0.71 ug/L 09/19/16 11:31 09/22/16 19:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.081 ug/L 09/19/16 11:31 09/22/16 19:20 1Phenanthrene ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:20 1Phenol ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:20 1Pyrene ND

2,4,6-Tribromophenol (Surr) 83 57 - 132 09/19/16 11:31 09/22/16 19:20 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 73 09/19/16 11:31 09/22/16 19:20 150 - 120

2-Fluorophenol (Surr) 70 09/19/16 11:31 09/22/16 19:20 150 - 113

Nitrobenzene-d5 (Surr) 81 09/19/16 11:31 09/22/16 19:20 159 - 120

Phenol-d5 (Surr) 75 09/19/16 11:31 09/22/16 19:20 152 - 120

Terphenyl-d14 (Surr) 86 09/19/16 11:31 09/22/16 19:20 172 - 140

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE
RL MDL

1,2,4-Trichlorobenzene ND H 0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 11,2-Dichlorobenzene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 11,3-Dichlorobenzene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 11,4-Dichlorobenzene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 17:13 11-Methylnaphthalene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 12,4,5-Trichlorophenol ND H

0.61 ug/L 09/27/16 14:37 09/30/16 17:13 12,4,6-Trichlorophenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 12,4-Dichlorophenol ND H

2.0 ug/L 09/27/16 14:37 09/30/16 17:13 12,4-Dimethylphenol ND H

5.1 ug/L 09/27/16 14:37 09/30/16 17:13 12,4-Dinitrophenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 12,4-Dinitrotoluene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 12,6-Dinitrotoluene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 17:13 12-Chloronaphthalene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 12-Chlorophenol ND H

0.20 ug/L 09/27/16 14:37 09/30/16 17:13 12-Methylnaphthalene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 12-Methylphenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 12-Nitroaniline ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 12-Nitrophenol ND H

0.81 ug/L 09/27/16 14:37 09/30/16 17:13 13 & 4 Methylphenol ND H

2.0 ug/L 09/27/16 14:37 09/30/16 17:13 13,3'-Dichlorobenzidine ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 13-Nitroaniline ND H

4.1 ug/L 09/27/16 14:37 09/30/16 17:13 14,6-Dinitro-2-methylphenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 14-Bromophenyl phenyl ether ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 14-Chloro-3-methylphenol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 14-Chloroaniline ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 14-Chlorophenyl phenyl ether ND H

0.61 ug/L 09/27/16 14:37 09/30/16 17:13 14-Nitroaniline ND H

3.0 ug/L 09/27/16 14:37 09/30/16 17:13 14-Nitrophenol ND H

0.10 ug/L 09/27/16 14:37 09/30/16 17:13 1Acenaphthene ND H

0.081 ug/L 09/27/16 14:37 09/30/16 17:13 1Acenaphthylene ND H

0.041 ug/L 09/27/16 14:37 09/30/16 17:13 1Anthracene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 17:13 1Benzo[a]anthracene ND H

0.041 ug/L 09/27/16 14:37 09/30/16 17:13 1Benzo[a]pyrene ND H

0.081 ug/L 09/27/16 14:37 09/30/16 17:13 1Benzo[b]fluoranthene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 17:13 1Benzo[g,h,i]perylene ND H
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-3Client Sample ID: TPW-9-0916
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)
RL MDL

Benzo[k]fluoranthene ND H 0.061 ug/L 09/27/16 14:37 09/30/16 17:13 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 14:37 09/30/16 17:13 1Benzoic acid ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Benzyl alcohol ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Bis(2-chloroethoxy)methane ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Bis(2-chloroethyl)ether ND H

3.0 ug/L 09/27/16 14:37 09/30/16 17:13 1Bis(2-ethylhexyl) phthalate ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1bis(chloroisopropyl) ether ND H

0.61 ug/L 09/27/16 14:37 09/30/16 17:13 1Butyl benzyl phthalate ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Carbazole ND H

0.041 ug/L 09/27/16 14:37 09/30/16 17:13 1Chrysene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 17:13 1Dibenz(a,h)anthracene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Dibenzofuran ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Diethyl phthalate ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Dimethyl phthalate ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Di-n-butyl phthalate ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Di-n-octyl phthalate ND H

0.051 ug/L 09/27/16 14:37 09/30/16 17:13 1Fluoranthene ND H

0.061 ug/L 09/27/16 14:37 09/30/16 17:13 1Fluorene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Hexachlorobenzene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 17:13 1Hexachlorobutadiene ND H

2.0 ug/L 09/27/16 14:37 09/30/16 17:13 1Hexachlorocyclopentadiene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 17:13 1Hexachloroethane ND H

0.061 ug/L 09/27/16 14:37 09/30/16 17:13 1Indeno[1,2,3-cd]pyrene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Isophorone ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Naphthalene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1Nitrobenzene ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1N-Nitrosodi-n-propylamine ND H

0.41 ug/L 09/27/16 14:37 09/30/16 17:13 1N-Nitrosodiphenylamine ND H

0.71 ug/L 09/27/16 14:37 09/30/16 17:13 1Pentachlorophenol ND H

0.081 ug/L 09/27/16 14:37 09/30/16 17:13 1Phenanthrene ND H

0.61 ug/L 09/27/16 14:37 09/30/16 17:13 1Phenol ND H

0.061 ug/L 09/27/16 14:37 09/30/16 17:13 1Pyrene ND H

2,4,6-Tribromophenol (Surr) 108 57 - 132 09/27/16 14:37 09/30/16 17:13 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 88 09/27/16 14:37 09/30/16 17:13 150 - 120

2-Fluorophenol (Surr) 98 09/27/16 14:37 09/30/16 17:13 150 - 113

Nitrobenzene-d5 (Surr) 97 09/27/16 14:37 09/30/16 17:13 159 - 120

Phenol-d5 (Surr) 99 09/27/16 14:37 09/30/16 17:13 152 - 120

Terphenyl-d14 (Surr) 113 09/27/16 14:37 09/30/16 17:13 172 - 140

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/21/16 16:50 09/22/16 00:14 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/21/16 16:50 09/22/16 00:14 11,2-Dibromoethane ND

1,2-Dibromopropane 114 70 - 130 09/21/16 16:50 09/22/16 00:14 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-4Client Sample ID: PQ-W1-0916
Matrix: WaterDate Collected: 09/12/16 15:10

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/19/16 16:56 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/19/16 16:56 1Chloromethane ND

1.0 ug/L 09/19/16 16:56 1Vinyl chloride ND

5.0 ug/L 09/19/16 16:56 1Bromomethane ND

5.0 ug/L 09/19/16 16:56 1Chloroethane ND

3.0 ug/L 09/19/16 16:56 1Trichlorofluoromethane ND

2.0 ug/L 09/19/16 16:56 11,1-Dichloroethene ND

1.0 ug/L 09/19/16 16:56 1Carbon disulfide ND

5.0 ug/L 09/19/16 16:56 1Methylene Chloride ND

3.0 ug/L 09/19/16 16:56 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/19/16 16:56 11,1-Dichloroethane ND

3.0 ug/L 09/19/16 16:56 12,2-Dichloropropane ND

1.0 ug/L 09/19/16 16:56 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/19/16 16:56 1Bromochloromethane ND

5.0 ug/L 09/19/16 16:56 1Chloroform ND

3.0 ug/L 09/19/16 16:56 11,1,1-Trichloroethane ND

3.0 ug/L 09/19/16 16:56 1Carbon tetrachloride ND

3.0 ug/L 09/19/16 16:56 11,1-Dichloropropene ND

2.0 ug/L 09/19/16 16:56 1Benzene 6.6

1.0 ug/L 09/19/16 16:56 11,2-Dichloroethane ND

3.0 ug/L 09/19/16 16:56 1Trichloroethene ND

1.0 ug/L 09/19/16 16:56 11,2-Dichloropropane ND

1.0 ug/L 09/19/16 16:56 1Dibromomethane ND

2.0 ug/L 09/19/16 16:56 1Bromodichloromethane ND

1.0 ug/L 09/19/16 16:56 1cis-1,3-Dichloropropene ND

15 ug/L 09/19/16 16:56 14-Methyl-2-pentanone ND

2.0 ug/L 09/19/16 16:56 1Toluene ND

1.0 ug/L 09/19/16 16:56 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/19/16 16:56 11,1,2-Trichloroethane ND

3.0 ug/L 09/19/16 16:56 1Tetrachloroethene ND

1.0 ug/L 09/19/16 16:56 11,3-Dichloropropane ND

20 ug/L 09/19/16 16:56 12-Hexanone ND

1.0 ug/L 09/19/16 16:56 1Dibromochloromethane ND

2.0 ug/L 09/19/16 16:56 1Chlorobenzene ND

3.0 ug/L 09/19/16 16:56 1Ethylbenzene ND

2.0 ug/L 09/19/16 16:56 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/19/16 16:56 1m-Xylene & p-Xylene ND

2.0 ug/L 09/19/16 16:56 1o-Xylene ND

5.0 ug/L 09/19/16 16:56 1Styrene ND

1.0 ug/L 09/19/16 16:56 1Bromoform ND

2.0 ug/L 09/19/16 16:56 1Isopropylbenzene ND

2.0 ug/L 09/19/16 16:56 1Bromobenzene ND

3.0 ug/L 09/19/16 16:56 1N-Propylbenzene ND

2.0 ug/L 09/19/16 16:56 14-Chlorotoluene ND

3.0 ug/L 09/19/16 16:56 1t-Butylbenzene ND

3.0 ug/L 09/19/16 16:56 11,2,4-Trimethylbenzene ND

3.0 ug/L 09/19/16 16:56 1sec-Butylbenzene ND

2.0 ug/L 09/19/16 16:56 11,3-Dichlorobenzene ND

3.0 ug/L 09/19/16 16:56 14-Isopropyltoluene ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-4Client Sample ID: PQ-W1-0916
Matrix: WaterDate Collected: 09/12/16 15:10

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,4-Dichlorobenzene ND 4.0 ug/L 09/19/16 16:56 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/19/16 16:56 1n-Butylbenzene ND

2.0 ug/L 09/19/16 16:56 11,2-Dichlorobenzene ND

1.0 ug/L 09/19/16 16:56 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/19/16 16:56 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/19/16 16:56 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 16:56 1Naphthalene ND

1.0 ug/L 09/19/16 16:56 1Methyl tert-butyl ether ND

3.0 ug/L 09/19/16 16:56 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/19/16 16:56 12-Chlorotoluene ND

Toluene-d8 (Surr) 99 82 - 122 09/19/16 16:56 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 100 09/19/16 16:56 175 - 125

Dibromofluoromethane (Surr) 105 09/19/16 16:56 177 - 118

Trifluorotoluene (Surr) 108 09/19/16 16:56 180 - 141

1,2-Dichloroethane-d4 (Surr) 109 09/19/16 16:56 165 - 143

Method: 8260C - Volatile Organic Compounds by GC/MS - RA
RL MDL

Acetone ND 50 ug/L 09/20/16 18:55 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

20 ug/L 09/20/16 18:55 12-Butanone ND

1.0 ug/L 09/20/16 18:55 11,2-Dibromoethane ND

1.0 ug/L 09/20/16 18:55 11,1,2,2-Tetrachloroethane ND

10 ug/L 09/20/16 18:55 11,2-Dibromo-3-Chloropropane ND

2.0 ug/L 09/20/16 18:55 11,2,3-Trichloropropane ND

Toluene-d8 (Surr) 101 82 - 122 09/20/16 18:55 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 98 09/20/16 18:55 175 - 125

Dibromofluoromethane (Surr) 93 09/20/16 18:55 177 - 118

Trifluorotoluene (Surr) 104 09/20/16 18:55 180 - 141

1,2-Dichloroethane-d4 (Surr) 92 09/20/16 18:55 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 11,2-Dichlorobenzene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 11,3-Dichlorobenzene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 11,4-Dichlorobenzene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 11-Methylnaphthalene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 12,4,5-Trichlorophenol ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:45 12,4,6-Trichlorophenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 12,4-Dichlorophenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 19:45 12,4-Dimethylphenol ND

5.1 ug/L 09/19/16 11:31 09/22/16 19:45 12,4-Dinitrophenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 12,4-Dinitrotoluene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 12,6-Dinitrotoluene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 12-Chloronaphthalene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 12-Chlorophenol ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-4Client Sample ID: PQ-W1-0916
Matrix: WaterDate Collected: 09/12/16 15:10

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

2-Methylnaphthalene ND 0.20 ug/L 09/19/16 11:31 09/22/16 19:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 12-Methylphenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 12-Nitroaniline ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 12-Nitrophenol ND

0.81 ug/L 09/19/16 11:31 09/22/16 19:45 13 & 4 Methylphenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 19:45 13,3'-Dichlorobenzidine ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 13-Nitroaniline ND

4.0 ug/L 09/19/16 11:31 09/22/16 19:45 14,6-Dinitro-2-methylphenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 14-Bromophenyl phenyl ether ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 14-Chloro-3-methylphenol ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 14-Chloroaniline ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 14-Chlorophenyl phenyl ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:45 14-Nitroaniline ND

3.0 ug/L 09/19/16 11:31 09/22/16 19:45 14-Nitrophenol ND

0.10 ug/L 09/19/16 11:31 09/22/16 19:45 1Acenaphthene ND

0.081 ug/L 09/19/16 11:31 09/22/16 19:45 1Acenaphthylene ND

0.040 ug/L 09/19/16 11:31 09/22/16 19:45 1Anthracene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 1Benzo[a]anthracene ND

0.040 ug/L 09/19/16 11:31 09/22/16 19:45 1Benzo[a]pyrene ND

0.081 ug/L 09/19/16 11:31 09/22/16 19:45 1Benzo[b]fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 1Benzo[g,h,i]perylene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 1Benzo[k]fluoranthene ND

3.0 ug/L 09/19/16 11:31 09/22/16 19:45 1Benzoic acid 6.5

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Benzyl alcohol ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Bis(2-chloroethoxy)methane ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Bis(2-chloroethyl)ether ND

3.0 ug/L 09/19/16 11:31 09/22/16 19:45 1Bis(2-ethylhexyl) phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1bis(chloroisopropyl) ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:45 1Butyl benzyl phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Carbazole ND

0.040 ug/L 09/19/16 11:31 09/22/16 19:45 1Chrysene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 1Dibenz(a,h)anthracene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Dibenzofuran ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Diethyl phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Dimethyl phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Di-n-butyl phthalate ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Di-n-octyl phthalate ND

0.051 ug/L 09/19/16 11:31 09/22/16 19:45 1Fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 1Fluorene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Hexachlorobenzene ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:45 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 11:31 09/22/16 19:45 1Hexachlorocyclopentadiene ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:45 1Hexachloroethane ND

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 1Indeno[1,2,3-cd]pyrene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Isophorone ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Naphthalene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1Nitrobenzene ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1N-Nitrosodi-n-propylamine ND

0.40 ug/L 09/19/16 11:31 09/22/16 19:45 1N-Nitrosodiphenylamine ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-4Client Sample ID: PQ-W1-0916
Matrix: WaterDate Collected: 09/12/16 15:10

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

Pentachlorophenol ND 0.71 ug/L 09/19/16 11:31 09/22/16 19:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.081 ug/L 09/19/16 11:31 09/22/16 19:45 1Phenanthrene ND

0.61 ug/L 09/19/16 11:31 09/22/16 19:45 1Phenol 1.2

0.061 ug/L 09/19/16 11:31 09/22/16 19:45 1Pyrene ND

2,4,6-Tribromophenol (Surr) 91 57 - 132 09/19/16 11:31 09/22/16 19:45 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 75 09/19/16 11:31 09/22/16 19:45 150 - 120

2-Fluorophenol (Surr) 74 09/19/16 11:31 09/22/16 19:45 150 - 113

Nitrobenzene-d5 (Surr) 80 09/19/16 11:31 09/22/16 19:45 159 - 120

Phenol-d5 (Surr) 77 09/19/16 11:31 09/22/16 19:45 152 - 120

Terphenyl-d14 (Surr) 93 09/19/16 11:31 09/22/16 19:45 172 - 140

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE
RL MDL

1,2,4-Trichlorobenzene ND H 0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 11,2-Dichlorobenzene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 11,3-Dichlorobenzene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 11,4-Dichlorobenzene ND H

0.060 ug/L 09/27/16 14:37 09/30/16 17:39 11-Methylnaphthalene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 12,4,5-Trichlorophenol ND H

0.60 ug/L 09/27/16 14:37 09/30/16 17:39 12,4,6-Trichlorophenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 12,4-Dichlorophenol ND H

2.0 ug/L 09/27/16 14:37 09/30/16 17:39 12,4-Dimethylphenol ND H

5.0 ug/L 09/27/16 14:37 09/30/16 17:39 12,4-Dinitrophenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 12,4-Dinitrotoluene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 12,6-Dinitrotoluene ND H

0.060 ug/L 09/27/16 14:37 09/30/16 17:39 12-Chloronaphthalene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 12-Chlorophenol ND H

0.20 ug/L 09/27/16 14:37 09/30/16 17:39 12-Methylnaphthalene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 12-Methylphenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 12-Nitroaniline ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 12-Nitrophenol ND H

0.81 ug/L 09/27/16 14:37 09/30/16 17:39 13 & 4 Methylphenol ND H

2.0 ug/L 09/27/16 14:37 09/30/16 17:39 13,3'-Dichlorobenzidine ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 13-Nitroaniline ND H

4.0 ug/L 09/27/16 14:37 09/30/16 17:39 14,6-Dinitro-2-methylphenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 14-Bromophenyl phenyl ether ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 14-Chloro-3-methylphenol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 14-Chloroaniline ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 14-Chlorophenyl phenyl ether ND H

0.60 ug/L 09/27/16 14:37 09/30/16 17:39 14-Nitroaniline ND H

3.0 ug/L 09/27/16 14:37 09/30/16 17:39 14-Nitrophenol ND H

0.10 ug/L 09/27/16 14:37 09/30/16 17:39 1Acenaphthene ND H

0.081 ug/L 09/27/16 14:37 09/30/16 17:39 1Acenaphthylene ND H

0.040 ug/L 09/27/16 14:37 09/30/16 17:39 1Anthracene ND H

0.060 ug/L 09/27/16 14:37 09/30/16 17:39 1Benzo[a]anthracene ND H

0.040 ug/L 09/27/16 14:37 09/30/16 17:39 1Benzo[a]pyrene ND H

0.081 ug/L 09/27/16 14:37 09/30/16 17:39 1Benzo[b]fluoranthene ND H

0.060 ug/L 09/27/16 14:37 09/30/16 17:39 1Benzo[g,h,i]perylene ND H
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-4Client Sample ID: PQ-W1-0916
Matrix: WaterDate Collected: 09/12/16 15:10

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)
RL MDL

Benzo[k]fluoranthene ND H 0.060 ug/L 09/27/16 14:37 09/30/16 17:39 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 14:37 09/30/16 17:39 1Benzoic acid 7.7 H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Benzyl alcohol ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Bis(2-chloroethoxy)methane ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Bis(2-chloroethyl)ether ND H

3.0 ug/L 09/27/16 14:37 09/30/16 17:39 1Bis(2-ethylhexyl) phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1bis(chloroisopropyl) ether ND H

0.60 ug/L 09/27/16 14:37 09/30/16 17:39 1Butyl benzyl phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Carbazole ND H

0.040 ug/L 09/27/16 14:37 09/30/16 17:39 1Chrysene ND H

0.060 ug/L 09/27/16 14:37 09/30/16 17:39 1Dibenz(a,h)anthracene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Dibenzofuran ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Diethyl phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Dimethyl phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Di-n-butyl phthalate ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Di-n-octyl phthalate ND H

0.050 ug/L 09/27/16 14:37 09/30/16 17:39 1Fluoranthene ND H

0.060 ug/L 09/27/16 14:37 09/30/16 17:39 1Fluorene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Hexachlorobenzene ND H

0.60 ug/L 09/27/16 14:37 09/30/16 17:39 1Hexachlorobutadiene ND H

2.0 ug/L 09/27/16 14:37 09/30/16 17:39 1Hexachlorocyclopentadiene ND H

0.60 ug/L 09/27/16 14:37 09/30/16 17:39 1Hexachloroethane ND H

0.060 ug/L 09/27/16 14:37 09/30/16 17:39 1Indeno[1,2,3-cd]pyrene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Isophorone ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Naphthalene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1Nitrobenzene ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1N-Nitrosodi-n-propylamine ND H

0.40 ug/L 09/27/16 14:37 09/30/16 17:39 1N-Nitrosodiphenylamine ND H

0.70 ug/L 09/27/16 14:37 09/30/16 17:39 1Pentachlorophenol ND H

0.081 ug/L 09/27/16 14:37 09/30/16 17:39 1Phenanthrene ND H

0.60 ug/L 09/27/16 14:37 09/30/16 17:39 1Phenol 1.3 H

0.060 ug/L 09/27/16 14:37 09/30/16 17:39 1Pyrene ND H

2,4,6-Tribromophenol (Surr) 101 57 - 132 09/27/16 14:37 09/30/16 17:39 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 82 09/27/16 14:37 09/30/16 17:39 150 - 120

2-Fluorophenol (Surr) 83 09/27/16 14:37 09/30/16 17:39 150 - 113

Nitrobenzene-d5 (Surr) 87 09/27/16 14:37 09/30/16 17:39 159 - 120

Phenol-d5 (Surr) 85 09/27/16 14:37 09/30/16 17:39 152 - 120

Terphenyl-d14 (Surr) 108 09/27/16 14:37 09/30/16 17:39 172 - 140

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/21/16 16:50 09/22/16 00:33 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/21/16 16:50 09/22/16 00:33 11,2-Dibromoethane ND

1,2-Dibromopropane 119 70 - 130 09/21/16 16:50 09/22/16 00:33 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-5Client Sample ID: TPW-5-0916
Matrix: WaterDate Collected: 09/12/16 16:44

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 11,2-Dichlorobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 11,3-Dichlorobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 11,4-Dichlorobenzene ND

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 11-Methylnaphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 12,4,5-Trichlorophenol ND

0.61 ug/L 09/19/16 11:31 09/22/16 20:10 12,4,6-Trichlorophenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 12,4-Dichlorophenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 20:10 12,4-Dimethylphenol ND

5.1 ug/L 09/19/16 11:31 09/22/16 20:10 12,4-Dinitrophenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 12,4-Dinitrotoluene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 12,6-Dinitrotoluene 1.3

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 12-Chloronaphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 12-Chlorophenol ND

0.20 ug/L 09/19/16 11:31 09/22/16 20:10 12-Methylnaphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 12-Methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 12-Nitroaniline ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 12-Nitrophenol ND

0.82 ug/L 09/19/16 11:31 09/22/16 20:10 13 & 4 Methylphenol ND

2.0 ug/L 09/19/16 11:31 09/22/16 20:10 13,3'-Dichlorobenzidine ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 13-Nitroaniline ND

4.1 ug/L 09/19/16 11:31 09/22/16 20:10 14,6-Dinitro-2-methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 14-Bromophenyl phenyl ether ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 14-Chloro-3-methylphenol ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 14-Chloroaniline ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 14-Chlorophenyl phenyl ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 20:10 14-Nitroaniline ND

3.1 ug/L 09/19/16 11:31 09/22/16 20:10 14-Nitrophenol ND

0.10 ug/L 09/19/16 11:31 09/22/16 20:10 1Acenaphthene ND

0.082 ug/L 09/19/16 11:31 09/22/16 20:10 1Acenaphthylene ND

0.041 ug/L 09/19/16 11:31 09/22/16 20:10 1Anthracene ND

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 1Benzo[a]anthracene ND

0.041 ug/L 09/19/16 11:31 09/22/16 20:10 1Benzo[a]pyrene ND

0.082 ug/L 09/19/16 11:31 09/22/16 20:10 1Benzo[b]fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 1Benzo[g,h,i]perylene ND

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 1Benzo[k]fluoranthene ND

3.1 ug/L 09/19/16 11:31 09/22/16 20:10 1Benzoic acid ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Benzyl alcohol ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Bis(2-chloroethoxy)methane ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Bis(2-chloroethyl)ether ND

3.1 ug/L 09/19/16 11:31 09/22/16 20:10 1Bis(2-ethylhexyl) phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1bis(chloroisopropyl) ether ND

0.61 ug/L 09/19/16 11:31 09/22/16 20:10 1Butyl benzyl phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Carbazole ND

0.041 ug/L 09/19/16 11:31 09/22/16 20:10 1Chrysene ND

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 1Dibenz(a,h)anthracene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Dibenzofuran ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Diethyl phthalate ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Dimethyl phthalate ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-5Client Sample ID: TPW-5-0916
Matrix: WaterDate Collected: 09/12/16 16:44

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

Di-n-butyl phthalate 3.8 0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Di-n-octyl phthalate ND

0.051 ug/L 09/19/16 11:31 09/22/16 20:10 1Fluoranthene ND

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 1Fluorene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Hexachlorobenzene ND

0.61 ug/L 09/19/16 11:31 09/22/16 20:10 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 11:31 09/22/16 20:10 1Hexachlorocyclopentadiene ND

0.61 ug/L 09/19/16 11:31 09/22/16 20:10 1Hexachloroethane ND

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 1Indeno[1,2,3-cd]pyrene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Isophorone ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Naphthalene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1Nitrobenzene ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1N-Nitrosodi-n-propylamine ND

0.41 ug/L 09/19/16 11:31 09/22/16 20:10 1N-Nitrosodiphenylamine ND

0.72 ug/L 09/19/16 11:31 09/22/16 20:10 1Pentachlorophenol ND

0.082 ug/L 09/19/16 11:31 09/22/16 20:10 1Phenanthrene ND

0.61 ug/L 09/19/16 11:31 09/22/16 20:10 1Phenol 1.0

0.061 ug/L 09/19/16 11:31 09/22/16 20:10 1Pyrene ND

2,4,6-Tribromophenol (Surr) 99 57 - 132 09/19/16 11:31 09/22/16 20:10 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 87 09/19/16 11:31 09/22/16 20:10 150 - 120

2-Fluorophenol (Surr) 85 09/19/16 11:31 09/22/16 20:10 150 - 113

Nitrobenzene-d5 (Surr) 95 09/19/16 11:31 09/22/16 20:10 159 - 120

Phenol-d5 (Surr) 87 09/19/16 11:31 09/22/16 20:10 152 - 120

Terphenyl-d14 (Surr) 103 09/19/16 11:31 09/22/16 20:10 172 - 140

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE
RL MDL

1,2,4-Trichlorobenzene ND H 0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 11,2-Dichlorobenzene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 11,3-Dichlorobenzene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 11,4-Dichlorobenzene ND H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 11-Methylnaphthalene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 12,4,5-Trichlorophenol ND H

0.63 ug/L 09/27/16 14:37 09/30/16 18:04 12,4,6-Trichlorophenol ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 12,4-Dichlorophenol ND H

2.1 ug/L 09/27/16 14:37 09/30/16 18:04 12,4-Dimethylphenol ND H

5.2 ug/L 09/27/16 14:37 09/30/16 18:04 12,4-Dinitrophenol ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 12,4-Dinitrotoluene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 12,6-Dinitrotoluene ND H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 12-Chloronaphthalene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 12-Chlorophenol ND H

0.21 ug/L 09/27/16 14:37 09/30/16 18:04 12-Methylnaphthalene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 12-Methylphenol ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 12-Nitroaniline ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 12-Nitrophenol ND H

0.83 ug/L 09/27/16 14:37 09/30/16 18:04 13 & 4 Methylphenol ND H

2.1 ug/L 09/27/16 14:37 09/30/16 18:04 13,3'-Dichlorobenzidine ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 13-Nitroaniline ND H
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-5Client Sample ID: TPW-5-0916
Matrix: WaterDate Collected: 09/12/16 16:44

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)
RL MDL

4,6-Dinitro-2-methylphenol ND H 4.2 ug/L 09/27/16 14:37 09/30/16 18:04 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 14-Bromophenyl phenyl ether ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 14-Chloro-3-methylphenol ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 14-Chloroaniline ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 14-Chlorophenyl phenyl ether ND H

0.63 ug/L 09/27/16 14:37 09/30/16 18:04 14-Nitroaniline ND H

3.1 ug/L 09/27/16 14:37 09/30/16 18:04 14-Nitrophenol ND H

0.10 ug/L 09/27/16 14:37 09/30/16 18:04 1Acenaphthene ND H

0.083 ug/L 09/27/16 14:37 09/30/16 18:04 1Acenaphthylene ND H

0.042 ug/L 09/27/16 14:37 09/30/16 18:04 1Anthracene ND H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 1Benzo[a]anthracene ND H

0.042 ug/L 09/27/16 14:37 09/30/16 18:04 1Benzo[a]pyrene ND H

0.083 ug/L 09/27/16 14:37 09/30/16 18:04 1Benzo[b]fluoranthene ND H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 1Benzo[g,h,i]perylene ND H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 1Benzo[k]fluoranthene ND H

3.1 ug/L 09/27/16 14:37 09/30/16 18:04 1Benzoic acid ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Benzyl alcohol ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Bis(2-chloroethoxy)methane ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Bis(2-chloroethyl)ether ND H

3.1 ug/L 09/27/16 14:37 09/30/16 18:04 1Bis(2-ethylhexyl) phthalate ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1bis(chloroisopropyl) ether ND H

0.63 ug/L 09/27/16 14:37 09/30/16 18:04 1Butyl benzyl phthalate ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Carbazole ND H

0.042 ug/L 09/27/16 14:37 09/30/16 18:04 1Chrysene ND H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 1Dibenz(a,h)anthracene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Dibenzofuran ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Diethyl phthalate ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Dimethyl phthalate ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Di-n-butyl phthalate 3.5 H B

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Di-n-octyl phthalate ND H

0.052 ug/L 09/27/16 14:37 09/30/16 18:04 1Fluoranthene ND H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 1Fluorene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Hexachlorobenzene ND H

0.63 ug/L 09/27/16 14:37 09/30/16 18:04 1Hexachlorobutadiene ND H

2.1 ug/L 09/27/16 14:37 09/30/16 18:04 1Hexachlorocyclopentadiene ND H

0.63 ug/L 09/27/16 14:37 09/30/16 18:04 1Hexachloroethane ND H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 1Indeno[1,2,3-cd]pyrene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Isophorone ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Naphthalene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1Nitrobenzene ND H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1N-Nitrosodi-n-propylamine 3.0 H

0.42 ug/L 09/27/16 14:37 09/30/16 18:04 1N-Nitrosodiphenylamine ND H

0.73 ug/L 09/27/16 14:37 09/30/16 18:04 1Pentachlorophenol ND H

0.083 ug/L 09/27/16 14:37 09/30/16 18:04 1Phenanthrene ND H

0.63 ug/L 09/27/16 14:37 09/30/16 18:04 1Phenol 0.76 H

0.063 ug/L 09/27/16 14:37 09/30/16 18:04 1Pyrene ND H

2,4,6-Tribromophenol (Surr) 95 57 - 132 09/27/16 14:37 09/30/16 18:04 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 77 09/27/16 14:37 09/30/16 18:04 150 - 120
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-5Client Sample ID: TPW-5-0916
Matrix: WaterDate Collected: 09/12/16 16:44

Date Received: 09/14/16 09:00

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)

2-Fluorophenol (Surr) 79 50 - 113 09/27/16 14:37 09/30/16 18:04 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Nitrobenzene-d5 (Surr) 93 09/27/16 14:37 09/30/16 18:04 159 - 120

Phenol-d5 (Surr) 80 09/27/16 14:37 09/30/16 18:04 152 - 120

Terphenyl-d14 (Surr) 100 09/27/16 14:37 09/30/16 18:04 172 - 140

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/21/16 16:50 09/22/16 01:13 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/21/16 16:50 09/22/16 01:13 11,2-Dibromoethane ND

1,2-Dibromopropane 126 70 - 130 09/21/16 16:50 09/22/16 01:13 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-6Client Sample ID: TB-2-0916
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/19/16 12:39 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/19/16 12:39 1Chloromethane ND

1.0 ug/L 09/19/16 12:39 1Vinyl chloride ND

5.0 ug/L 09/19/16 12:39 1Bromomethane ND

5.0 ug/L 09/19/16 12:39 1Chloroethane ND

3.0 ug/L 09/19/16 12:39 1Trichlorofluoromethane ND

2.0 ug/L 09/19/16 12:39 11,1-Dichloroethene ND

1.0 ug/L 09/19/16 12:39 1Carbon disulfide ND

5.0 ug/L 09/19/16 12:39 1Methylene Chloride ND

3.0 ug/L 09/19/16 12:39 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/19/16 12:39 11,1-Dichloroethane ND

3.0 ug/L 09/19/16 12:39 12,2-Dichloropropane ND

1.0 ug/L 09/19/16 12:39 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/19/16 12:39 1Bromochloromethane ND

5.0 ug/L 09/19/16 12:39 1Chloroform ND

3.0 ug/L 09/19/16 12:39 11,1,1-Trichloroethane ND

3.0 ug/L 09/19/16 12:39 1Carbon tetrachloride ND

3.0 ug/L 09/19/16 12:39 11,1-Dichloropropene ND

2.0 ug/L 09/19/16 12:39 1Benzene ND

1.0 ug/L 09/19/16 12:39 11,2-Dichloroethane ND

3.0 ug/L 09/19/16 12:39 1Trichloroethene ND

1.0 ug/L 09/19/16 12:39 11,2-Dichloropropane ND

1.0 ug/L 09/19/16 12:39 1Dibromomethane ND

2.0 ug/L 09/19/16 12:39 1Bromodichloromethane ND

1.0 ug/L 09/19/16 12:39 1cis-1,3-Dichloropropene ND

15 ug/L 09/19/16 12:39 14-Methyl-2-pentanone ND

2.0 ug/L 09/19/16 12:39 1Toluene ND

1.0 ug/L 09/19/16 12:39 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/19/16 12:39 11,1,2-Trichloroethane ND

3.0 ug/L 09/19/16 12:39 1Tetrachloroethene ND

1.0 ug/L 09/19/16 12:39 11,3-Dichloropropane ND

20 ug/L 09/19/16 12:39 12-Hexanone ND

1.0 ug/L 09/19/16 12:39 1Dibromochloromethane ND

2.0 ug/L 09/19/16 12:39 1Chlorobenzene ND

3.0 ug/L 09/19/16 12:39 1Ethylbenzene ND

2.0 ug/L 09/19/16 12:39 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/19/16 12:39 1m-Xylene & p-Xylene ND

2.0 ug/L 09/19/16 12:39 1o-Xylene ND

5.0 ug/L 09/19/16 12:39 1Styrene ND

1.0 ug/L 09/19/16 12:39 1Bromoform ND

2.0 ug/L 09/19/16 12:39 1Isopropylbenzene ND

2.0 ug/L 09/19/16 12:39 1Bromobenzene ND

3.0 ug/L 09/19/16 12:39 1N-Propylbenzene ND

2.0 ug/L 09/19/16 12:39 14-Chlorotoluene ND

3.0 ug/L 09/19/16 12:39 1t-Butylbenzene ND

3.0 ug/L 09/19/16 12:39 11,2,4-Trimethylbenzene ND

3.0 ug/L 09/19/16 12:39 1sec-Butylbenzene ND

2.0 ug/L 09/19/16 12:39 11,3-Dichlorobenzene ND

3.0 ug/L 09/19/16 12:39 14-Isopropyltoluene ND
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-6Client Sample ID: TB-2-0916
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,4-Dichlorobenzene ND 4.0 ug/L 09/19/16 12:39 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/19/16 12:39 1n-Butylbenzene ND

2.0 ug/L 09/19/16 12:39 11,2-Dichlorobenzene ND

1.0 ug/L 09/19/16 12:39 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/19/16 12:39 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/19/16 12:39 1Hexachlorobutadiene ND

2.0 ug/L 09/19/16 12:39 1Naphthalene ND

1.0 ug/L 09/19/16 12:39 1Methyl tert-butyl ether ND

3.0 ug/L 09/19/16 12:39 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/19/16 12:39 12-Chlorotoluene ND

Toluene-d8 (Surr) 98 82 - 122 09/19/16 12:39 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 99 09/19/16 12:39 175 - 125

Dibromofluoromethane (Surr) 107 09/19/16 12:39 177 - 118

Trifluorotoluene (Surr) 112 09/19/16 12:39 180 - 141

1,2-Dichloroethane-d4 (Surr) 111 09/19/16 12:39 165 - 143

Method: 8260C - Volatile Organic Compounds by GC/MS - RA
RL MDL

Acetone ND 50 ug/L 09/20/16 13:40 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

20 ug/L 09/20/16 13:40 12-Butanone ND

1.0 ug/L 09/20/16 13:40 11,2-Dibromoethane ND

1.0 ug/L 09/20/16 13:40 11,1,2,2-Tetrachloroethane ND

10 ug/L 09/20/16 13:40 11,2-Dibromo-3-Chloropropane ND

2.0 ug/L 09/20/16 13:40 11,2,3-Trichloropropane ND

Toluene-d8 (Surr) 103 82 - 122 09/20/16 13:40 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 99 09/20/16 13:40 175 - 125

Dibromofluoromethane (Surr) 93 09/20/16 13:40 177 - 118

Trifluorotoluene (Surr) 105 09/20/16 13:40 180 - 141

1,2-Dichloroethane-d4 (Surr) 92 09/20/16 13:40 165 - 143
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Client Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62531-7Client Sample ID: TB-1-0916
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/21/16 16:50 09/22/16 01:34 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/21/16 16:50 09/22/16 01:34 11,2-Dibromoethane ND

1,2-Dibromopropane 115 70 - 130 09/21/16 16:50 09/22/16 01:34 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS

Client Sample ID: Method BlankLab Sample ID: MB 580-227748/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/19/16 09:47 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 5.0 ug/L 09/19/16 09:47 1Chloromethane

ND 1.0 ug/L 09/19/16 09:47 1Vinyl chloride

ND 5.0 ug/L 09/19/16 09:47 1Bromomethane

ND 5.0 ug/L 09/19/16 09:47 1Chloroethane

ND 3.0 ug/L 09/19/16 09:47 1Trichlorofluoromethane

ND 2.0 ug/L 09/19/16 09:47 11,1-Dichloroethene

ND 1.0 ug/L 09/19/16 09:47 1Carbon disulfide

ND 50 ug/L 09/19/16 09:47 1Acetone

ND 5.0 ug/L 09/19/16 09:47 1Methylene Chloride

ND 3.0 ug/L 09/19/16 09:47 1trans-1,2-Dichloroethene

ND 2.0 ug/L 09/19/16 09:47 11,1-Dichloroethane

ND 3.0 ug/L 09/19/16 09:47 12,2-Dichloropropane

ND 20 ug/L 09/19/16 09:47 12-Butanone

ND 1.0 ug/L 09/19/16 09:47 1cis-1,2-Dichloroethene

ND 2.0 ug/L 09/19/16 09:47 1Bromochloromethane

ND 5.0 ug/L 09/19/16 09:47 1Chloroform

ND 3.0 ug/L 09/19/16 09:47 11,1,1-Trichloroethane

ND 3.0 ug/L 09/19/16 09:47 1Carbon tetrachloride

ND 3.0 ug/L 09/19/16 09:47 11,1-Dichloropropene

ND 2.0 ug/L 09/19/16 09:47 1Benzene

ND 1.0 ug/L 09/19/16 09:47 11,2-Dichloroethane

ND 3.0 ug/L 09/19/16 09:47 1Trichloroethene

ND 1.0 ug/L 09/19/16 09:47 11,2-Dichloropropane

ND 1.0 ug/L 09/19/16 09:47 1Dibromomethane

ND 2.0 ug/L 09/19/16 09:47 1Bromodichloromethane

ND 1.0 ug/L 09/19/16 09:47 1cis-1,3-Dichloropropene

ND 15 ug/L 09/19/16 09:47 14-Methyl-2-pentanone

ND 2.0 ug/L 09/19/16 09:47 1Toluene

ND 1.0 ug/L 09/19/16 09:47 1trans-1,3-Dichloropropene

ND 1.0 ug/L 09/19/16 09:47 11,1,2-Trichloroethane

ND 3.0 ug/L 09/19/16 09:47 1Tetrachloroethene

ND 1.0 ug/L 09/19/16 09:47 11,3-Dichloropropane

ND 20 ug/L 09/19/16 09:47 12-Hexanone

ND 1.0 ug/L 09/19/16 09:47 1Dibromochloromethane

ND 1.0 ug/L 09/19/16 09:47 11,2-Dibromoethane

ND 2.0 ug/L 09/19/16 09:47 1Chlorobenzene

ND 3.0 ug/L 09/19/16 09:47 1Ethylbenzene

ND 2.0 ug/L 09/19/16 09:47 11,1,1,2-Tetrachloroethane

ND 3.0 ug/L 09/19/16 09:47 1m-Xylene & p-Xylene

ND 2.0 ug/L 09/19/16 09:47 1o-Xylene

ND 5.0 ug/L 09/19/16 09:47 1Styrene

ND 1.0 ug/L 09/19/16 09:47 1Bromoform

ND 2.0 ug/L 09/19/16 09:47 1Isopropylbenzene

ND 2.0 ug/L 09/19/16 09:47 1Bromobenzene

ND 3.0 ug/L 09/19/16 09:47 1N-Propylbenzene

ND 1.0 ug/L 09/19/16 09:47 11,1,2,2-Tetrachloroethane

ND 2.0 ug/L 09/19/16 09:47 14-Chlorotoluene
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-227748/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

RL MDL

t-Butylbenzene ND 3.0 ug/L 09/19/16 09:47 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 3.0 ug/L 09/19/16 09:47 11,2,4-Trimethylbenzene

ND 3.0 ug/L 09/19/16 09:47 1sec-Butylbenzene

ND 2.0 ug/L 09/19/16 09:47 11,3-Dichlorobenzene

ND 3.0 ug/L 09/19/16 09:47 14-Isopropyltoluene

ND 4.0 ug/L 09/19/16 09:47 11,4-Dichlorobenzene

ND 3.0 ug/L 09/19/16 09:47 1n-Butylbenzene

ND 2.0 ug/L 09/19/16 09:47 11,2-Dichlorobenzene

ND 10 ug/L 09/19/16 09:47 11,2-Dibromo-3-Chloropropane

ND 1.0 ug/L 09/19/16 09:47 11,2,4-Trichlorobenzene

ND 2.0 ug/L 09/19/16 09:47 11,2,3-Trichlorobenzene

ND 2.0 ug/L 09/19/16 09:47 1Hexachlorobutadiene

ND 2.0 ug/L 09/19/16 09:47 1Naphthalene

ND 1.0 ug/L 09/19/16 09:47 1Methyl tert-butyl ether

ND 2.0 ug/L 09/19/16 09:47 11,2,3-Trichloropropane

ND 3.0 ug/L 09/19/16 09:47 11,3,5-Trimethylbenzene

ND 3.0 ug/L 09/19/16 09:47 12-Chlorotoluene

Toluene-d8 (Surr) 97 82 - 122 09/19/16 09:47 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

105 09/19/16 09:47 14-Bromofluorobenzene (Surr) 75 - 125

107 09/19/16 09:47 1Dibromofluoromethane (Surr) 77 - 118

113 09/19/16 09:47 1Trifluorotoluene (Surr) 80 - 141

107 09/19/16 09:47 11,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-227748/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

Dichlorodifluoromethane 10.0 11.9 ug/L 119 20 - 141

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Chloromethane 10.0 8.90 ug/L 89 40 - 149

Vinyl chloride 10.0 9.31 ug/L 93 56 - 114

Bromomethane 10.0 9.09 ug/L 91 55 - 125

Chloroethane 10.0 10.1 ug/L 101 60 - 126

Trichlorofluoromethane 10.0 11.9 ug/L 119 49 - 130

1,1-Dichloroethene 10.1 11.9 * ug/L 118 70 - 117

Carbon disulfide 10.0 11.6 ug/L 116 63 - 122

Methylene Chloride 10.0 10.3 ug/L 102 70 - 115

trans-1,2-Dichloroethene 10.0 12.7 * ug/L 126 72 - 113

1,1-Dichloroethane 10.0 12.1 ug/L 121 70 - 135

2,2-Dichloropropane 10.0 12.8 ug/L 128 50 - 140

cis-1,2-Dichloroethene 10.0 11.1 ug/L 111 70 - 111

Bromochloromethane 10.0 9.18 ug/L 92 65 - 120

Chloroform 10.0 12.5 * ug/L 125 80 - 119

1,1,1-Trichloroethane 10.0 12.3 ug/L 122 65 - 130

Carbon tetrachloride 10.0 12.5 ug/L 124 65 - 124

1,1-Dichloropropene 10.0 12.4 * ug/L 124 75 - 120
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-227748/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

Benzene 10.0 11.5 ug/L 115 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichloroethane 10.0 8.41 ug/L 84 58 - 143

Trichloroethene 10.0 11.0 ug/L 110 70 - 125

1,2-Dichloropropane 10.0 10.2 ug/L 102 58 - 150

Dibromomethane 10.0 7.29 ug/L 73 61 - 142

Bromodichloromethane 10.0 10.2 ug/L 102 75 - 120

cis-1,3-Dichloropropene 10.0 9.77 ug/L 97 77 - 117

4-Methyl-2-pentanone 50.0 18.6 ug/L 37 20 - 150

Toluene 10.0 10.7 ug/L 107 75 - 120

trans-1,3-Dichloropropene 10.0 9.09 ug/L 91 73 - 122

1,1,2-Trichloroethane 10.0 7.04 ug/L 70 69 - 135

Tetrachloroethene 10.0 11.5 ug/L 115 70 - 124

1,3-Dichloropropane 10.0 7.63 ug/L 76 69 - 134

2-Hexanone 50.0 17.1 J ug/L 34 20 - 150

Dibromochloromethane 10.0 8.01 ug/L 80 71 - 118

Chlorobenzene 10.0 11.6 ug/L 116 80 - 120

Ethylbenzene 10.0 12.0 ug/L 119 75 - 119

1,1,1,2-Tetrachloroethane 10.0 11.1 ug/L 110 64 - 130

m-Xylene & p-Xylene 10.0 11.6 ug/L 116 75 - 119

o-Xylene 10.0 11.6 ug/L 116 74 - 120

Styrene 10.0 11.5 ug/L 115 76 - 116

Bromoform 10.0 6.02 ug/L 60 55 - 130

Isopropylbenzene 10.0 11.9 ug/L 119 75 - 125

Bromobenzene 10.0 10.6 ug/L 106 75 - 115

N-Propylbenzene 10.0 12.6 * ug/L 126 70 - 124

4-Chlorotoluene 10.0 11.5 ug/L 115 68 - 121

t-Butylbenzene 10.0 11.6 ug/L 116 70 - 121

1,2,4-Trimethylbenzene 10.0 11.8 ug/L 118 75 - 121

sec-Butylbenzene 10.0 11.6 ug/L 116 70 - 125

1,3-Dichlorobenzene 10.0 10.9 ug/L 109 72 - 116

4-Isopropyltoluene 10.0 11.8 ug/L 118 66 - 120

1,4-Dichlorobenzene 10.0 10.7 ug/L 106 75 - 117

n-Butylbenzene 10.0 10.6 ug/L 106 70 - 120

1,2-Dichlorobenzene 10.0 9.88 ug/L 99 70 - 120

1,2,4-Trichlorobenzene 10.0 9.35 ug/L 93 56 - 129

1,2,3-Trichlorobenzene 10.0 7.94 ug/L 79 55 - 133

Hexachlorobutadiene 10.0 11.3 ug/L 113 56 - 125

Naphthalene 10.0 5.52 ug/L 55 55 - 134

Methyl tert-butyl ether 10.0 7.77 ug/L 78 65 - 125

1,3,5-Trimethylbenzene 10.0 11.7 ug/L 116 75 - 122

2-Chlorotoluene 10.0 11.9 ug/L 119 69 - 125

Toluene-d8 (Surr) 82 - 122

Surrogate

100

LCS LCS

Qualifier Limits%Recovery

1004-Bromofluorobenzene (Surr) 75 - 125

100Dibromofluoromethane (Surr) 77 - 118

107Trifluorotoluene (Surr) 80 - 141

811,2-Dichloroethane-d4 (Surr) 65 - 143
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-227748/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

Dichlorodifluoromethane 10.0 11.8 ug/L 118 20 - 141 1 35

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Chloromethane 10.0 9.49 ug/L 95 40 - 149 6 22

Vinyl chloride 10.0 9.38 ug/L 94 56 - 114 1 23

Bromomethane 10.0 9.20 ug/L 92 55 - 125 1 30

Chloroethane 10.0 9.83 ug/L 98 60 - 126 3 30

Trichlorofluoromethane 10.0 11.2 ug/L 112 49 - 130 6 35

1,1-Dichloroethene 10.1 10.1 ug/L 100 70 - 117 16 21

Carbon disulfide 10.0 10.2 ug/L 101 63 - 122 13 20

Methylene Chloride 10.0 10.9 ug/L 109 70 - 115 6 19

trans-1,2-Dichloroethene 10.0 10.6 ug/L 106 72 - 113 18 21

1,1-Dichloroethane 10.0 10.4 ug/L 104 70 - 135 15 20

2,2-Dichloropropane 10.0 10.1 * ug/L 101 50 - 140 24 20

cis-1,2-Dichloroethene 10.0 10.8 ug/L 108 70 - 111 2 15

Bromochloromethane 10.0 11.0 * ug/L 109 65 - 120 18 17

Chloroform 10.0 10.9 ug/L 109 80 - 119 13 15

1,1,1-Trichloroethane 10.0 10.6 ug/L 106 65 - 130 14 18

Carbon tetrachloride 10.0 10.7 ug/L 107 65 - 124 15 19

1,1-Dichloropropene 10.0 10.1 * ug/L 101 75 - 120 21 20

Benzene 10.0 10.2 ug/L 102 80 - 120 12 14

1,2-Dichloroethane 10.0 10.6 * ug/L 106 58 - 143 23 17

Trichloroethene 10.0 10.7 ug/L 107 70 - 125 3 23

1,2-Dichloropropane 10.0 9.86 ug/L 99 58 - 150 3 15

Dibromomethane 10.0 10.5 * ug/L 104 61 - 142 36 15

Bromodichloromethane 10.0 10.7 ug/L 107 75 - 120 4 14

cis-1,3-Dichloropropene 10.0 9.84 ug/L 98 77 - 117 1 24

4-Methyl-2-pentanone 50.0 46.4 * ug/L 93 20 - 150 86 30

Toluene 10.0 9.88 ug/L 99 75 - 120 8 19

trans-1,3-Dichloropropene 10.0 9.53 ug/L 95 73 - 122 5 30

1,1,2-Trichloroethane 10.0 9.50 * ug/L 95 69 - 135 30 24

Tetrachloroethene 10.0 9.81 ug/L 98 70 - 124 16 20

1,3-Dichloropropane 10.0 9.49 ug/L 95 69 - 134 22 23

2-Hexanone 50.0 48.0 * ug/L 96 20 - 150 95 30

Dibromochloromethane 10.0 9.90 ug/L 99 71 - 118 21 21

Chlorobenzene 10.0 10.3 ug/L 103 80 - 120 12 15

Ethylbenzene 10.0 9.60 * ug/L 96 75 - 119 22 14

1,1,1,2-Tetrachloroethane 10.0 10.0 ug/L 100 64 - 130 10 20

m-Xylene & p-Xylene 10.0 9.36 * ug/L 93 75 - 119 21 14

o-Xylene 10.0 9.93 ug/L 99 74 - 120 15 16

Styrene 10.0 9.18 * ug/L 92 76 - 116 23 16

Bromoform 10.0 10.1 * ug/L 100 55 - 130 50 20

Isopropylbenzene 10.0 9.57 * ug/L 96 75 - 125 22 20

Bromobenzene 10.0 9.60 ug/L 96 75 - 115 10 13

N-Propylbenzene 10.0 9.41 * ug/L 94 70 - 124 29 13

4-Chlorotoluene 10.0 9.71 * ug/L 97 68 - 121 17 15

t-Butylbenzene 10.0 8.91 * ug/L 89 70 - 121 27 14

1,2,4-Trimethylbenzene 10.0 9.62 * ug/L 96 75 - 121 20 16

sec-Butylbenzene 10.0 9.23 * ug/L 92 70 - 125 23 15

1,3-Dichlorobenzene 10.0 9.88 ug/L 99 72 - 116 10 14

4-Isopropyltoluene 10.0 9.96 * ug/L 100 66 - 120 17 13

1,4-Dichlorobenzene 10.0 10.1 ug/L 100 75 - 117 6 17
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-227748/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

n-Butylbenzene 10.0 9.20 ug/L 92 70 - 120 14 20

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,2-Dichlorobenzene 10.0 9.86 ug/L 99 70 - 120 0 15

1,2,4-Trichlorobenzene 10.0 9.20 ug/L 92 56 - 129 2 22

1,2,3-Trichlorobenzene 10.0 9.39 ug/L 94 55 - 133 17 35

Hexachlorobutadiene 10.0 10.3 ug/L 103 56 - 125 9 19

Naphthalene 10.0 8.58 * ug/L 86 55 - 134 43 30

Methyl tert-butyl ether 10.0 9.51 * ug/L 95 65 - 125 20 18

1,3,5-Trimethylbenzene 10.0 9.35 * ug/L 93 75 - 122 22 14

2-Chlorotoluene 10.0 9.59 * ug/L 96 69 - 125 22 15

Toluene-d8 (Surr) 82 - 122

Surrogate

98

LCSD LCSD

Qualifier Limits%Recovery

1054-Bromofluorobenzene (Surr) 75 - 125

104Dibromofluoromethane (Surr) 77 - 118

107Trifluorotoluene (Surr) 80 - 141

1071,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

Dichlorodifluoromethane ND 10.0 13.6 ug/L 136 20 - 141

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Chloromethane ND 10.0 11.5 ug/L 115 40 - 149

Vinyl chloride ND 10.0 11.0 ug/L 110 56 - 114

Bromomethane ND 10.0 10.4 ug/L 104 55 - 125

Chloroethane ND 10.0 10.4 ug/L 104 60 - 126

Trichlorofluoromethane ND 10.0 11.6 ug/L 116 49 - 130

1,1-Dichloroethene ND 10.1 11.5 ug/L 114 70 - 117

Carbon disulfide ND 10.0 11.4 ug/L 114 63 - 122

Methylene Chloride ND 10.0 10.8 ug/L 107 70 - 115

trans-1,2-Dichloroethene ND F1 10.0 11.7 F1 ug/L 117 72 - 113

1,1-Dichloroethane ND 10.0 11.7 ug/L 117 70 - 135

2,2-Dichloropropane ND 10.0 10.4 ug/L 104 50 - 140

cis-1,2-Dichloroethene ND F1 10.0 11.9 F1 ug/L 118 70 - 111

Bromochloromethane ND 10.0 11.2 ug/L 112 65 - 120

Chloroform ND F1 10.0 12.1 F1 ug/L 121 80 - 119

1,1,1-Trichloroethane ND 10.0 12.3 ug/L 122 65 - 130

Carbon tetrachloride ND F1 10.0 12.1 ug/L 121 65 - 124

1,1-Dichloropropene ND 10.0 11.8 ug/L 118 75 - 120

Benzene ND 10.0 11.7 ug/L 117 80 - 120

1,2-Dichloroethane ND 10.0 11.0 ug/L 110 58 - 143

Trichloroethene ND 10.0 11.9 ug/L 119 70 - 125

1,2-Dichloropropane ND 10.0 10.9 ug/L 109 58 - 150

Dibromomethane ND 10.0 10.9 ug/L 109 61 - 142

Bromodichloromethane ND 10.0 11.7 ug/L 117 75 - 120

cis-1,3-Dichloropropene ND 10.0 10.1 ug/L 101 77 - 117

4-Methyl-2-pentanone ND 50.0 48.7 ug/L 97 20 - 150
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

Toluene ND 10.0 11.6 ug/L 109 75 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

trans-1,3-Dichloropropene ND 10.0 9.50 ug/L 95 73 - 122

1,1,2-Trichloroethane ND 10.0 10.3 ug/L 103 69 - 135

Tetrachloroethene ND 10.0 11.6 ug/L 115 70 - 124

1,3-Dichloropropane ND 10.0 9.77 ug/L 98 69 - 134

2-Hexanone ND 50.0 48.0 ug/L 96 20 - 150

Dibromochloromethane ND 10.0 10.4 ug/L 103 71 - 118

Chlorobenzene ND 10.0 11.3 ug/L 112 80 - 120

Ethylbenzene ND 10.0 11.2 ug/L 111 75 - 119

1,1,1,2-Tetrachloroethane ND 10.0 11.1 ug/L 111 64 - 130

m-Xylene & p-Xylene ND 10.0 10.6 ug/L 106 75 - 119

o-Xylene ND 10.0 10.9 ug/L 109 74 - 120

Styrene ND 10.0 9.72 ug/L 97 76 - 116

Bromoform ND 10.0 9.86 ug/L 98 55 - 130

Isopropylbenzene ND 10.0 11.0 ug/L 110 75 - 125

Bromobenzene ND 10.0 10.5 ug/L 105 75 - 115

N-Propylbenzene ND 10.0 11.1 ug/L 111 70 - 124

4-Chlorotoluene ND 10.0 11.0 ug/L 110 68 - 121

t-Butylbenzene ND 10.0 10.9 ug/L 109 70 - 121

1,2,4-Trimethylbenzene ND 10.0 11.1 ug/L 110 75 - 121

sec-Butylbenzene ND 10.0 11.1 ug/L 111 70 - 125

1,3-Dichlorobenzene ND 10.0 10.7 ug/L 107 72 - 116

4-Isopropyltoluene ND 10.0 11.2 ug/L 112 66 - 120

1,4-Dichlorobenzene ND 10.0 10.9 ug/L 108 75 - 117

n-Butylbenzene ND 10.0 9.90 ug/L 99 70 - 120

1,2-Dichlorobenzene ND 10.0 10.3 ug/L 103 70 - 120

1,2,4-Trichlorobenzene ND 10.0 9.64 ug/L 96 56 - 129

1,2,3-Trichlorobenzene ND 10.0 9.57 ug/L 96 55 - 133

Hexachlorobutadiene ND 10.0 10.7 ug/L 107 56 - 125

Naphthalene ND 10.0 8.55 ug/L 85 55 - 134

Methyl tert-butyl ether ND 10.0 10.5 ug/L 105 65 - 125

1,3,5-Trimethylbenzene ND 10.0 11.1 ug/L 111 75 - 122

2-Chlorotoluene ND 10.0 10.9 ug/L 109 69 - 125

Toluene-d8 (Surr) 82 - 122

Surrogate

99

MS MS

Qualifier Limits%Recovery

1014-Bromofluorobenzene (Surr) 75 - 125

105Dibromofluoromethane (Surr) 77 - 118

105Trifluorotoluene (Surr) 80 - 141

1021,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

Dichlorodifluoromethane ND 10.0 13.7 ug/L 137 20 - 141 1 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Chloromethane ND 10.0 11.3 ug/L 113 40 - 149 2 35
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

Vinyl chloride ND 10.0 10.9 ug/L 109 56 - 114 1 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Bromomethane ND 10.0 11.1 ug/L 111 55 - 125 6 35

Chloroethane ND 10.0 10.9 ug/L 109 60 - 126 5 35

Trichlorofluoromethane ND 10.0 11.7 ug/L 117 49 - 130 1 35

1,1-Dichloroethene ND 10.1 11.3 ug/L 112 70 - 117 2 35

Carbon disulfide ND 10.0 11.2 ug/L 112 63 - 122 2 35

Methylene Chloride ND 10.0 11.0 ug/L 109 70 - 115 2 35

trans-1,2-Dichloroethene ND F1 10.0 12.4 F1 ug/L 124 72 - 113 6 35

1,1-Dichloroethane ND 10.0 12.1 ug/L 121 70 - 135 4 35

2,2-Dichloropropane ND 10.0 10.5 ug/L 105 50 - 140 1 35

cis-1,2-Dichloroethene ND F1 10.0 12.0 F1 ug/L 119 70 - 111 1 35

Bromochloromethane ND 10.0 11.2 ug/L 112 65 - 120 0 35

Chloroform ND F1 10.0 12.2 F1 ug/L 122 80 - 119 1 35

1,1,1-Trichloroethane ND 10.0 12.6 ug/L 126 65 - 130 3 35

Carbon tetrachloride ND F1 10.0 12.5 F1 ug/L 125 65 - 124 3 35

1,1-Dichloropropene ND 10.0 11.8 ug/L 118 75 - 120 0 35

Benzene ND 10.0 11.8 ug/L 118 80 - 120 1 35

1,2-Dichloroethane ND 10.0 11.1 ug/L 111 58 - 143 1 35

Trichloroethene ND 10.0 11.8 ug/L 118 70 - 125 1 35

1,2-Dichloropropane ND 10.0 10.9 ug/L 109 58 - 150 0 35

Dibromomethane ND 10.0 10.9 ug/L 109 61 - 142 0 35

Bromodichloromethane ND 10.0 11.8 ug/L 117 75 - 120 1 35

cis-1,3-Dichloropropene ND 10.0 10.3 ug/L 103 77 - 117 2 35

4-Methyl-2-pentanone ND 50.0 44.4 ug/L 89 20 - 150 9 35

Toluene ND 10.0 12.0 ug/L 113 75 - 120 3 35

trans-1,3-Dichloropropene ND 10.0 9.98 ug/L 100 73 - 122 5 35

1,1,2-Trichloroethane ND 10.0 9.96 ug/L 99 69 - 135 3 35

Tetrachloroethene ND 10.0 11.5 ug/L 114 70 - 124 1 35

1,3-Dichloropropane ND 10.0 10.6 ug/L 106 69 - 134 8 35

2-Hexanone ND 50.0 44.9 ug/L 90 20 - 150 6 35

Dibromochloromethane ND 10.0 10.6 ug/L 106 71 - 118 2 35

Chlorobenzene ND 10.0 11.4 ug/L 114 80 - 120 2 35

Ethylbenzene ND 10.0 11.3 ug/L 112 75 - 119 1 35

1,1,1,2-Tetrachloroethane ND 10.0 11.1 ug/L 110 64 - 130 1 35

m-Xylene & p-Xylene ND 10.0 10.9 ug/L 108 75 - 119 2 35

o-Xylene ND 10.0 11.2 ug/L 112 74 - 120 2 35

Styrene ND 10.0 9.85 ug/L 98 76 - 116 1 35

Bromoform ND 10.0 9.79 ug/L 98 55 - 130 1 35

Isopropylbenzene ND 10.0 11.0 ug/L 110 75 - 125 0 35

Bromobenzene ND 10.0 11.2 ug/L 112 75 - 115 6 35

N-Propylbenzene ND 10.0 11.7 ug/L 117 70 - 124 5 35

4-Chlorotoluene ND 10.0 10.9 ug/L 109 68 - 121 1 35

t-Butylbenzene ND 10.0 10.9 ug/L 109 70 - 121 0 35

1,2,4-Trimethylbenzene ND 10.0 11.3 ug/L 113 75 - 121 2 35

sec-Butylbenzene ND 10.0 11.3 ug/L 113 70 - 125 2 35

1,3-Dichlorobenzene ND 10.0 10.8 ug/L 108 72 - 116 1 35

4-Isopropyltoluene ND 10.0 11.5 ug/L 115 66 - 120 3 35

1,4-Dichlorobenzene ND 10.0 10.9 ug/L 109 75 - 117 0 35
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227748

n-Butylbenzene ND 10.0 10.8 ug/L 108 70 - 120 9 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

1,2-Dichlorobenzene ND 10.0 10.5 ug/L 105 70 - 120 2 35

1,2,4-Trichlorobenzene ND 10.0 10.2 ug/L 102 56 - 129 5 35

1,2,3-Trichlorobenzene ND 10.0 9.56 ug/L 95 55 - 133 0 35

Hexachlorobutadiene ND 10.0 11.4 ug/L 114 56 - 125 7 35

Naphthalene ND 10.0 8.22 ug/L 82 55 - 134 4 35

Methyl tert-butyl ether ND 10.0 11.0 ug/L 110 65 - 125 4 35

1,3,5-Trimethylbenzene ND 10.0 11.3 ug/L 113 75 - 122 2 35

2-Chlorotoluene ND 10.0 11.1 ug/L 111 69 - 125 2 35

Toluene-d8 (Surr) 82 - 122

Surrogate

99

MSD MSD

Qualifier Limits%Recovery

1004-Bromofluorobenzene (Surr) 75 - 125

106Dibromofluoromethane (Surr) 77 - 118

105Trifluorotoluene (Surr) 80 - 141

1031,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Method BlankLab Sample ID: MB 580-227836/7
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227836

RL MDL

Acetone ND 50 ug/L 09/20/16 12:43 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 20 ug/L 09/20/16 12:43 12-Butanone

ND 1.0 ug/L 09/20/16 12:43 11,2-Dibromoethane

ND 1.0 ug/L 09/20/16 12:43 11,1,2,2-Tetrachloroethane

ND 10 ug/L 09/20/16 12:43 11,2-Dibromo-3-Chloropropane

ND 2.0 ug/L 09/20/16 12:43 11,2,3-Trichloropropane

Toluene-d8 (Surr) 101 82 - 122 09/20/16 12:43 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

102 09/20/16 12:43 14-Bromofluorobenzene (Surr) 75 - 125

96 09/20/16 12:43 1Dibromofluoromethane (Surr) 77 - 118

106 09/20/16 12:43 1Trifluorotoluene (Surr) 80 - 141

94 09/20/16 12:43 11,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-227836/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227836

Acetone 50.0 32.7 J ug/L 65 20 - 150

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

2-Butanone 50.0 62.8 ug/L 126 30 - 150

1,2-Dibromoethane 10.0 10.1 ug/L 101 66 - 133

1,1,2,2-Tetrachloroethane 10.0 11.1 ug/L 111 65 - 130

1,2-Dibromo-3-Chloropropane 10.0 11.1 ug/L 111 58 - 141

1,2,3-Trichloropropane 10.0 11.0 ug/L 110 65 - 135
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-227836/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227836

Toluene-d8 (Surr) 82 - 122

Surrogate

102

LCS LCS

Qualifier Limits%Recovery

984-Bromofluorobenzene (Surr) 75 - 125

92Dibromofluoromethane (Surr) 77 - 118

101Trifluorotoluene (Surr) 80 - 141

941,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-227836/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227836

Acetone 50.0 42.9 J ug/L 86 20 - 150 27 35

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

2-Butanone 50.0 69.6 ug/L 139 30 - 150 10 35

1,2-Dibromoethane 10.0 10.8 ug/L 108 66 - 133 6 17

1,1,2,2-Tetrachloroethane 10.0 11.2 ug/L 112 65 - 130 1 18

1,2-Dibromo-3-Chloropropane 10.0 12.4 ug/L 123 58 - 141 11 30

1,2,3-Trichloropropane 10.0 11.1 ug/L 111 65 - 135 1 22

Toluene-d8 (Surr) 82 - 122

Surrogate

102

LCSD LCSD

Qualifier Limits%Recovery

1014-Bromofluorobenzene (Surr) 75 - 125

95Dibromofluoromethane (Surr) 77 - 118

103Trifluorotoluene (Surr) 80 - 141

941,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227836

Acetone ND 50.0 ND ug/L 94 20 - 150

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

2-Butanone ND 50.0 62.3 ug/L 125 30 - 150

1,2-Dibromoethane ND 10.0 10.8 ug/L 107 66 - 133

1,1,2,2-Tetrachloroethane ND 10.0 12.1 ug/L 121 65 - 130

1,2-Dibromo-3-Chloropropane ND 10.0 11.3 ug/L 113 58 - 141

1,2,3-Trichloropropane ND 10.0 11.0 ug/L 110 65 - 135

Toluene-d8 (Surr) 82 - 122

Surrogate

100

MS MS

Qualifier Limits%Recovery

984-Bromofluorobenzene (Surr) 75 - 125

91Dibromofluoromethane (Surr) 77 - 118

103Trifluorotoluene (Surr) 80 - 141

881,2-Dichloroethane-d4 (Surr) 65 - 143
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 227836

Acetone ND 50.0 ND ug/L 95 20 - 150 1 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

2-Butanone ND 50.0 65.8 ug/L 132 30 - 150 5 35

1,2-Dibromoethane ND 10.0 11.1 ug/L 111 66 - 133 3 35

1,1,2,2-Tetrachloroethane ND 10.0 12.7 ug/L 127 65 - 130 5 35

1,2-Dibromo-3-Chloropropane ND 10.0 12.6 ug/L 126 58 - 141 11 35

1,2,3-Trichloropropane ND 10.0 11.6 ug/L 116 65 - 135 5 35

Toluene-d8 (Surr) 82 - 122

Surrogate

99

MSD MSD

Qualifier Limits%Recovery

994-Bromofluorobenzene (Surr) 75 - 125

93Dibromofluoromethane (Surr) 77 - 118

101Trifluorotoluene (Surr) 80 - 141

871,2-Dichloroethane-d4 (Surr) 65 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 580-227786/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 11,2-Dichlorobenzene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 11,3-Dichlorobenzene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 11,4-Dichlorobenzene

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 11-Methylnaphthalene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 12,4,5-Trichlorophenol

ND 0.60 ug/L 09/19/16 11:31 09/22/16 13:48 12,4,6-Trichlorophenol

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 12,4-Dichlorophenol

ND 2.0 ug/L 09/19/16 11:31 09/22/16 13:48 12,4-Dimethylphenol

ND 5.0 ug/L 09/19/16 11:31 09/22/16 13:48 12,4-Dinitrophenol

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 12,4-Dinitrotoluene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 12,6-Dinitrotoluene

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 12-Chloronaphthalene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 12-Chlorophenol

ND 0.20 ug/L 09/19/16 11:31 09/22/16 13:48 12-Methylnaphthalene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 12-Methylphenol

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 12-Nitroaniline

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 12-Nitrophenol

ND 0.80 ug/L 09/19/16 11:31 09/22/16 13:48 13 & 4 Methylphenol

ND 2.0 ug/L 09/19/16 11:31 09/22/16 13:48 13,3'-Dichlorobenzidine

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 13-Nitroaniline

ND 4.0 ug/L 09/19/16 11:31 09/22/16 13:48 14,6-Dinitro-2-methylphenol

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 14-Bromophenyl phenyl ether

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 14-Chloro-3-methylphenol

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 14-Chloroaniline

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 14-Chlorophenyl phenyl ether
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-227786/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

RL MDL

4-Nitroaniline ND 0.60 ug/L 09/19/16 11:31 09/22/16 13:48 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 3.0 ug/L 09/19/16 11:31 09/22/16 13:48 14-Nitrophenol

ND 0.10 ug/L 09/19/16 11:31 09/22/16 13:48 1Acenaphthene

ND 0.080 ug/L 09/19/16 11:31 09/22/16 13:48 1Acenaphthylene

ND 0.040 ug/L 09/19/16 11:31 09/22/16 13:48 1Anthracene

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 1Benzo[a]anthracene

ND 0.040 ug/L 09/19/16 11:31 09/22/16 13:48 1Benzo[a]pyrene

ND 0.080 ug/L 09/19/16 11:31 09/22/16 13:48 1Benzo[b]fluoranthene

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 1Benzo[g,h,i]perylene

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 1Benzo[k]fluoranthene

ND 3.0 ug/L 09/19/16 11:31 09/22/16 13:48 1Benzoic acid

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Benzyl alcohol

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Bis(2-chloroethoxy)methane

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Bis(2-chloroethyl)ether

ND 3.0 ug/L 09/19/16 11:31 09/22/16 13:48 1Bis(2-ethylhexyl) phthalate

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1bis(chloroisopropyl) ether

ND 0.60 ug/L 09/19/16 11:31 09/22/16 13:48 1Butyl benzyl phthalate

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Carbazole

ND 0.040 ug/L 09/19/16 11:31 09/22/16 13:48 1Chrysene

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 1Dibenz(a,h)anthracene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Dibenzofuran

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Diethyl phthalate

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Dimethyl phthalate

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Di-n-butyl phthalate

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Di-n-octyl phthalate

ND 0.050 ug/L 09/19/16 11:31 09/22/16 13:48 1Fluoranthene

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 1Fluorene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Hexachlorobenzene

ND 0.60 ug/L 09/19/16 11:31 09/22/16 13:48 1Hexachlorobutadiene

ND 2.0 ug/L 09/19/16 11:31 09/22/16 13:48 1Hexachlorocyclopentadiene

ND 0.60 ug/L 09/19/16 11:31 09/22/16 13:48 1Hexachloroethane

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 1Indeno[1,2,3-cd]pyrene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Isophorone

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Naphthalene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1Nitrobenzene

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1N-Nitrosodi-n-propylamine

ND 0.40 ug/L 09/19/16 11:31 09/22/16 13:48 1N-Nitrosodiphenylamine

ND 0.70 ug/L 09/19/16 11:31 09/22/16 13:48 1Pentachlorophenol

ND 0.080 ug/L 09/19/16 11:31 09/22/16 13:48 1Phenanthrene

ND 0.60 ug/L 09/19/16 11:31 09/22/16 13:48 1Phenol

ND 0.060 ug/L 09/19/16 11:31 09/22/16 13:48 1Pyrene

2,4,6-Tribromophenol (Surr) 82 57 - 132 09/22/16 13:48 1

MB MB

Surrogate

09/19/16 11:31

Dil FacPrepared AnalyzedQualifier Limits%Recovery

92 09/19/16 11:31 09/22/16 13:48 12-Fluorobiphenyl 50 - 120

82 09/19/16 11:31 09/22/16 13:48 12-Fluorophenol (Surr) 50 - 113

97 09/19/16 11:31 09/22/16 13:48 1Nitrobenzene-d5 (Surr) 59 - 120

86 09/19/16 11:31 09/22/16 13:48 1Phenol-d5 (Surr) 52 - 120
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-227786/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

Terphenyl-d14 (Surr) 105 72 - 140 09/22/16 13:48 1

MB MB

Surrogate

09/19/16 11:31

Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-227786/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

1,2,4-Trichlorobenzene 2.00 1.37 ug/L 69 40 - 115

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichlorobenzene 2.00 1.44 ug/L 72 44 - 119

1,3-Dichlorobenzene 2.00 1.18 ug/L 59 34 - 116

1,4-Dichlorobenzene 2.00 1.23 ug/L 62 40 - 118

1-Methylnaphthalene 2.00 1.65 ug/L 83 54 - 119

2,4,5-Trichlorophenol 2.00 1.75 ug/L 87 56 - 122

2,4,6-Trichlorophenol 2.00 1.62 ug/L 81 55 - 134

2,4-Dichlorophenol 2.00 1.80 ug/L 90 50 - 125

2,4-Dimethylphenol 2.00 0.934 J ug/L 47 20 - 106

2,4-Dinitrophenol 4.00 1.39 J ug/L 35 24 - 139

2,4-Dinitrotoluene 2.00 1.70 ug/L 85 40 - 143

2,6-Dinitrotoluene 2.00 1.72 ug/L 86 45 - 134

2-Chloronaphthalene 2.00 1.60 ug/L 80 55 - 125

2-Chlorophenol 2.00 1.90 ug/L 95 57 - 125

2-Methylnaphthalene 2.00 1.63 ug/L 82 56 - 117

2-Methylphenol 2.00 1.71 ug/L 85 53 - 118

2-Nitroaniline 2.00 1.83 ug/L 92 58 - 124

2-Nitrophenol 2.00 1.09 ug/L 55 20 - 150

3 & 4 Methylphenol 2.00 1.78 ug/L 89 54 - 112

3,3'-Dichlorobenzidine 4.00 ND * ug/L 0.7 20 - 121

3-Nitroaniline 2.00 0.291 J * ug/L 15 22 - 124

4,6-Dinitro-2-methylphenol 4.00 1.14 J ug/L 28 20 - 150

4-Bromophenyl phenyl ether 2.00 1.77 ug/L 88 62 - 132

4-Chloro-3-methylphenol 2.00 1.69 ug/L 84 56 - 133

4-Chloroaniline 2.00 ND * ug/L 1 20 - 110

4-Chlorophenyl phenyl ether 2.00 1.59 ug/L 80 59 - 125

4-Nitroaniline 2.00 1.19 ug/L 60 40 - 118

4-Nitrophenol 4.00 3.46 ug/L 86 20 - 150

Acenaphthene 2.00 1.69 ug/L 84 55 - 113

Acenaphthylene 2.00 1.21 ug/L 61 24 - 135

Anthracene 2.00 1.01 ug/L 51 20 - 125

Benzo[a]anthracene 2.00 1.62 ug/L 81 49 - 115

Benzo[a]pyrene 2.00 0.950 ug/L 48 20 - 115

Benzo[b]fluoranthene 2.00 2.03 ug/L 101 63 - 129

Benzo[g,h,i]perylene 2.00 1.95 ug/L 97 58 - 127

Benzo[k]fluoranthene 2.00 1.94 ug/L 97 60 - 134

Benzoic acid 4.00 2.98 J ug/L 74 20 - 150

Benzyl alcohol 2.00 1.83 ug/L 91 52 - 124

Bis(2-chloroethoxy)methane 2.00 1.94 ug/L 97 59 - 125

Bis(2-chloroethyl)ether 2.00 1.81 ug/L 91 55 - 125

Bis(2-ethylhexyl) phthalate 2.00 1.96 J ug/L 98 22 - 150

TestAmerica Seattle

Page 44 of 69 10/4/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1204



QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-227786/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

bis(chloroisopropyl) ether 2.00 1.96 ug/L 98 44 - 123

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Butyl benzyl phthalate 2.00 2.09 ug/L 104 46 - 150

Carbazole 2.00 1.85 ug/L 93 68 - 142

Chrysene 2.00 1.81 ug/L 91 57 - 131

Dibenz(a,h)anthracene 2.00 1.96 ug/L 98 56 - 124

Dibenzofuran 2.00 1.76 ug/L 88 60 - 125

Diethyl phthalate 2.00 1.91 ug/L 95 60 - 134

Dimethyl phthalate 2.00 1.84 ug/L 92 65 - 134

Di-n-butyl phthalate 2.00 2.00 ug/L 100 67 - 140

Di-n-octyl phthalate 2.00 2.13 ug/L 107 55 - 150

Fluoranthene 2.00 1.78 ug/L 89 70 - 135

Fluorene 2.00 1.78 ug/L 89 57 - 125

Hexachlorobenzene 2.00 1.65 ug/L 82 55 - 135

Hexachlorobutadiene 2.00 0.829 ug/L 41 25 - 125

Hexachlorocyclopentadiene 2.00 ND * ug/L 4 20 - 110

Hexachloroethane 2.00 0.938 ug/L 47 24 - 125

Indeno[1,2,3-cd]pyrene 2.00 1.70 ug/L 85 54 - 124

Isophorone 2.00 1.90 ug/L 95 64 - 125

Naphthalene 2.00 1.67 ug/L 84 56 - 119

Nitrobenzene 2.00 1.95 ug/L 98 62 - 125

N-Nitrosodi-n-propylamine 2.00 1.65 ug/L 82 54 - 120

N-Nitrosodiphenylamine 2.00 1.16 ug/L 58 40 - 124

Pentachlorophenol 4.00 3.14 ug/L 78 30 - 122

Phenanthrene 2.00 1.84 ug/L 92 57 - 125

Phenol 2.00 1.79 ug/L 89 53 - 113

Pyrene 2.00 1.82 ug/L 91 64 - 128

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

84

LCS LCS

Qualifier Limits%Recovery

782-Fluorobiphenyl 50 - 120

852-Fluorophenol (Surr) 50 - 113

86Nitrobenzene-d5 (Surr) 59 - 120

86Phenol-d5 (Surr) 52 - 120

92Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-227786/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

1,2,4-Trichlorobenzene 2.00 1.33 ug/L 67 40 - 115 3 20

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,2-Dichlorobenzene 2.00 1.49 ug/L 75 44 - 119 3 20

1,3-Dichlorobenzene 2.00 1.20 ug/L 60 34 - 116 1 29

1,4-Dichlorobenzene 2.00 1.22 ug/L 61 40 - 118 1 20

1-Methylnaphthalene 2.00 1.65 ug/L 83 54 - 119 0 20

2,4,5-Trichlorophenol 2.00 1.55 ug/L 77 56 - 122 12 20

2,4,6-Trichlorophenol 2.00 1.52 ug/L 76 55 - 134 6 20

2,4-Dichlorophenol 2.00 1.84 ug/L 92 50 - 125 3 26
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-227786/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

2,4-Dimethylphenol 2.00 0.896 J ug/L 45 20 - 106 4 35

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

2,4-Dinitrophenol 4.00 2.23 J * ug/L 56 24 - 139 47 35

2,4-Dinitrotoluene 2.00 1.89 ug/L 94 40 - 143 10 29

2,6-Dinitrotoluene 2.00 1.81 ug/L 90 45 - 134 5 31

2-Chloronaphthalene 2.00 1.64 ug/L 82 55 - 125 2 20

2-Chlorophenol 2.00 1.91 ug/L 96 57 - 125 0 20

2-Methylnaphthalene 2.00 1.63 ug/L 81 56 - 117 0 20

2-Methylphenol 2.00 1.73 ug/L 86 53 - 118 1 33

2-Nitroaniline 2.00 1.58 ug/L 79 58 - 124 15 20

2-Nitrophenol 2.00 1.50 ug/L 75 20 - 150 32 35

3 & 4 Methylphenol 2.00 1.77 ug/L 89 54 - 112 0 20

3,3'-Dichlorobenzidine 4.00 ND * ug/L 0.5 20 - 121 32 35

3-Nitroaniline 2.00 ND * ug/L 3 22 - 124 123 35

4,6-Dinitro-2-methylphenol 4.00 2.56 J * ug/L 64 20 - 150 77 30

4-Bromophenyl phenyl ether 2.00 1.85 ug/L 93 62 - 132 5 20

4-Chloro-3-methylphenol 2.00 1.65 ug/L 83 56 - 133 2 20

4-Chloroaniline 2.00 ND * ug/L 1 20 - 110 18 35

4-Chlorophenyl phenyl ether 2.00 1.68 ug/L 84 59 - 125 5 20

4-Nitroaniline 2.00 0.317 J * ug/L 16 40 - 118 116 20

4-Nitrophenol 4.00 3.58 ug/L 89 20 - 150 3 29

Acenaphthene 2.00 1.71 ug/L 86 55 - 113 2 20

Acenaphthylene 2.00 1.27 ug/L 63 24 - 135 4 20

Anthracene 2.00 0.578 * ug/L 29 20 - 125 55 26

Benzo[a]anthracene 2.00 1.41 ug/L 70 49 - 115 14 20

Benzo[a]pyrene 2.00 0.513 * ug/L 26 20 - 115 60 35

Benzo[b]fluoranthene 2.00 2.45 ug/L 123 63 - 129 19 20

Benzo[g,h,i]perylene 2.00 2.32 ug/L 116 58 - 127 17 20

Benzo[k]fluoranthene 2.00 2.51 * ug/L 126 60 - 134 26 20

Benzoic acid 4.00 4.02 ug/L 101 20 - 150 30 35

Benzyl alcohol 2.00 0.887 * ug/L 44 52 - 124 69 20

Bis(2-chloroethoxy)methane 2.00 1.99 ug/L 100 59 - 125 3 20

Bis(2-chloroethyl)ether 2.00 1.92 ug/L 96 55 - 125 6 20

Bis(2-ethylhexyl) phthalate 2.00 1.93 J ug/L 97 22 - 150 1 20

bis(chloroisopropyl) ether 2.00 2.05 ug/L 103 44 - 123 5 20

Butyl benzyl phthalate 2.00 2.09 ug/L 105 46 - 150 0 20

Carbazole 2.00 1.76 ug/L 88 68 - 142 5 20

Chrysene 2.00 1.80 ug/L 90 57 - 131 1 20

Dibenz(a,h)anthracene 2.00 2.27 ug/L 114 56 - 124 15 20

Dibenzofuran 2.00 1.81 ug/L 90 60 - 125 3 20

Diethyl phthalate 2.00 1.92 ug/L 96 60 - 134 1 20

Dimethyl phthalate 2.00 1.82 ug/L 91 65 - 134 1 20

Di-n-butyl phthalate 2.00 2.02 ug/L 101 67 - 140 1 20

Di-n-octyl phthalate 2.00 2.63 * ug/L 131 55 - 150 21 20

Fluoranthene 2.00 1.81 ug/L 91 70 - 135 2 20

Fluorene 2.00 1.79 ug/L 89 57 - 125 0 20

Hexachlorobenzene 2.00 1.68 ug/L 84 55 - 135 2 20

Hexachlorobutadiene 2.00 0.741 ug/L 37 25 - 125 11 31

Hexachlorocyclopentadiene 2.00 0.231 J * ug/L 12 20 - 110 106 35
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-227786/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

Hexachloroethane 2.00 0.919 ug/L 46 24 - 125 2 35

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Indeno[1,2,3-cd]pyrene 2.00 2.07 ug/L 103 54 - 124 20 20

Isophorone 2.00 1.99 ug/L 99 64 - 125 5 20

Naphthalene 2.00 1.71 ug/L 86 56 - 119 2 20

Nitrobenzene 2.00 1.92 ug/L 96 62 - 125 2 20

N-Nitrosodi-n-propylamine 2.00 1.79 ug/L 89 54 - 120 8 20

N-Nitrosodiphenylamine 2.00 0.635 * ug/L 32 40 - 124 59 20

Pentachlorophenol 4.00 3.09 ug/L 77 30 - 122 1 35

Phenanthrene 2.00 1.87 ug/L 93 57 - 125 2 20

Phenol 2.00 1.76 ug/L 88 53 - 113 2 20

Pyrene 2.00 1.81 ug/L 91 64 - 128 1 20

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

82

LCSD LCSD

Qualifier Limits%Recovery

772-Fluorobiphenyl 50 - 120

842-Fluorophenol (Surr) 50 - 113

86Nitrobenzene-d5 (Surr) 59 - 120

89Phenol-d5 (Surr) 52 - 120

93Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

1,2,4-Trichlorobenzene ND 2.03 1.53 ug/L 75 40 - 115

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2-Dichlorobenzene ND 2.03 1.70 ug/L 84 44 - 119

1,3-Dichlorobenzene ND 2.03 1.40 ug/L 69 34 - 116

1,4-Dichlorobenzene ND 2.03 1.43 ug/L 70 40 - 118

1-Methylnaphthalene ND 2.03 1.72 ug/L 85 54 - 119

2,4,5-Trichlorophenol ND 2.03 2.00 ug/L 98 56 - 122

2,4,6-Trichlorophenol ND 2.03 1.91 ug/L 94 55 - 134

2,4-Dichlorophenol ND 2.03 1.93 ug/L 95 50 - 125

2,4-Dimethylphenol ND 2.03 ND ug/L 37 20 - 106

2,4-Dinitrophenol ND 4.07 ND ug/L 85 24 - 139

2,4-Dinitrotoluene ND 2.03 1.97 ug/L 97 40 - 143

2,6-Dinitrotoluene 0.47 2.03 2.41 ug/L 96 45 - 134

2-Chloronaphthalene ND 2.03 1.77 ug/L 87 55 - 125

2-Chlorophenol ND 2.03 1.90 ug/L 93 57 - 125

2-Methylnaphthalene ND 2.03 1.72 ug/L 85 56 - 117

2-Methylphenol ND 2.03 1.77 ug/L 87 53 - 118

2-Nitroaniline ND 2.03 1.95 ug/L 96 58 - 124

2-Nitrophenol ND 2.03 1.85 ug/L 91 20 - 150

3 & 4 Methylphenol ND 2.03 1.77 ug/L 87 54 - 112

3,3'-Dichlorobenzidine ND F1 4.07 ND F1 ug/L 0 20 - 121

3-Nitroaniline ND F1 2.03 ND F1 ug/L 18 22 - 124

4,6-Dinitro-2-methylphenol ND 4.07 ND ug/L 96 20 - 150

4-Bromophenyl phenyl ether ND 2.03 1.89 ug/L 93 62 - 132
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

4-Chloro-3-methylphenol ND 2.03 1.94 ug/L 96 56 - 133

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

4-Chloroaniline ND F1 2.03 ND F1 ug/L 0 20 - 110

4-Chlorophenyl phenyl ether ND 2.03 1.82 ug/L 90 59 - 125

4-Nitroaniline ND 2.03 1.25 ug/L 61 40 - 118

4-Nitrophenol ND 4.07 4.27 ug/L 105 20 - 150

Acenaphthene ND 2.03 1.85 ug/L 91 55 - 113

Acenaphthylene ND 2.03 1.66 ug/L 81 24 - 135

Anthracene ND 2.03 1.13 ug/L 56 20 - 125

Benzo[a]anthracene ND 2.03 1.77 ug/L 87 49 - 115

Benzo[a]pyrene ND 2.03 1.12 ug/L 55 20 - 115

Benzo[b]fluoranthene ND 2.03 2.16 ug/L 106 63 - 129

Benzo[g,h,i]perylene ND 2.03 2.07 ug/L 102 58 - 127

Benzo[k]fluoranthene ND 2.03 2.08 ug/L 102 60 - 134

Benzoic acid ND 4.07 4.64 ug/L 89 20 - 150

Benzyl alcohol ND 2.03 1.86 ug/L 91 52 - 124

Bis(2-chloroethoxy)methane ND 2.03 1.96 ug/L 96 59 - 125

Bis(2-chloroethyl)ether ND 2.03 1.99 ug/L 98 55 - 125

Bis(2-ethylhexyl) phthalate ND F1 F2 2.03 ND ug/L 119 22 - 150

bis(chloroisopropyl) ether ND F1 F2 2.03 ND F1 ug/L 8 44 - 123

Butyl benzyl phthalate ND 2.03 2.29 ug/L 113 46 - 150

Carbazole ND 2.03 2.04 ug/L 100 68 - 142

Chrysene ND 2.03 2.01 ug/L 99 57 - 131

Dibenz(a,h)anthracene ND 2.03 2.06 ug/L 101 56 - 124

Dibenzofuran ND 2.03 1.90 ug/L 93 60 - 125

Diethyl phthalate ND 2.03 2.11 ug/L 104 60 - 134

Dimethyl phthalate ND 2.03 1.98 ug/L 97 65 - 134

Di-n-butyl phthalate ND 2.03 2.33 ug/L 104 67 - 140

Di-n-octyl phthalate ND 2.03 2.29 ug/L 103 55 - 150

Fluoranthene ND 2.03 1.92 ug/L 95 70 - 135

Fluorene ND 2.03 1.94 ug/L 95 57 - 125

Hexachlorobenzene ND 2.03 1.73 ug/L 85 55 - 135

Hexachlorobutadiene ND 2.03 0.934 ug/L 46 25 - 125

Hexachlorocyclopentadiene ND 2.03 ND ug/L 23 20 - 110

Hexachloroethane ND 2.03 1.06 ug/L 52 24 - 125

Indeno[1,2,3-cd]pyrene ND 2.03 1.94 ug/L 95 54 - 124

Isophorone ND 2.03 1.97 ug/L 97 64 - 125

Naphthalene ND 2.03 1.81 ug/L 89 56 - 119

Nitrobenzene ND 2.03 1.96 ug/L 97 62 - 125

N-Nitrosodi-n-propylamine ND 2.03 1.83 ug/L 90 54 - 120

N-Nitrosodiphenylamine ND 2.03 1.43 ug/L 70 40 - 124

Pentachlorophenol ND 4.07 3.88 ug/L 95 30 - 122

Phenanthrene ND 2.03 1.94 ug/L 95 57 - 125

Phenol ND 2.03 1.75 ug/L 86 53 - 113

Pyrene ND 2.03 1.97 ug/L 97 64 - 128

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

92

MS MS

Qualifier Limits%Recovery

832-Fluorobiphenyl 50 - 120
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

2-Fluorophenol (Surr) 50 - 113

Surrogate

87

MS MS

Qualifier Limits%Recovery

89Nitrobenzene-d5 (Surr) 59 - 120

85Phenol-d5 (Surr) 52 - 120

94Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

1,2,4-Trichlorobenzene ND 2.00 1.57 ug/L 78 40 - 115 3 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

1,2-Dichlorobenzene ND 2.00 1.68 ug/L 84 44 - 119 1 35

1,3-Dichlorobenzene ND 2.00 1.31 ug/L 65 34 - 116 6 35

1,4-Dichlorobenzene ND 2.00 1.34 ug/L 67 40 - 118 6 35

1-Methylnaphthalene ND 2.00 1.78 ug/L 89 54 - 119 3 35

2,4,5-Trichlorophenol ND 2.00 2.05 ug/L 102 56 - 122 3 35

2,4,6-Trichlorophenol ND 2.00 2.00 ug/L 100 55 - 134 4 35

2,4-Dichlorophenol ND 2.00 2.02 ug/L 101 50 - 125 4 35

2,4-Dimethylphenol ND 2.00 ND ug/L 30 20 - 106 23 35

2,4-Dinitrophenol ND 4.01 ND ug/L 93 24 - 139 8 35

2,4-Dinitrotoluene ND 2.00 2.12 ug/L 106 40 - 143 8 35

2,6-Dinitrotoluene 0.47 2.00 2.49 ug/L 101 45 - 134 3 35

2-Chloronaphthalene ND 2.00 1.79 ug/L 89 55 - 125 1 35

2-Chlorophenol ND 2.00 1.84 ug/L 92 57 - 125 3 35

2-Methylnaphthalene ND 2.00 1.78 ug/L 89 56 - 117 3 35

2-Methylphenol ND 2.00 1.67 ug/L 83 53 - 118 6 35

2-Nitroaniline ND 2.00 2.07 ug/L 103 58 - 124 6 35

2-Nitrophenol ND 2.00 1.84 ug/L 92 20 - 150 1 35

3 & 4 Methylphenol ND 2.00 1.76 ug/L 88 54 - 112 0 35

3,3'-Dichlorobenzidine ND F1 4.01 ND F1 ug/L 0 20 - 121 NC 35

3-Nitroaniline ND F1 2.00 0.470 ug/L 23 22 - 124 22 35

4,6-Dinitro-2-methylphenol ND 4.01 ND ug/L 98 20 - 150 0 35

4-Bromophenyl phenyl ether ND 2.00 1.95 ug/L 97 62 - 132 3 35

4-Chloro-3-methylphenol ND 2.00 1.92 ug/L 96 56 - 133 1 35

4-Chloroaniline ND F1 2.00 ND F1 ug/L 0 20 - 110 NC 35

4-Chlorophenyl phenyl ether ND 2.00 1.89 ug/L 94 59 - 125 4 35

4-Nitroaniline ND 2.00 1.29 ug/L 64 40 - 118 3 35

4-Nitrophenol ND 4.01 4.35 ug/L 109 20 - 150 2 35

Acenaphthene ND 2.00 1.92 ug/L 96 55 - 113 4 35

Acenaphthylene ND 2.00 1.75 ug/L 87 24 - 135 5 35

Anthracene ND 2.00 1.19 ug/L 59 20 - 125 5 35

Benzo[a]anthracene ND 2.00 1.81 ug/L 90 49 - 115 2 35

Benzo[a]pyrene ND 2.00 1.15 ug/L 57 20 - 115 2 35

Benzo[b]fluoranthene ND 2.00 2.11 ug/L 105 63 - 129 2 35

Benzo[g,h,i]perylene ND 2.00 2.00 ug/L 100 58 - 127 3 35

Benzo[k]fluoranthene ND 2.00 2.06 ug/L 103 60 - 134 1 35

Benzoic acid ND 4.01 4.65 ug/L 91 20 - 150 0 35

Benzyl alcohol ND 2.00 1.86 ug/L 93 52 - 124 0 35
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228091 Prep Batch: 227786

Bis(2-chloroethoxy)methane ND 2.00 1.97 ug/L 98 59 - 125 0 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Bis(2-chloroethyl)ether ND 2.00 1.85 ug/L 92 55 - 125 7 35

Bis(2-ethylhexyl) phthalate ND F1 F2 2.00 5.47 F1 F2 ug/L 273 22 - 150 77 35

bis(chloroisopropyl) ether ND F1 F2 2.00 1.98 F2 ug/L 99 44 - 123 171 35

Butyl benzyl phthalate ND 2.00 2.32 ug/L 116 46 - 150 1 35

Carbazole ND 2.00 2.13 ug/L 106 68 - 142 4 35

Chrysene ND 2.00 1.98 ug/L 99 57 - 131 1 35

Dibenz(a,h)anthracene ND 2.00 1.95 ug/L 97 56 - 124 6 35

Dibenzofuran ND 2.00 1.94 ug/L 97 60 - 125 2 35

Diethyl phthalate ND 2.00 2.13 ug/L 106 60 - 134 1 35

Dimethyl phthalate ND 2.00 2.07 ug/L 103 65 - 134 5 35

Di-n-butyl phthalate ND 2.00 2.20 ug/L 99 67 - 140 6 35

Di-n-octyl phthalate ND 2.00 2.24 ug/L 102 55 - 150 2 35

Fluoranthene ND 2.00 1.88 ug/L 94 70 - 135 2 35

Fluorene ND 2.00 2.00 ug/L 100 57 - 125 3 35

Hexachlorobenzene ND 2.00 1.83 ug/L 91 55 - 135 5 35

Hexachlorobutadiene ND 2.00 0.914 ug/L 46 25 - 125 2 35

Hexachlorocyclopentadiene ND 2.00 ND ug/L 20 20 - 110 17 35

Hexachloroethane ND 2.00 0.965 ug/L 48 24 - 125 9 35

Indeno[1,2,3-cd]pyrene ND 2.00 1.92 ug/L 96 54 - 124 1 35

Isophorone ND 2.00 1.92 ug/L 96 64 - 125 2 35

Naphthalene ND 2.00 1.84 ug/L 92 56 - 119 2 35

Nitrobenzene ND 2.00 1.95 ug/L 97 62 - 125 1 35

N-Nitrosodi-n-propylamine ND 2.00 1.70 ug/L 85 54 - 120 7 35

N-Nitrosodiphenylamine ND 2.00 1.46 ug/L 73 40 - 124 2 35

Pentachlorophenol ND 4.01 3.90 ug/L 97 30 - 122 0 35

Phenanthrene ND 2.00 1.94 ug/L 97 57 - 125 0 35

Phenol ND 2.00 1.69 ug/L 84 53 - 113 4 35

Pyrene ND 2.00 1.94 ug/L 97 64 - 128 2 35

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

91

MSD MSD

Qualifier Limits%Recovery

842-Fluorobiphenyl 50 - 120

792-Fluorophenol (Surr) 50 - 113

87Nitrobenzene-d5 (Surr) 59 - 120

81Phenol-d5 (Surr) 52 - 120

87Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: Method BlankLab Sample ID: MB 580-228461/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

RL MDL

1,2,4-Trichlorobenzene ND 0.40 0.10 ug/L 09/27/16 14:37 09/30/16 14:41 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 11,2-Dichlorobenzene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 11,3-Dichlorobenzene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 11,4-Dichlorobenzene

ND 0.0300.060 ug/L 09/27/16 14:37 09/30/16 14:41 11-Methylnaphthalene
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228461/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

RL MDL

2,4,5-Trichlorophenol ND 0.40 0.10 ug/L 09/27/16 14:37 09/30/16 14:41 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.100.60 ug/L 09/27/16 14:37 09/30/16 14:41 12,4,6-Trichlorophenol

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 12,4-Dichlorophenol

ND 0.302.0 ug/L 09/27/16 14:37 09/30/16 14:41 12,4-Dimethylphenol

ND 1.05.0 ug/L 09/27/16 14:37 09/30/16 14:41 12,4-Dinitrophenol

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 12,4-Dinitrotoluene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 12,6-Dinitrotoluene

ND 0.0200.060 ug/L 09/27/16 14:37 09/30/16 14:41 12-Chloronaphthalene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 12-Chlorophenol

ND 0.0200.20 ug/L 09/27/16 14:37 09/30/16 14:41 12-Methylnaphthalene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 12-Methylphenol

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 12-Nitroaniline

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 12-Nitrophenol

ND 0.100.80 ug/L 09/27/16 14:37 09/30/16 14:41 13 & 4 Methylphenol

ND 0.102.0 ug/L 09/27/16 14:37 09/30/16 14:41 13,3'-Dichlorobenzidine

ND 0.120.40 ug/L 09/27/16 14:37 09/30/16 14:41 13-Nitroaniline

ND 1.04.0 ug/L 09/27/16 14:37 09/30/16 14:41 14,6-Dinitro-2-methylphenol

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 14-Bromophenyl phenyl ether

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 14-Chloro-3-methylphenol

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 14-Chloroaniline

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 14-Chlorophenyl phenyl ether

ND 0.100.60 ug/L 09/27/16 14:37 09/30/16 14:41 14-Nitroaniline

ND 1.03.0 ug/L 09/27/16 14:37 09/30/16 14:41 14-Nitrophenol

ND 0.0200.10 ug/L 09/27/16 14:37 09/30/16 14:41 1Acenaphthene

ND 0.0200.080 ug/L 09/27/16 14:37 09/30/16 14:41 1Acenaphthylene

ND 0.0100.040 ug/L 09/27/16 14:37 09/30/16 14:41 1Anthracene

ND 0.0200.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[a]anthracene

ND 0.0200.040 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[a]pyrene

ND 0.0200.080 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[b]fluoranthene

ND 0.0200.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[g,h,i]perylene

ND 0.0200.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[k]fluoranthene

ND 0.603.0 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzoic acid

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzyl alcohol

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Bis(2-chloroethoxy)methane

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Bis(2-chloroethyl)ether

ND 1.23.0 ug/L 09/27/16 14:37 09/30/16 14:41 1Bis(2-ethylhexyl) phthalate

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1bis(chloroisopropyl) ether

0.211 J 0.200.60 ug/L 09/27/16 14:37 09/30/16 14:41 1Butyl benzyl phthalate

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Carbazole

ND 0.0130.040 ug/L 09/27/16 14:37 09/30/16 14:41 1Chrysene

ND 0.0200.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Dibenz(a,h)anthracene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Dibenzofuran

0.255 J 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Diethyl phthalate

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Dimethyl phthalate

0.136 J 0.130.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Di-n-butyl phthalate

ND 0.180.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Di-n-octyl phthalate

ND 0.0130.050 ug/L 09/27/16 14:37 09/30/16 14:41 1Fluoranthene

ND 0.0200.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Fluorene
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228461/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

RL MDL

Hexachlorobenzene ND 0.40 0.10 ug/L 09/27/16 14:37 09/30/16 14:41 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.100.60 ug/L 09/27/16 14:37 09/30/16 14:41 1Hexachlorobutadiene

ND 0.102.0 ug/L 09/27/16 14:37 09/30/16 14:41 1Hexachlorocyclopentadiene

ND 0.100.60 ug/L 09/27/16 14:37 09/30/16 14:41 1Hexachloroethane

ND 0.0200.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Indeno[1,2,3-cd]pyrene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Isophorone

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Naphthalene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Nitrobenzene

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1N-Nitrosodi-n-propylamine

ND 0.100.40 ug/L 09/27/16 14:37 09/30/16 14:41 1N-Nitrosodiphenylamine

ND 0.100.70 ug/L 09/27/16 14:37 09/30/16 14:41 1Pentachlorophenol

ND 0.0200.080 ug/L 09/27/16 14:37 09/30/16 14:41 1Phenanthrene

ND 0.100.60 ug/L 09/27/16 14:37 09/30/16 14:41 1Phenol

ND 0.0130.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Pyrene

2,4,6-Tribromophenol (Surr) 78 57 - 132 09/30/16 14:41 1

MB MB

Surrogate

09/27/16 14:37

Dil FacPrepared AnalyzedQualifier Limits%Recovery

81 09/27/16 14:37 09/30/16 14:41 12-Fluorobiphenyl 50 - 120

74 09/27/16 14:37 09/30/16 14:41 12-Fluorophenol (Surr) 50 - 113

83 09/27/16 14:37 09/30/16 14:41 1Nitrobenzene-d5 (Surr) 59 - 120

78 09/27/16 14:37 09/30/16 14:41 1Phenol-d5 (Surr) 52 - 120

98 09/27/16 14:37 09/30/16 14:41 1Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228461/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

1,2,4-Trichlorobenzene 2.00 1.37 ug/L 68 40 - 115

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichlorobenzene 2.00 1.69 ug/L 85 44 - 119

1,3-Dichlorobenzene 2.00 1.49 ug/L 75 34 - 116

1,4-Dichlorobenzene 2.00 1.42 ug/L 71 40 - 118

1-Methylnaphthalene 2.00 1.89 ug/L 94 54 - 119

2,4,5-Trichlorophenol 2.00 1.91 ug/L 95 56 - 122

2,4,6-Trichlorophenol 2.00 1.89 ug/L 95 55 - 134

2,4-Dichlorophenol 2.00 1.71 ug/L 86 50 - 125

2,4-Dimethylphenol 2.00 1.04 J ug/L 52 20 - 106

2,4-Dinitrophenol 4.00 2.94 J ug/L 73 24 - 139

2,4-Dinitrotoluene 2.00 1.91 ug/L 96 40 - 143

2,6-Dinitrotoluene 2.00 2.07 ug/L 103 45 - 134

2-Chloronaphthalene 2.00 1.86 ug/L 93 55 - 125

2-Chlorophenol 2.00 2.11 ug/L 106 57 - 125

2-Methylnaphthalene 2.00 1.74 ug/L 87 56 - 117

2-Methylphenol 2.00 1.83 ug/L 92 53 - 118

2-Nitroaniline 2.00 2.25 ug/L 113 58 - 124

2-Nitrophenol 2.00 1.68 ug/L 84 20 - 150

3 & 4 Methylphenol 2.00 1.87 ug/L 93 54 - 112

3,3'-Dichlorobenzidine 4.00 0.215 J * ug/L 5 20 - 121
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228461/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

3-Nitroaniline 2.00 0.773 ug/L 39 22 - 124

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

4,6-Dinitro-2-methylphenol 4.00 2.42 J ug/L 60 20 - 150

4-Bromophenyl phenyl ether 2.00 2.00 ug/L 100 62 - 132

4-Chloro-3-methylphenol 2.00 1.82 ug/L 91 56 - 133

4-Chloroaniline 2.00 ND * ug/L 1 20 - 110

4-Chlorophenyl phenyl ether 2.00 1.96 ug/L 98 59 - 125

4-Nitroaniline 2.00 1.42 ug/L 71 40 - 118

4-Nitrophenol 4.00 3.86 ug/L 96 20 - 150

Acenaphthene 2.00 1.83 ug/L 91 55 - 113

Acenaphthylene 2.00 1.60 ug/L 80 24 - 135

Anthracene 2.00 1.44 ug/L 72 20 - 125

Benzo[a]anthracene 2.00 1.92 ug/L 96 49 - 115

Benzo[a]pyrene 2.00 1.19 ug/L 59 20 - 115

Benzo[b]fluoranthene 2.00 2.13 ug/L 107 63 - 129

Benzo[g,h,i]perylene 2.00 2.15 ug/L 108 58 - 127

Benzo[k]fluoranthene 2.00 2.06 ug/L 103 60 - 134

Benzoic acid 4.00 4.18 ug/L 105 20 - 150

Benzyl alcohol 2.00 1.89 ug/L 95 52 - 124

Bis(2-chloroethoxy)methane 2.00 1.89 ug/L 94 59 - 125

Bis(2-chloroethyl)ether 2.00 1.89 ug/L 94 55 - 125

Bis(2-ethylhexyl) phthalate 2.00 1.98 J ug/L 99 22 - 150

bis(chloroisopropyl) ether 2.00 1.90 ug/L 95 44 - 123

Butyl benzyl phthalate 2.00 2.51 ug/L 125 46 - 150

Carbazole 2.00 2.29 ug/L 115 68 - 142

Chrysene 2.00 2.12 ug/L 106 57 - 131

Dibenz(a,h)anthracene 2.00 2.08 ug/L 104 56 - 124

Dibenzofuran 2.00 1.97 ug/L 98 60 - 125

Diethyl phthalate 2.00 1.99 ug/L 99 60 - 134

Dimethyl phthalate 2.00 2.04 ug/L 102 65 - 134

Di-n-butyl phthalate 2.00 2.22 ug/L 111 67 - 140

Di-n-octyl phthalate 2.00 2.24 ug/L 112 55 - 150

Fluoranthene 2.00 2.22 ug/L 111 70 - 135

Fluorene 2.00 2.02 ug/L 101 57 - 125

Hexachlorobenzene 2.00 1.96 ug/L 98 55 - 135

Hexachlorobutadiene 2.00 1.35 ug/L 68 25 - 125

Hexachlorocyclopentadiene 2.00 0.366 J * ug/L 18 20 - 110

Hexachloroethane 2.00 1.40 ug/L 70 24 - 125

Indeno[1,2,3-cd]pyrene 2.00 2.32 ug/L 116 54 - 124

Isophorone 2.00 1.94 ug/L 97 64 - 125

Naphthalene 2.00 1.68 ug/L 84 56 - 119

Nitrobenzene 2.00 2.02 ug/L 101 62 - 125

N-Nitrosodi-n-propylamine 2.00 1.77 ug/L 88 54 - 120

N-Nitrosodiphenylamine 2.00 1.42 ug/L 71 40 - 124

Pentachlorophenol 4.00 3.96 ug/L 99 30 - 122

Phenanthrene 2.00 1.98 ug/L 99 57 - 125

Phenol 2.00 1.90 ug/L 95 53 - 113

Pyrene 2.00 2.21 ug/L 110 64 - 128
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228461/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

103

LCS LCS

Qualifier Limits%Recovery

892-Fluorobiphenyl 50 - 120

912-Fluorophenol (Surr) 50 - 113

94Nitrobenzene-d5 (Surr) 59 - 120

97Phenol-d5 (Surr) 52 - 120

111Terphenyl-d14 (Surr) 72 - 140

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

1,2,4-Trichlorobenzene - RE ND H 2.02 1.60 H ug/L 79 40 - 115

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2-Dichlorobenzene - RE ND H 2.02 1.78 H ug/L 88 44 - 119

1,3-Dichlorobenzene - RE ND H 2.02 1.77 H ug/L 88 34 - 116

1,4-Dichlorobenzene - RE ND H 2.02 1.74 H ug/L 86 40 - 118

1-Methylnaphthalene - RE ND H 2.02 1.84 H ug/L 91 54 - 119

2,4,5-Trichlorophenol - RE ND H 2.02 1.91 H ug/L 94 56 - 122

2,4,6-Trichlorophenol - RE ND H 2.02 1.86 H ug/L 92 55 - 134

2,4-Dichlorophenol - RE ND H 2.02 1.69 H ug/L 83 50 - 125

2,4-Dimethylphenol - RE ND H 2.02 ND H ug/L 75 20 - 106

2,4-Dinitrophenol - RE ND H 4.05 ND H ug/L 114 24 - 139

2,4-Dinitrotoluene - RE ND H 2.02 2.11 H ug/L 104 40 - 143

2,6-Dinitrotoluene - RE 0.42 H 2.02 2.42 H ug/L 99 45 - 134

2-Chloronaphthalene - RE ND H 2.02 1.82 H ug/L 90 55 - 125

2-Chlorophenol - RE ND H 2.02 1.88 H ug/L 93 57 - 125

2-Methylnaphthalene - RE ND H 2.02 1.73 H ug/L 86 56 - 117

2-Methylphenol - RE ND H 2.02 1.85 H ug/L 91 53 - 118

2-Nitroaniline - RE ND H 2.02 2.41 H ug/L 119 58 - 124

2-Nitrophenol - RE ND H 2.02 1.89 H ug/L 93 20 - 150

3 & 4 Methylphenol - RE ND H 2.02 1.85 H ug/L 91 54 - 112

3,3'-Dichlorobenzidine - RE ND H F1 F2 4.05 ND H F1 ug/L 5 20 - 121

3-Nitroaniline - RE ND H F2 2.02 0.746 H ug/L 37 22 - 124

4,6-Dinitro-2-methylphenol - RE ND H 4.05 4.02 H ug/L 99 20 - 150

4-Bromophenyl phenyl ether - RE ND H 2.02 1.81 H ug/L 89 62 - 132

4-Chloro-3-methylphenol - RE ND H 2.02 1.95 H ug/L 96 56 - 133

4-Chloroaniline - RE ND H F1 2.02 ND H F1 ug/L 0 20 - 110

4-Chlorophenyl phenyl ether - RE ND H 2.02 1.94 H ug/L 96 59 - 125

4-Nitroaniline - RE ND H 2.02 1.24 H ug/L 61 40 - 118

4-Nitrophenol - RE ND H 4.05 4.19 H ug/L 103 20 - 150

Acenaphthene - RE ND H 2.02 1.75 H ug/L 86 55 - 113

Acenaphthylene - RE ND H 2.02 1.74 H ug/L 86 24 - 135

Anthracene - RE ND H 2.02 1.72 H ug/L 85 20 - 125

Benzo[a]anthracene - RE ND H 2.02 2.01 H ug/L 99 49 - 115

Benzo[a]pyrene - RE ND H 2.02 1.60 H ug/L 79 20 - 115

Benzo[b]fluoranthene - RE ND H 2.02 2.06 H ug/L 102 63 - 129
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

Benzo[g,h,i]perylene - RE ND H 2.02 2.26 H ug/L 112 58 - 127

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Benzo[k]fluoranthene - RE ND H 2.02 1.81 H ug/L 90 60 - 134

Benzoic acid - RE ND H 4.05 5.03 H ug/L 106 20 - 150

Benzyl alcohol - RE ND H 2.02 1.82 H ug/L 90 52 - 124

Bis(2-chloroethoxy)methane - RE ND H 2.02 1.78 H ug/L 88 59 - 125

Bis(2-chloroethyl)ether - RE ND H 2.02 1.76 H ug/L 87 55 - 125

Bis(2-ethylhexyl) phthalate - RE ND H F1 2.02 3.50 H F1 ug/L 173 22 - 150

bis(chloroisopropyl) ether - RE ND H 2.02 1.86 H ug/L 92 44 - 123

Butyl benzyl phthalate - RE ND H 2.02 2.45 H ug/L 109 46 - 150

Carbazole - RE ND H 2.02 2.16 H ug/L 107 68 - 142

Chrysene - RE ND H 2.02 2.21 H ug/L 109 57 - 131

Dibenz(a,h)anthracene - RE ND H 2.02 2.26 H ug/L 112 56 - 124

Dibenzofuran - RE ND H 2.02 1.92 H ug/L 95 60 - 125

Diethyl phthalate - RE ND H 2.02 1.96 H ug/L 91 60 - 134

Dimethyl phthalate - RE ND H 2.02 2.02 H ug/L 100 65 - 134

Di-n-butyl phthalate - RE ND H 2.02 2.30 H ug/L 101 67 - 140

Di-n-octyl phthalate - RE ND H 2.02 2.31 H ug/L 114 55 - 150

Fluoranthene - RE ND H 2.02 2.21 H ug/L 109 70 - 135

Fluorene - RE ND H 2.02 2.02 H ug/L 100 57 - 125

Hexachlorobenzene - RE ND H 2.02 1.89 H ug/L 93 55 - 135

Hexachlorobutadiene - RE ND H 2.02 1.65 H ug/L 81 25 - 125

Hexachlorocyclopentadiene - RE ND H 2.02 ND H ug/L 53 20 - 110

Hexachloroethane - RE ND H 2.02 1.70 H ug/L 84 24 - 125

Indeno[1,2,3-cd]pyrene - RE ND H 2.02 2.22 H ug/L 109 54 - 124

Isophorone - RE ND H 2.02 1.91 H ug/L 94 64 - 125

Naphthalene - RE ND H 2.02 1.71 H ug/L 84 56 - 119

Nitrobenzene - RE ND H 2.02 1.89 H ug/L 93 62 - 125

N-Nitrosodi-n-propylamine - RE ND H 2.02 2.01 H ug/L 99 54 - 120

N-Nitrosodiphenylamine - RE ND H 2.02 1.57 H ug/L 78 40 - 124

Pentachlorophenol - RE ND H 4.05 3.86 H ug/L 95 30 - 122

Phenanthrene - RE ND H 2.02 1.82 H ug/L 90 57 - 125

Phenol - RE ND H 2.02 1.75 H ug/L 86 53 - 113

Pyrene - RE ND H 2.02 2.15 H ug/L 105 64 - 128

2,4,6-Tribromophenol (Surr) - 

RE

57 - 132

Surrogate

101

MS MS

Qualifier Limits%Recovery

822-Fluorobiphenyl - RE 50 - 120

832-Fluorophenol (Surr) - RE 50 - 113

91Nitrobenzene-d5 (Surr) - RE 59 - 120

87Phenol-d5 (Surr) - RE 52 - 120

104Terphenyl-d14 (Surr) - RE 72 - 140
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

1,2,4-Trichlorobenzene - RE ND H 2.03 1.54 H ug/L 76 40 - 115 4 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

1,2-Dichlorobenzene - RE ND H 2.03 1.71 H ug/L 85 44 - 119 4 35

1,3-Dichlorobenzene - RE ND H 2.03 1.69 H ug/L 84 34 - 116 5 35

1,4-Dichlorobenzene - RE ND H 2.03 1.66 H ug/L 82 40 - 118 5 35

1-Methylnaphthalene - RE ND H 2.03 1.79 H ug/L 88 54 - 119 3 35

2,4,5-Trichlorophenol - RE ND H 2.03 1.92 H ug/L 95 56 - 122 0 35

2,4,6-Trichlorophenol - RE ND H 2.03 1.87 H ug/L 92 55 - 134 1 35

2,4-Dichlorophenol - RE ND H 2.03 1.69 H ug/L 84 50 - 125 0 35

2,4-Dimethylphenol - RE ND H 2.03 ND H ug/L 73 20 - 106 2 35

2,4-Dinitrophenol - RE ND H 4.05 ND H ug/L 110 24 - 139 4 35

2,4-Dinitrotoluene - RE ND H 2.03 1.97 H ug/L 97 40 - 143 7 35

2,6-Dinitrotoluene - RE 0.42 H 2.03 2.28 H ug/L 92 45 - 134 6 35

2-Chloronaphthalene - RE ND H 2.03 1.72 H ug/L 85 55 - 125 6 35

2-Chlorophenol - RE ND H 2.03 1.86 H ug/L 92 57 - 125 1 35

2-Methylnaphthalene - RE ND H 2.03 1.67 H ug/L 82 56 - 117 4 35

2-Methylphenol - RE ND H 2.03 1.72 H ug/L 85 53 - 118 7 35

2-Nitroaniline - RE ND H 2.03 2.20 H ug/L 108 58 - 124 9 35

2-Nitrophenol - RE ND H 2.03 1.94 H ug/L 96 20 - 150 3 35

3 & 4 Methylphenol - RE ND H 2.03 1.71 H ug/L 85 54 - 112 8 35

3,3'-Dichlorobenzidine - RE ND H F1 F2 4.05 ND H F1 F2 ug/L 12 20 - 121 88 35

3-Nitroaniline - RE ND H F2 2.03 1.25 H F2 ug/L 62 22 - 124 51 35

4,6-Dinitro-2-methylphenol - RE ND H 4.05 ND H ug/L 97 20 - 150 3 35

4-Bromophenyl phenyl ether - RE ND H 2.03 1.81 H ug/L 89 62 - 132 0 35

4-Chloro-3-methylphenol - RE ND H 2.03 1.88 H ug/L 93 56 - 133 4 35

4-Chloroaniline - RE ND H F1 2.03 ND H F1 ug/L 0 20 - 110 NC 35

4-Chlorophenyl phenyl ether - RE ND H 2.03 1.73 H ug/L 85 59 - 125 12 35

4-Nitroaniline - RE ND H 2.03 1.51 H ug/L 75 40 - 118 20 35

4-Nitrophenol - RE ND H 4.05 4.07 H ug/L 100 20 - 150 3 35

Acenaphthene - RE ND H 2.03 1.68 H ug/L 83 55 - 113 4 35

Acenaphthylene - RE ND H 2.03 1.67 H ug/L 82 24 - 135 4 35

Anthracene - RE ND H 2.03 1.65 H ug/L 82 20 - 125 4 35

Benzo[a]anthracene - RE ND H 2.03 1.96 H ug/L 97 49 - 115 2 35

Benzo[a]pyrene - RE ND H 2.03 1.48 H ug/L 73 20 - 115 8 35

Benzo[b]fluoranthene - RE ND H 2.03 1.88 H ug/L 93 63 - 129 9 35

Benzo[g,h,i]perylene - RE ND H 2.03 2.05 H ug/L 101 58 - 127 10 35

Benzo[k]fluoranthene - RE ND H 2.03 1.81 H ug/L 89 60 - 134 0 35

Benzoic acid - RE ND H 4.05 5.37 H ug/L 115 20 - 150 7 35

Benzyl alcohol - RE ND H 2.03 1.67 H ug/L 83 52 - 124 8 35

Bis(2-chloroethoxy)methane - RE ND H 2.03 1.75 H ug/L 86 59 - 125 2 35

Bis(2-chloroethyl)ether - RE ND H 2.03 1.78 H ug/L 88 55 - 125 1 35

Bis(2-ethylhexyl) phthalate - RE ND H F1 2.03 4.64 H F1 ug/L 229 22 - 150 28 35

bis(chloroisopropyl) ether - RE ND H 2.03 1.69 H ug/L 83 44 - 123 10 35

Butyl benzyl phthalate - RE ND H 2.03 2.45 H ug/L 109 46 - 150 0 35

Carbazole - RE ND H 2.03 2.11 H ug/L 104 68 - 142 2 35

Chrysene - RE ND H 2.03 1.96 H ug/L 97 57 - 131 12 35

Dibenz(a,h)anthracene - RE ND H 2.03 2.05 H ug/L 101 56 - 124 10 35

Dibenzofuran - RE ND H 2.03 1.82 H ug/L 90 60 - 125 6 35

Diethyl phthalate - RE ND H 2.03 1.89 H ug/L 88 60 - 134 4 35
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - RE (Continued)

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

Dimethyl phthalate - RE ND H 2.03 1.94 H ug/L 96 65 - 134 4 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Di-n-butyl phthalate - RE ND H 2.03 2.26 H ug/L 99 67 - 140 2 35

Di-n-octyl phthalate - RE ND H 2.03 2.23 H ug/L 110 55 - 150 4 35

Fluoranthene - RE ND H 2.03 2.05 H ug/L 101 70 - 135 8 35

Fluorene - RE ND H 2.03 1.93 H ug/L 95 57 - 125 5 35

Hexachlorobenzene - RE ND H 2.03 1.89 H ug/L 93 55 - 135 0 35

Hexachlorobutadiene - RE ND H 2.03 1.60 H ug/L 79 25 - 125 3 35

Hexachlorocyclopentadiene - RE ND H 2.03 ND H ug/L 56 20 - 110 6 35

Hexachloroethane - RE ND H 2.03 1.72 H ug/L 85 24 - 125 1 35

Indeno[1,2,3-cd]pyrene - RE ND H 2.03 2.14 H ug/L 106 54 - 124 3 35

Isophorone - RE ND H 2.03 1.81 H ug/L 90 64 - 125 5 35

Naphthalene - RE ND H 2.03 1.64 H ug/L 81 56 - 119 4 35

Nitrobenzene - RE ND H 2.03 1.74 H ug/L 86 62 - 125 8 35

N-Nitrosodi-n-propylamine - RE ND H 2.03 1.72 H ug/L 85 54 - 120 15 35

N-Nitrosodiphenylamine - RE ND H 2.03 1.63 H ug/L 81 40 - 124 4 35

Pentachlorophenol - RE ND H 4.05 3.83 H ug/L 95 30 - 122 1 35

Phenanthrene - RE ND H 2.03 1.78 H ug/L 88 57 - 125 2 35

Phenol - RE ND H 2.03 1.70 H ug/L 84 53 - 113 3 35

Pyrene - RE ND H 2.03 2.03 H ug/L 100 64 - 128 5 35

2,4,6-Tribromophenol (Surr) - 

RE

57 - 132

Surrogate

99

MSD MSD

Qualifier Limits%Recovery

772-Fluorobiphenyl - RE 50 - 120

822-Fluorophenol (Surr) - RE 50 - 113

87Nitrobenzene-d5 (Surr) - RE 59 - 120

86Phenol-d5 (Surr) - RE 52 - 120

96Terphenyl-d14 (Surr) - RE 72 - 140

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)

Client Sample ID: Method BlankLab Sample ID: MB 280-343163/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 343175 Prep Batch: 343163

RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/21/16 16:50 09/21/16 18:25 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.020 ug/L 09/21/16 16:50 09/21/16 18:25 11,2-Dibromoethane

1,2-Dibromopropane 113 70 - 130 09/21/16 18:25 1

MB MB

Surrogate

09/21/16 16:50

Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-343163/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 343175 Prep Batch: 343163

1,2,3-Trichloropropane 0.250 0.250 ug/L 100 70 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits
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QC Sample Results
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-343163/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 343175 Prep Batch: 343163

1,2-Dibromoethane 0.250 0.228 ug/L 91 70 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dibromopropane 70 - 130

Surrogate

106

LCS LCS

Qualifier Limits%Recovery

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 280-343163/4-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 343175 Prep Batch: 343163

1,2,3-Trichloropropane 0.250 0.247 ug/L 99 70 - 130 1 10

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,2-Dibromoethane 0.250 0.228 ug/L 91 70 - 130 0 10

1,2-Dibromopropane 70 - 130

Surrogate

109

LCSD LCSD

Qualifier Limits%Recovery

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 343175 Prep Batch: 343163

1,2,3-Trichloropropane ND 0.254 0.261 ug/L 103 70 - 130

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2-Dibromoethane ND 0.254 0.237 ug/L 93 70 - 130

1,2-Dibromopropane 70 - 130

Surrogate

114

MS MS

Qualifier Limits%Recovery

Client Sample ID: TPW-1-0916Lab Sample ID: 580-62531-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 343175 Prep Batch: 343163

1,2,3-Trichloropropane ND 0.258 0.260 ug/L 101 70 - 130 0 10

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

1,2-Dibromoethane ND 0.258 0.237 ug/L 92 70 - 130 0 10

1,2-Dibromopropane 70 - 130

Surrogate

112

MSD MSD

Qualifier Limits%Recovery
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62531-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: TPW-2-0916 Lab Sample ID: 580-62531-1
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Analysis 8260C 09/19/16 15:59 TL11 227748 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8260C RA 1 227836 09/20/16 17:57 CJ TAL SEATotal/NA

Prep 3520C RE 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D RE 1 228761 09/30/16 15:32 ERB TAL SEATotal/NA

Prep 3520C 227786 09/19/16 11:31 DSO TAL SEATotal/NA

Analysis 8270D 1 228091 09/22/16 17:40 D1R TAL SEATotal/NA

Prep 8011 343163 09/21/16 16:50 MPS TAL DENTotal/NA

Analysis 8011 1 343175 09/21/16 23:52 MPS TAL DENTotal/NA

Client Sample ID: TPW-1-0916 Lab Sample ID: 580-62531-2
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Analysis 8260C 09/19/16 19:20 TL11 227748 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8260C RA 1 227836 09/20/16 19:23 CJ TAL SEATotal/NA

Prep 3520C RE 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D RE 1 228761 09/30/16 15:57 ERB TAL SEATotal/NA

Prep 3520C 227786 09/19/16 11:31 DSO TAL SEATotal/NA

Analysis 8270D 1 228091 09/22/16 18:05 D1R TAL SEATotal/NA

Prep 8011 343163 09/21/16 16:50 MPS TAL DENTotal/NA

Analysis 8011 1 343175 09/21/16 20:20 MPS TAL DENTotal/NA

Client Sample ID: TPW-9-0916 Lab Sample ID: 580-62531-3
Matrix: WaterDate Collected: 09/12/16 11:57

Date Received: 09/14/16 09:00

Analysis 8260C 09/19/16 16:27 TL11 227748 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8260C RA 1 227836 09/20/16 18:26 CJ TAL SEATotal/NA

Prep 3520C RE 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D RE 1 228761 09/30/16 17:13 ERB TAL SEATotal/NA

Prep 3520C 227786 09/19/16 11:31 DSO TAL SEATotal/NA

Analysis 8270D 1 228091 09/22/16 19:20 D1R TAL SEATotal/NA

Prep 8011 343163 09/21/16 16:50 MPS TAL DENTotal/NA

Analysis 8011 1 343175 09/22/16 00:14 MPS TAL DENTotal/NA
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62531-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: PQ-W1-0916 Lab Sample ID: 580-62531-4
Matrix: WaterDate Collected: 09/12/16 15:10

Date Received: 09/14/16 09:00

Analysis 8260C 09/19/16 16:56 TL11 227748 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8260C RA 1 227836 09/20/16 18:55 CJ TAL SEATotal/NA

Prep 3520C RE 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D RE 1 228761 09/30/16 17:39 ERB TAL SEATotal/NA

Prep 3520C 227786 09/19/16 11:31 DSO TAL SEATotal/NA

Analysis 8270D 1 228091 09/22/16 19:45 D1R TAL SEATotal/NA

Prep 8011 343163 09/21/16 16:50 MPS TAL DENTotal/NA

Analysis 8011 1 343175 09/22/16 00:33 MPS TAL DENTotal/NA

Client Sample ID: TPW-5-0916 Lab Sample ID: 580-62531-5
Matrix: WaterDate Collected: 09/12/16 16:44

Date Received: 09/14/16 09:00

Prep 3520C 09/27/16 14:37 DSORE 228461 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8270D RE 1 228761 09/30/16 18:04 ERB TAL SEATotal/NA

Prep 3520C 227786 09/19/16 11:31 DSO TAL SEATotal/NA

Analysis 8270D 1 228091 09/22/16 20:10 D1R TAL SEATotal/NA

Prep 8011 343163 09/21/16 16:50 MPS TAL DENTotal/NA

Analysis 8011 1 343175 09/22/16 01:13 MPS TAL DENTotal/NA

Client Sample ID: TB-2-0916 Lab Sample ID: 580-62531-6
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Analysis 8260C 09/19/16 12:39 TL11 227748 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8260C RA 1 227836 09/20/16 13:40 CJ TAL SEATotal/NA

Client Sample ID: TB-1-0916 Lab Sample ID: 580-62531-7
Matrix: WaterDate Collected: 09/12/16 10:05

Date Received: 09/14/16 09:00

Prep 8011 09/21/16 16:50 MPS343163 TAL DEN

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 8011 1 343175 09/22/16 01:34 MPS TAL DENTotal/NA

Laboratory References:

TAL DEN = TestAmerica Denver, 4955 Yarrow Street, Arvada, CO 80002, TEL (303)736-0100

TAL SEA = TestAmerica Seattle, 5755 8th Street East, Tacoma, WA 98424, TEL (253)922-2310
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Certification Summary
Client: SLR International Corp TestAmerica Job ID: 580-62531-1
Project/Site: Kenai Wells, Event 2

Laboratory: TestAmerica Seattle
Unless otherwise noted, all analytes for this laboratory were covered under each certification below.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8270D 3520C Water 1,2,4-Trichlorobenzene

8270D 3520C Water 1,2-Dichlorobenzene

8270D 3520C Water 1,3-Dichlorobenzene

8270D 3520C Water 1,4-Dichlorobenzene

8270D 3520C Water 2,4,5-Trichlorophenol

8270D 3520C Water 2,4,6-Trichlorophenol

8270D 3520C Water 2,4-Dichlorophenol

8270D 3520C Water 2,4-Dimethylphenol

8270D 3520C Water 2,4-Dinitrophenol

8270D 3520C Water 2,4-Dinitrotoluene

8270D 3520C Water 2,6-Dinitrotoluene

8270D 3520C Water 2-Chloronaphthalene

8270D 3520C Water 2-Chlorophenol

8270D 3520C Water 2-Methylphenol

8270D 3520C Water 2-Nitroaniline

8270D 3520C Water 2-Nitrophenol

8270D 3520C Water 3 & 4 Methylphenol

8270D 3520C Water 3,3'-Dichlorobenzidine

8270D 3520C Water 3-Nitroaniline

8270D 3520C Water 4,6-Dinitro-2-methylphenol

8270D 3520C Water 4-Bromophenyl phenyl ether

8270D 3520C Water 4-Chloro-3-methylphenol

8270D 3520C Water 4-Chloroaniline

8270D 3520C Water 4-Chlorophenyl phenyl ether

8270D 3520C Water 4-Nitroaniline

8270D 3520C Water 4-Nitrophenol

8270D 3520C Water Benzoic acid

8270D 3520C Water Benzyl alcohol

8270D 3520C Water Bis(2-chloroethoxy)methane

8270D 3520C Water Bis(2-chloroethyl)ether

8270D 3520C Water Bis(2-ethylhexyl) phthalate

8270D 3520C Water bis(chloroisopropyl) ether

8270D 3520C Water Butyl benzyl phthalate

8270D 3520C Water Carbazole

8270D 3520C Water Dibenzofuran

8270D 3520C Water Diethyl phthalate

8270D 3520C Water Dimethyl phthalate

8270D 3520C Water Di-n-butyl phthalate

8270D 3520C Water Di-n-octyl phthalate

8270D 3520C Water Hexachlorobenzene

8270D 3520C Water Hexachlorobutadiene

8270D 3520C Water Hexachlorocyclopentadiene

8270D 3520C Water Hexachloroethane

8270D 3520C Water Isophorone

8270D 3520C Water Nitrobenzene

8270D 3520C Water N-Nitrosodi-n-propylamine
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Certification Summary
Client: SLR International Corp TestAmerica Job ID: 580-62531-1
Project/Site: Kenai Wells, Event 2

Laboratory: TestAmerica Seattle (Continued)
Unless otherwise noted, all analytes for this laboratory were covered under each certification below.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8270D 3520C Water N-Nitrosodiphenylamine

8270D 3520C Water Pentachlorophenol

8270D 3520C Water Phenol

L-A-B DoD ELAP L2236 01-19-19

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8260C Water 1,3-Dichlorobenzene

Laboratory: TestAmerica Denver
All certifications held by this laboratory are listed.  Not all certifications are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date

A2LA 2907.01DoD ELAP 10-31-17

A2LA ISO/IEC 17025 2907.01 10-31-17

Alabama State Program 4 40730 09-30-12 *

Alaska (UST) State Program 10 UST-30 04-05-17

Arizona State Program 9 AZ0713 12-19-16

Arkansas DEQ State Program 6 88-0687 06-01-17

California State Program 9 2513 08-31-16 *

Connecticut State Program 1 PH-0686 09-30-18

Florida NELAP 4 E87667 06-30-17

Georgia State Program 4 N/A 01-09-17

Illinois NELAP 5 200017 04-30-17

Iowa State Program 7 370 11-30-16

Kansas NELAP 7 E-10166 04-30-17

Louisiana NELAP 6 02096 06-30-17

Maine State Program 1 CO0002 03-03-17

Minnesota NELAP 5 8-999-405 12-31-16

Nevada State Program 9 CO0026 07-31-17

New Hampshire NELAP 1 205310 04-28-17

New Jersey NELAP 2 CO004 06-30-17

New York NELAP 2 11964 04-01-17

North Carolina (WW/SW) State Program 4 358 12-31-16

North Dakota State Program 8 R-034 01-09-17

Oklahoma State Program 6 8614 08-31-17

Oregon NELAP 10 4025 01-09-17

Pennsylvania NELAP 3 68-00664 07-31-17

South Carolina State Program 4 72002001 01-09-17

Texas NELAP 6 T104704183-15-11 09-30-17

USDA Federal P330-13-00369 12-17-16

Utah NELAP 8 CO00026 07-31-17

Virginia NELAP 3 460232 06-14-17

Washington State Program 10 C583 08-03-17

West Virginia DEP State Program 3 354 11-30-16

Wisconsin State Program 5 999615430 08-31-17

Wyoming (UST) A2LA 8 2907.01 10-31-17

TestAmerica Seattle

* Certification renewal pending - certification considered valid.
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Sample Summary
TestAmerica Job ID: 580-62531-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

580-62531-1 TPW-2-0916 Water 09/12/16 10:05 09/14/16 09:00

580-62531-2 TPW-1-0916 Water 09/12/16 11:57 09/14/16 09:00

580-62531-3 TPW-9-0916 Water 09/12/16 11:57 09/14/16 09:00

580-62531-4 PQ-W1-0916 Water 09/12/16 15:10 09/14/16 09:00

580-62531-5 TPW-5-0916 Water 09/12/16 16:44 09/14/16 09:00

580-62531-6 TB-2-0916 Water 09/12/16 10:05 09/14/16 09:00

580-62531-7 TB-1-0916 Water 09/12/16 10:05 09/14/16 09:00

TestAmerica Seattle
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Login Sample Receipt Checklist

Client: SLR International Corp Job Number: 580-62531-1

Login Number: 62531

Question Answer Comment

Creator: Bean, Dennis L

List Source: TestAmerica Seattle

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

FalseIs the Field Sampler's name present on COC? Refer to Job Narrative for details.

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica Seattle
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Login Sample Receipt Checklist

Client: SLR International Corp Job Number: 580-62531-1

Login Number: 62531

Question Answer Comment

Creator: Muniz, Ashley T

List Source: TestAmerica Denver

List Creation: 09/17/16 08:30 PMList Number: 2

N/ARadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

N/ASample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica Seattle
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ANALYTICAL REPORT
TestAmerica Laboratories, Inc.
TestAmerica Seattle
5755 8th Street East
Tacoma, WA 98424
Tel: (253)922-2310

TestAmerica Job ID: 580-62627-1
Client Project/Site: Kenai Wells, Event 2

For:
SLR International Corp
2700 Gambell Street
Suite 200
Anchorage, Alaska 99503

Attn: Jason Gray

Authorized for release by:
10/11/2016 3:46:32 PM

Robert Greer, Project Manager II
(253)922-2310
robert.greer@testamericainc.com

This report has been electronically signed and authorized by the signatory. Electronic signature is
intended to be the legally binding equivalent of a traditionally handwritten signature.

Results relate only to the items tested and the sample(s) as received by the laboratory.
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Case Narrative
Client: SLR International Corp TestAmerica Job ID: 580-62627-1
Project/Site: Kenai Wells, Event 2

Job ID: 580-62627-1

Laboratory: TestAmerica Seattle

Narrative

Job Narrative

580-62627-1

Receipt 
The samples were received on 9/20/2016 9:30 AM; the samples arrived in good condition, properly preserved and, where required, on ice.  

The temperature of the cooler at receipt was 2.6º C.

Receipt Exceptions

One or more Soium Thiosulfate vials for the following samples were received broken on arrival at the Denver lab.: MW-82A-0916 
(580-62627-1), MW-82B-0916 (580-62627-2), MW-27B-0916 (580-62627-3), MW-74A-0916 (580-62627-4), MW-74B-0916 (580-62627-5), 

MW-50A-0916 (580-62627-6), MW-50B-0916 (580-62627-7), MW-87B-0916 (580-62627-8), MW-87Z-0916 (580-62627-9) and TB-4-0916 
(580-62627-10). All of the containers of sample MW-74A-0916 (580-62627-4) were broken. That sample is not logged in for 8011 analysis.

MW-82B-0916: 1 of 3 vials broken, 2 remain in good condition

MW-27B-0916: 1 of 3 vials broken, 2 remain in good condition
MW-74A-0916: 3 of 3 vials broken, none remain for analysis
MW-50A-0916: 2 of 3 vials broken, 1 remain in good condition
MW-87B-0916: 1 of 3 vials broken, 2 remain in good condition
MW-82B-0916: no sample time on containers, logged per COC

GC/MS VOA 
Method(s) 8260C: The continuing calibration verification (CCV) associated with batch 580-228277 recovered above the upper control limit 
for 2-Hexanone, 2-Butanone and 4-Methyl-2-pentanone.  The samples associated with this CCV were non-detects for the affected 

analytes; therefore, the data have been reported.  The following samples are impacted: MW-82A-0916 (580-62627-1), MW-82B-0916 
(580-62627-2), MW-27B-0916 (580-62627-3), MW-74A-0916 (580-62627-4), MW-74B-0916 (580-62627-5), MW-50A-0916 (580-62627-6), 
MW-50B-0916 (580-62627-7), MW-87B-0916 (580-62627-8), MW-87Z-0916 (580-62627-9), TB-4-0916 (580-62627-10) and (CCVIS 
580-228277/2). 

Method(s) 8260C: The laboratory control sample duplicate (LCSD) for analytical batch 580-228277 recovered outside control limits for the 
following analytes: trans-1,2-Dichloroethene.  This analyte was biased high in the LCSD and were not detected in the associated 
samples; therefore, the data have been reported.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

GC/MS Semi VOA 
Method(s) 8270D: The following analyte(s)  recovered outside control limits for the laboratory control sample (LCS) and laboratory control 
sample duplicate (LCSD) associated with preparation batch 580-228099 and analytical batch 580-228285: 4-Chloroaniline. The 

associated samples were non-detects for the affected analyte. This is not indicative of a systematic control problem because these were 

random marginal exceedances.  Qualified results have been reported.

Method(s) 8270D: The continuing calibration verification (CCV) associated with batch 580-228285 recovered above the upper control limit 
for Benzo[g,h,i]perylene and Di-n-octyl phthalate.  The samples associated with this CCV were non-detects for the affected analytes; 

therefore, the data have been reported.  The following samples are impacted: MW-82A-0916 (580-62627-1), MW-82B-0916 (580-62627-2), 

MW-27B-0916 (580-62627-3), MW-74A-0916 (580-62627-4), MW-74B-0916 (580-62627-5), MW-50A-0916 (580-62627-6), MW-50B-0916 

(580-62627-7), MW-87B-0916 (580-62627-8), MW-87Z-0916 (580-62627-9) and (CCVIS 580-228285/3). 

Method(s) 8270D: The continuing calibration verification (CCV) associated with batch 580-228285 recovered outside acceptance criteria, 

low biased, for 3,3'-Dichlorobenzidine.  A reporting limit (RL) standard was analyzed, and the target analyte was detected.  Since the 

associated samples were non-detect for this analyte, the data have been reported.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

GC VOA 

No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

TestAmerica Seattle
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Case Narrative
Client: SLR International Corp TestAmerica Job ID: 580-62627-1
Project/Site: Kenai Wells, Event 2

Job ID: 580-62627-1 (Continued)

Laboratory: TestAmerica Seattle (Continued)

Organic Prep 

No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

TestAmerica Seattle
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Definitions/Glossary
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Qualifiers

GC/MS VOA

Qualifier Description

* LCS or LCSD  is outside acceptance limits.

Qualifier

GC/MS Semi VOA

Qualifier Description

* LCS or LCSD  is outside acceptance limits.

Qualifier

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica Seattle
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-1Client Sample ID: MW-82A-0916
Matrix: WaterDate Collected: 09/16/16 10:37

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 12:57 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 12:57 1Chloromethane ND

1.0 ug/L 09/26/16 12:57 1Vinyl chloride ND

5.0 ug/L 09/26/16 12:57 1Bromomethane ND

5.0 ug/L 09/26/16 12:57 1Chloroethane ND

3.0 ug/L 09/26/16 12:57 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 12:57 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 12:57 1Carbon disulfide ND

50 ug/L 09/26/16 12:57 1Acetone ND

5.0 ug/L 09/26/16 12:57 1Methylene Chloride ND

3.0 ug/L 09/26/16 12:57 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 12:57 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 12:57 12,2-Dichloropropane ND

20 ug/L 09/26/16 12:57 12-Butanone ND

1.0 ug/L 09/26/16 12:57 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 12:57 1Bromochloromethane ND

5.0 ug/L 09/26/16 12:57 1Chloroform ND

3.0 ug/L 09/26/16 12:57 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 12:57 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 12:57 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 12:57 1Benzene ND

1.0 ug/L 09/26/16 12:57 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 12:57 1Trichloroethene ND

1.0 ug/L 09/26/16 12:57 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 12:57 1Dibromomethane ND

2.0 ug/L 09/26/16 12:57 1Bromodichloromethane ND

1.0 ug/L 09/26/16 12:57 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 12:57 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 12:57 1Toluene ND

1.0 ug/L 09/26/16 12:57 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 12:57 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 12:57 1Tetrachloroethene ND

1.0 ug/L 09/26/16 12:57 11,3-Dichloropropane ND

20 ug/L 09/26/16 12:57 12-Hexanone ND

1.0 ug/L 09/26/16 12:57 1Dibromochloromethane ND

1.0 ug/L 09/26/16 12:57 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 12:57 1Chlorobenzene ND

3.0 ug/L 09/26/16 12:57 1Ethylbenzene ND

2.0 ug/L 09/26/16 12:57 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 12:57 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 12:57 1o-Xylene ND

5.0 ug/L 09/26/16 12:57 1Styrene ND

1.0 ug/L 09/26/16 12:57 1Bromoform ND

2.0 ug/L 09/26/16 12:57 1Isopropylbenzene ND

2.0 ug/L 09/26/16 12:57 1Bromobenzene ND

3.0 ug/L 09/26/16 12:57 1N-Propylbenzene ND

1.0 ug/L 09/26/16 12:57 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 12:57 14-Chlorotoluene ND

3.0 ug/L 09/26/16 12:57 1t-Butylbenzene ND

TestAmerica Seattle
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-1Client Sample ID: MW-82A-0916
Matrix: WaterDate Collected: 09/16/16 10:37

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 12:57 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 12:57 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 12:57 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 12:57 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 12:57 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 12:57 1n-Butylbenzene ND

2.0 ug/L 09/26/16 12:57 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 12:57 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 12:57 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 12:57 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 12:57 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 12:57 1Naphthalene ND

1.0 ug/L 09/26/16 12:57 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 12:57 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 12:57 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 12:57 12-Chlorotoluene ND

Toluene-d8 (Surr) 98 82 - 122 09/26/16 12:57 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 97 09/26/16 12:57 175 - 125

Dibromofluoromethane (Surr) 90 09/26/16 12:57 177 - 118

Trifluorotoluene (Surr) 104 09/26/16 12:57 180 - 141

1,2-Dichloroethane-d4 (Surr) 88 09/26/16 12:57 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 11,2-Dichlorobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 11,3-Dichlorobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 11,4-Dichlorobenzene ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 11-Methylnaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 12,4,5-Trichlorophenol ND

0.57 ug/L 09/22/16 14:28 09/26/16 16:27 12,4,6-Trichlorophenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 12,4-Dichlorophenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 16:27 12,4-Dimethylphenol ND

4.8 ug/L 09/22/16 14:28 09/26/16 16:27 12,4-Dinitrophenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 12,4-Dinitrotoluene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 12,6-Dinitrotoluene ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 12-Chloronaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 12-Chlorophenol ND

0.19 ug/L 09/22/16 14:28 09/26/16 16:27 12-Methylnaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 12-Methylphenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 12-Nitroaniline ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 12-Nitrophenol ND

0.76 ug/L 09/22/16 14:28 09/26/16 16:27 13 & 4 Methylphenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 16:27 13,3'-Dichlorobenzidine ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 13-Nitroaniline ND

3.8 ug/L 09/22/16 14:28 09/26/16 16:27 14,6-Dinitro-2-methylphenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 14-Bromophenyl phenyl ether ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-1Client Sample ID: MW-82A-0916
Matrix: WaterDate Collected: 09/16/16 10:37

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 14-Chlorophenyl phenyl ether ND

0.57 ug/L 09/22/16 14:28 09/26/16 16:27 14-Nitroaniline ND

2.9 ug/L 09/22/16 14:28 09/26/16 16:27 14-Nitrophenol ND

0.095 ug/L 09/22/16 14:28 09/26/16 16:27 1Acenaphthene ND

0.076 ug/L 09/22/16 14:28 09/26/16 16:27 1Acenaphthylene ND

0.038 ug/L 09/22/16 14:28 09/26/16 16:27 1Anthracene ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 1Benzo[a]anthracene ND

0.038 ug/L 09/22/16 14:28 09/26/16 16:27 1Benzo[a]pyrene ND

0.076 ug/L 09/22/16 14:28 09/26/16 16:27 1Benzo[b]fluoranthene ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 1Benzo[g,h,i]perylene ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 1Benzo[k]fluoranthene ND

2.9 ug/L 09/22/16 14:28 09/26/16 16:27 1Benzoic acid ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Benzyl alcohol ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Bis(2-chloroethoxy)methane ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/22/16 14:28 09/26/16 16:27 1Bis(2-ethylhexyl) phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1bis(chloroisopropyl) ether ND

0.57 ug/L 09/22/16 14:28 09/26/16 16:27 1Butyl benzyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Carbazole ND

0.038 ug/L 09/22/16 14:28 09/26/16 16:27 1Chrysene ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 1Dibenz(a,h)anthracene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Dibenzofuran ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Diethyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Dimethyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Di-n-butyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Di-n-octyl phthalate ND

0.048 ug/L 09/22/16 14:28 09/26/16 16:27 1Fluoranthene ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 1Fluorene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Hexachlorobenzene ND

0.57 ug/L 09/22/16 14:28 09/26/16 16:27 1Hexachlorobutadiene ND

1.9 ug/L 09/22/16 14:28 09/26/16 16:27 1Hexachlorocyclopentadiene ND

0.57 ug/L 09/22/16 14:28 09/26/16 16:27 1Hexachloroethane ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 1Indeno[1,2,3-cd]pyrene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Isophorone ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Naphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1Nitrobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1N-Nitrosodi-n-propylamine ND

0.38 ug/L 09/22/16 14:28 09/26/16 16:27 1N-Nitrosodiphenylamine ND

0.67 ug/L 09/22/16 14:28 09/26/16 16:27 1Pentachlorophenol ND

0.076 ug/L 09/22/16 14:28 09/26/16 16:27 1Phenanthrene ND

0.57 ug/L 09/22/16 14:28 09/26/16 16:27 1Phenol ND

0.057 ug/L 09/22/16 14:28 09/26/16 16:27 1Pyrene ND

2,4,6-Tribromophenol (Surr) 75 57 - 132 09/22/16 14:28 09/26/16 16:27 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 79 09/22/16 14:28 09/26/16 16:27 150 - 120

2-Fluorophenol (Surr) 93 09/22/16 14:28 09/26/16 16:27 150 - 113

Nitrobenzene-d5 (Surr) 98 09/22/16 14:28 09/26/16 16:27 159 - 120

Phenol-d5 (Surr) 91 09/22/16 14:28 09/26/16 16:27 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-1Client Sample ID: MW-82A-0916
Matrix: WaterDate Collected: 09/16/16 10:37

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 77 72 - 140 09/22/16 14:28 09/26/16 16:27 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 19:12 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 19:12 11,2-Dibromoethane ND

1,2-Dibromopropane 115 70 - 130 09/30/16 17:20 09/30/16 19:12 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-2Client Sample ID: MW-82B-0916
Matrix: WaterDate Collected: 09/16/16 13:31

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 13:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 13:26 1Chloromethane ND

1.0 ug/L 09/26/16 13:26 1Vinyl chloride ND

5.0 ug/L 09/26/16 13:26 1Bromomethane ND

5.0 ug/L 09/26/16 13:26 1Chloroethane ND

3.0 ug/L 09/26/16 13:26 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 13:26 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 13:26 1Carbon disulfide ND

50 ug/L 09/26/16 13:26 1Acetone ND

5.0 ug/L 09/26/16 13:26 1Methylene Chloride ND

3.0 ug/L 09/26/16 13:26 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 13:26 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 13:26 12,2-Dichloropropane ND

20 ug/L 09/26/16 13:26 12-Butanone ND

1.0 ug/L 09/26/16 13:26 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 13:26 1Bromochloromethane ND

5.0 ug/L 09/26/16 13:26 1Chloroform ND

3.0 ug/L 09/26/16 13:26 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 13:26 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 13:26 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 13:26 1Benzene ND

1.0 ug/L 09/26/16 13:26 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 13:26 1Trichloroethene ND

1.0 ug/L 09/26/16 13:26 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 13:26 1Dibromomethane ND

2.0 ug/L 09/26/16 13:26 1Bromodichloromethane ND

1.0 ug/L 09/26/16 13:26 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 13:26 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 13:26 1Toluene ND

1.0 ug/L 09/26/16 13:26 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 13:26 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 13:26 1Tetrachloroethene ND

1.0 ug/L 09/26/16 13:26 11,3-Dichloropropane ND

20 ug/L 09/26/16 13:26 12-Hexanone ND

1.0 ug/L 09/26/16 13:26 1Dibromochloromethane ND

1.0 ug/L 09/26/16 13:26 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 13:26 1Chlorobenzene ND

3.0 ug/L 09/26/16 13:26 1Ethylbenzene ND

2.0 ug/L 09/26/16 13:26 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 13:26 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 13:26 1o-Xylene ND

5.0 ug/L 09/26/16 13:26 1Styrene ND

1.0 ug/L 09/26/16 13:26 1Bromoform ND

2.0 ug/L 09/26/16 13:26 1Isopropylbenzene ND

2.0 ug/L 09/26/16 13:26 1Bromobenzene ND

3.0 ug/L 09/26/16 13:26 1N-Propylbenzene ND

1.0 ug/L 09/26/16 13:26 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 13:26 14-Chlorotoluene ND

3.0 ug/L 09/26/16 13:26 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-2Client Sample ID: MW-82B-0916
Matrix: WaterDate Collected: 09/16/16 13:31

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 13:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 13:26 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 13:26 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 13:26 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 13:26 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 13:26 1n-Butylbenzene ND

2.0 ug/L 09/26/16 13:26 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 13:26 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 13:26 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 13:26 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 13:26 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 13:26 1Naphthalene ND

1.0 ug/L 09/26/16 13:26 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 13:26 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 13:26 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 13:26 12-Chlorotoluene ND

Toluene-d8 (Surr) 99 82 - 122 09/26/16 13:26 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 96 09/26/16 13:26 175 - 125

Dibromofluoromethane (Surr) 94 09/26/16 13:26 177 - 118

Trifluorotoluene (Surr) 105 09/26/16 13:26 180 - 141

1,2-Dichloroethane-d4 (Surr) 93 09/26/16 13:26 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 11,2-Dichlorobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 11,3-Dichlorobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 11,4-Dichlorobenzene ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 11-Methylnaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 12,4,5-Trichlorophenol ND

0.58 ug/L 09/22/16 14:28 09/26/16 16:52 12,4,6-Trichlorophenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 12,4-Dichlorophenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 16:52 12,4-Dimethylphenol ND

4.8 ug/L 09/22/16 14:28 09/26/16 16:52 12,4-Dinitrophenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 12,4-Dinitrotoluene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 12,6-Dinitrotoluene ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 12-Chloronaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 12-Chlorophenol ND

0.19 ug/L 09/22/16 14:28 09/26/16 16:52 12-Methylnaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 12-Methylphenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 12-Nitroaniline ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 12-Nitrophenol ND

0.77 ug/L 09/22/16 14:28 09/26/16 16:52 13 & 4 Methylphenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 16:52 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 13-Nitroaniline ND

3.9 ug/L 09/22/16 14:28 09/26/16 16:52 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-2Client Sample ID: MW-82B-0916
Matrix: WaterDate Collected: 09/16/16 13:31

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/22/16 14:28 09/26/16 16:52 14-Nitroaniline ND

2.9 ug/L 09/22/16 14:28 09/26/16 16:52 14-Nitrophenol ND

0.097 ug/L 09/22/16 14:28 09/26/16 16:52 1Acenaphthene ND

0.077 ug/L 09/22/16 14:28 09/26/16 16:52 1Acenaphthylene ND

0.039 ug/L 09/22/16 14:28 09/26/16 16:52 1Anthracene ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 1Benzo[a]anthracene ND

0.039 ug/L 09/22/16 14:28 09/26/16 16:52 1Benzo[a]pyrene ND

0.077 ug/L 09/22/16 14:28 09/26/16 16:52 1Benzo[b]fluoranthene ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 1Benzo[k]fluoranthene ND

2.9 ug/L 09/22/16 14:28 09/26/16 16:52 1Benzoic acid ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Benzyl alcohol ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/22/16 14:28 09/26/16 16:52 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1bis(chloroisopropyl) ether ND

0.58 ug/L 09/22/16 14:28 09/26/16 16:52 1Butyl benzyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Carbazole ND

0.039 ug/L 09/22/16 14:28 09/26/16 16:52 1Chrysene ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Dibenzofuran ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Diethyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Dimethyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Di-n-butyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Di-n-octyl phthalate ND

0.048 ug/L 09/22/16 14:28 09/26/16 16:52 1Fluoranthene ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 1Fluorene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Hexachlorobenzene ND

0.58 ug/L 09/22/16 14:28 09/26/16 16:52 1Hexachlorobutadiene ND

1.9 ug/L 09/22/16 14:28 09/26/16 16:52 1Hexachlorocyclopentadiene ND

0.58 ug/L 09/22/16 14:28 09/26/16 16:52 1Hexachloroethane ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Isophorone ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Naphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1Nitrobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/22/16 14:28 09/26/16 16:52 1N-Nitrosodiphenylamine ND

0.68 ug/L 09/22/16 14:28 09/26/16 16:52 1Pentachlorophenol ND

0.077 ug/L 09/22/16 14:28 09/26/16 16:52 1Phenanthrene ND

0.58 ug/L 09/22/16 14:28 09/26/16 16:52 1Phenol ND

0.058 ug/L 09/22/16 14:28 09/26/16 16:52 1Pyrene ND

2,4,6-Tribromophenol (Surr) 74 57 - 132 09/22/16 14:28 09/26/16 16:52 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 77 09/22/16 14:28 09/26/16 16:52 150 - 120

2-Fluorophenol (Surr) 85 09/22/16 14:28 09/26/16 16:52 150 - 113

Nitrobenzene-d5 (Surr) 91 09/22/16 14:28 09/26/16 16:52 159 - 120

Phenol-d5 (Surr) 83 09/22/16 14:28 09/26/16 16:52 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-2Client Sample ID: MW-82B-0916
Matrix: WaterDate Collected: 09/16/16 13:31

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 81 72 - 140 09/22/16 14:28 09/26/16 16:52 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 19:31 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 19:31 11,2-Dibromoethane ND

1,2-Dibromopropane 114 70 - 130 09/30/16 17:20 09/30/16 19:31 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-3Client Sample ID: MW-27B-0916
Matrix: WaterDate Collected: 09/16/16 16:55

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 13:55 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 13:55 1Chloromethane ND

1.0 ug/L 09/26/16 13:55 1Vinyl chloride ND

5.0 ug/L 09/26/16 13:55 1Bromomethane ND

5.0 ug/L 09/26/16 13:55 1Chloroethane ND

3.0 ug/L 09/26/16 13:55 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 13:55 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 13:55 1Carbon disulfide ND

50 ug/L 09/26/16 13:55 1Acetone ND

5.0 ug/L 09/26/16 13:55 1Methylene Chloride ND

3.0 ug/L 09/26/16 13:55 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 13:55 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 13:55 12,2-Dichloropropane ND

20 ug/L 09/26/16 13:55 12-Butanone ND

1.0 ug/L 09/26/16 13:55 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 13:55 1Bromochloromethane ND

5.0 ug/L 09/26/16 13:55 1Chloroform ND

3.0 ug/L 09/26/16 13:55 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 13:55 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 13:55 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 13:55 1Benzene ND

1.0 ug/L 09/26/16 13:55 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 13:55 1Trichloroethene ND

1.0 ug/L 09/26/16 13:55 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 13:55 1Dibromomethane ND

2.0 ug/L 09/26/16 13:55 1Bromodichloromethane ND

1.0 ug/L 09/26/16 13:55 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 13:55 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 13:55 1Toluene ND

1.0 ug/L 09/26/16 13:55 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 13:55 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 13:55 1Tetrachloroethene ND

1.0 ug/L 09/26/16 13:55 11,3-Dichloropropane ND

20 ug/L 09/26/16 13:55 12-Hexanone ND

1.0 ug/L 09/26/16 13:55 1Dibromochloromethane ND

1.0 ug/L 09/26/16 13:55 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 13:55 1Chlorobenzene ND

3.0 ug/L 09/26/16 13:55 1Ethylbenzene ND

2.0 ug/L 09/26/16 13:55 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 13:55 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 13:55 1o-Xylene ND

5.0 ug/L 09/26/16 13:55 1Styrene ND

1.0 ug/L 09/26/16 13:55 1Bromoform ND

2.0 ug/L 09/26/16 13:55 1Isopropylbenzene ND

2.0 ug/L 09/26/16 13:55 1Bromobenzene ND

3.0 ug/L 09/26/16 13:55 1N-Propylbenzene ND

1.0 ug/L 09/26/16 13:55 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 13:55 14-Chlorotoluene ND

3.0 ug/L 09/26/16 13:55 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-3Client Sample ID: MW-27B-0916
Matrix: WaterDate Collected: 09/16/16 16:55

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 13:55 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 13:55 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 13:55 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 13:55 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 13:55 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 13:55 1n-Butylbenzene ND

2.0 ug/L 09/26/16 13:55 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 13:55 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 13:55 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 13:55 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 13:55 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 13:55 1Naphthalene ND

1.0 ug/L 09/26/16 13:55 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 13:55 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 13:55 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 13:55 12-Chlorotoluene ND

Toluene-d8 (Surr) 99 82 - 122 09/26/16 13:55 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 95 09/26/16 13:55 175 - 125

Dibromofluoromethane (Surr) 92 09/26/16 13:55 177 - 118

Trifluorotoluene (Surr) 104 09/26/16 13:55 180 - 141

1,2-Dichloroethane-d4 (Surr) 91 09/26/16 13:55 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 11,2-Dichlorobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 11,3-Dichlorobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 11,4-Dichlorobenzene ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 11-Methylnaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 12,4,5-Trichlorophenol ND

0.59 ug/L 09/22/16 14:28 09/26/16 17:17 12,4,6-Trichlorophenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 12,4-Dichlorophenol ND

2.0 ug/L 09/22/16 14:28 09/26/16 17:17 12,4-Dimethylphenol ND

4.9 ug/L 09/22/16 14:28 09/26/16 17:17 12,4-Dinitrophenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 12,4-Dinitrotoluene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 12,6-Dinitrotoluene ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 12-Chloronaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 12-Chlorophenol ND

0.20 ug/L 09/22/16 14:28 09/26/16 17:17 12-Methylnaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 12-Methylphenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 12-Nitroaniline ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 12-Nitrophenol ND

0.78 ug/L 09/22/16 14:28 09/26/16 17:17 13 & 4 Methylphenol ND

2.0 ug/L 09/22/16 14:28 09/26/16 17:17 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 13-Nitroaniline ND

3.9 ug/L 09/22/16 14:28 09/26/16 17:17 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 14-Chloro-3-methylphenol ND

TestAmerica Seattle

Page 15 of 67 10/11/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1244



Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-3Client Sample ID: MW-27B-0916
Matrix: WaterDate Collected: 09/16/16 16:55

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 14-Chlorophenyl phenyl ether ND

0.59 ug/L 09/22/16 14:28 09/26/16 17:17 14-Nitroaniline ND

2.9 ug/L 09/22/16 14:28 09/26/16 17:17 14-Nitrophenol ND

0.098 ug/L 09/22/16 14:28 09/26/16 17:17 1Acenaphthene ND

0.078 ug/L 09/22/16 14:28 09/26/16 17:17 1Acenaphthylene ND

0.039 ug/L 09/22/16 14:28 09/26/16 17:17 1Anthracene ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 1Benzo[a]anthracene ND

0.039 ug/L 09/22/16 14:28 09/26/16 17:17 1Benzo[a]pyrene ND

0.078 ug/L 09/22/16 14:28 09/26/16 17:17 1Benzo[b]fluoranthene ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 1Benzo[g,h,i]perylene ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 1Benzo[k]fluoranthene ND

2.9 ug/L 09/22/16 14:28 09/26/16 17:17 1Benzoic acid ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Benzyl alcohol ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/22/16 14:28 09/26/16 17:17 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1bis(chloroisopropyl) ether ND

0.59 ug/L 09/22/16 14:28 09/26/16 17:17 1Butyl benzyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Carbazole ND

0.039 ug/L 09/22/16 14:28 09/26/16 17:17 1Chrysene ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Dibenzofuran ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Diethyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Dimethyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Di-n-butyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Di-n-octyl phthalate ND

0.049 ug/L 09/22/16 14:28 09/26/16 17:17 1Fluoranthene ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 1Fluorene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Hexachlorobenzene ND

0.59 ug/L 09/22/16 14:28 09/26/16 17:17 1Hexachlorobutadiene ND

2.0 ug/L 09/22/16 14:28 09/26/16 17:17 1Hexachlorocyclopentadiene ND

0.59 ug/L 09/22/16 14:28 09/26/16 17:17 1Hexachloroethane ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Isophorone ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Naphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1Nitrobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/22/16 14:28 09/26/16 17:17 1N-Nitrosodiphenylamine ND

0.69 ug/L 09/22/16 14:28 09/26/16 17:17 1Pentachlorophenol ND

0.078 ug/L 09/22/16 14:28 09/26/16 17:17 1Phenanthrene ND

0.59 ug/L 09/22/16 14:28 09/26/16 17:17 1Phenol ND

0.059 ug/L 09/22/16 14:28 09/26/16 17:17 1Pyrene ND

2,4,6-Tribromophenol (Surr) 73 57 - 132 09/22/16 14:28 09/26/16 17:17 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 80 09/22/16 14:28 09/26/16 17:17 150 - 120

2-Fluorophenol (Surr) 94 09/22/16 14:28 09/26/16 17:17 150 - 113

Nitrobenzene-d5 (Surr) 93 09/22/16 14:28 09/26/16 17:17 159 - 120

Phenol-d5 (Surr) 90 09/22/16 14:28 09/26/16 17:17 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-3Client Sample ID: MW-27B-0916
Matrix: WaterDate Collected: 09/16/16 16:55

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 79 72 - 140 09/22/16 14:28 09/26/16 17:17 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 19:50 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 19:50 11,2-Dibromoethane ND

1,2-Dibromopropane 118 70 - 130 09/30/16 17:20 09/30/16 19:50 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-4Client Sample ID: MW-74A-0916
Matrix: WaterDate Collected: 09/17/16 10:37

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 14:24 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 14:24 1Chloromethane ND

1.0 ug/L 09/26/16 14:24 1Vinyl chloride ND

5.0 ug/L 09/26/16 14:24 1Bromomethane ND

5.0 ug/L 09/26/16 14:24 1Chloroethane ND

3.0 ug/L 09/26/16 14:24 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 14:24 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 14:24 1Carbon disulfide ND

50 ug/L 09/26/16 14:24 1Acetone ND

5.0 ug/L 09/26/16 14:24 1Methylene Chloride ND

3.0 ug/L 09/26/16 14:24 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 14:24 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 14:24 12,2-Dichloropropane ND

20 ug/L 09/26/16 14:24 12-Butanone ND

1.0 ug/L 09/26/16 14:24 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 14:24 1Bromochloromethane ND

5.0 ug/L 09/26/16 14:24 1Chloroform ND

3.0 ug/L 09/26/16 14:24 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 14:24 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 14:24 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 14:24 1Benzene ND

1.0 ug/L 09/26/16 14:24 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 14:24 1Trichloroethene ND

1.0 ug/L 09/26/16 14:24 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 14:24 1Dibromomethane ND

2.0 ug/L 09/26/16 14:24 1Bromodichloromethane ND

1.0 ug/L 09/26/16 14:24 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 14:24 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 14:24 1Toluene ND

1.0 ug/L 09/26/16 14:24 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 14:24 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 14:24 1Tetrachloroethene ND

1.0 ug/L 09/26/16 14:24 11,3-Dichloropropane ND

20 ug/L 09/26/16 14:24 12-Hexanone ND

1.0 ug/L 09/26/16 14:24 1Dibromochloromethane ND

1.0 ug/L 09/26/16 14:24 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 14:24 1Chlorobenzene ND

3.0 ug/L 09/26/16 14:24 1Ethylbenzene ND

2.0 ug/L 09/26/16 14:24 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 14:24 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 14:24 1o-Xylene ND

5.0 ug/L 09/26/16 14:24 1Styrene ND

1.0 ug/L 09/26/16 14:24 1Bromoform ND

2.0 ug/L 09/26/16 14:24 1Isopropylbenzene ND

2.0 ug/L 09/26/16 14:24 1Bromobenzene ND

3.0 ug/L 09/26/16 14:24 1N-Propylbenzene ND

1.0 ug/L 09/26/16 14:24 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 14:24 14-Chlorotoluene ND

3.0 ug/L 09/26/16 14:24 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-4Client Sample ID: MW-74A-0916
Matrix: WaterDate Collected: 09/17/16 10:37

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 14:24 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 14:24 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 14:24 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 14:24 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 14:24 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 14:24 1n-Butylbenzene ND

2.0 ug/L 09/26/16 14:24 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 14:24 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 14:24 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 14:24 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 14:24 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 14:24 1Naphthalene ND

1.0 ug/L 09/26/16 14:24 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 14:24 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 14:24 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 14:24 12-Chlorotoluene ND

Toluene-d8 (Surr) 99 82 - 122 09/26/16 14:24 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 97 09/26/16 14:24 175 - 125

Dibromofluoromethane (Surr) 94 09/26/16 14:24 177 - 118

Trifluorotoluene (Surr) 104 09/26/16 14:24 180 - 141

1,2-Dichloroethane-d4 (Surr) 94 09/26/16 14:24 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 11,2-Dichlorobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 11,3-Dichlorobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 11,4-Dichlorobenzene ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 11-Methylnaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 12,4,5-Trichlorophenol ND

0.57 ug/L 09/22/16 14:28 09/26/16 17:42 12,4,6-Trichlorophenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 12,4-Dichlorophenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 17:42 12,4-Dimethylphenol ND

4.8 ug/L 09/22/16 14:28 09/26/16 17:42 12,4-Dinitrophenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 12,4-Dinitrotoluene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 12,6-Dinitrotoluene ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 12-Chloronaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 12-Chlorophenol ND

0.19 ug/L 09/22/16 14:28 09/26/16 17:42 12-Methylnaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 12-Methylphenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 12-Nitroaniline ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 12-Nitrophenol ND

0.77 ug/L 09/22/16 14:28 09/26/16 17:42 13 & 4 Methylphenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 17:42 13,3'-Dichlorobenzidine ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 13-Nitroaniline ND

3.8 ug/L 09/22/16 14:28 09/26/16 17:42 14,6-Dinitro-2-methylphenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 14-Bromophenyl phenyl ether ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-4Client Sample ID: MW-74A-0916
Matrix: WaterDate Collected: 09/17/16 10:37

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 14-Chlorophenyl phenyl ether ND

0.57 ug/L 09/22/16 14:28 09/26/16 17:42 14-Nitroaniline ND

2.9 ug/L 09/22/16 14:28 09/26/16 17:42 14-Nitrophenol ND

0.096 ug/L 09/22/16 14:28 09/26/16 17:42 1Acenaphthene ND

0.077 ug/L 09/22/16 14:28 09/26/16 17:42 1Acenaphthylene ND

0.038 ug/L 09/22/16 14:28 09/26/16 17:42 1Anthracene ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 1Benzo[a]anthracene ND

0.038 ug/L 09/22/16 14:28 09/26/16 17:42 1Benzo[a]pyrene ND

0.077 ug/L 09/22/16 14:28 09/26/16 17:42 1Benzo[b]fluoranthene ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 1Benzo[g,h,i]perylene ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 1Benzo[k]fluoranthene ND

2.9 ug/L 09/22/16 14:28 09/26/16 17:42 1Benzoic acid ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Benzyl alcohol ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Bis(2-chloroethoxy)methane ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/22/16 14:28 09/26/16 17:42 1Bis(2-ethylhexyl) phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1bis(chloroisopropyl) ether ND

0.57 ug/L 09/22/16 14:28 09/26/16 17:42 1Butyl benzyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Carbazole ND

0.038 ug/L 09/22/16 14:28 09/26/16 17:42 1Chrysene ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 1Dibenz(a,h)anthracene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Dibenzofuran ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Diethyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Dimethyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Di-n-butyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Di-n-octyl phthalate ND

0.048 ug/L 09/22/16 14:28 09/26/16 17:42 1Fluoranthene ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 1Fluorene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Hexachlorobenzene ND

0.57 ug/L 09/22/16 14:28 09/26/16 17:42 1Hexachlorobutadiene ND

1.9 ug/L 09/22/16 14:28 09/26/16 17:42 1Hexachlorocyclopentadiene ND

0.57 ug/L 09/22/16 14:28 09/26/16 17:42 1Hexachloroethane ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 1Indeno[1,2,3-cd]pyrene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Isophorone ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Naphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1Nitrobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1N-Nitrosodi-n-propylamine ND

0.38 ug/L 09/22/16 14:28 09/26/16 17:42 1N-Nitrosodiphenylamine ND

0.67 ug/L 09/22/16 14:28 09/26/16 17:42 1Pentachlorophenol ND

0.077 ug/L 09/22/16 14:28 09/26/16 17:42 1Phenanthrene ND

0.57 ug/L 09/22/16 14:28 09/26/16 17:42 1Phenol ND

0.057 ug/L 09/22/16 14:28 09/26/16 17:42 1Pyrene ND

2,4,6-Tribromophenol (Surr) 82 57 - 132 09/22/16 14:28 09/26/16 17:42 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 89 09/22/16 14:28 09/26/16 17:42 150 - 120

2-Fluorophenol (Surr) 103 09/22/16 14:28 09/26/16 17:42 150 - 113

Nitrobenzene-d5 (Surr) 103 09/22/16 14:28 09/26/16 17:42 159 - 120

Phenol-d5 (Surr) 96 09/22/16 14:28 09/26/16 17:42 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-4Client Sample ID: MW-74A-0916
Matrix: WaterDate Collected: 09/17/16 10:37

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 88 72 - 140 09/22/16 14:28 09/26/16 17:42 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-5Client Sample ID: MW-74B-0916
Matrix: WaterDate Collected: 09/17/16 12:41

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 14:52 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 14:52 1Chloromethane ND

1.0 ug/L 09/26/16 14:52 1Vinyl chloride ND

5.0 ug/L 09/26/16 14:52 1Bromomethane ND

5.0 ug/L 09/26/16 14:52 1Chloroethane ND

3.0 ug/L 09/26/16 14:52 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 14:52 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 14:52 1Carbon disulfide ND

50 ug/L 09/26/16 14:52 1Acetone ND

5.0 ug/L 09/26/16 14:52 1Methylene Chloride ND

3.0 ug/L 09/26/16 14:52 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 14:52 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 14:52 12,2-Dichloropropane ND

20 ug/L 09/26/16 14:52 12-Butanone ND

1.0 ug/L 09/26/16 14:52 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 14:52 1Bromochloromethane ND

5.0 ug/L 09/26/16 14:52 1Chloroform ND

3.0 ug/L 09/26/16 14:52 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 14:52 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 14:52 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 14:52 1Benzene ND

1.0 ug/L 09/26/16 14:52 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 14:52 1Trichloroethene ND

1.0 ug/L 09/26/16 14:52 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 14:52 1Dibromomethane ND

2.0 ug/L 09/26/16 14:52 1Bromodichloromethane ND

1.0 ug/L 09/26/16 14:52 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 14:52 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 14:52 1Toluene ND

1.0 ug/L 09/26/16 14:52 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 14:52 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 14:52 1Tetrachloroethene ND

1.0 ug/L 09/26/16 14:52 11,3-Dichloropropane ND

20 ug/L 09/26/16 14:52 12-Hexanone ND

1.0 ug/L 09/26/16 14:52 1Dibromochloromethane ND

1.0 ug/L 09/26/16 14:52 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 14:52 1Chlorobenzene ND

3.0 ug/L 09/26/16 14:52 1Ethylbenzene ND

2.0 ug/L 09/26/16 14:52 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 14:52 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 14:52 1o-Xylene ND

5.0 ug/L 09/26/16 14:52 1Styrene ND

1.0 ug/L 09/26/16 14:52 1Bromoform ND

2.0 ug/L 09/26/16 14:52 1Isopropylbenzene ND

2.0 ug/L 09/26/16 14:52 1Bromobenzene ND

3.0 ug/L 09/26/16 14:52 1N-Propylbenzene ND

1.0 ug/L 09/26/16 14:52 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 14:52 14-Chlorotoluene ND

3.0 ug/L 09/26/16 14:52 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-5Client Sample ID: MW-74B-0916
Matrix: WaterDate Collected: 09/17/16 12:41

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 14:52 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 14:52 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 14:52 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 14:52 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 14:52 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 14:52 1n-Butylbenzene ND

2.0 ug/L 09/26/16 14:52 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 14:52 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 14:52 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 14:52 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 14:52 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 14:52 1Naphthalene ND

1.0 ug/L 09/26/16 14:52 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 14:52 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 14:52 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 14:52 12-Chlorotoluene ND

Toluene-d8 (Surr) 101 82 - 122 09/26/16 14:52 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 97 09/26/16 14:52 175 - 125

Dibromofluoromethane (Surr) 92 09/26/16 14:52 177 - 118

Trifluorotoluene (Surr) 103 09/26/16 14:52 180 - 141

1,2-Dichloroethane-d4 (Surr) 91 09/26/16 14:52 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 11,2-Dichlorobenzene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 11,3-Dichlorobenzene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 11,4-Dichlorobenzene ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 11-Methylnaphthalene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 12,4,5-Trichlorophenol ND

0.65 ug/L 09/22/16 14:28 09/26/16 18:06 12,4,6-Trichlorophenol ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 12,4-Dichlorophenol ND

2.2 ug/L 09/22/16 14:28 09/26/16 18:06 12,4-Dimethylphenol ND

5.4 ug/L 09/22/16 14:28 09/26/16 18:06 12,4-Dinitrophenol ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 12,4-Dinitrotoluene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 12,6-Dinitrotoluene ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 12-Chloronaphthalene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 12-Chlorophenol ND

0.22 ug/L 09/22/16 14:28 09/26/16 18:06 12-Methylnaphthalene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 12-Methylphenol ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 12-Nitroaniline ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 12-Nitrophenol ND

0.86 ug/L 09/22/16 14:28 09/26/16 18:06 13 & 4 Methylphenol ND

2.2 ug/L 09/22/16 14:28 09/26/16 18:06 13,3'-Dichlorobenzidine ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 13-Nitroaniline ND

4.3 ug/L 09/22/16 14:28 09/26/16 18:06 14,6-Dinitro-2-methylphenol ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 14-Bromophenyl phenyl ether ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-5Client Sample ID: MW-74B-0916
Matrix: WaterDate Collected: 09/17/16 12:41

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 14-Chlorophenyl phenyl ether ND

0.65 ug/L 09/22/16 14:28 09/26/16 18:06 14-Nitroaniline ND

3.2 ug/L 09/22/16 14:28 09/26/16 18:06 14-Nitrophenol ND

0.11 ug/L 09/22/16 14:28 09/26/16 18:06 1Acenaphthene ND

0.086 ug/L 09/22/16 14:28 09/26/16 18:06 1Acenaphthylene ND

0.043 ug/L 09/22/16 14:28 09/26/16 18:06 1Anthracene ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 1Benzo[a]anthracene ND

0.043 ug/L 09/22/16 14:28 09/26/16 18:06 1Benzo[a]pyrene ND

0.086 ug/L 09/22/16 14:28 09/26/16 18:06 1Benzo[b]fluoranthene ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 1Benzo[g,h,i]perylene ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 1Benzo[k]fluoranthene ND

3.2 ug/L 09/22/16 14:28 09/26/16 18:06 1Benzoic acid ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Benzyl alcohol ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Bis(2-chloroethoxy)methane ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Bis(2-chloroethyl)ether ND

3.2 ug/L 09/22/16 14:28 09/26/16 18:06 1Bis(2-ethylhexyl) phthalate 7.7

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1bis(chloroisopropyl) ether ND

0.65 ug/L 09/22/16 14:28 09/26/16 18:06 1Butyl benzyl phthalate ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Carbazole ND

0.043 ug/L 09/22/16 14:28 09/26/16 18:06 1Chrysene ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 1Dibenz(a,h)anthracene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Dibenzofuran ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Diethyl phthalate ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Dimethyl phthalate ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Di-n-butyl phthalate ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Di-n-octyl phthalate ND

0.054 ug/L 09/22/16 14:28 09/26/16 18:06 1Fluoranthene ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 1Fluorene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Hexachlorobenzene ND

0.65 ug/L 09/22/16 14:28 09/26/16 18:06 1Hexachlorobutadiene ND

2.2 ug/L 09/22/16 14:28 09/26/16 18:06 1Hexachlorocyclopentadiene ND

0.65 ug/L 09/22/16 14:28 09/26/16 18:06 1Hexachloroethane ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 1Indeno[1,2,3-cd]pyrene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Isophorone ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Naphthalene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1Nitrobenzene ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1N-Nitrosodi-n-propylamine ND

0.43 ug/L 09/22/16 14:28 09/26/16 18:06 1N-Nitrosodiphenylamine ND

0.76 ug/L 09/22/16 14:28 09/26/16 18:06 1Pentachlorophenol ND

0.086 ug/L 09/22/16 14:28 09/26/16 18:06 1Phenanthrene ND

0.65 ug/L 09/22/16 14:28 09/26/16 18:06 1Phenol ND

0.065 ug/L 09/22/16 14:28 09/26/16 18:06 1Pyrene ND

2,4,6-Tribromophenol (Surr) 76 57 - 132 09/22/16 14:28 09/26/16 18:06 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 84 09/22/16 14:28 09/26/16 18:06 150 - 120

2-Fluorophenol (Surr) 93 09/22/16 14:28 09/26/16 18:06 150 - 113

Nitrobenzene-d5 (Surr) 96 09/22/16 14:28 09/26/16 18:06 159 - 120

Phenol-d5 (Surr) 89 09/22/16 14:28 09/26/16 18:06 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-5Client Sample ID: MW-74B-0916
Matrix: WaterDate Collected: 09/17/16 12:41

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 88 72 - 140 09/22/16 14:28 09/26/16 18:06 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 20:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 20:09 11,2-Dibromoethane ND

1,2-Dibromopropane 115 70 - 130 09/30/16 17:20 09/30/16 20:09 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-6Client Sample ID: MW-50A-0916
Matrix: WaterDate Collected: 09/18/16 12:46

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 15:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 15:20 1Chloromethane ND

1.0 ug/L 09/26/16 15:20 1Vinyl chloride ND

5.0 ug/L 09/26/16 15:20 1Bromomethane ND

5.0 ug/L 09/26/16 15:20 1Chloroethane ND

3.0 ug/L 09/26/16 15:20 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 15:20 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 15:20 1Carbon disulfide ND

50 ug/L 09/26/16 15:20 1Acetone ND

5.0 ug/L 09/26/16 15:20 1Methylene Chloride ND

3.0 ug/L 09/26/16 15:20 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 15:20 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 15:20 12,2-Dichloropropane ND

20 ug/L 09/26/16 15:20 12-Butanone ND

1.0 ug/L 09/26/16 15:20 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 15:20 1Bromochloromethane ND

5.0 ug/L 09/26/16 15:20 1Chloroform ND

3.0 ug/L 09/26/16 15:20 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 15:20 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 15:20 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 15:20 1Benzene ND

1.0 ug/L 09/26/16 15:20 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 15:20 1Trichloroethene ND

1.0 ug/L 09/26/16 15:20 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 15:20 1Dibromomethane ND

2.0 ug/L 09/26/16 15:20 1Bromodichloromethane ND

1.0 ug/L 09/26/16 15:20 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 15:20 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 15:20 1Toluene ND

1.0 ug/L 09/26/16 15:20 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 15:20 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 15:20 1Tetrachloroethene ND

1.0 ug/L 09/26/16 15:20 11,3-Dichloropropane ND

20 ug/L 09/26/16 15:20 12-Hexanone ND

1.0 ug/L 09/26/16 15:20 1Dibromochloromethane ND

1.0 ug/L 09/26/16 15:20 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 15:20 1Chlorobenzene ND

3.0 ug/L 09/26/16 15:20 1Ethylbenzene ND

2.0 ug/L 09/26/16 15:20 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 15:20 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 15:20 1o-Xylene ND

5.0 ug/L 09/26/16 15:20 1Styrene ND

1.0 ug/L 09/26/16 15:20 1Bromoform ND

2.0 ug/L 09/26/16 15:20 1Isopropylbenzene ND

2.0 ug/L 09/26/16 15:20 1Bromobenzene ND

3.0 ug/L 09/26/16 15:20 1N-Propylbenzene ND

1.0 ug/L 09/26/16 15:20 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 15:20 14-Chlorotoluene ND

3.0 ug/L 09/26/16 15:20 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-6Client Sample ID: MW-50A-0916
Matrix: WaterDate Collected: 09/18/16 12:46

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 15:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 15:20 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 15:20 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 15:20 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 15:20 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 15:20 1n-Butylbenzene ND

2.0 ug/L 09/26/16 15:20 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 15:20 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 15:20 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 15:20 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 15:20 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 15:20 1Naphthalene ND

1.0 ug/L 09/26/16 15:20 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 15:20 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 15:20 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 15:20 12-Chlorotoluene ND

Toluene-d8 (Surr) 98 82 - 122 09/26/16 15:20 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 96 09/26/16 15:20 175 - 125

Dibromofluoromethane (Surr) 93 09/26/16 15:20 177 - 118

Trifluorotoluene (Surr) 104 09/26/16 15:20 180 - 141

1,2-Dichloroethane-d4 (Surr) 93 09/26/16 15:20 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 11,2-Dichlorobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 11,3-Dichlorobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 11,4-Dichlorobenzene ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 11-Methylnaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 12,4,5-Trichlorophenol ND

0.58 ug/L 09/22/16 14:28 09/26/16 18:31 12,4,6-Trichlorophenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 12,4-Dichlorophenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 18:31 12,4-Dimethylphenol ND

4.8 ug/L 09/22/16 14:28 09/26/16 18:31 12,4-Dinitrophenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 12,4-Dinitrotoluene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 12,6-Dinitrotoluene ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 12-Chloronaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 12-Chlorophenol ND

0.19 ug/L 09/22/16 14:28 09/26/16 18:31 12-Methylnaphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 12-Methylphenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 12-Nitroaniline ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 12-Nitrophenol ND

0.77 ug/L 09/22/16 14:28 09/26/16 18:31 13 & 4 Methylphenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 18:31 13,3'-Dichlorobenzidine ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 13-Nitroaniline ND

3.8 ug/L 09/22/16 14:28 09/26/16 18:31 14,6-Dinitro-2-methylphenol ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 14-Bromophenyl phenyl ether ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-6Client Sample ID: MW-50A-0916
Matrix: WaterDate Collected: 09/18/16 12:46

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/22/16 14:28 09/26/16 18:31 14-Nitroaniline ND

2.9 ug/L 09/22/16 14:28 09/26/16 18:31 14-Nitrophenol ND

0.096 ug/L 09/22/16 14:28 09/26/16 18:31 1Acenaphthene ND

0.077 ug/L 09/22/16 14:28 09/26/16 18:31 1Acenaphthylene ND

0.038 ug/L 09/22/16 14:28 09/26/16 18:31 1Anthracene ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 1Benzo[a]anthracene ND

0.038 ug/L 09/22/16 14:28 09/26/16 18:31 1Benzo[a]pyrene ND

0.077 ug/L 09/22/16 14:28 09/26/16 18:31 1Benzo[b]fluoranthene ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 1Benzo[k]fluoranthene ND

2.9 ug/L 09/22/16 14:28 09/26/16 18:31 1Benzoic acid ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Benzyl alcohol ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Bis(2-chloroethoxy)methane ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/22/16 14:28 09/26/16 18:31 1Bis(2-ethylhexyl) phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1bis(chloroisopropyl) ether ND

0.58 ug/L 09/22/16 14:28 09/26/16 18:31 1Butyl benzyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Carbazole ND

0.038 ug/L 09/22/16 14:28 09/26/16 18:31 1Chrysene ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 1Dibenz(a,h)anthracene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Dibenzofuran ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Diethyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Dimethyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Di-n-butyl phthalate ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Di-n-octyl phthalate ND

0.048 ug/L 09/22/16 14:28 09/26/16 18:31 1Fluoranthene ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 1Fluorene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Hexachlorobenzene ND

0.58 ug/L 09/22/16 14:28 09/26/16 18:31 1Hexachlorobutadiene ND

1.9 ug/L 09/22/16 14:28 09/26/16 18:31 1Hexachlorocyclopentadiene ND

0.58 ug/L 09/22/16 14:28 09/26/16 18:31 1Hexachloroethane ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 1Indeno[1,2,3-cd]pyrene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Isophorone ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Naphthalene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1Nitrobenzene ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1N-Nitrosodi-n-propylamine ND

0.38 ug/L 09/22/16 14:28 09/26/16 18:31 1N-Nitrosodiphenylamine ND

0.67 ug/L 09/22/16 14:28 09/26/16 18:31 1Pentachlorophenol ND

0.077 ug/L 09/22/16 14:28 09/26/16 18:31 1Phenanthrene ND

0.58 ug/L 09/22/16 14:28 09/26/16 18:31 1Phenol ND

0.058 ug/L 09/22/16 14:28 09/26/16 18:31 1Pyrene ND

2,4,6-Tribromophenol (Surr) 76 57 - 132 09/22/16 14:28 09/26/16 18:31 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 84 09/22/16 14:28 09/26/16 18:31 150 - 120

2-Fluorophenol (Surr) 89 09/22/16 14:28 09/26/16 18:31 150 - 113

Nitrobenzene-d5 (Surr) 92 09/22/16 14:28 09/26/16 18:31 159 - 120

Phenol-d5 (Surr) 86 09/22/16 14:28 09/26/16 18:31 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-6Client Sample ID: MW-50A-0916
Matrix: WaterDate Collected: 09/18/16 12:46

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 82 72 - 140 09/22/16 14:28 09/26/16 18:31 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 20:28 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 20:28 11,2-Dibromoethane ND

1,2-Dibromopropane 119 70 - 130 09/30/16 17:20 09/30/16 20:28 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-7Client Sample ID: MW-50B-0916
Matrix: WaterDate Collected: 09/18/16 09:41

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 15:48 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 15:48 1Chloromethane ND

1.0 ug/L 09/26/16 15:48 1Vinyl chloride ND

5.0 ug/L 09/26/16 15:48 1Bromomethane ND

5.0 ug/L 09/26/16 15:48 1Chloroethane ND

3.0 ug/L 09/26/16 15:48 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 15:48 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 15:48 1Carbon disulfide ND

50 ug/L 09/26/16 15:48 1Acetone ND

5.0 ug/L 09/26/16 15:48 1Methylene Chloride ND

3.0 ug/L 09/26/16 15:48 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 15:48 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 15:48 12,2-Dichloropropane ND

20 ug/L 09/26/16 15:48 12-Butanone ND

1.0 ug/L 09/26/16 15:48 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 15:48 1Bromochloromethane ND

5.0 ug/L 09/26/16 15:48 1Chloroform ND

3.0 ug/L 09/26/16 15:48 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 15:48 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 15:48 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 15:48 1Benzene ND

1.0 ug/L 09/26/16 15:48 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 15:48 1Trichloroethene ND

1.0 ug/L 09/26/16 15:48 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 15:48 1Dibromomethane ND

2.0 ug/L 09/26/16 15:48 1Bromodichloromethane ND

1.0 ug/L 09/26/16 15:48 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 15:48 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 15:48 1Toluene ND

1.0 ug/L 09/26/16 15:48 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 15:48 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 15:48 1Tetrachloroethene ND

1.0 ug/L 09/26/16 15:48 11,3-Dichloropropane ND

20 ug/L 09/26/16 15:48 12-Hexanone ND

1.0 ug/L 09/26/16 15:48 1Dibromochloromethane ND

1.0 ug/L 09/26/16 15:48 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 15:48 1Chlorobenzene ND

3.0 ug/L 09/26/16 15:48 1Ethylbenzene ND

2.0 ug/L 09/26/16 15:48 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 15:48 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 15:48 1o-Xylene ND

5.0 ug/L 09/26/16 15:48 1Styrene ND

1.0 ug/L 09/26/16 15:48 1Bromoform ND

2.0 ug/L 09/26/16 15:48 1Isopropylbenzene ND

2.0 ug/L 09/26/16 15:48 1Bromobenzene ND

3.0 ug/L 09/26/16 15:48 1N-Propylbenzene ND

1.0 ug/L 09/26/16 15:48 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 15:48 14-Chlorotoluene ND

3.0 ug/L 09/26/16 15:48 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-7Client Sample ID: MW-50B-0916
Matrix: WaterDate Collected: 09/18/16 09:41

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 15:48 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 15:48 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 15:48 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 15:48 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 15:48 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 15:48 1n-Butylbenzene ND

2.0 ug/L 09/26/16 15:48 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 15:48 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 15:48 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 15:48 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 15:48 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 15:48 1Naphthalene ND

1.0 ug/L 09/26/16 15:48 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 15:48 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 15:48 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 15:48 12-Chlorotoluene ND

Toluene-d8 (Surr) 99 82 - 122 09/26/16 15:48 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 95 09/26/16 15:48 175 - 125

Dibromofluoromethane (Surr) 93 09/26/16 15:48 177 - 118

Trifluorotoluene (Surr) 104 09/26/16 15:48 180 - 141

1,2-Dichloroethane-d4 (Surr) 94 09/26/16 15:48 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 11,2-Dichlorobenzene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 11,3-Dichlorobenzene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 11,4-Dichlorobenzene ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 11-Methylnaphthalene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 12,4,5-Trichlorophenol ND

0.60 ug/L 09/22/16 14:28 09/26/16 18:56 12,4,6-Trichlorophenol ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 12,4-Dichlorophenol ND

2.0 ug/L 09/22/16 14:28 09/26/16 18:56 12,4-Dimethylphenol ND

5.0 ug/L 09/22/16 14:28 09/26/16 18:56 12,4-Dinitrophenol ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 12,4-Dinitrotoluene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 12,6-Dinitrotoluene ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 12-Chloronaphthalene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 12-Chlorophenol ND

0.20 ug/L 09/22/16 14:28 09/26/16 18:56 12-Methylnaphthalene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 12-Methylphenol ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 12-Nitroaniline ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 12-Nitrophenol ND

0.80 ug/L 09/22/16 14:28 09/26/16 18:56 13 & 4 Methylphenol ND

2.0 ug/L 09/22/16 14:28 09/26/16 18:56 13,3'-Dichlorobenzidine ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 13-Nitroaniline ND

4.0 ug/L 09/22/16 14:28 09/26/16 18:56 14,6-Dinitro-2-methylphenol ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 14-Bromophenyl phenyl ether ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-7Client Sample ID: MW-50B-0916
Matrix: WaterDate Collected: 09/18/16 09:41

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 14-Chlorophenyl phenyl ether ND

0.60 ug/L 09/22/16 14:28 09/26/16 18:56 14-Nitroaniline ND

3.0 ug/L 09/22/16 14:28 09/26/16 18:56 14-Nitrophenol ND

0.10 ug/L 09/22/16 14:28 09/26/16 18:56 1Acenaphthene ND

0.080 ug/L 09/22/16 14:28 09/26/16 18:56 1Acenaphthylene ND

0.040 ug/L 09/22/16 14:28 09/26/16 18:56 1Anthracene ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 1Benzo[a]anthracene ND

0.040 ug/L 09/22/16 14:28 09/26/16 18:56 1Benzo[a]pyrene ND

0.080 ug/L 09/22/16 14:28 09/26/16 18:56 1Benzo[b]fluoranthene ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 1Benzo[g,h,i]perylene ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 1Benzo[k]fluoranthene ND

3.0 ug/L 09/22/16 14:28 09/26/16 18:56 1Benzoic acid ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Benzyl alcohol ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Bis(2-chloroethoxy)methane ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Bis(2-chloroethyl)ether ND

3.0 ug/L 09/22/16 14:28 09/26/16 18:56 1Bis(2-ethylhexyl) phthalate ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1bis(chloroisopropyl) ether ND

0.60 ug/L 09/22/16 14:28 09/26/16 18:56 1Butyl benzyl phthalate ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Carbazole ND

0.040 ug/L 09/22/16 14:28 09/26/16 18:56 1Chrysene ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 1Dibenz(a,h)anthracene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Dibenzofuran ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Diethyl phthalate ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Dimethyl phthalate ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Di-n-butyl phthalate ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Di-n-octyl phthalate ND

0.050 ug/L 09/22/16 14:28 09/26/16 18:56 1Fluoranthene ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 1Fluorene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Hexachlorobenzene ND

0.60 ug/L 09/22/16 14:28 09/26/16 18:56 1Hexachlorobutadiene ND

2.0 ug/L 09/22/16 14:28 09/26/16 18:56 1Hexachlorocyclopentadiene ND

0.60 ug/L 09/22/16 14:28 09/26/16 18:56 1Hexachloroethane ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 1Indeno[1,2,3-cd]pyrene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Isophorone ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Naphthalene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1Nitrobenzene ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1N-Nitrosodi-n-propylamine ND

0.40 ug/L 09/22/16 14:28 09/26/16 18:56 1N-Nitrosodiphenylamine ND

0.70 ug/L 09/22/16 14:28 09/26/16 18:56 1Pentachlorophenol ND

0.080 ug/L 09/22/16 14:28 09/26/16 18:56 1Phenanthrene ND

0.60 ug/L 09/22/16 14:28 09/26/16 18:56 1Phenol ND

0.060 ug/L 09/22/16 14:28 09/26/16 18:56 1Pyrene ND

2,4,6-Tribromophenol (Surr) 71 57 - 132 09/22/16 14:28 09/26/16 18:56 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 75 09/22/16 14:28 09/26/16 18:56 150 - 120

2-Fluorophenol (Surr) 84 09/22/16 14:28 09/26/16 18:56 150 - 113

Nitrobenzene-d5 (Surr) 90 09/22/16 14:28 09/26/16 18:56 159 - 120

Phenol-d5 (Surr) 82 09/22/16 14:28 09/26/16 18:56 152 - 120

TestAmerica Seattle

Page 32 of 67 10/11/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1261



Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-7Client Sample ID: MW-50B-0916
Matrix: WaterDate Collected: 09/18/16 09:41

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 81 72 - 140 09/22/16 14:28 09/26/16 18:56 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 20:47 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 20:47 11,2-Dibromoethane ND

1,2-Dibromopropane 119 70 - 130 09/30/16 17:20 09/30/16 20:47 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-8Client Sample ID: MW-87B-0916
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 16:17 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 16:17 1Chloromethane ND

1.0 ug/L 09/26/16 16:17 1Vinyl chloride ND

5.0 ug/L 09/26/16 16:17 1Bromomethane ND

5.0 ug/L 09/26/16 16:17 1Chloroethane ND

3.0 ug/L 09/26/16 16:17 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 16:17 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 16:17 1Carbon disulfide ND

50 ug/L 09/26/16 16:17 1Acetone ND

5.0 ug/L 09/26/16 16:17 1Methylene Chloride ND

3.0 ug/L 09/26/16 16:17 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 16:17 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 16:17 12,2-Dichloropropane ND

20 ug/L 09/26/16 16:17 12-Butanone ND

1.0 ug/L 09/26/16 16:17 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 16:17 1Bromochloromethane ND

5.0 ug/L 09/26/16 16:17 1Chloroform ND

3.0 ug/L 09/26/16 16:17 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 16:17 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 16:17 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 16:17 1Benzene ND

1.0 ug/L 09/26/16 16:17 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 16:17 1Trichloroethene ND

1.0 ug/L 09/26/16 16:17 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 16:17 1Dibromomethane ND

2.0 ug/L 09/26/16 16:17 1Bromodichloromethane ND

1.0 ug/L 09/26/16 16:17 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 16:17 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 16:17 1Toluene ND

1.0 ug/L 09/26/16 16:17 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 16:17 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 16:17 1Tetrachloroethene ND

1.0 ug/L 09/26/16 16:17 11,3-Dichloropropane ND

20 ug/L 09/26/16 16:17 12-Hexanone ND

1.0 ug/L 09/26/16 16:17 1Dibromochloromethane ND

1.0 ug/L 09/26/16 16:17 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 16:17 1Chlorobenzene ND

3.0 ug/L 09/26/16 16:17 1Ethylbenzene ND

2.0 ug/L 09/26/16 16:17 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 16:17 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 16:17 1o-Xylene ND

5.0 ug/L 09/26/16 16:17 1Styrene ND

1.0 ug/L 09/26/16 16:17 1Bromoform ND

2.0 ug/L 09/26/16 16:17 1Isopropylbenzene ND

2.0 ug/L 09/26/16 16:17 1Bromobenzene ND

3.0 ug/L 09/26/16 16:17 1N-Propylbenzene ND

1.0 ug/L 09/26/16 16:17 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 16:17 14-Chlorotoluene ND

3.0 ug/L 09/26/16 16:17 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-8Client Sample ID: MW-87B-0916
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 16:17 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 16:17 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 16:17 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 16:17 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 16:17 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 16:17 1n-Butylbenzene ND

2.0 ug/L 09/26/16 16:17 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 16:17 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 16:17 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 16:17 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 16:17 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 16:17 1Naphthalene ND

1.0 ug/L 09/26/16 16:17 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 16:17 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 16:17 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 16:17 12-Chlorotoluene ND

Toluene-d8 (Surr) 99 82 - 122 09/26/16 16:17 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 97 09/26/16 16:17 175 - 125

Dibromofluoromethane (Surr) 93 09/26/16 16:17 177 - 118

Trifluorotoluene (Surr) 102 09/26/16 16:17 180 - 141

1,2-Dichloroethane-d4 (Surr) 95 09/26/16 16:17 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 11,2-Dichlorobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 11,3-Dichlorobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 11,4-Dichlorobenzene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 11-Methylnaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 12,4,5-Trichlorophenol ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:21 12,4,6-Trichlorophenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 12,4-Dichlorophenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 19:21 12,4-Dimethylphenol ND

4.9 ug/L 09/22/16 14:28 09/26/16 19:21 12,4-Dinitrophenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 12,4-Dinitrotoluene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 12,6-Dinitrotoluene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 12-Chloronaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 12-Chlorophenol ND

0.19 ug/L 09/22/16 14:28 09/26/16 19:21 12-Methylnaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 12-Methylphenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 12-Nitroaniline ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 12-Nitrophenol ND

0.78 ug/L 09/22/16 14:28 09/26/16 19:21 13 & 4 Methylphenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 19:21 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 13-Nitroaniline ND

3.9 ug/L 09/22/16 14:28 09/26/16 19:21 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-8Client Sample ID: MW-87B-0916
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:21 14-Nitroaniline ND

2.9 ug/L 09/22/16 14:28 09/26/16 19:21 14-Nitrophenol ND

0.097 ug/L 09/22/16 14:28 09/26/16 19:21 1Acenaphthene ND

0.078 ug/L 09/22/16 14:28 09/26/16 19:21 1Acenaphthylene ND

0.039 ug/L 09/22/16 14:28 09/26/16 19:21 1Anthracene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 1Benzo[a]anthracene ND

0.039 ug/L 09/22/16 14:28 09/26/16 19:21 1Benzo[a]pyrene ND

0.078 ug/L 09/22/16 14:28 09/26/16 19:21 1Benzo[b]fluoranthene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 1Benzo[k]fluoranthene ND

2.9 ug/L 09/22/16 14:28 09/26/16 19:21 1Benzoic acid ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Benzyl alcohol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/22/16 14:28 09/26/16 19:21 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1bis(chloroisopropyl) ether ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:21 1Butyl benzyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Carbazole ND

0.039 ug/L 09/22/16 14:28 09/26/16 19:21 1Chrysene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Dibenzofuran ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Diethyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Dimethyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Di-n-butyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Di-n-octyl phthalate ND

0.049 ug/L 09/22/16 14:28 09/26/16 19:21 1Fluoranthene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 1Fluorene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Hexachlorobenzene ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:21 1Hexachlorobutadiene ND

1.9 ug/L 09/22/16 14:28 09/26/16 19:21 1Hexachlorocyclopentadiene ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:21 1Hexachloroethane ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Isophorone ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Naphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1Nitrobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:21 1N-Nitrosodiphenylamine ND

0.68 ug/L 09/22/16 14:28 09/26/16 19:21 1Pentachlorophenol ND

0.078 ug/L 09/22/16 14:28 09/26/16 19:21 1Phenanthrene ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:21 1Phenol ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:21 1Pyrene ND

2,4,6-Tribromophenol (Surr) 73 57 - 132 09/22/16 14:28 09/26/16 19:21 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 79 09/22/16 14:28 09/26/16 19:21 150 - 120

2-Fluorophenol (Surr) 82 09/22/16 14:28 09/26/16 19:21 150 - 113

Nitrobenzene-d5 (Surr) 84 09/22/16 14:28 09/26/16 19:21 159 - 120

Phenol-d5 (Surr) 77 09/22/16 14:28 09/26/16 19:21 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-8Client Sample ID: MW-87B-0916
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 78 72 - 140 09/22/16 14:28 09/26/16 19:21 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 21:06 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 21:06 11,2-Dibromoethane ND

1,2-Dibromopropane 117 70 - 130 09/30/16 17:20 09/30/16 21:06 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-9Client Sample ID: MW-87Z-0916
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 16:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 16:45 1Chloromethane ND

1.0 ug/L 09/26/16 16:45 1Vinyl chloride ND

5.0 ug/L 09/26/16 16:45 1Bromomethane ND

5.0 ug/L 09/26/16 16:45 1Chloroethane ND

3.0 ug/L 09/26/16 16:45 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 16:45 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 16:45 1Carbon disulfide ND

50 ug/L 09/26/16 16:45 1Acetone ND

5.0 ug/L 09/26/16 16:45 1Methylene Chloride ND

3.0 ug/L 09/26/16 16:45 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 16:45 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 16:45 12,2-Dichloropropane ND

20 ug/L 09/26/16 16:45 12-Butanone ND

1.0 ug/L 09/26/16 16:45 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 16:45 1Bromochloromethane ND

5.0 ug/L 09/26/16 16:45 1Chloroform ND

3.0 ug/L 09/26/16 16:45 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 16:45 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 16:45 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 16:45 1Benzene ND

1.0 ug/L 09/26/16 16:45 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 16:45 1Trichloroethene ND

1.0 ug/L 09/26/16 16:45 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 16:45 1Dibromomethane ND

2.0 ug/L 09/26/16 16:45 1Bromodichloromethane ND

1.0 ug/L 09/26/16 16:45 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 16:45 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 16:45 1Toluene ND

1.0 ug/L 09/26/16 16:45 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 16:45 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 16:45 1Tetrachloroethene ND

1.0 ug/L 09/26/16 16:45 11,3-Dichloropropane ND

20 ug/L 09/26/16 16:45 12-Hexanone ND

1.0 ug/L 09/26/16 16:45 1Dibromochloromethane ND

1.0 ug/L 09/26/16 16:45 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 16:45 1Chlorobenzene ND

3.0 ug/L 09/26/16 16:45 1Ethylbenzene ND

2.0 ug/L 09/26/16 16:45 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 16:45 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 16:45 1o-Xylene ND

5.0 ug/L 09/26/16 16:45 1Styrene ND

1.0 ug/L 09/26/16 16:45 1Bromoform ND

2.0 ug/L 09/26/16 16:45 1Isopropylbenzene ND

2.0 ug/L 09/26/16 16:45 1Bromobenzene ND

3.0 ug/L 09/26/16 16:45 1N-Propylbenzene ND

1.0 ug/L 09/26/16 16:45 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 16:45 14-Chlorotoluene ND

3.0 ug/L 09/26/16 16:45 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-9Client Sample ID: MW-87Z-0916
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 16:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 16:45 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 16:45 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 16:45 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 16:45 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 16:45 1n-Butylbenzene ND

2.0 ug/L 09/26/16 16:45 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 16:45 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 16:45 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 16:45 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 16:45 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 16:45 1Naphthalene ND

1.0 ug/L 09/26/16 16:45 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 16:45 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 16:45 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 16:45 12-Chlorotoluene ND

Toluene-d8 (Surr) 99 82 - 122 09/26/16 16:45 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 97 09/26/16 16:45 175 - 125

Dibromofluoromethane (Surr) 94 09/26/16 16:45 177 - 118

Trifluorotoluene (Surr) 103 09/26/16 16:45 180 - 141

1,2-Dichloroethane-d4 (Surr) 95 09/26/16 16:45 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 11,2-Dichlorobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 11,3-Dichlorobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 11,4-Dichlorobenzene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 11-Methylnaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 12,4,5-Trichlorophenol ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:46 12,4,6-Trichlorophenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 12,4-Dichlorophenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 19:46 12,4-Dimethylphenol ND

4.9 ug/L 09/22/16 14:28 09/26/16 19:46 12,4-Dinitrophenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 12,4-Dinitrotoluene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 12,6-Dinitrotoluene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 12-Chloronaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 12-Chlorophenol ND

0.19 ug/L 09/22/16 14:28 09/26/16 19:46 12-Methylnaphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 12-Methylphenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 12-Nitroaniline ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 12-Nitrophenol ND

0.78 ug/L 09/22/16 14:28 09/26/16 19:46 13 & 4 Methylphenol ND

1.9 ug/L 09/22/16 14:28 09/26/16 19:46 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 13-Nitroaniline ND

3.9 ug/L 09/22/16 14:28 09/26/16 19:46 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-9Client Sample ID: MW-87Z-0916
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:46 14-Nitroaniline ND

2.9 ug/L 09/22/16 14:28 09/26/16 19:46 14-Nitrophenol ND

0.097 ug/L 09/22/16 14:28 09/26/16 19:46 1Acenaphthene ND

0.078 ug/L 09/22/16 14:28 09/26/16 19:46 1Acenaphthylene ND

0.039 ug/L 09/22/16 14:28 09/26/16 19:46 1Anthracene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 1Benzo[a]anthracene ND

0.039 ug/L 09/22/16 14:28 09/26/16 19:46 1Benzo[a]pyrene ND

0.078 ug/L 09/22/16 14:28 09/26/16 19:46 1Benzo[b]fluoranthene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 1Benzo[k]fluoranthene ND

2.9 ug/L 09/22/16 14:28 09/26/16 19:46 1Benzoic acid ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Benzyl alcohol ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/22/16 14:28 09/26/16 19:46 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1bis(chloroisopropyl) ether ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:46 1Butyl benzyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Carbazole ND

0.039 ug/L 09/22/16 14:28 09/26/16 19:46 1Chrysene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Dibenzofuran ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Diethyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Dimethyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Di-n-butyl phthalate ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Di-n-octyl phthalate ND

0.049 ug/L 09/22/16 14:28 09/26/16 19:46 1Fluoranthene ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 1Fluorene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Hexachlorobenzene ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:46 1Hexachlorobutadiene ND

1.9 ug/L 09/22/16 14:28 09/26/16 19:46 1Hexachlorocyclopentadiene ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:46 1Hexachloroethane ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Isophorone ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Naphthalene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1Nitrobenzene ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/22/16 14:28 09/26/16 19:46 1N-Nitrosodiphenylamine ND

0.68 ug/L 09/22/16 14:28 09/26/16 19:46 1Pentachlorophenol ND

0.078 ug/L 09/22/16 14:28 09/26/16 19:46 1Phenanthrene ND

0.58 ug/L 09/22/16 14:28 09/26/16 19:46 1Phenol ND

0.058 ug/L 09/22/16 14:28 09/26/16 19:46 1Pyrene ND

2,4,6-Tribromophenol (Surr) 71 57 - 132 09/22/16 14:28 09/26/16 19:46 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 81 09/22/16 14:28 09/26/16 19:46 150 - 120

2-Fluorophenol (Surr) 90 09/22/16 14:28 09/26/16 19:46 150 - 113

Nitrobenzene-d5 (Surr) 90 09/22/16 14:28 09/26/16 19:46 159 - 120

Phenol-d5 (Surr) 87 09/22/16 14:28 09/26/16 19:46 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-9Client Sample ID: MW-87Z-0916
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 80 72 - 140 09/22/16 14:28 09/26/16 19:46 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 22:03 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 22:03 11,2-Dibromoethane ND

1,2-Dibromopropane 113 70 - 130 09/30/16 17:20 09/30/16 22:03 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-10Client Sample ID: TB-4-0916
Matrix: WaterDate Collected: 09/16/16 10:37

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 12:29 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/26/16 12:29 1Chloromethane ND

1.0 ug/L 09/26/16 12:29 1Vinyl chloride ND

5.0 ug/L 09/26/16 12:29 1Bromomethane ND

5.0 ug/L 09/26/16 12:29 1Chloroethane ND

3.0 ug/L 09/26/16 12:29 1Trichlorofluoromethane ND

2.0 ug/L 09/26/16 12:29 11,1-Dichloroethene ND

1.0 ug/L 09/26/16 12:29 1Carbon disulfide ND

50 ug/L 09/26/16 12:29 1Acetone ND

5.0 ug/L 09/26/16 12:29 1Methylene Chloride ND

3.0 ug/L 09/26/16 12:29 1trans-1,2-Dichloroethene ND *

2.0 ug/L 09/26/16 12:29 11,1-Dichloroethane ND

3.0 ug/L 09/26/16 12:29 12,2-Dichloropropane ND

20 ug/L 09/26/16 12:29 12-Butanone ND

1.0 ug/L 09/26/16 12:29 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/26/16 12:29 1Bromochloromethane ND

5.0 ug/L 09/26/16 12:29 1Chloroform ND

3.0 ug/L 09/26/16 12:29 11,1,1-Trichloroethane ND

3.0 ug/L 09/26/16 12:29 1Carbon tetrachloride ND

3.0 ug/L 09/26/16 12:29 11,1-Dichloropropene ND

2.0 ug/L 09/26/16 12:29 1Benzene ND

1.0 ug/L 09/26/16 12:29 11,2-Dichloroethane ND

3.0 ug/L 09/26/16 12:29 1Trichloroethene ND

1.0 ug/L 09/26/16 12:29 11,2-Dichloropropane ND

1.0 ug/L 09/26/16 12:29 1Dibromomethane ND

2.0 ug/L 09/26/16 12:29 1Bromodichloromethane ND

1.0 ug/L 09/26/16 12:29 1cis-1,3-Dichloropropene ND

15 ug/L 09/26/16 12:29 14-Methyl-2-pentanone ND

2.0 ug/L 09/26/16 12:29 1Toluene ND

1.0 ug/L 09/26/16 12:29 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/26/16 12:29 11,1,2-Trichloroethane ND

3.0 ug/L 09/26/16 12:29 1Tetrachloroethene ND

1.0 ug/L 09/26/16 12:29 11,3-Dichloropropane ND

20 ug/L 09/26/16 12:29 12-Hexanone ND

1.0 ug/L 09/26/16 12:29 1Dibromochloromethane ND

1.0 ug/L 09/26/16 12:29 11,2-Dibromoethane ND

2.0 ug/L 09/26/16 12:29 1Chlorobenzene ND

3.0 ug/L 09/26/16 12:29 1Ethylbenzene ND

2.0 ug/L 09/26/16 12:29 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/26/16 12:29 1m-Xylene & p-Xylene ND

2.0 ug/L 09/26/16 12:29 1o-Xylene ND

5.0 ug/L 09/26/16 12:29 1Styrene ND

1.0 ug/L 09/26/16 12:29 1Bromoform ND

2.0 ug/L 09/26/16 12:29 1Isopropylbenzene ND

2.0 ug/L 09/26/16 12:29 1Bromobenzene ND

3.0 ug/L 09/26/16 12:29 1N-Propylbenzene ND

1.0 ug/L 09/26/16 12:29 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/26/16 12:29 14-Chlorotoluene ND

3.0 ug/L 09/26/16 12:29 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62627-10Client Sample ID: TB-4-0916
Matrix: WaterDate Collected: 09/16/16 10:37

Date Received: 09/20/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/26/16 12:29 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/26/16 12:29 1sec-Butylbenzene ND

2.0 ug/L 09/26/16 12:29 11,3-Dichlorobenzene ND

3.0 ug/L 09/26/16 12:29 14-Isopropyltoluene ND

4.0 ug/L 09/26/16 12:29 11,4-Dichlorobenzene ND

3.0 ug/L 09/26/16 12:29 1n-Butylbenzene ND

2.0 ug/L 09/26/16 12:29 11,2-Dichlorobenzene ND

10 ug/L 09/26/16 12:29 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/26/16 12:29 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/26/16 12:29 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/26/16 12:29 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 12:29 1Naphthalene ND

1.0 ug/L 09/26/16 12:29 1Methyl tert-butyl ether ND

2.0 ug/L 09/26/16 12:29 11,2,3-Trichloropropane ND

3.0 ug/L 09/26/16 12:29 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/26/16 12:29 12-Chlorotoluene ND

Toluene-d8 (Surr) 100 82 - 122 09/26/16 12:29 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 94 09/26/16 12:29 175 - 125

Dibromofluoromethane (Surr) 90 09/26/16 12:29 177 - 118

Trifluorotoluene (Surr) 105 09/26/16 12:29 180 - 141

1,2-Dichloroethane-d4 (Surr) 87 09/26/16 12:29 165 - 143

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 21:25 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 ug/L 09/30/16 17:20 09/30/16 21:25 11,2-Dibromoethane ND

1,2-Dibromopropane 123 70 - 130 09/30/16 17:20 09/30/16 21:25 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS

Client Sample ID: Method BlankLab Sample ID: MB 580-228277/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228277

RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/26/16 10:35 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 5.0 ug/L 09/26/16 10:35 1Chloromethane

ND 1.0 ug/L 09/26/16 10:35 1Vinyl chloride

ND 5.0 ug/L 09/26/16 10:35 1Bromomethane

ND 5.0 ug/L 09/26/16 10:35 1Chloroethane

ND 3.0 ug/L 09/26/16 10:35 1Trichlorofluoromethane

ND 2.0 ug/L 09/26/16 10:35 11,1-Dichloroethene

ND 1.0 ug/L 09/26/16 10:35 1Carbon disulfide

ND 50 ug/L 09/26/16 10:35 1Acetone

ND 5.0 ug/L 09/26/16 10:35 1Methylene Chloride

ND 3.0 ug/L 09/26/16 10:35 1trans-1,2-Dichloroethene

ND 2.0 ug/L 09/26/16 10:35 11,1-Dichloroethane

ND 3.0 ug/L 09/26/16 10:35 12,2-Dichloropropane

ND 20 ug/L 09/26/16 10:35 12-Butanone

ND 1.0 ug/L 09/26/16 10:35 1cis-1,2-Dichloroethene

ND 2.0 ug/L 09/26/16 10:35 1Bromochloromethane

ND 5.0 ug/L 09/26/16 10:35 1Chloroform

ND 3.0 ug/L 09/26/16 10:35 11,1,1-Trichloroethane

ND 3.0 ug/L 09/26/16 10:35 1Carbon tetrachloride

ND 3.0 ug/L 09/26/16 10:35 11,1-Dichloropropene

ND 2.0 ug/L 09/26/16 10:35 1Benzene

ND 1.0 ug/L 09/26/16 10:35 11,2-Dichloroethane

ND 3.0 ug/L 09/26/16 10:35 1Trichloroethene

ND 1.0 ug/L 09/26/16 10:35 11,2-Dichloropropane

ND 1.0 ug/L 09/26/16 10:35 1Dibromomethane

ND 2.0 ug/L 09/26/16 10:35 1Bromodichloromethane

ND 1.0 ug/L 09/26/16 10:35 1cis-1,3-Dichloropropene

ND 15 ug/L 09/26/16 10:35 14-Methyl-2-pentanone

ND 2.0 ug/L 09/26/16 10:35 1Toluene

ND 1.0 ug/L 09/26/16 10:35 1trans-1,3-Dichloropropene

ND 1.0 ug/L 09/26/16 10:35 11,1,2-Trichloroethane

ND 3.0 ug/L 09/26/16 10:35 1Tetrachloroethene

ND 1.0 ug/L 09/26/16 10:35 11,3-Dichloropropane

ND 20 ug/L 09/26/16 10:35 12-Hexanone

ND 1.0 ug/L 09/26/16 10:35 1Dibromochloromethane

ND 1.0 ug/L 09/26/16 10:35 11,2-Dibromoethane

ND 2.0 ug/L 09/26/16 10:35 1Chlorobenzene

ND 3.0 ug/L 09/26/16 10:35 1Ethylbenzene

ND 2.0 ug/L 09/26/16 10:35 11,1,1,2-Tetrachloroethane

ND 3.0 ug/L 09/26/16 10:35 1m-Xylene & p-Xylene

ND 2.0 ug/L 09/26/16 10:35 1o-Xylene

ND 5.0 ug/L 09/26/16 10:35 1Styrene

ND 1.0 ug/L 09/26/16 10:35 1Bromoform

ND 2.0 ug/L 09/26/16 10:35 1Isopropylbenzene

ND 2.0 ug/L 09/26/16 10:35 1Bromobenzene

ND 3.0 ug/L 09/26/16 10:35 1N-Propylbenzene

ND 1.0 ug/L 09/26/16 10:35 11,1,2,2-Tetrachloroethane

ND 2.0 ug/L 09/26/16 10:35 14-Chlorotoluene
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228277/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228277

RL MDL

t-Butylbenzene ND 3.0 ug/L 09/26/16 10:35 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 3.0 ug/L 09/26/16 10:35 11,2,4-Trimethylbenzene

ND 3.0 ug/L 09/26/16 10:35 1sec-Butylbenzene

ND 2.0 ug/L 09/26/16 10:35 11,3-Dichlorobenzene

ND 3.0 ug/L 09/26/16 10:35 14-Isopropyltoluene

ND 4.0 ug/L 09/26/16 10:35 11,4-Dichlorobenzene

ND 3.0 ug/L 09/26/16 10:35 1n-Butylbenzene

ND 2.0 ug/L 09/26/16 10:35 11,2-Dichlorobenzene

ND 10 ug/L 09/26/16 10:35 11,2-Dibromo-3-Chloropropane

ND 1.0 ug/L 09/26/16 10:35 11,2,4-Trichlorobenzene

ND 2.0 ug/L 09/26/16 10:35 11,2,3-Trichlorobenzene

ND 2.0 ug/L 09/26/16 10:35 1Hexachlorobutadiene

ND 2.0 ug/L 09/26/16 10:35 1Naphthalene

ND 1.0 ug/L 09/26/16 10:35 1Methyl tert-butyl ether

ND 2.0 ug/L 09/26/16 10:35 11,2,3-Trichloropropane

ND 3.0 ug/L 09/26/16 10:35 11,3,5-Trimethylbenzene

ND 3.0 ug/L 09/26/16 10:35 12-Chlorotoluene

Toluene-d8 (Surr) 99 82 - 122 09/26/16 10:35 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

95 09/26/16 10:35 14-Bromofluorobenzene (Surr) 75 - 125

91 09/26/16 10:35 1Dibromofluoromethane (Surr) 77 - 118

103 09/26/16 10:35 1Trifluorotoluene (Surr) 80 - 141

86 09/26/16 10:35 11,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228277/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228277

Dichlorodifluoromethane 10.0 9.29 ug/L 93 20 - 141

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Chloromethane 10.0 11.3 ug/L 113 40 - 149

Vinyl chloride 10.0 9.85 ug/L 98 56 - 114

Bromomethane 10.0 8.73 ug/L 87 55 - 125

Chloroethane 10.0 9.59 ug/L 96 60 - 126

Trichlorofluoromethane 10.0 7.43 ug/L 74 49 - 130

1,1-Dichloroethene 10.1 10.6 ug/L 106 70 - 117

Carbon disulfide 10.0 11.5 ug/L 115 63 - 122

Acetone 50.0 51.9 ug/L 104 20 - 150

Methylene Chloride 10.0 11.1 ug/L 111 70 - 115

trans-1,2-Dichloroethene 10.0 11.2 ug/L 111 72 - 113

1,1-Dichloroethane 10.0 10.8 ug/L 108 70 - 135

2,2-Dichloropropane 10.0 8.69 ug/L 87 50 - 140

2-Butanone 50.0 70.4 ug/L 141 30 - 150

cis-1,2-Dichloroethene 10.0 10.6 ug/L 106 70 - 111

Bromochloromethane 10.0 10.1 ug/L 101 65 - 120

Chloroform 10.0 9.90 ug/L 99 80 - 119

1,1,1-Trichloroethane 10.0 9.02 ug/L 90 65 - 130
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228277/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228277

Carbon tetrachloride 10.0 8.68 ug/L 87 65 - 124

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,1-Dichloropropene 10.0 10.6 ug/L 106 75 - 120

Benzene 10.0 11.7 ug/L 117 80 - 120

1,2-Dichloroethane 10.0 9.07 ug/L 91 58 - 143

Trichloroethene 10.0 10.8 ug/L 108 70 - 125

1,2-Dichloropropane 10.0 11.5 ug/L 115 58 - 150

Dibromomethane 10.0 9.63 ug/L 96 61 - 142

Bromodichloromethane 10.0 9.65 ug/L 96 75 - 120

cis-1,3-Dichloropropene 10.0 11.1 ug/L 111 77 - 117

4-Methyl-2-pentanone 50.0 58.6 ug/L 117 20 - 150

Toluene 10.0 10.6 ug/L 106 75 - 120

trans-1,3-Dichloropropene 10.0 10.5 ug/L 104 73 - 122

1,1,2-Trichloroethane 10.0 10.3 ug/L 102 69 - 135

Tetrachloroethene 10.0 9.87 ug/L 98 70 - 124

1,3-Dichloropropane 10.0 10.2 ug/L 102 69 - 134

2-Hexanone 50.0 57.2 ug/L 114 20 - 150

Dibromochloromethane 10.0 9.02 ug/L 90 71 - 118

1,2-Dibromoethane 10.0 9.87 ug/L 99 66 - 133

Chlorobenzene 10.0 10.6 ug/L 105 80 - 120

Ethylbenzene 10.0 10.9 ug/L 109 75 - 119

1,1,1,2-Tetrachloroethane 10.0 9.47 ug/L 94 64 - 130

m-Xylene & p-Xylene 10.0 10.1 ug/L 101 75 - 119

o-Xylene 10.0 10.3 ug/L 102 74 - 120

Styrene 10.0 10.4 ug/L 104 76 - 116

Bromoform 10.0 8.55 ug/L 85 55 - 130

Isopropylbenzene 10.0 10.3 ug/L 103 75 - 125

Bromobenzene 10.0 10.0 ug/L 100 75 - 115

N-Propylbenzene 10.0 11.2 ug/L 112 70 - 124

1,1,2,2-Tetrachloroethane 10.0 11.6 ug/L 116 65 - 130

4-Chlorotoluene 10.0 10.3 ug/L 103 68 - 121

t-Butylbenzene 10.0 10.1 ug/L 101 70 - 121

1,2,4-Trimethylbenzene 10.0 10.3 ug/L 103 75 - 121

sec-Butylbenzene 10.0 10.3 ug/L 103 70 - 125

1,3-Dichlorobenzene 10.0 10.0 ug/L 100 72 - 116

4-Isopropyltoluene 10.0 10.0 ug/L 100 66 - 120

1,4-Dichlorobenzene 10.0 9.65 ug/L 96 75 - 117

n-Butylbenzene 10.0 9.57 ug/L 96 70 - 120

1,2-Dichlorobenzene 10.0 9.84 ug/L 98 70 - 120

1,2-Dibromo-3-Chloropropane 10.0 10.2 ug/L 102 58 - 141

1,2,4-Trichlorobenzene 10.0 9.23 ug/L 92 56 - 129

1,2,3-Trichlorobenzene 10.0 8.81 ug/L 88 55 - 133

Hexachlorobutadiene 10.0 8.28 ug/L 83 56 - 125

Naphthalene 10.0 10.4 ug/L 103 55 - 134

Methyl tert-butyl ether 10.0 11.2 ug/L 112 65 - 125

1,2,3-Trichloropropane 10.0 10.3 ug/L 103 65 - 135

1,3,5-Trimethylbenzene 10.0 10.2 ug/L 102 75 - 122

2-Chlorotoluene 10.0 10.5 ug/L 105 69 - 125
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228277/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228277

Toluene-d8 (Surr) 82 - 122

Surrogate

99

LCS LCS

Qualifier Limits%Recovery

964-Bromofluorobenzene (Surr) 75 - 125

90Dibromofluoromethane (Surr) 77 - 118

103Trifluorotoluene (Surr) 80 - 141

841,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-228277/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228277

Dichlorodifluoromethane 10.0 9.98 ug/L 100 20 - 141 7 35

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Chloromethane 10.0 11.5 ug/L 115 40 - 149 2 22

Vinyl chloride 10.0 9.96 ug/L 100 56 - 114 1 23

Bromomethane 10.0 9.42 ug/L 94 55 - 125 8 30

Chloroethane 10.0 10.1 ug/L 101 60 - 126 5 30

Trichlorofluoromethane 10.0 7.63 ug/L 76 49 - 130 3 35

1,1-Dichloroethene 10.1 11.6 ug/L 115 70 - 117 8 21

Carbon disulfide 10.0 12.0 ug/L 120 63 - 122 4 20

Acetone 50.0 55.0 ug/L 110 20 - 150 6 35

Methylene Chloride 10.0 11.4 ug/L 113 70 - 115 2 19

trans-1,2-Dichloroethene 10.0 11.6 * ug/L 116 72 - 113 4 21

1,1-Dichloroethane 10.0 10.7 ug/L 107 70 - 135 1 20

2,2-Dichloropropane 10.0 9.45 ug/L 94 50 - 140 8 20

2-Butanone 50.0 71.4 ug/L 143 30 - 150 1 35

cis-1,2-Dichloroethene 10.0 10.9 ug/L 109 70 - 111 3 15

Bromochloromethane 10.0 10.2 ug/L 102 65 - 120 1 17

Chloroform 10.0 10.2 ug/L 102 80 - 119 3 15

1,1,1-Trichloroethane 10.0 9.03 ug/L 90 65 - 130 0 18

Carbon tetrachloride 10.0 8.96 ug/L 89 65 - 124 3 19

1,1-Dichloropropene 10.0 10.8 ug/L 108 75 - 120 2 20

Benzene 10.0 11.8 ug/L 117 80 - 120 1 14

1,2-Dichloroethane 10.0 9.27 ug/L 93 58 - 143 2 17

Trichloroethene 10.0 10.8 ug/L 108 70 - 125 0 23

1,2-Dichloropropane 10.0 12.2 ug/L 122 58 - 150 5 15

Dibromomethane 10.0 10.1 ug/L 101 61 - 142 5 15

Bromodichloromethane 10.0 10.2 ug/L 102 75 - 120 6 14

cis-1,3-Dichloropropene 10.0 11.0 ug/L 110 77 - 117 1 24

4-Methyl-2-pentanone 50.0 59.1 ug/L 118 20 - 150 1 30

Toluene 10.0 10.5 ug/L 105 75 - 120 1 19

trans-1,3-Dichloropropene 10.0 10.7 ug/L 107 73 - 122 2 30

1,1,2-Trichloroethane 10.0 10.3 ug/L 103 69 - 135 0 24

Tetrachloroethene 10.0 9.88 ug/L 98 70 - 124 0 20

1,3-Dichloropropane 10.0 10.3 ug/L 102 69 - 134 1 23

2-Hexanone 50.0 63.1 ug/L 126 20 - 150 10 30

Dibromochloromethane 10.0 8.95 ug/L 89 71 - 118 1 21

1,2-Dibromoethane 10.0 10.1 ug/L 101 66 - 133 2 17

Chlorobenzene 10.0 10.3 ug/L 102 80 - 120 3 15
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-228277/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228277

Ethylbenzene 10.0 10.7 ug/L 106 75 - 119 2 14

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,1,1,2-Tetrachloroethane 10.0 9.60 ug/L 96 64 - 130 1 20

m-Xylene & p-Xylene 10.0 10.2 ug/L 102 75 - 119 1 14

o-Xylene 10.0 10.2 ug/L 102 74 - 120 0 16

Styrene 10.0 10.5 ug/L 104 76 - 116 0 16

Bromoform 10.0 8.83 ug/L 88 55 - 130 3 20

Isopropylbenzene 10.0 10.4 ug/L 104 75 - 125 1 20

Bromobenzene 10.0 10.0 ug/L 100 75 - 115 0 13

N-Propylbenzene 10.0 11.2 ug/L 112 70 - 124 0 13

1,1,2,2-Tetrachloroethane 10.0 11.6 ug/L 116 65 - 130 0 18

4-Chlorotoluene 10.0 10.4 ug/L 104 68 - 121 1 15

t-Butylbenzene 10.0 10.3 ug/L 103 70 - 121 2 14

1,2,4-Trimethylbenzene 10.0 10.5 ug/L 105 75 - 121 2 16

sec-Butylbenzene 10.0 10.5 ug/L 105 70 - 125 2 15

1,3-Dichlorobenzene 10.0 9.94 ug/L 99 72 - 116 1 14

4-Isopropyltoluene 10.0 10.2 ug/L 102 66 - 120 2 13

1,4-Dichlorobenzene 10.0 10.0 ug/L 100 75 - 117 4 17

n-Butylbenzene 10.0 9.93 ug/L 99 70 - 120 4 20

1,2-Dichlorobenzene 10.0 10.3 ug/L 103 70 - 120 5 15

1,2-Dibromo-3-Chloropropane 10.0 10.6 ug/L 106 58 - 141 4 30

1,2,4-Trichlorobenzene 10.0 10.1 ug/L 101 56 - 129 9 22

1,2,3-Trichlorobenzene 10.0 9.45 ug/L 94 55 - 133 7 35

Hexachlorobutadiene 10.0 9.21 ug/L 92 56 - 125 11 19

Naphthalene 10.0 11.1 ug/L 111 55 - 134 7 30

Methyl tert-butyl ether 10.0 11.2 ug/L 112 65 - 125 0 18

1,2,3-Trichloropropane 10.0 10.4 ug/L 104 65 - 135 1 22

1,3,5-Trimethylbenzene 10.0 10.3 ug/L 103 75 - 122 1 14

2-Chlorotoluene 10.0 10.2 ug/L 102 69 - 125 3 15

Toluene-d8 (Surr) 82 - 122

Surrogate

98

LCSD LCSD

Qualifier Limits%Recovery

954-Bromofluorobenzene (Surr) 75 - 125

91Dibromofluoromethane (Surr) 77 - 118

104Trifluorotoluene (Surr) 80 - 141

861,2-Dichloroethane-d4 (Surr) 65 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 580-228099/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228285 Prep Batch: 228099

RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 11,2-Dichlorobenzene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 11,3-Dichlorobenzene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 11,4-Dichlorobenzene

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 11-Methylnaphthalene
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228099/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228285 Prep Batch: 228099

RL MDL

2,4,5-Trichlorophenol ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.60 ug/L 09/22/16 14:28 09/26/16 13:33 12,4,6-Trichlorophenol

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 12,4-Dichlorophenol

ND 2.0 ug/L 09/22/16 14:28 09/26/16 13:33 12,4-Dimethylphenol

ND 5.0 ug/L 09/22/16 14:28 09/26/16 13:33 12,4-Dinitrophenol

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 12,4-Dinitrotoluene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 12,6-Dinitrotoluene

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 12-Chloronaphthalene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 12-Chlorophenol

ND 0.20 ug/L 09/22/16 14:28 09/26/16 13:33 12-Methylnaphthalene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 12-Methylphenol

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 12-Nitroaniline

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 12-Nitrophenol

ND 0.80 ug/L 09/22/16 14:28 09/26/16 13:33 13 & 4 Methylphenol

ND 2.0 ug/L 09/22/16 14:28 09/26/16 13:33 13,3'-Dichlorobenzidine

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 13-Nitroaniline

ND 4.0 ug/L 09/22/16 14:28 09/26/16 13:33 14,6-Dinitro-2-methylphenol

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 14-Bromophenyl phenyl ether

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 14-Chloro-3-methylphenol

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 14-Chloroaniline

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 14-Chlorophenyl phenyl ether

ND 0.60 ug/L 09/22/16 14:28 09/26/16 13:33 14-Nitroaniline

ND 3.0 ug/L 09/22/16 14:28 09/26/16 13:33 14-Nitrophenol

ND 0.10 ug/L 09/22/16 14:28 09/26/16 13:33 1Acenaphthene

ND 0.080 ug/L 09/22/16 14:28 09/26/16 13:33 1Acenaphthylene

ND 0.040 ug/L 09/22/16 14:28 09/26/16 13:33 1Anthracene

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 1Benzo[a]anthracene

ND 0.040 ug/L 09/22/16 14:28 09/26/16 13:33 1Benzo[a]pyrene

ND 0.080 ug/L 09/22/16 14:28 09/26/16 13:33 1Benzo[b]fluoranthene

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 1Benzo[g,h,i]perylene

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 1Benzo[k]fluoranthene

ND 3.0 ug/L 09/22/16 14:28 09/26/16 13:33 1Benzoic acid

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Benzyl alcohol

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Bis(2-chloroethoxy)methane

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Bis(2-chloroethyl)ether

ND 3.0 ug/L 09/22/16 14:28 09/26/16 13:33 1Bis(2-ethylhexyl) phthalate

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1bis(chloroisopropyl) ether

ND 0.60 ug/L 09/22/16 14:28 09/26/16 13:33 1Butyl benzyl phthalate

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Carbazole

ND 0.040 ug/L 09/22/16 14:28 09/26/16 13:33 1Chrysene

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 1Dibenz(a,h)anthracene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Dibenzofuran

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Diethyl phthalate

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Dimethyl phthalate

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Di-n-butyl phthalate

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Di-n-octyl phthalate

ND 0.050 ug/L 09/22/16 14:28 09/26/16 13:33 1Fluoranthene

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 1Fluorene
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228099/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228285 Prep Batch: 228099

RL MDL

Hexachlorobenzene ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.60 ug/L 09/22/16 14:28 09/26/16 13:33 1Hexachlorobutadiene

ND 2.0 ug/L 09/22/16 14:28 09/26/16 13:33 1Hexachlorocyclopentadiene

ND 0.60 ug/L 09/22/16 14:28 09/26/16 13:33 1Hexachloroethane

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 1Indeno[1,2,3-cd]pyrene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Isophorone

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Naphthalene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1Nitrobenzene

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1N-Nitrosodi-n-propylamine

ND 0.40 ug/L 09/22/16 14:28 09/26/16 13:33 1N-Nitrosodiphenylamine

ND 0.70 ug/L 09/22/16 14:28 09/26/16 13:33 1Pentachlorophenol

ND 0.080 ug/L 09/22/16 14:28 09/26/16 13:33 1Phenanthrene

ND 0.60 ug/L 09/22/16 14:28 09/26/16 13:33 1Phenol

ND 0.060 ug/L 09/22/16 14:28 09/26/16 13:33 1Pyrene

2,4,6-Tribromophenol (Surr) 71 57 - 132 09/26/16 13:33 1

MB MB

Surrogate

09/22/16 14:28

Dil FacPrepared AnalyzedQualifier Limits%Recovery

82 09/22/16 14:28 09/26/16 13:33 12-Fluorobiphenyl 50 - 120

95 09/22/16 14:28 09/26/16 13:33 12-Fluorophenol (Surr) 50 - 113

87 09/22/16 14:28 09/26/16 13:33 1Nitrobenzene-d5 (Surr) 59 - 120

91 09/22/16 14:28 09/26/16 13:33 1Phenol-d5 (Surr) 52 - 120

75 09/22/16 14:28 09/26/16 13:33 1Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228099/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228285 Prep Batch: 228099

1,2,4-Trichlorobenzene 2.00 1.65 ug/L 82 40 - 115

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichlorobenzene 2.00 1.77 ug/L 88 44 - 119

1,3-Dichlorobenzene 2.00 1.58 ug/L 79 34 - 116

1,4-Dichlorobenzene 2.00 1.59 ug/L 79 40 - 118

1-Methylnaphthalene 2.00 1.69 ug/L 85 54 - 119

2,4,5-Trichlorophenol 2.00 1.69 ug/L 85 56 - 122

2,4,6-Trichlorophenol 2.00 1.52 ug/L 76 55 - 134

2,4-Dichlorophenol 2.00 1.77 ug/L 88 50 - 125

2,4-Dimethylphenol 2.00 1.41 J ug/L 71 20 - 106

2,4-Dinitrophenol 4.00 1.74 J ug/L 44 24 - 139

2,4-Dinitrotoluene 2.00 1.72 ug/L 86 40 - 143

2,6-Dinitrotoluene 2.00 1.72 ug/L 86 45 - 134

2-Chloronaphthalene 2.00 1.67 ug/L 83 55 - 125

2-Chlorophenol 2.00 1.96 ug/L 98 57 - 125

2-Methylnaphthalene 2.00 1.69 ug/L 85 56 - 117

2-Methylphenol 2.00 1.86 ug/L 93 53 - 118

2-Nitroaniline 2.00 1.96 ug/L 98 58 - 124

2-Nitrophenol 2.00 1.42 ug/L 71 20 - 150

3 & 4 Methylphenol 2.00 1.90 ug/L 95 54 - 112

3,3'-Dichlorobenzidine 4.00 0.883 J ug/L 22 20 - 121
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228099/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228285 Prep Batch: 228099

3-Nitroaniline 2.00 0.734 ug/L 37 22 - 124

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

4,6-Dinitro-2-methylphenol 4.00 1.94 J ug/L 49 20 - 150

4-Bromophenyl phenyl ether 2.00 1.68 ug/L 84 62 - 132

4-Chloro-3-methylphenol 2.00 1.90 ug/L 95 56 - 133

4-Chloroaniline 2.00 ND * ug/L 1 20 - 110

4-Chlorophenyl phenyl ether 2.00 1.66 ug/L 83 59 - 125

4-Nitroaniline 2.00 1.48 ug/L 74 40 - 118

4-Nitrophenol 4.00 3.76 ug/L 94 20 - 150

Acenaphthene 2.00 1.78 ug/L 89 55 - 113

Acenaphthylene 2.00 1.50 ug/L 75 24 - 135

Anthracene 2.00 1.46 ug/L 73 20 - 125

Benzo[a]anthracene 2.00 1.63 ug/L 82 49 - 115

Benzo[a]pyrene 2.00 1.58 ug/L 79 20 - 115

Benzo[b]fluoranthene 2.00 1.89 ug/L 94 63 - 129

Benzo[g,h,i]perylene 2.00 2.26 ug/L 113 58 - 127

Benzo[k]fluoranthene 2.00 2.03 ug/L 101 60 - 134

Benzoic acid 4.00 3.41 ug/L 85 20 - 150

Benzyl alcohol 2.00 1.82 ug/L 91 52 - 124

Bis(2-chloroethoxy)methane 2.00 2.06 ug/L 103 59 - 125

Bis(2-chloroethyl)ether 2.00 1.99 ug/L 99 55 - 125

Bis(2-ethylhexyl) phthalate 2.00 2.27 J ug/L 114 22 - 150

bis(chloroisopropyl) ether 2.00 1.58 ug/L 79 44 - 123

Butyl benzyl phthalate 2.00 2.27 ug/L 114 46 - 150

Carbazole 2.00 1.72 ug/L 86 68 - 142

Chrysene 2.00 1.73 ug/L 86 57 - 131

Dibenz(a,h)anthracene 2.00 2.25 ug/L 113 56 - 124

Dibenzofuran 2.00 1.71 ug/L 85 60 - 125

Diethyl phthalate 2.00 1.91 ug/L 95 60 - 134

Dimethyl phthalate 2.00 1.76 ug/L 88 65 - 134

Di-n-butyl phthalate 2.00 2.03 ug/L 102 67 - 140

Di-n-octyl phthalate 2.00 2.37 ug/L 119 55 - 150

Fluoranthene 2.00 1.73 ug/L 87 70 - 135

Fluorene 2.00 1.73 ug/L 86 57 - 125

Hexachlorobenzene 2.00 1.63 ug/L 82 55 - 135

Hexachlorobutadiene 2.00 1.48 ug/L 74 25 - 125

Hexachlorocyclopentadiene 2.00 0.565 J ug/L 28 20 - 110

Hexachloroethane 2.00 1.70 ug/L 85 24 - 125

Indeno[1,2,3-cd]pyrene 2.00 2.16 ug/L 108 54 - 124

Isophorone 2.00 2.02 ug/L 101 64 - 125

Naphthalene 2.00 1.76 ug/L 88 56 - 119

Nitrobenzene 2.00 1.94 ug/L 97 62 - 125

N-Nitrosodi-n-propylamine 2.00 1.73 ug/L 87 54 - 120

N-Nitrosodiphenylamine 2.00 1.35 ug/L 68 40 - 124

Pentachlorophenol 4.00 2.48 ug/L 62 30 - 122

Phenanthrene 2.00 1.84 ug/L 92 57 - 125

Phenol 2.00 1.76 ug/L 88 53 - 113

Pyrene 2.00 1.71 ug/L 86 64 - 128
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228099/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228285 Prep Batch: 228099

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

75

LCS LCS

Qualifier Limits%Recovery

712-Fluorobiphenyl 50 - 120

942-Fluorophenol (Surr) 50 - 113

88Nitrobenzene-d5 (Surr) 59 - 120

88Phenol-d5 (Surr) 52 - 120

79Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-228099/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228285 Prep Batch: 228099

1,2,4-Trichlorobenzene 2.00 1.82 ug/L 91 40 - 115 10 20

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,2-Dichlorobenzene 2.00 2.04 ug/L 102 44 - 119 14 20

1,3-Dichlorobenzene 2.00 1.85 ug/L 92 34 - 116 15 29

1,4-Dichlorobenzene 2.00 1.82 ug/L 91 40 - 118 14 20

1-Methylnaphthalene 2.00 1.75 ug/L 87 54 - 119 3 20

2,4,5-Trichlorophenol 2.00 1.80 ug/L 90 56 - 122 6 20

2,4,6-Trichlorophenol 2.00 1.64 ug/L 82 55 - 134 7 20

2,4-Dichlorophenol 2.00 1.83 ug/L 92 50 - 125 3 26

2,4-Dimethylphenol 2.00 1.42 J ug/L 71 20 - 106 0 35

2,4-Dinitrophenol 4.00 2.22 J ug/L 55 24 - 139 24 35

2,4-Dinitrotoluene 2.00 1.80 ug/L 90 40 - 143 4 29

2,6-Dinitrotoluene 2.00 1.86 ug/L 93 45 - 134 8 31

2-Chloronaphthalene 2.00 1.77 ug/L 88 55 - 125 6 20

2-Chlorophenol 2.00 2.03 ug/L 102 57 - 125 4 20

2-Methylnaphthalene 2.00 1.79 ug/L 90 56 - 117 6 20

2-Methylphenol 2.00 1.92 ug/L 96 53 - 118 3 33

2-Nitroaniline 2.00 1.91 ug/L 96 58 - 124 2 20

2-Nitrophenol 2.00 1.59 ug/L 80 20 - 150 12 35

3 & 4 Methylphenol 2.00 1.98 ug/L 99 54 - 112 4 20

3,3'-Dichlorobenzidine 4.00 0.946 J ug/L 24 20 - 121 7 35

3-Nitroaniline 2.00 0.635 ug/L 32 22 - 124 14 35

4,6-Dinitro-2-methylphenol 4.00 2.63 J ug/L 66 20 - 150 30 30

4-Bromophenyl phenyl ether 2.00 1.69 ug/L 84 62 - 132 0 20

4-Chloro-3-methylphenol 2.00 1.91 ug/L 95 56 - 133 0 20

4-Chloroaniline 2.00 ND * ug/L 1 20 - 110 15 35

4-Chlorophenyl phenyl ether 2.00 1.73 ug/L 87 59 - 125 4 20

4-Nitroaniline 2.00 1.46 ug/L 73 40 - 118 2 20

4-Nitrophenol 4.00 3.94 ug/L 99 20 - 150 5 29

Acenaphthene 2.00 1.89 ug/L 94 55 - 113 6 20

Acenaphthylene 2.00 1.65 ug/L 83 24 - 135 10 20

Anthracene 2.00 1.55 ug/L 77 20 - 125 6 26

Benzo[a]anthracene 2.00 1.71 ug/L 85 49 - 115 5 20

Benzo[a]pyrene 2.00 1.64 ug/L 82 20 - 115 4 35

Benzo[b]fluoranthene 2.00 2.19 ug/L 110 63 - 129 15 20

Benzo[g,h,i]perylene 2.00 2.35 ug/L 117 58 - 127 4 20

Benzo[k]fluoranthene 2.00 2.00 ug/L 100 60 - 134 1 20

TestAmerica Seattle

Page 52 of 67 10/11/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1281



QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-228099/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228285 Prep Batch: 228099

Benzoic acid 4.00 3.84 ug/L 96 20 - 150 12 35

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Benzyl alcohol 2.00 1.87 ug/L 93 52 - 124 2 20

Bis(2-chloroethoxy)methane 2.00 2.08 ug/L 104 59 - 125 1 20

Bis(2-chloroethyl)ether 2.00 2.01 ug/L 101 55 - 125 1 20

Bis(2-ethylhexyl) phthalate 2.00 2.30 J ug/L 115 22 - 150 1 20

bis(chloroisopropyl) ether 2.00 1.66 ug/L 83 44 - 123 5 20

Butyl benzyl phthalate 2.00 2.27 ug/L 114 46 - 150 0 20

Carbazole 2.00 1.73 ug/L 87 68 - 142 1 20

Chrysene 2.00 1.74 ug/L 87 57 - 131 1 20

Dibenz(a,h)anthracene 2.00 2.40 ug/L 120 56 - 124 6 20

Dibenzofuran 2.00 1.84 ug/L 92 60 - 125 7 20

Diethyl phthalate 2.00 1.97 ug/L 98 60 - 134 3 20

Dimethyl phthalate 2.00 1.87 ug/L 93 65 - 134 6 20

Di-n-butyl phthalate 2.00 2.04 ug/L 102 67 - 140 0 20

Di-n-octyl phthalate 2.00 2.51 ug/L 125 55 - 150 6 20

Fluoranthene 2.00 1.76 ug/L 88 70 - 135 2 20

Fluorene 2.00 1.82 ug/L 91 57 - 125 6 20

Hexachlorobenzene 2.00 1.68 ug/L 84 55 - 135 3 20

Hexachlorobutadiene 2.00 1.63 ug/L 82 25 - 125 10 31

Hexachlorocyclopentadiene 2.00 0.664 J ug/L 33 20 - 110 16 35

Hexachloroethane 2.00 2.00 ug/L 100 24 - 125 16 35

Indeno[1,2,3-cd]pyrene 2.00 2.24 ug/L 112 54 - 124 4 20

Isophorone 2.00 2.10 ug/L 105 64 - 125 4 20

Naphthalene 2.00 1.86 ug/L 93 56 - 119 6 20

Nitrobenzene 2.00 2.01 ug/L 100 62 - 125 3 20

N-Nitrosodi-n-propylamine 2.00 1.84 ug/L 92 54 - 120 6 20

N-Nitrosodiphenylamine 2.00 1.41 ug/L 70 40 - 124 4 20

Pentachlorophenol 4.00 2.56 ug/L 64 30 - 122 3 35

Phenanthrene 2.00 1.86 ug/L 93 57 - 125 1 20

Phenol 2.00 1.76 ug/L 88 53 - 113 0 20

Pyrene 2.00 1.79 ug/L 90 64 - 128 5 20

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

77

LCSD LCSD

Qualifier Limits%Recovery

802-Fluorobiphenyl 50 - 120

1012-Fluorophenol (Surr) 50 - 113

95Nitrobenzene-d5 (Surr) 59 - 120

95Phenol-d5 (Surr) 52 - 120

80Terphenyl-d14 (Surr) 72 - 140

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)

Client Sample ID: Method BlankLab Sample ID: MB 280-344550/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 344564 Prep Batch: 344550

RL MDL

1,2,3-Trichloropropane ND 0.020 ug/L 09/30/16 17:20 09/30/16 18:34 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier
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QC Sample Results
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 280-344550/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 344564 Prep Batch: 344550

RL MDL

1,2-Dibromoethane ND 0.020 ug/L 09/30/16 17:20 09/30/16 18:34 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

1,2-Dibromopropane 118 70 - 130 09/30/16 18:34 1

MB MB

Surrogate

09/30/16 17:20

Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-344550/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 344564 Prep Batch: 344550

1,2,3-Trichloropropane 0.250 0.261 ug/L 104 70 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dibromoethane 0.250 0.244 ug/L 98 70 - 130

1,2-Dibromopropane 70 - 130

Surrogate

117

LCS LCS

Qualifier Limits%Recovery
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62627-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: MW-82A-0916 Lab Sample ID: 580-62627-1
Matrix: WaterDate Collected: 09/16/16 10:37

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 12:57 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 16:27 ERZ TAL SEATotal/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 19:12 MPS TAL DENTotal/NA

Client Sample ID: MW-82B-0916 Lab Sample ID: 580-62627-2
Matrix: WaterDate Collected: 09/16/16 13:31

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 13:26 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 16:52 ERZ TAL SEATotal/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 19:31 MPS TAL DENTotal/NA

Client Sample ID: MW-27B-0916 Lab Sample ID: 580-62627-3
Matrix: WaterDate Collected: 09/16/16 16:55

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 13:55 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 17:17 ERZ TAL SEATotal/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 19:50 MPS TAL DENTotal/NA

Client Sample ID: MW-74A-0916 Lab Sample ID: 580-62627-4
Matrix: WaterDate Collected: 09/17/16 10:37

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 14:24 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 17:42 ERZ TAL SEATotal/NA
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62627-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: MW-74B-0916 Lab Sample ID: 580-62627-5
Matrix: WaterDate Collected: 09/17/16 12:41

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 14:52 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 18:06 ERZ TAL SEATotal/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 20:09 MPS TAL DENTotal/NA

Client Sample ID: MW-50A-0916 Lab Sample ID: 580-62627-6
Matrix: WaterDate Collected: 09/18/16 12:46

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 15:20 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 18:31 ERZ TAL SEATotal/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 20:28 MPS TAL DENTotal/NA

Client Sample ID: MW-50B-0916 Lab Sample ID: 580-62627-7
Matrix: WaterDate Collected: 09/18/16 09:41

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 15:48 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 18:56 ERZ TAL SEATotal/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 20:47 MPS TAL DENTotal/NA

Client Sample ID: MW-87B-0916 Lab Sample ID: 580-62627-8
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 16:17 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 19:21 ERZ TAL SEATotal/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 21:06 MPS TAL DENTotal/NA

TestAmerica Seattle
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62627-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: MW-87Z-0916 Lab Sample ID: 580-62627-9
Matrix: WaterDate Collected: 09/18/16 15:10

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 16:45 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228099 09/22/16 14:28 DSO TAL SEATotal/NA

Analysis 8270D 1 228285 09/26/16 19:46 ERZ TAL SEATotal/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 22:03 MPS TAL DENTotal/NA

Client Sample ID: TB-4-0916 Lab Sample ID: 580-62627-10
Matrix: WaterDate Collected: 09/16/16 10:37

Date Received: 09/20/16 09:30

Analysis 8260C 09/26/16 12:29 TL11 228277 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 8011 344550 09/30/16 17:20 MPS TAL DENTotal/NA

Analysis 8011 1 344564 09/30/16 21:25 MPS TAL DENTotal/NA

Laboratory References:

TAL DEN = TestAmerica Denver, 4955 Yarrow Street, Arvada, CO 80002, TEL (303)736-0100

TAL SEA = TestAmerica Seattle, 5755 8th Street East, Tacoma, WA 98424, TEL (253)922-2310

TestAmerica Seattle
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Certification Summary
Client: SLR International Corp TestAmerica Job ID: 580-62627-1
Project/Site: Kenai Wells, Event 2

Laboratory: TestAmerica Seattle
Unless otherwise noted, all analytes for this laboratory were covered under each certification below.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8270D 3520C Water 1,2,4-Trichlorobenzene

8270D 3520C Water 1,2-Dichlorobenzene

8270D 3520C Water 1,3-Dichlorobenzene

8270D 3520C Water 1,4-Dichlorobenzene

8270D 3520C Water 2,4,5-Trichlorophenol

8270D 3520C Water 2,4,6-Trichlorophenol

8270D 3520C Water 2,4-Dichlorophenol

8270D 3520C Water 2,4-Dimethylphenol

8270D 3520C Water 2,4-Dinitrophenol

8270D 3520C Water 2,4-Dinitrotoluene

8270D 3520C Water 2,6-Dinitrotoluene

8270D 3520C Water 2-Chloronaphthalene

8270D 3520C Water 2-Chlorophenol

8270D 3520C Water 2-Methylphenol

8270D 3520C Water 2-Nitroaniline

8270D 3520C Water 2-Nitrophenol

8270D 3520C Water 3 & 4 Methylphenol

8270D 3520C Water 3,3'-Dichlorobenzidine

8270D 3520C Water 3-Nitroaniline

8270D 3520C Water 4,6-Dinitro-2-methylphenol

8270D 3520C Water 4-Bromophenyl phenyl ether

8270D 3520C Water 4-Chloro-3-methylphenol

8270D 3520C Water 4-Chloroaniline

8270D 3520C Water 4-Chlorophenyl phenyl ether

8270D 3520C Water 4-Nitroaniline

8270D 3520C Water 4-Nitrophenol

8270D 3520C Water Benzoic acid

8270D 3520C Water Benzyl alcohol

8270D 3520C Water Bis(2-chloroethoxy)methane

8270D 3520C Water Bis(2-chloroethyl)ether

8270D 3520C Water Bis(2-ethylhexyl) phthalate

8270D 3520C Water bis(chloroisopropyl) ether

8270D 3520C Water Butyl benzyl phthalate

8270D 3520C Water Carbazole

8270D 3520C Water Dibenzofuran

8270D 3520C Water Diethyl phthalate

8270D 3520C Water Dimethyl phthalate

8270D 3520C Water Di-n-butyl phthalate

8270D 3520C Water Di-n-octyl phthalate

8270D 3520C Water Hexachlorobenzene

8270D 3520C Water Hexachlorobutadiene

8270D 3520C Water Hexachlorocyclopentadiene

8270D 3520C Water Hexachloroethane

8270D 3520C Water Isophorone

8270D 3520C Water Nitrobenzene

8270D 3520C Water N-Nitrosodi-n-propylamine

TestAmerica Seattle
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Certification Summary
Client: SLR International Corp TestAmerica Job ID: 580-62627-1
Project/Site: Kenai Wells, Event 2

Laboratory: TestAmerica Seattle (Continued)
Unless otherwise noted, all analytes for this laboratory were covered under each certification below.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8270D 3520C Water N-Nitrosodiphenylamine

8270D 3520C Water Pentachlorophenol

8270D 3520C Water Phenol

L-A-B DoD ELAP L2236 01-19-19

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8260C Water 1,3-Dichlorobenzene

Laboratory: TestAmerica Denver
All certifications held by this laboratory are listed.  Not all certifications are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date

A2LA 2907.01DoD ELAP 10-31-17

A2LA ISO/IEC 17025 2907.01 10-31-17

Alabama State Program 4 40730 09-30-12 *

Alaska (UST) State Program 10 UST-30 04-05-17

Arizona State Program 9 AZ0713 12-19-16

Arkansas DEQ State Program 6 88-0687 06-01-17

California State Program 9 2513 08-31-16 *

Connecticut State Program 1 PH-0686 09-30-18

Florida NELAP 4 E87667 06-30-17

Georgia State Program 4 N/A 01-09-17

Illinois NELAP 5 200017 04-30-17

Iowa State Program 7 370 11-30-16

Kansas NELAP 7 E-10166 04-30-17

Louisiana NELAP 6 02096 06-30-17

Maine State Program 1 CO0002 03-03-17

Minnesota NELAP 5 8-999-405 12-31-16

Nevada State Program 9 CO0026 07-31-17

New Hampshire NELAP 1 205310 04-28-17

New Jersey NELAP 2 CO004 06-30-17

New York NELAP 2 11964 04-01-17

North Carolina (WW/SW) State Program 4 358 12-31-16

North Dakota State Program 8 R-034 01-09-17

Oklahoma State Program 6 8614 08-31-17

Oregon NELAP 10 4025 01-09-17

Pennsylvania NELAP 3 68-00664 07-31-17

South Carolina State Program 4 72002001 01-09-17

Texas NELAP 6 T104704183-15-11 09-30-17

USDA Federal P330-13-00369 12-17-16

Utah NELAP 8 CO00026 07-31-17

Virginia NELAP 3 460232 06-14-17

Washington State Program 10 C583 08-03-17

West Virginia DEP State Program 3 354 11-30-16

Wisconsin State Program 5 999615430 08-31-17

Wyoming (UST) A2LA 8 2907.01 10-31-17

TestAmerica Seattle

* Certification renewal pending - certification considered valid.
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Sample Summary
TestAmerica Job ID: 580-62627-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

580-62627-1 MW-82A-0916 Water 09/16/16 10:37 09/20/16 09:30

580-62627-2 MW-82B-0916 Water 09/16/16 13:31 09/20/16 09:30

580-62627-3 MW-27B-0916 Water 09/16/16 16:55 09/20/16 09:30

580-62627-4 MW-74A-0916 Water 09/17/16 10:37 09/20/16 09:30

580-62627-5 MW-74B-0916 Water 09/17/16 12:41 09/20/16 09:30

580-62627-6 MW-50A-0916 Water 09/18/16 12:46 09/20/16 09:30

580-62627-7 MW-50B-0916 Water 09/18/16 09:41 09/20/16 09:30

580-62627-8 MW-87B-0916 Water 09/18/16 15:10 09/20/16 09:30

580-62627-9 MW-87Z-0916 Water 09/18/16 15:10 09/20/16 09:30

580-62627-10 TB-4-0916 Water 09/16/16 10:37 09/20/16 09:30

TestAmerica Seattle
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Login Sample Receipt Checklist

Client: SLR International Corp Job Number: 580-62627-1

Login Number: 62627

Question Answer Comment

Creator: Blankinship, Tom X

List Source: TestAmerica Seattle

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

FalseIs the Field Sampler's name present on COC? Refer to Job Narrative for details.

FalseThere are no discrepancies between the containers received and the COC. Refer to Job Narrative for details.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

FalseContainers are not broken or leaking. Refer to Job Narrative for details.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

N/ASample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

N/AContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica Seattle
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Login Sample Receipt Checklist

Client: SLR International Corp Job Number: 580-62627-1

Login Number: 62627

Question Answer Comment

Creator: Muniz, Ashley T

List Source: TestAmerica Denver

List Creation: 09/23/16 06:13 PMList Number: 2

N/ARadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

FalseThere are no discrepancies between the containers received and the COC. Times on containers do not match the COC. 
Logged in per COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

FalseContainers are not broken or leaking. Containers received broken. No volume could be 
salvaged for analysis.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.
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ANALYTICAL REPORT
TestAmerica Laboratories, Inc.
TestAmerica Seattle
5755 8th Street East
Tacoma, WA 98424
Tel: (253)922-2310

TestAmerica Job ID: 580-62712-1
Client Project/Site: Kenai Wells

For:
SLR International Corp
2700 Gambell Street
Suite 200
Anchorage, Alaska 99503

Attn: Jason Gray

Authorized for release by:
10/6/2016 1:56:16 PM
Kim Presley, Project Management Assistant I
(253)922-2310
kim.presley@testamericainc.com

Designee for

Robert Greer, Project Manager II
(253)922-2310
robert.greer@testamericainc.com

This report has been electronically signed and authorized by the signatory. Electronic signature is
intended to be the legally binding equivalent of a traditionally handwritten signature.

Results relate only to the items tested and the sample(s) as received by the laboratory.
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Case Narrative
Client: SLR International Corp TestAmerica Job ID: 580-62712-1
Project/Site: Kenai Wells

Job ID: 580-62712-1

Laboratory: TestAmerica Seattle

Narrative

Job Narrative

580-62712-1

Receipt 

The samples were received on 9/22/2016 9:30 AM; the samples arrived in good condition, properly preserved and, where required, on ice.  

The temperatures of the 2 coolers at receipt time were 0.8º C and 1.9º C.

Receipt Exceptions

The Field Sampler was not listed on the Chain of Custody.

GC/MS VOA 
Method(s) 8260C: The laboratory control sample duplicate (LCSD) for analytical batch 580-228478 recovered outside control limits for the 

following analytes: N-Propylbenzene and Vinyl chloride.  These analytes were biased high in the LCSD and were not detected in the 
associated samples; therefore, the data have been reported.

Method(s) 8260C: The %RPD of the laboratory control sample (LCS) and laboratory control standard duplicate (LCSD) for preparation 
batch 580-228478 recovered outside control limits for the following analytes: 1,2-Dibromo-3-Chloropropane and Dichlorodifluoromethane.   

Spike recovery for the LCS and LCSD for these analytes are within control limits.  

Method(s) 8260C: The matrix spike (MS) and matrix spike duplicate (MS/MSD) recoveries for analytical batch 580-228478 were outside 
control limits for multiple analytes.  Sample matrix interference and/or non-homogeneity are suspected  because the associated 

laboratory control sample (LCS) recovery was within acceptance limits.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

GC/MS Semi VOA 

Method(s) 8270D: The method blank for preparation batch 580-228351 and analytical batch 580-228682 contained Benzyl alcohol above 
the reporting limit (RL).  This target analyte concentration above the reporting limit but was less than the project-specific action limit; 
therefore, re-extraction and/or re-analysis of samples was not performed.  Associated laboratory samples have been qualifed and 
reported.  

Method(s) 8270D: The continuing calibration verification (CCV) associated with batch 580-228682 recovered outside acceptance criteria, 

low biased, for 4-Nitroaniline.  A reporting limit (RL) standard was analyzed, and the target analyte was detected.  Since the associated 
samples were non-detect for this analyte, the data have been reported.

Method(s) 8270D: The method blank for preparation batch 580-228351 and analytical batch 580-228822 contained Benzyl alcohol above 

the reporting limit (RL).  The associated samples with this method blank did not contain the target compound; therefore, re-extraction 

and/or re-analysis of samples were not performed.

Method(s) 8270D: The following analyte(s) recovered outside control limits for the laboratory control sample (LCS) associated with 

preparation batch 580-228351 and analytical batch 580-228682: 3,3'-Dichlorobenzidine, 4-Chloroaniline and Hexachlorocyclopentadiene.  

This is not indicative of a systematic control problem because these were random marginal exceedances.  Qualified results have been 

reported.

Method(s) 8270D: The matrix spike (MS) and matrix spike duplicate (MS/MSD) recovery and precision for preparation batch 580-228351 

and analytical batch 580-228682 was outside control limits for the following analyes: 3,3-Dichlorobenzidine, 4-Chloroaniline, 

Bis(2-ethylhexyl) phthalate, N-Nitrosodiphenylamine, and 3-Nitroaniline (%RPD only).   Sample matrix interference and/or 

non-homogeneity are suspected.

Method(s) 8270D: The following samples was diluted due to the nature of the sample matrix: MW-39B-0916 (580-62712-2), MW-62A-0916 
(580-62712-3) and APT-1-0916 (580-62712-4).  Elevated reporting limits (RLs) are provided.

TestAmerica Seattle
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Case Narrative
Client: SLR International Corp TestAmerica Job ID: 580-62712-1
Project/Site: Kenai Wells

Job ID: 580-62712-1 (Continued)

Laboratory: TestAmerica Seattle (Continued)

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Organic Prep 
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.

TestAmerica Seattle
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Definitions/Glossary
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Qualifiers

GC/MS VOA

Qualifier Description

* RPD of the LCS and LCSD exceeds the control limits

Qualifier

* LCS or LCSD  is outside acceptance limits.

F1 MS and/or MSD Recovery is outside acceptance limits.

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

GC/MS Semi VOA

Qualifier Description

* LCS or LCSD  is outside acceptance limits.

Qualifier

* RPD of the LCS and LCSD exceeds the control limits

F1 MS and/or MSD Recovery is outside acceptance limits.

F2 MS/MSD RPD exceeds control limits

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica Seattle

Page 5 of 54 10/6/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1301



Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-1Client Sample ID: MW-39A-0916
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND * 2.0 ug/L 09/27/16 20:22 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/27/16 20:22 1Chloromethane ND

1.0 ug/L 09/27/16 20:22 1Vinyl chloride ND *

5.0 ug/L 09/27/16 20:22 1Bromomethane ND

5.0 ug/L 09/27/16 20:22 1Chloroethane ND

3.0 ug/L 09/27/16 20:22 1Trichlorofluoromethane ND

2.0 ug/L 09/27/16 20:22 11,1-Dichloroethene ND

1.0 ug/L 09/27/16 20:22 1Carbon disulfide ND

50 ug/L 09/27/16 20:22 1Acetone ND

5.0 ug/L 09/27/16 20:22 1Methylene Chloride ND

3.0 ug/L 09/27/16 20:22 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 20:22 11,1-Dichloroethane ND

3.0 ug/L 09/27/16 20:22 12,2-Dichloropropane ND

20 ug/L 09/27/16 20:22 12-Butanone ND

1.0 ug/L 09/27/16 20:22 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 20:22 1Bromochloromethane ND

5.0 ug/L 09/27/16 20:22 1Chloroform ND

3.0 ug/L 09/27/16 20:22 11,1,1-Trichloroethane ND

3.0 ug/L 09/27/16 20:22 1Carbon tetrachloride ND

3.0 ug/L 09/27/16 20:22 11,1-Dichloropropene ND

2.0 ug/L 09/27/16 20:22 1Benzene ND

1.0 ug/L 09/27/16 20:22 11,2-Dichloroethane ND

3.0 ug/L 09/27/16 20:22 1Trichloroethene ND

1.0 ug/L 09/27/16 20:22 11,2-Dichloropropane ND

1.0 ug/L 09/27/16 20:22 1Dibromomethane ND

2.0 ug/L 09/27/16 20:22 1Bromodichloromethane ND

1.0 ug/L 09/27/16 20:22 1cis-1,3-Dichloropropene ND

15 ug/L 09/27/16 20:22 14-Methyl-2-pentanone ND

2.0 ug/L 09/27/16 20:22 1Toluene ND

1.0 ug/L 09/27/16 20:22 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/27/16 20:22 11,1,2-Trichloroethane ND

3.0 ug/L 09/27/16 20:22 1Tetrachloroethene ND

1.0 ug/L 09/27/16 20:22 11,3-Dichloropropane ND

20 ug/L 09/27/16 20:22 12-Hexanone ND

1.0 ug/L 09/27/16 20:22 1Dibromochloromethane ND

1.0 ug/L 09/27/16 20:22 11,2-Dibromoethane ND

2.0 ug/L 09/27/16 20:22 1Chlorobenzene ND

3.0 ug/L 09/27/16 20:22 1Ethylbenzene ND

2.0 ug/L 09/27/16 20:22 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/27/16 20:22 1m-Xylene & p-Xylene ND

2.0 ug/L 09/27/16 20:22 1o-Xylene ND

5.0 ug/L 09/27/16 20:22 1Styrene ND

1.0 ug/L 09/27/16 20:22 1Bromoform ND

2.0 ug/L 09/27/16 20:22 1Isopropylbenzene ND

2.0 ug/L 09/27/16 20:22 1Bromobenzene ND

3.0 ug/L 09/27/16 20:22 1N-Propylbenzene ND *

1.0 ug/L 09/27/16 20:22 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/27/16 20:22 14-Chlorotoluene ND

3.0 ug/L 09/27/16 20:22 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-1Client Sample ID: MW-39A-0916
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/27/16 20:22 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 20:22 1sec-Butylbenzene ND

2.0 ug/L 09/27/16 20:22 11,3-Dichlorobenzene ND

3.0 ug/L 09/27/16 20:22 14-Isopropyltoluene ND

4.0 ug/L 09/27/16 20:22 11,4-Dichlorobenzene ND

3.0 ug/L 09/27/16 20:22 1n-Butylbenzene ND

2.0 ug/L 09/27/16 20:22 11,2-Dichlorobenzene ND

10 ug/L 09/27/16 20:22 11,2-Dibromo-3-Chloropropane ND *

1.0 ug/L 09/27/16 20:22 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/27/16 20:22 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/27/16 20:22 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 20:22 1Naphthalene ND

1.0 ug/L 09/27/16 20:22 1Methyl tert-butyl ether ND

2.0 ug/L 09/27/16 20:22 11,2,3-Trichloropropane ND

3.0 ug/L 09/27/16 20:22 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/27/16 20:22 12-Chlorotoluene ND

Toluene-d8 (Surr) 102 82 - 122 09/27/16 20:22 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 98 09/27/16 20:22 175 - 125

Dibromofluoromethane (Surr) 94 09/27/16 20:22 177 - 118

Trifluorotoluene (Surr) 97 09/27/16 20:22 180 - 141

1,2-Dichloroethane-d4 (Surr) 104 09/27/16 20:22 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 11,2-Dichlorobenzene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 11,3-Dichlorobenzene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 11,4-Dichlorobenzene ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 11-Methylnaphthalene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 12,4,5-Trichlorophenol ND

0.60 ug/L 09/26/16 15:04 09/29/16 16:09 12,4,6-Trichlorophenol ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 12,4-Dichlorophenol ND

2.0 ug/L 09/26/16 15:04 09/29/16 16:09 12,4-Dimethylphenol ND

5.0 ug/L 09/26/16 15:04 09/29/16 16:09 12,4-Dinitrophenol ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 12,4-Dinitrotoluene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 12,6-Dinitrotoluene ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 12-Chloronaphthalene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 12-Chlorophenol ND

0.20 ug/L 09/26/16 15:04 09/29/16 16:09 12-Methylnaphthalene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 12-Methylphenol ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 12-Nitroaniline ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 12-Nitrophenol ND

0.80 ug/L 09/26/16 15:04 09/29/16 16:09 13 & 4 Methylphenol ND

2.0 ug/L 09/26/16 15:04 09/29/16 16:09 13,3'-Dichlorobenzidine ND *

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 13-Nitroaniline ND

4.0 ug/L 09/26/16 15:04 09/29/16 16:09 14,6-Dinitro-2-methylphenol ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 14-Bromophenyl phenyl ether ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-1Client Sample ID: MW-39A-0916
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 14-Chlorophenyl phenyl ether ND

0.60 ug/L 09/26/16 15:04 09/29/16 16:09 14-Nitroaniline ND *

3.0 ug/L 09/26/16 15:04 09/29/16 16:09 14-Nitrophenol ND

0.10 ug/L 09/26/16 15:04 09/29/16 16:09 1Acenaphthene ND

0.080 ug/L 09/26/16 15:04 09/29/16 16:09 1Acenaphthylene ND

0.040 ug/L 09/26/16 15:04 09/29/16 16:09 1Anthracene ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 1Benzo[a]anthracene ND

0.040 ug/L 09/26/16 15:04 09/29/16 16:09 1Benzo[a]pyrene ND

0.080 ug/L 09/26/16 15:04 09/29/16 16:09 1Benzo[b]fluoranthene ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 1Benzo[g,h,i]perylene ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 1Benzo[k]fluoranthene ND

3.0 ug/L 09/26/16 15:04 09/29/16 16:09 1Benzoic acid ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Benzyl alcohol ND *

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Bis(2-chloroethoxy)methane ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Bis(2-chloroethyl)ether ND

3.0 ug/L 09/26/16 15:04 09/29/16 16:09 1Bis(2-ethylhexyl) phthalate ND *

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1bis(chloroisopropyl) ether ND *

0.60 ug/L 09/26/16 15:04 09/29/16 16:09 1Butyl benzyl phthalate ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Carbazole ND

0.040 ug/L 09/26/16 15:04 09/29/16 16:09 1Chrysene ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 1Dibenz(a,h)anthracene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Dibenzofuran ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Diethyl phthalate ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Dimethyl phthalate ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Di-n-butyl phthalate ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Di-n-octyl phthalate ND

0.050 ug/L 09/26/16 15:04 09/29/16 16:09 1Fluoranthene ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 1Fluorene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Hexachlorobenzene ND

0.60 ug/L 09/26/16 15:04 09/29/16 16:09 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 15:04 09/29/16 16:09 1Hexachlorocyclopentadiene ND *

0.60 ug/L 09/26/16 15:04 09/29/16 16:09 1Hexachloroethane ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 1Indeno[1,2,3-cd]pyrene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Isophorone ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Naphthalene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1Nitrobenzene ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1N-Nitrosodi-n-propylamine ND

0.40 ug/L 09/26/16 15:04 09/29/16 16:09 1N-Nitrosodiphenylamine ND

0.70 ug/L 09/26/16 15:04 09/29/16 16:09 1Pentachlorophenol ND

0.080 ug/L 09/26/16 15:04 09/29/16 16:09 1Phenanthrene ND

0.60 ug/L 09/26/16 15:04 09/29/16 16:09 1Phenol ND

0.060 ug/L 09/26/16 15:04 09/29/16 16:09 1Pyrene ND

2,4,6-Tribromophenol (Surr) 80 57 - 132 09/26/16 15:04 09/29/16 16:09 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 80 09/26/16 15:04 09/29/16 16:09 150 - 120

2-Fluorophenol (Surr) 81 09/26/16 15:04 09/29/16 16:09 150 - 113

Nitrobenzene-d5 (Surr) 83 09/26/16 15:04 09/29/16 16:09 159 - 120

Phenol-d5 (Surr) 81 09/26/16 15:04 09/29/16 16:09 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-1Client Sample ID: MW-39A-0916
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 92 72 - 140 09/26/16 15:04 09/29/16 16:09 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-2Client Sample ID: MW-39B-0916
Matrix: WaterDate Collected: 09/19/16 12:42

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND * 2.0 ug/L 09/27/16 20:48 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/27/16 20:48 1Chloromethane ND

1.0 ug/L 09/27/16 20:48 1Vinyl chloride ND *

5.0 ug/L 09/27/16 20:48 1Bromomethane ND

5.0 ug/L 09/27/16 20:48 1Chloroethane ND

3.0 ug/L 09/27/16 20:48 1Trichlorofluoromethane ND

2.0 ug/L 09/27/16 20:48 11,1-Dichloroethene ND

1.0 ug/L 09/27/16 20:48 1Carbon disulfide ND

50 ug/L 09/27/16 20:48 1Acetone ND

5.0 ug/L 09/27/16 20:48 1Methylene Chloride ND

3.0 ug/L 09/27/16 20:48 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 20:48 11,1-Dichloroethane ND

3.0 ug/L 09/27/16 20:48 12,2-Dichloropropane ND

20 ug/L 09/27/16 20:48 12-Butanone ND

1.0 ug/L 09/27/16 20:48 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 20:48 1Bromochloromethane ND

5.0 ug/L 09/27/16 20:48 1Chloroform ND

3.0 ug/L 09/27/16 20:48 11,1,1-Trichloroethane ND

3.0 ug/L 09/27/16 20:48 1Carbon tetrachloride ND

3.0 ug/L 09/27/16 20:48 11,1-Dichloropropene ND

2.0 ug/L 09/27/16 20:48 1Benzene ND

1.0 ug/L 09/27/16 20:48 11,2-Dichloroethane ND

3.0 ug/L 09/27/16 20:48 1Trichloroethene ND

1.0 ug/L 09/27/16 20:48 11,2-Dichloropropane ND

1.0 ug/L 09/27/16 20:48 1Dibromomethane ND

2.0 ug/L 09/27/16 20:48 1Bromodichloromethane ND

1.0 ug/L 09/27/16 20:48 1cis-1,3-Dichloropropene ND

15 ug/L 09/27/16 20:48 14-Methyl-2-pentanone ND

2.0 ug/L 09/27/16 20:48 1Toluene ND

1.0 ug/L 09/27/16 20:48 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/27/16 20:48 11,1,2-Trichloroethane ND

3.0 ug/L 09/27/16 20:48 1Tetrachloroethene ND

1.0 ug/L 09/27/16 20:48 11,3-Dichloropropane ND

20 ug/L 09/27/16 20:48 12-Hexanone ND

1.0 ug/L 09/27/16 20:48 1Dibromochloromethane ND

1.0 ug/L 09/27/16 20:48 11,2-Dibromoethane ND

2.0 ug/L 09/27/16 20:48 1Chlorobenzene ND

3.0 ug/L 09/27/16 20:48 1Ethylbenzene ND

2.0 ug/L 09/27/16 20:48 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/27/16 20:48 1m-Xylene & p-Xylene ND

2.0 ug/L 09/27/16 20:48 1o-Xylene ND

5.0 ug/L 09/27/16 20:48 1Styrene ND

1.0 ug/L 09/27/16 20:48 1Bromoform ND

2.0 ug/L 09/27/16 20:48 1Isopropylbenzene ND

2.0 ug/L 09/27/16 20:48 1Bromobenzene ND

3.0 ug/L 09/27/16 20:48 1N-Propylbenzene ND *

1.0 ug/L 09/27/16 20:48 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/27/16 20:48 14-Chlorotoluene ND

3.0 ug/L 09/27/16 20:48 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-2Client Sample ID: MW-39B-0916
Matrix: WaterDate Collected: 09/19/16 12:42

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/27/16 20:48 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 20:48 1sec-Butylbenzene ND

2.0 ug/L 09/27/16 20:48 11,3-Dichlorobenzene ND

3.0 ug/L 09/27/16 20:48 14-Isopropyltoluene ND

4.0 ug/L 09/27/16 20:48 11,4-Dichlorobenzene ND

3.0 ug/L 09/27/16 20:48 1n-Butylbenzene ND

2.0 ug/L 09/27/16 20:48 11,2-Dichlorobenzene ND

10 ug/L 09/27/16 20:48 11,2-Dibromo-3-Chloropropane ND *

1.0 ug/L 09/27/16 20:48 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/27/16 20:48 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/27/16 20:48 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 20:48 1Naphthalene ND

1.0 ug/L 09/27/16 20:48 1Methyl tert-butyl ether ND

2.0 ug/L 09/27/16 20:48 11,2,3-Trichloropropane ND

3.0 ug/L 09/27/16 20:48 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/27/16 20:48 12-Chlorotoluene ND

Toluene-d8 (Surr) 101 82 - 122 09/27/16 20:48 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 102 09/27/16 20:48 175 - 125

Dibromofluoromethane (Surr) 95 09/27/16 20:48 177 - 118

Trifluorotoluene (Surr) 99 09/27/16 20:48 180 - 141

1,2-Dichloroethane-d4 (Surr) 106 09/27/16 20:48 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 11,2-Dichlorobenzene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 11,3-Dichlorobenzene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 11,4-Dichlorobenzene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 11-Methylnaphthalene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 12,4,5-Trichlorophenol ND

0.58 ug/L 09/26/16 15:04 09/29/16 16:34 12,4,6-Trichlorophenol ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 12,4-Dichlorophenol ND

1.9 ug/L 09/26/16 15:04 09/29/16 16:34 12,4-Dimethylphenol ND

4.9 ug/L 09/26/16 15:04 09/29/16 16:34 12,4-Dinitrophenol ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 12,4-Dinitrotoluene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 12,6-Dinitrotoluene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 12-Chloronaphthalene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 12-Chlorophenol ND

0.19 ug/L 09/26/16 15:04 09/29/16 16:34 12-Methylnaphthalene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 12-Methylphenol ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 12-Nitroaniline ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 12-Nitrophenol ND

0.78 ug/L 09/26/16 15:04 09/29/16 16:34 13 & 4 Methylphenol ND

1.9 ug/L 09/26/16 15:04 09/29/16 16:34 13,3'-Dichlorobenzidine ND *

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 13-Nitroaniline ND

3.9 ug/L 09/26/16 15:04 09/29/16 16:34 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-2Client Sample ID: MW-39B-0916
Matrix: WaterDate Collected: 09/19/16 12:42

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/26/16 15:04 09/29/16 16:34 14-Nitroaniline ND *

2.9 ug/L 09/26/16 15:04 09/29/16 16:34 14-Nitrophenol ND

0.097 ug/L 09/26/16 15:04 09/29/16 16:34 1Acenaphthene ND

0.078 ug/L 09/26/16 15:04 09/29/16 16:34 1Acenaphthylene ND

0.039 ug/L 09/26/16 15:04 09/29/16 16:34 1Anthracene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 1Benzo[a]anthracene ND

0.039 ug/L 09/26/16 15:04 09/29/16 16:34 1Benzo[a]pyrene ND

0.078 ug/L 09/26/16 15:04 09/29/16 16:34 1Benzo[b]fluoranthene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 1Benzo[k]fluoranthene ND

2.9 ug/L 09/26/16 15:04 09/29/16 16:34 1Benzoic acid ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/26/16 15:04 09/29/16 16:34 1Bis(2-ethylhexyl) phthalate ND *

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1bis(chloroisopropyl) ether ND *

0.58 ug/L 09/26/16 15:04 09/29/16 16:34 1Butyl benzyl phthalate ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Carbazole ND

0.039 ug/L 09/26/16 15:04 09/29/16 16:34 1Chrysene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Dibenzofuran ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Diethyl phthalate ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Dimethyl phthalate ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Di-n-butyl phthalate ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Di-n-octyl phthalate ND

0.049 ug/L 09/26/16 15:04 09/29/16 16:34 1Fluoranthene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 1Fluorene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Hexachlorobenzene ND

0.58 ug/L 09/26/16 15:04 09/29/16 16:34 1Hexachlorobutadiene ND

1.9 ug/L 09/26/16 15:04 09/29/16 16:34 1Hexachlorocyclopentadiene ND *

0.58 ug/L 09/26/16 15:04 09/29/16 16:34 1Hexachloroethane ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Isophorone ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Naphthalene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1Nitrobenzene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:34 1N-Nitrosodiphenylamine ND

0.68 ug/L 09/26/16 15:04 09/29/16 16:34 1Pentachlorophenol ND

0.078 ug/L 09/26/16 15:04 09/29/16 16:34 1Phenanthrene ND

0.58 ug/L 09/26/16 15:04 09/29/16 16:34 1Phenol ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:34 1Pyrene ND

2,4,6-Tribromophenol (Surr) 87 57 - 132 09/26/16 15:04 09/29/16 16:34 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 83 09/26/16 15:04 09/29/16 16:34 150 - 120

2-Fluorophenol (Surr) 95 09/26/16 15:04 09/29/16 16:34 150 - 113

Nitrobenzene-d5 (Surr) 94 09/26/16 15:04 09/29/16 16:34 159 - 120

Phenol-d5 (Surr) 93 09/26/16 15:04 09/29/16 16:34 152 - 120

Terphenyl-d14 (Surr) 96 09/26/16 15:04 09/29/16 16:34 172 - 140
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - DL
RL MDL

Benzyl alcohol ND * 1.9 ug/L 09/26/16 15:04 10/01/16 19:47 5

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

2,4,6-Tribromophenol (Surr) 93 57 - 132 09/26/16 15:04 10/01/16 19:47 5

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 97 09/26/16 15:04 10/01/16 19:47 550 - 120

2-Fluorophenol (Surr) 89 09/26/16 15:04 10/01/16 19:47 550 - 113

Nitrobenzene-d5 (Surr) 91 09/26/16 15:04 10/01/16 19:47 559 - 120

Phenol-d5 (Surr) 85 09/26/16 15:04 10/01/16 19:47 552 - 120

Terphenyl-d14 (Surr) 104 09/26/16 15:04 10/01/16 19:47 572 - 140
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-3Client Sample ID: MW-62A-0916
Matrix: WaterDate Collected: 09/19/16 15:03

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND * 2.0 ug/L 09/27/16 21:14 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/27/16 21:14 1Chloromethane ND

1.0 ug/L 09/27/16 21:14 1Vinyl chloride ND *

5.0 ug/L 09/27/16 21:14 1Bromomethane ND

5.0 ug/L 09/27/16 21:14 1Chloroethane ND

3.0 ug/L 09/27/16 21:14 1Trichlorofluoromethane ND

2.0 ug/L 09/27/16 21:14 11,1-Dichloroethene ND

1.0 ug/L 09/27/16 21:14 1Carbon disulfide ND

50 ug/L 09/27/16 21:14 1Acetone ND

5.0 ug/L 09/27/16 21:14 1Methylene Chloride ND

3.0 ug/L 09/27/16 21:14 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 21:14 11,1-Dichloroethane ND

3.0 ug/L 09/27/16 21:14 12,2-Dichloropropane ND

20 ug/L 09/27/16 21:14 12-Butanone ND

1.0 ug/L 09/27/16 21:14 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 21:14 1Bromochloromethane ND

5.0 ug/L 09/27/16 21:14 1Chloroform ND

3.0 ug/L 09/27/16 21:14 11,1,1-Trichloroethane ND

3.0 ug/L 09/27/16 21:14 1Carbon tetrachloride ND

3.0 ug/L 09/27/16 21:14 11,1-Dichloropropene ND

2.0 ug/L 09/27/16 21:14 1Benzene ND

1.0 ug/L 09/27/16 21:14 11,2-Dichloroethane ND

3.0 ug/L 09/27/16 21:14 1Trichloroethene ND

1.0 ug/L 09/27/16 21:14 11,2-Dichloropropane ND

1.0 ug/L 09/27/16 21:14 1Dibromomethane ND

2.0 ug/L 09/27/16 21:14 1Bromodichloromethane ND

1.0 ug/L 09/27/16 21:14 1cis-1,3-Dichloropropene ND

15 ug/L 09/27/16 21:14 14-Methyl-2-pentanone ND

2.0 ug/L 09/27/16 21:14 1Toluene ND

1.0 ug/L 09/27/16 21:14 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/27/16 21:14 11,1,2-Trichloroethane ND

3.0 ug/L 09/27/16 21:14 1Tetrachloroethene ND

1.0 ug/L 09/27/16 21:14 11,3-Dichloropropane ND

20 ug/L 09/27/16 21:14 12-Hexanone ND

1.0 ug/L 09/27/16 21:14 1Dibromochloromethane ND

1.0 ug/L 09/27/16 21:14 11,2-Dibromoethane ND

2.0 ug/L 09/27/16 21:14 1Chlorobenzene ND

3.0 ug/L 09/27/16 21:14 1Ethylbenzene ND

2.0 ug/L 09/27/16 21:14 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/27/16 21:14 1m-Xylene & p-Xylene ND

2.0 ug/L 09/27/16 21:14 1o-Xylene ND

5.0 ug/L 09/27/16 21:14 1Styrene ND

1.0 ug/L 09/27/16 21:14 1Bromoform ND

2.0 ug/L 09/27/16 21:14 1Isopropylbenzene ND

2.0 ug/L 09/27/16 21:14 1Bromobenzene ND

3.0 ug/L 09/27/16 21:14 1N-Propylbenzene ND *

1.0 ug/L 09/27/16 21:14 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/27/16 21:14 14-Chlorotoluene ND

3.0 ug/L 09/27/16 21:14 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-3Client Sample ID: MW-62A-0916
Matrix: WaterDate Collected: 09/19/16 15:03

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/27/16 21:14 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 21:14 1sec-Butylbenzene ND

2.0 ug/L 09/27/16 21:14 11,3-Dichlorobenzene ND

3.0 ug/L 09/27/16 21:14 14-Isopropyltoluene ND

4.0 ug/L 09/27/16 21:14 11,4-Dichlorobenzene ND

3.0 ug/L 09/27/16 21:14 1n-Butylbenzene ND

2.0 ug/L 09/27/16 21:14 11,2-Dichlorobenzene ND

10 ug/L 09/27/16 21:14 11,2-Dibromo-3-Chloropropane ND *

1.0 ug/L 09/27/16 21:14 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/27/16 21:14 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/27/16 21:14 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 21:14 1Naphthalene ND

1.0 ug/L 09/27/16 21:14 1Methyl tert-butyl ether ND

2.0 ug/L 09/27/16 21:14 11,2,3-Trichloropropane ND

3.0 ug/L 09/27/16 21:14 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/27/16 21:14 12-Chlorotoluene ND

Toluene-d8 (Surr) 103 82 - 122 09/27/16 21:14 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 96 09/27/16 21:14 175 - 125

Dibromofluoromethane (Surr) 98 09/27/16 21:14 177 - 118

Trifluorotoluene (Surr) 94 09/27/16 21:14 180 - 141

1,2-Dichloroethane-d4 (Surr) 107 09/27/16 21:14 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 11,2-Dichlorobenzene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 11,3-Dichlorobenzene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 11,4-Dichlorobenzene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 11-Methylnaphthalene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 12,4,5-Trichlorophenol ND

0.58 ug/L 09/26/16 15:04 09/29/16 16:59 12,4,6-Trichlorophenol ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 12,4-Dichlorophenol ND

1.9 ug/L 09/26/16 15:04 09/29/16 16:59 12,4-Dimethylphenol ND

4.8 ug/L 09/26/16 15:04 09/29/16 16:59 12,4-Dinitrophenol ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 12,4-Dinitrotoluene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 12,6-Dinitrotoluene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 12-Chloronaphthalene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 12-Chlorophenol ND

0.19 ug/L 09/26/16 15:04 09/29/16 16:59 12-Methylnaphthalene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 12-Methylphenol ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 12-Nitroaniline ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 12-Nitrophenol ND

0.77 ug/L 09/26/16 15:04 09/29/16 16:59 13 & 4 Methylphenol ND

1.9 ug/L 09/26/16 15:04 09/29/16 16:59 13,3'-Dichlorobenzidine ND *

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 13-Nitroaniline ND

3.9 ug/L 09/26/16 15:04 09/29/16 16:59 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 14-Chloro-3-methylphenol ND

TestAmerica Seattle

Page 15 of 54 10/6/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1311



Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-3Client Sample ID: MW-62A-0916
Matrix: WaterDate Collected: 09/19/16 15:03

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/26/16 15:04 09/29/16 16:59 14-Nitroaniline ND *

2.9 ug/L 09/26/16 15:04 09/29/16 16:59 14-Nitrophenol ND

0.096 ug/L 09/26/16 15:04 09/29/16 16:59 1Acenaphthene ND

0.077 ug/L 09/26/16 15:04 09/29/16 16:59 1Acenaphthylene ND

0.039 ug/L 09/26/16 15:04 09/29/16 16:59 1Anthracene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 1Benzo[a]anthracene ND

0.039 ug/L 09/26/16 15:04 09/29/16 16:59 1Benzo[a]pyrene ND

0.077 ug/L 09/26/16 15:04 09/29/16 16:59 1Benzo[b]fluoranthene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 1Benzo[k]fluoranthene ND

2.9 ug/L 09/26/16 15:04 09/29/16 16:59 1Benzoic acid ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/26/16 15:04 09/29/16 16:59 1Bis(2-ethylhexyl) phthalate ND *

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1bis(chloroisopropyl) ether ND *

0.58 ug/L 09/26/16 15:04 09/29/16 16:59 1Butyl benzyl phthalate ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Carbazole ND

0.039 ug/L 09/26/16 15:04 09/29/16 16:59 1Chrysene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Dibenzofuran ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Diethyl phthalate ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Dimethyl phthalate ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Di-n-butyl phthalate ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Di-n-octyl phthalate ND

0.048 ug/L 09/26/16 15:04 09/29/16 16:59 1Fluoranthene ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 1Fluorene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Hexachlorobenzene ND

0.58 ug/L 09/26/16 15:04 09/29/16 16:59 1Hexachlorobutadiene ND

1.9 ug/L 09/26/16 15:04 09/29/16 16:59 1Hexachlorocyclopentadiene ND *

0.58 ug/L 09/26/16 15:04 09/29/16 16:59 1Hexachloroethane ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Isophorone ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Naphthalene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1Nitrobenzene ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/26/16 15:04 09/29/16 16:59 1N-Nitrosodiphenylamine ND

0.67 ug/L 09/26/16 15:04 09/29/16 16:59 1Pentachlorophenol ND

0.077 ug/L 09/26/16 15:04 09/29/16 16:59 1Phenanthrene ND

0.58 ug/L 09/26/16 15:04 09/29/16 16:59 1Phenol ND

0.058 ug/L 09/26/16 15:04 09/29/16 16:59 1Pyrene ND

2,4,6-Tribromophenol (Surr) 87 57 - 132 09/26/16 15:04 09/29/16 16:59 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 85 09/26/16 15:04 09/29/16 16:59 150 - 120

2-Fluorophenol (Surr) 95 09/26/16 15:04 09/29/16 16:59 150 - 113

Nitrobenzene-d5 (Surr) 98 09/26/16 15:04 09/29/16 16:59 159 - 120

Phenol-d5 (Surr) 93 09/26/16 15:04 09/29/16 16:59 152 - 120

Terphenyl-d14 (Surr) 100 09/26/16 15:04 09/29/16 16:59 172 - 140
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - DL
RL MDL

Benzyl alcohol ND * 1.9 ug/L 09/26/16 15:04 10/01/16 20:37 5

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

2,4,6-Tribromophenol (Surr) 89 57 - 132 09/26/16 15:04 10/01/16 20:37 5

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 85 09/26/16 15:04 10/01/16 20:37 550 - 120

2-Fluorophenol (Surr) 89 09/26/16 15:04 10/01/16 20:37 550 - 113

Nitrobenzene-d5 (Surr) 96 09/26/16 15:04 10/01/16 20:37 559 - 120

Phenol-d5 (Surr) 84 09/26/16 15:04 10/01/16 20:37 552 - 120

Terphenyl-d14 (Surr) 106 09/26/16 15:04 10/01/16 20:37 572 - 140
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-4Client Sample ID: APT-1-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND * 2.0 ug/L 09/27/16 22:34 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/27/16 22:34 1Chloromethane ND

1.0 ug/L 09/27/16 22:34 1Vinyl chloride ND F1 *

5.0 ug/L 09/27/16 22:34 1Bromomethane ND

5.0 ug/L 09/27/16 22:34 1Chloroethane ND

3.0 ug/L 09/27/16 22:34 1Trichlorofluoromethane ND

2.0 ug/L 09/27/16 22:34 11,1-Dichloroethene ND

1.0 ug/L 09/27/16 22:34 1Carbon disulfide ND F1

50 ug/L 09/27/16 22:34 1Acetone ND

5.0 ug/L 09/27/16 22:34 1Methylene Chloride ND

3.0 ug/L 09/27/16 22:34 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 22:34 11,1-Dichloroethane ND

3.0 ug/L 09/27/16 22:34 12,2-Dichloropropane ND

20 ug/L 09/27/16 22:34 12-Butanone ND

1.0 ug/L 09/27/16 22:34 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 22:34 1Bromochloromethane ND

5.0 ug/L 09/27/16 22:34 1Chloroform ND

3.0 ug/L 09/27/16 22:34 11,1,1-Trichloroethane ND

3.0 ug/L 09/27/16 22:34 1Carbon tetrachloride ND

3.0 ug/L 09/27/16 22:34 11,1-Dichloropropene ND F1

2.0 ug/L 09/27/16 22:34 1Benzene ND

1.0 ug/L 09/27/16 22:34 11,2-Dichloroethane ND

3.0 ug/L 09/27/16 22:34 1Trichloroethene 39 F1

1.0 ug/L 09/27/16 22:34 11,2-Dichloropropane ND

1.0 ug/L 09/27/16 22:34 1Dibromomethane ND

2.0 ug/L 09/27/16 22:34 1Bromodichloromethane ND

1.0 ug/L 09/27/16 22:34 1cis-1,3-Dichloropropene ND

15 ug/L 09/27/16 22:34 14-Methyl-2-pentanone ND

2.0 ug/L 09/27/16 22:34 1Toluene ND F1

1.0 ug/L 09/27/16 22:34 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/27/16 22:34 11,1,2-Trichloroethane ND

3.0 ug/L 09/27/16 22:34 1Tetrachloroethene ND

1.0 ug/L 09/27/16 22:34 11,3-Dichloropropane ND

20 ug/L 09/27/16 22:34 12-Hexanone ND

1.0 ug/L 09/27/16 22:34 1Dibromochloromethane ND

1.0 ug/L 09/27/16 22:34 11,2-Dibromoethane ND

2.0 ug/L 09/27/16 22:34 1Chlorobenzene ND

3.0 ug/L 09/27/16 22:34 1Ethylbenzene ND F1

2.0 ug/L 09/27/16 22:34 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/27/16 22:34 1m-Xylene & p-Xylene ND F1

2.0 ug/L 09/27/16 22:34 1o-Xylene ND

5.0 ug/L 09/27/16 22:34 1Styrene ND

1.0 ug/L 09/27/16 22:34 1Bromoform ND

2.0 ug/L 09/27/16 22:34 1Isopropylbenzene ND

2.0 ug/L 09/27/16 22:34 1Bromobenzene ND

3.0 ug/L 09/27/16 22:34 1N-Propylbenzene ND F1 *

1.0 ug/L 09/27/16 22:34 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/27/16 22:34 14-Chlorotoluene ND

3.0 ug/L 09/27/16 22:34 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-4Client Sample ID: APT-1-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/27/16 22:34 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 22:34 1sec-Butylbenzene ND F1

2.0 ug/L 09/27/16 22:34 11,3-Dichlorobenzene ND

3.0 ug/L 09/27/16 22:34 14-Isopropyltoluene ND

4.0 ug/L 09/27/16 22:34 11,4-Dichlorobenzene ND F1

3.0 ug/L 09/27/16 22:34 1n-Butylbenzene ND

2.0 ug/L 09/27/16 22:34 11,2-Dichlorobenzene ND

10 ug/L 09/27/16 22:34 11,2-Dibromo-3-Chloropropane ND *

1.0 ug/L 09/27/16 22:34 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/27/16 22:34 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/27/16 22:34 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 22:34 1Naphthalene ND

1.0 ug/L 09/27/16 22:34 1Methyl tert-butyl ether ND

2.0 ug/L 09/27/16 22:34 11,2,3-Trichloropropane ND

3.0 ug/L 09/27/16 22:34 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/27/16 22:34 12-Chlorotoluene ND

Toluene-d8 (Surr) 102 82 - 122 09/27/16 22:34 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 102 09/27/16 22:34 175 - 125

Dibromofluoromethane (Surr) 96 09/27/16 22:34 177 - 118

Trifluorotoluene (Surr) 94 09/27/16 22:34 180 - 141

1,2-Dichloroethane-d4 (Surr) 108 09/27/16 22:34 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 11,2-Dichlorobenzene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 11,3-Dichlorobenzene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 11,4-Dichlorobenzene ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 11-Methylnaphthalene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 12,4,5-Trichlorophenol ND

0.60 ug/L 09/26/16 15:04 09/29/16 17:24 12,4,6-Trichlorophenol ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 12,4-Dichlorophenol ND

2.0 ug/L 09/26/16 15:04 09/29/16 17:24 12,4-Dimethylphenol ND

5.0 ug/L 09/26/16 15:04 09/29/16 17:24 12,4-Dinitrophenol ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 12,4-Dinitrotoluene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 12,6-Dinitrotoluene ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 12-Chloronaphthalene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 12-Chlorophenol ND

0.20 ug/L 09/26/16 15:04 09/29/16 17:24 12-Methylnaphthalene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 12-Methylphenol ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 12-Nitroaniline ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 12-Nitrophenol ND

0.81 ug/L 09/26/16 15:04 09/29/16 17:24 13 & 4 Methylphenol ND

2.0 ug/L 09/26/16 15:04 09/29/16 17:24 13,3'-Dichlorobenzidine ND *

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 13-Nitroaniline ND

4.0 ug/L 09/26/16 15:04 09/29/16 17:24 14,6-Dinitro-2-methylphenol ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 14-Bromophenyl phenyl ether ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-4Client Sample ID: APT-1-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 14-Chlorophenyl phenyl ether ND

0.60 ug/L 09/26/16 15:04 09/29/16 17:24 14-Nitroaniline ND *

3.0 ug/L 09/26/16 15:04 09/29/16 17:24 14-Nitrophenol ND

0.10 ug/L 09/26/16 15:04 09/29/16 17:24 1Acenaphthene ND

0.081 ug/L 09/26/16 15:04 09/29/16 17:24 1Acenaphthylene ND

0.040 ug/L 09/26/16 15:04 09/29/16 17:24 1Anthracene ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 1Benzo[a]anthracene ND

0.040 ug/L 09/26/16 15:04 09/29/16 17:24 1Benzo[a]pyrene ND

0.081 ug/L 09/26/16 15:04 09/29/16 17:24 1Benzo[b]fluoranthene ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 1Benzo[g,h,i]perylene ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 1Benzo[k]fluoranthene ND

3.0 ug/L 09/26/16 15:04 09/29/16 17:24 1Benzoic acid ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Bis(2-chloroethoxy)methane ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Bis(2-chloroethyl)ether ND

3.0 ug/L 09/26/16 15:04 09/29/16 17:24 1Bis(2-ethylhexyl) phthalate ND *

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1bis(chloroisopropyl) ether ND *

0.60 ug/L 09/26/16 15:04 09/29/16 17:24 1Butyl benzyl phthalate 0.60

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Carbazole ND

0.040 ug/L 09/26/16 15:04 09/29/16 17:24 1Chrysene ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 1Dibenz(a,h)anthracene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Dibenzofuran ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Diethyl phthalate ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Dimethyl phthalate ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Di-n-butyl phthalate ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Di-n-octyl phthalate ND

0.050 ug/L 09/26/16 15:04 09/29/16 17:24 1Fluoranthene ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 1Fluorene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Hexachlorobenzene ND

0.60 ug/L 09/26/16 15:04 09/29/16 17:24 1Hexachlorobutadiene ND

2.0 ug/L 09/26/16 15:04 09/29/16 17:24 1Hexachlorocyclopentadiene ND *

0.60 ug/L 09/26/16 15:04 09/29/16 17:24 1Hexachloroethane ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 1Indeno[1,2,3-cd]pyrene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Isophorone ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Naphthalene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1Nitrobenzene ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1N-Nitrosodi-n-propylamine ND

0.40 ug/L 09/26/16 15:04 09/29/16 17:24 1N-Nitrosodiphenylamine ND

0.71 ug/L 09/26/16 15:04 09/29/16 17:24 1Pentachlorophenol ND

0.081 ug/L 09/26/16 15:04 09/29/16 17:24 1Phenanthrene ND

0.60 ug/L 09/26/16 15:04 09/29/16 17:24 1Phenol ND

0.060 ug/L 09/26/16 15:04 09/29/16 17:24 1Pyrene ND

2,4,6-Tribromophenol (Surr) 91 57 - 132 09/26/16 15:04 09/29/16 17:24 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 75 09/26/16 15:04 09/29/16 17:24 150 - 120

2-Fluorophenol (Surr) 81 09/26/16 15:04 09/29/16 17:24 150 - 113

Nitrobenzene-d5 (Surr) 88 09/26/16 15:04 09/29/16 17:24 159 - 120

Phenol-d5 (Surr) 81 09/26/16 15:04 09/29/16 17:24 152 - 120

Terphenyl-d14 (Surr) 89 09/26/16 15:04 09/29/16 17:24 172 - 140
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) - DL
RL MDL

Benzyl alcohol ND * 2.0 ug/L 09/26/16 15:04 10/01/16 21:27 5

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

2,4,6-Tribromophenol (Surr) 85 57 - 132 09/26/16 15:04 10/01/16 21:27 5

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 87 09/26/16 15:04 10/01/16 21:27 550 - 120

2-Fluorophenol (Surr) 84 09/26/16 15:04 10/01/16 21:27 550 - 113

Nitrobenzene-d5 (Surr) 85 09/26/16 15:04 10/01/16 21:27 559 - 120

Phenol-d5 (Surr) 86 09/26/16 15:04 10/01/16 21:27 552 - 120

Terphenyl-d14 (Surr) 112 09/26/16 15:04 10/01/16 21:27 572 - 140
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-5Client Sample ID: APT-9-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND * 2.0 ug/L 09/27/16 21:41 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/27/16 21:41 1Chloromethane ND

1.0 ug/L 09/27/16 21:41 1Vinyl chloride ND *

5.0 ug/L 09/27/16 21:41 1Bromomethane ND

5.0 ug/L 09/27/16 21:41 1Chloroethane ND

3.0 ug/L 09/27/16 21:41 1Trichlorofluoromethane ND

2.0 ug/L 09/27/16 21:41 11,1-Dichloroethene ND

1.0 ug/L 09/27/16 21:41 1Carbon disulfide ND

50 ug/L 09/27/16 21:41 1Acetone ND

5.0 ug/L 09/27/16 21:41 1Methylene Chloride ND

3.0 ug/L 09/27/16 21:41 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 21:41 11,1-Dichloroethane ND

3.0 ug/L 09/27/16 21:41 12,2-Dichloropropane ND

20 ug/L 09/27/16 21:41 12-Butanone ND

1.0 ug/L 09/27/16 21:41 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 21:41 1Bromochloromethane ND

5.0 ug/L 09/27/16 21:41 1Chloroform ND

3.0 ug/L 09/27/16 21:41 11,1,1-Trichloroethane ND

3.0 ug/L 09/27/16 21:41 1Carbon tetrachloride ND

3.0 ug/L 09/27/16 21:41 11,1-Dichloropropene ND

2.0 ug/L 09/27/16 21:41 1Benzene ND

1.0 ug/L 09/27/16 21:41 11,2-Dichloroethane ND

3.0 ug/L 09/27/16 21:41 1Trichloroethene 43

1.0 ug/L 09/27/16 21:41 11,2-Dichloropropane ND

1.0 ug/L 09/27/16 21:41 1Dibromomethane ND

2.0 ug/L 09/27/16 21:41 1Bromodichloromethane ND

1.0 ug/L 09/27/16 21:41 1cis-1,3-Dichloropropene ND

15 ug/L 09/27/16 21:41 14-Methyl-2-pentanone ND

2.0 ug/L 09/27/16 21:41 1Toluene ND

1.0 ug/L 09/27/16 21:41 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/27/16 21:41 11,1,2-Trichloroethane ND

3.0 ug/L 09/27/16 21:41 1Tetrachloroethene ND

1.0 ug/L 09/27/16 21:41 11,3-Dichloropropane ND

20 ug/L 09/27/16 21:41 12-Hexanone ND

1.0 ug/L 09/27/16 21:41 1Dibromochloromethane ND

1.0 ug/L 09/27/16 21:41 11,2-Dibromoethane ND

2.0 ug/L 09/27/16 21:41 1Chlorobenzene ND

3.0 ug/L 09/27/16 21:41 1Ethylbenzene ND

2.0 ug/L 09/27/16 21:41 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/27/16 21:41 1m-Xylene & p-Xylene ND

2.0 ug/L 09/27/16 21:41 1o-Xylene ND

5.0 ug/L 09/27/16 21:41 1Styrene ND

1.0 ug/L 09/27/16 21:41 1Bromoform ND

2.0 ug/L 09/27/16 21:41 1Isopropylbenzene ND

2.0 ug/L 09/27/16 21:41 1Bromobenzene ND

3.0 ug/L 09/27/16 21:41 1N-Propylbenzene ND *

1.0 ug/L 09/27/16 21:41 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/27/16 21:41 14-Chlorotoluene ND

3.0 ug/L 09/27/16 21:41 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-5Client Sample ID: APT-9-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/27/16 21:41 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 21:41 1sec-Butylbenzene ND

2.0 ug/L 09/27/16 21:41 11,3-Dichlorobenzene ND

3.0 ug/L 09/27/16 21:41 14-Isopropyltoluene ND

4.0 ug/L 09/27/16 21:41 11,4-Dichlorobenzene ND

3.0 ug/L 09/27/16 21:41 1n-Butylbenzene ND

2.0 ug/L 09/27/16 21:41 11,2-Dichlorobenzene ND

10 ug/L 09/27/16 21:41 11,2-Dibromo-3-Chloropropane ND *

1.0 ug/L 09/27/16 21:41 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/27/16 21:41 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/27/16 21:41 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 21:41 1Naphthalene ND

1.0 ug/L 09/27/16 21:41 1Methyl tert-butyl ether ND

2.0 ug/L 09/27/16 21:41 11,2,3-Trichloropropane ND

3.0 ug/L 09/27/16 21:41 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/27/16 21:41 12-Chlorotoluene ND

Toluene-d8 (Surr) 105 82 - 122 09/27/16 21:41 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 99 09/27/16 21:41 175 - 125

Dibromofluoromethane (Surr) 97 09/27/16 21:41 177 - 118

Trifluorotoluene (Surr) 94 09/27/16 21:41 180 - 141

1,2-Dichloroethane-d4 (Surr) 106 09/27/16 21:41 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 11,2-Dichlorobenzene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 11,3-Dichlorobenzene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 11,4-Dichlorobenzene ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 11-Methylnaphthalene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 12,4,5-Trichlorophenol ND

0.57 ug/L 09/26/16 15:04 09/29/16 18:40 12,4,6-Trichlorophenol ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 12,4-Dichlorophenol ND

1.9 ug/L 09/26/16 15:04 09/29/16 18:40 12,4-Dimethylphenol ND

4.7 ug/L 09/26/16 15:04 09/29/16 18:40 12,4-Dinitrophenol ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 12,4-Dinitrotoluene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 12,6-Dinitrotoluene ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 12-Chloronaphthalene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 12-Chlorophenol ND

0.19 ug/L 09/26/16 15:04 09/29/16 18:40 12-Methylnaphthalene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 12-Methylphenol ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 12-Nitroaniline ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 12-Nitrophenol ND

0.76 ug/L 09/26/16 15:04 09/29/16 18:40 13 & 4 Methylphenol ND

1.9 ug/L 09/26/16 15:04 09/29/16 18:40 13,3'-Dichlorobenzidine ND *

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 13-Nitroaniline ND

3.8 ug/L 09/26/16 15:04 09/29/16 18:40 14,6-Dinitro-2-methylphenol ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 14-Bromophenyl phenyl ether ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-5Client Sample ID: APT-9-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 14-Chlorophenyl phenyl ether ND

0.57 ug/L 09/26/16 15:04 09/29/16 18:40 14-Nitroaniline ND *

2.8 ug/L 09/26/16 15:04 09/29/16 18:40 14-Nitrophenol ND

0.095 ug/L 09/26/16 15:04 09/29/16 18:40 1Acenaphthene ND

0.076 ug/L 09/26/16 15:04 09/29/16 18:40 1Acenaphthylene ND

0.038 ug/L 09/26/16 15:04 09/29/16 18:40 1Anthracene ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 1Benzo[a]anthracene ND

0.038 ug/L 09/26/16 15:04 09/29/16 18:40 1Benzo[a]pyrene ND

0.076 ug/L 09/26/16 15:04 09/29/16 18:40 1Benzo[b]fluoranthene ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 1Benzo[g,h,i]perylene ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 1Benzo[k]fluoranthene ND

2.8 ug/L 09/26/16 15:04 09/29/16 18:40 1Benzoic acid 4.5

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Benzyl alcohol ND *

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Bis(2-chloroethoxy)methane ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Bis(2-chloroethyl)ether ND

2.8 ug/L 09/26/16 15:04 09/29/16 18:40 1Bis(2-ethylhexyl) phthalate ND *

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1bis(chloroisopropyl) ether ND *

0.57 ug/L 09/26/16 15:04 09/29/16 18:40 1Butyl benzyl phthalate ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Carbazole ND

0.038 ug/L 09/26/16 15:04 09/29/16 18:40 1Chrysene ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 1Dibenz(a,h)anthracene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Dibenzofuran ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Diethyl phthalate ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Dimethyl phthalate ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Di-n-butyl phthalate ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Di-n-octyl phthalate ND

0.047 ug/L 09/26/16 15:04 09/29/16 18:40 1Fluoranthene ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 1Fluorene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Hexachlorobenzene ND

0.57 ug/L 09/26/16 15:04 09/29/16 18:40 1Hexachlorobutadiene ND

1.9 ug/L 09/26/16 15:04 09/29/16 18:40 1Hexachlorocyclopentadiene ND *

0.57 ug/L 09/26/16 15:04 09/29/16 18:40 1Hexachloroethane ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 1Indeno[1,2,3-cd]pyrene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Isophorone ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Naphthalene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1Nitrobenzene ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1N-Nitrosodi-n-propylamine ND

0.38 ug/L 09/26/16 15:04 09/29/16 18:40 1N-Nitrosodiphenylamine ND

0.66 ug/L 09/26/16 15:04 09/29/16 18:40 1Pentachlorophenol ND

0.076 ug/L 09/26/16 15:04 09/29/16 18:40 1Phenanthrene ND

0.57 ug/L 09/26/16 15:04 09/29/16 18:40 1Phenol ND

0.057 ug/L 09/26/16 15:04 09/29/16 18:40 1Pyrene ND

2,4,6-Tribromophenol (Surr) 93 57 - 132 09/26/16 15:04 09/29/16 18:40 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 81 09/26/16 15:04 09/29/16 18:40 150 - 120

2-Fluorophenol (Surr) 91 09/26/16 15:04 09/29/16 18:40 150 - 113

Nitrobenzene-d5 (Surr) 100 09/26/16 15:04 09/29/16 18:40 159 - 120

Phenol-d5 (Surr) 89 09/26/16 15:04 09/29/16 18:40 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-5Client Sample ID: APT-9-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 86 72 - 140 09/26/16 15:04 09/29/16 18:40 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-6Client Sample ID: APT-3-0916
Matrix: WaterDate Collected: 09/20/16 12:10

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND * 2.0 ug/L 09/27/16 22:07 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/27/16 22:07 1Chloromethane ND

1.0 ug/L 09/27/16 22:07 1Vinyl chloride ND *

5.0 ug/L 09/27/16 22:07 1Bromomethane ND

5.0 ug/L 09/27/16 22:07 1Chloroethane ND

3.0 ug/L 09/27/16 22:07 1Trichlorofluoromethane ND

2.0 ug/L 09/27/16 22:07 11,1-Dichloroethene ND

1.0 ug/L 09/27/16 22:07 1Carbon disulfide ND

50 ug/L 09/27/16 22:07 1Acetone ND

5.0 ug/L 09/27/16 22:07 1Methylene Chloride ND

3.0 ug/L 09/27/16 22:07 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 22:07 11,1-Dichloroethane ND

3.0 ug/L 09/27/16 22:07 12,2-Dichloropropane ND

20 ug/L 09/27/16 22:07 12-Butanone ND

1.0 ug/L 09/27/16 22:07 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 22:07 1Bromochloromethane ND

5.0 ug/L 09/27/16 22:07 1Chloroform ND

3.0 ug/L 09/27/16 22:07 11,1,1-Trichloroethane ND

3.0 ug/L 09/27/16 22:07 1Carbon tetrachloride ND

3.0 ug/L 09/27/16 22:07 11,1-Dichloropropene ND

2.0 ug/L 09/27/16 22:07 1Benzene ND

1.0 ug/L 09/27/16 22:07 11,2-Dichloroethane ND

3.0 ug/L 09/27/16 22:07 1Trichloroethene 15

1.0 ug/L 09/27/16 22:07 11,2-Dichloropropane ND

1.0 ug/L 09/27/16 22:07 1Dibromomethane ND

2.0 ug/L 09/27/16 22:07 1Bromodichloromethane ND

1.0 ug/L 09/27/16 22:07 1cis-1,3-Dichloropropene ND

15 ug/L 09/27/16 22:07 14-Methyl-2-pentanone ND

2.0 ug/L 09/27/16 22:07 1Toluene 2.9

1.0 ug/L 09/27/16 22:07 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/27/16 22:07 11,1,2-Trichloroethane ND

3.0 ug/L 09/27/16 22:07 1Tetrachloroethene ND

1.0 ug/L 09/27/16 22:07 11,3-Dichloropropane ND

20 ug/L 09/27/16 22:07 12-Hexanone ND

1.0 ug/L 09/27/16 22:07 1Dibromochloromethane ND

1.0 ug/L 09/27/16 22:07 11,2-Dibromoethane ND

2.0 ug/L 09/27/16 22:07 1Chlorobenzene ND

3.0 ug/L 09/27/16 22:07 1Ethylbenzene ND

2.0 ug/L 09/27/16 22:07 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/27/16 22:07 1m-Xylene & p-Xylene ND

2.0 ug/L 09/27/16 22:07 1o-Xylene ND

5.0 ug/L 09/27/16 22:07 1Styrene ND

1.0 ug/L 09/27/16 22:07 1Bromoform ND

2.0 ug/L 09/27/16 22:07 1Isopropylbenzene ND

2.0 ug/L 09/27/16 22:07 1Bromobenzene ND

3.0 ug/L 09/27/16 22:07 1N-Propylbenzene ND *

1.0 ug/L 09/27/16 22:07 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/27/16 22:07 14-Chlorotoluene ND

3.0 ug/L 09/27/16 22:07 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-6Client Sample ID: APT-3-0916
Matrix: WaterDate Collected: 09/20/16 12:10

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/27/16 22:07 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 22:07 1sec-Butylbenzene ND

2.0 ug/L 09/27/16 22:07 11,3-Dichlorobenzene ND

3.0 ug/L 09/27/16 22:07 14-Isopropyltoluene ND

4.0 ug/L 09/27/16 22:07 11,4-Dichlorobenzene ND

3.0 ug/L 09/27/16 22:07 1n-Butylbenzene ND

2.0 ug/L 09/27/16 22:07 11,2-Dichlorobenzene ND

10 ug/L 09/27/16 22:07 11,2-Dibromo-3-Chloropropane ND *

1.0 ug/L 09/27/16 22:07 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/27/16 22:07 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/27/16 22:07 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 22:07 1Naphthalene ND

1.0 ug/L 09/27/16 22:07 1Methyl tert-butyl ether ND

2.0 ug/L 09/27/16 22:07 11,2,3-Trichloropropane ND

3.0 ug/L 09/27/16 22:07 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/27/16 22:07 12-Chlorotoluene ND

Toluene-d8 (Surr) 104 82 - 122 09/27/16 22:07 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 99 09/27/16 22:07 175 - 125

Dibromofluoromethane (Surr) 97 09/27/16 22:07 177 - 118

Trifluorotoluene (Surr) 94 09/27/16 22:07 180 - 141

1,2-Dichloroethane-d4 (Surr) 106 09/27/16 22:07 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 11,2-Dichlorobenzene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 11,3-Dichlorobenzene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 11,4-Dichlorobenzene ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 11-Methylnaphthalene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 12,4,5-Trichlorophenol ND

0.57 ug/L 09/26/16 15:04 09/29/16 19:05 12,4,6-Trichlorophenol ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 12,4-Dichlorophenol ND

1.9 ug/L 09/26/16 15:04 09/29/16 19:05 12,4-Dimethylphenol ND

4.8 ug/L 09/26/16 15:04 09/29/16 19:05 12,4-Dinitrophenol ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 12,4-Dinitrotoluene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 12,6-Dinitrotoluene ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 12-Chloronaphthalene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 12-Chlorophenol ND

0.19 ug/L 09/26/16 15:04 09/29/16 19:05 12-Methylnaphthalene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 12-Methylphenol ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 12-Nitroaniline ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 12-Nitrophenol ND

0.76 ug/L 09/26/16 15:04 09/29/16 19:05 13 & 4 Methylphenol ND

1.9 ug/L 09/26/16 15:04 09/29/16 19:05 13,3'-Dichlorobenzidine ND *

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 13-Nitroaniline ND

3.8 ug/L 09/26/16 15:04 09/29/16 19:05 14,6-Dinitro-2-methylphenol ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 14-Bromophenyl phenyl ether ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-6Client Sample ID: APT-3-0916
Matrix: WaterDate Collected: 09/20/16 12:10

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND * 0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 14-Chlorophenyl phenyl ether ND

0.57 ug/L 09/26/16 15:04 09/29/16 19:05 14-Nitroaniline ND *

2.9 ug/L 09/26/16 15:04 09/29/16 19:05 14-Nitrophenol ND

0.095 ug/L 09/26/16 15:04 09/29/16 19:05 1Acenaphthene ND

0.076 ug/L 09/26/16 15:04 09/29/16 19:05 1Acenaphthylene ND

0.038 ug/L 09/26/16 15:04 09/29/16 19:05 1Anthracene ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 1Benzo[a]anthracene ND

0.038 ug/L 09/26/16 15:04 09/29/16 19:05 1Benzo[a]pyrene ND

0.076 ug/L 09/26/16 15:04 09/29/16 19:05 1Benzo[b]fluoranthene ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 1Benzo[g,h,i]perylene ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 1Benzo[k]fluoranthene ND

2.9 ug/L 09/26/16 15:04 09/29/16 19:05 1Benzoic acid ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Benzyl alcohol ND *

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Bis(2-chloroethoxy)methane ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/26/16 15:04 09/29/16 19:05 1Bis(2-ethylhexyl) phthalate ND *

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1bis(chloroisopropyl) ether ND *

0.57 ug/L 09/26/16 15:04 09/29/16 19:05 1Butyl benzyl phthalate ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Carbazole ND

0.038 ug/L 09/26/16 15:04 09/29/16 19:05 1Chrysene ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 1Dibenz(a,h)anthracene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Dibenzofuran ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Diethyl phthalate ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Dimethyl phthalate ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Di-n-butyl phthalate ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Di-n-octyl phthalate ND

0.048 ug/L 09/26/16 15:04 09/29/16 19:05 1Fluoranthene ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 1Fluorene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Hexachlorobenzene ND

0.57 ug/L 09/26/16 15:04 09/29/16 19:05 1Hexachlorobutadiene ND

1.9 ug/L 09/26/16 15:04 09/29/16 19:05 1Hexachlorocyclopentadiene ND *

0.57 ug/L 09/26/16 15:04 09/29/16 19:05 1Hexachloroethane ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 1Indeno[1,2,3-cd]pyrene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Isophorone ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Naphthalene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1Nitrobenzene ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1N-Nitrosodi-n-propylamine ND

0.38 ug/L 09/26/16 15:04 09/29/16 19:05 1N-Nitrosodiphenylamine ND

0.67 ug/L 09/26/16 15:04 09/29/16 19:05 1Pentachlorophenol ND

0.076 ug/L 09/26/16 15:04 09/29/16 19:05 1Phenanthrene ND

0.57 ug/L 09/26/16 15:04 09/29/16 19:05 1Phenol ND

0.057 ug/L 09/26/16 15:04 09/29/16 19:05 1Pyrene ND

2,4,6-Tribromophenol (Surr) 102 57 - 132 09/26/16 15:04 09/29/16 19:05 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 88 09/26/16 15:04 09/29/16 19:05 150 - 120

2-Fluorophenol (Surr) 101 09/26/16 15:04 09/29/16 19:05 150 - 113

Nitrobenzene-d5 (Surr) 101 09/26/16 15:04 09/29/16 19:05 159 - 120

Phenol-d5 (Surr) 98 09/26/16 15:04 09/29/16 19:05 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-6Client Sample ID: APT-3-0916
Matrix: WaterDate Collected: 09/20/16 12:10

Date Received: 09/22/16 09:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 96 72 - 140 09/26/16 15:04 09/29/16 19:05 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

TestAmerica Seattle

Page 29 of 54 10/6/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1325



Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-7Client Sample ID: TB-07-0916
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND * 2.0 ug/L 09/27/16 19:29 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/27/16 19:29 1Chloromethane ND

1.0 ug/L 09/27/16 19:29 1Vinyl chloride ND *

5.0 ug/L 09/27/16 19:29 1Bromomethane ND

5.0 ug/L 09/27/16 19:29 1Chloroethane ND

3.0 ug/L 09/27/16 19:29 1Trichlorofluoromethane ND

2.0 ug/L 09/27/16 19:29 11,1-Dichloroethene ND

1.0 ug/L 09/27/16 19:29 1Carbon disulfide ND

50 ug/L 09/27/16 19:29 1Acetone ND

5.0 ug/L 09/27/16 19:29 1Methylene Chloride ND

3.0 ug/L 09/27/16 19:29 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 19:29 11,1-Dichloroethane ND

3.0 ug/L 09/27/16 19:29 12,2-Dichloropropane ND

20 ug/L 09/27/16 19:29 12-Butanone ND

1.0 ug/L 09/27/16 19:29 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/27/16 19:29 1Bromochloromethane ND

5.0 ug/L 09/27/16 19:29 1Chloroform ND

3.0 ug/L 09/27/16 19:29 11,1,1-Trichloroethane ND

3.0 ug/L 09/27/16 19:29 1Carbon tetrachloride ND

3.0 ug/L 09/27/16 19:29 11,1-Dichloropropene ND

2.0 ug/L 09/27/16 19:29 1Benzene ND

1.0 ug/L 09/27/16 19:29 11,2-Dichloroethane ND

3.0 ug/L 09/27/16 19:29 1Trichloroethene ND

1.0 ug/L 09/27/16 19:29 11,2-Dichloropropane ND

1.0 ug/L 09/27/16 19:29 1Dibromomethane ND

2.0 ug/L 09/27/16 19:29 1Bromodichloromethane ND

1.0 ug/L 09/27/16 19:29 1cis-1,3-Dichloropropene ND

15 ug/L 09/27/16 19:29 14-Methyl-2-pentanone ND

2.0 ug/L 09/27/16 19:29 1Toluene ND

1.0 ug/L 09/27/16 19:29 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/27/16 19:29 11,1,2-Trichloroethane ND

3.0 ug/L 09/27/16 19:29 1Tetrachloroethene ND

1.0 ug/L 09/27/16 19:29 11,3-Dichloropropane ND

20 ug/L 09/27/16 19:29 12-Hexanone ND

1.0 ug/L 09/27/16 19:29 1Dibromochloromethane ND

1.0 ug/L 09/27/16 19:29 11,2-Dibromoethane ND

2.0 ug/L 09/27/16 19:29 1Chlorobenzene ND

3.0 ug/L 09/27/16 19:29 1Ethylbenzene ND

2.0 ug/L 09/27/16 19:29 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/27/16 19:29 1m-Xylene & p-Xylene ND

2.0 ug/L 09/27/16 19:29 1o-Xylene ND

5.0 ug/L 09/27/16 19:29 1Styrene ND

1.0 ug/L 09/27/16 19:29 1Bromoform ND

2.0 ug/L 09/27/16 19:29 1Isopropylbenzene ND

2.0 ug/L 09/27/16 19:29 1Bromobenzene ND

3.0 ug/L 09/27/16 19:29 1N-Propylbenzene ND *

1.0 ug/L 09/27/16 19:29 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/27/16 19:29 14-Chlorotoluene ND

3.0 ug/L 09/27/16 19:29 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID: 580-62712-7Client Sample ID: TB-07-0916
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/22/16 09:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/27/16 19:29 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/27/16 19:29 1sec-Butylbenzene ND

2.0 ug/L 09/27/16 19:29 11,3-Dichlorobenzene ND

3.0 ug/L 09/27/16 19:29 14-Isopropyltoluene ND

4.0 ug/L 09/27/16 19:29 11,4-Dichlorobenzene ND

3.0 ug/L 09/27/16 19:29 1n-Butylbenzene ND

2.0 ug/L 09/27/16 19:29 11,2-Dichlorobenzene ND

10 ug/L 09/27/16 19:29 11,2-Dibromo-3-Chloropropane ND *

1.0 ug/L 09/27/16 19:29 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/27/16 19:29 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/27/16 19:29 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 19:29 1Naphthalene ND

1.0 ug/L 09/27/16 19:29 1Methyl tert-butyl ether ND

2.0 ug/L 09/27/16 19:29 11,2,3-Trichloropropane ND

3.0 ug/L 09/27/16 19:29 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/27/16 19:29 12-Chlorotoluene ND

Toluene-d8 (Surr) 102 82 - 122 09/27/16 19:29 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 103 09/27/16 19:29 175 - 125

Dibromofluoromethane (Surr) 98 09/27/16 19:29 177 - 118

Trifluorotoluene (Surr) 94 09/27/16 19:29 180 - 141

1,2-Dichloroethane-d4 (Surr) 104 09/27/16 19:29 165 - 143
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8260C - Volatile Organic Compounds by GC/MS

Client Sample ID: Method BlankLab Sample ID: MB 580-228478/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/27/16 17:34 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 5.0 ug/L 09/27/16 17:34 1Chloromethane

ND 1.0 ug/L 09/27/16 17:34 1Vinyl chloride

ND 5.0 ug/L 09/27/16 17:34 1Bromomethane

ND 5.0 ug/L 09/27/16 17:34 1Chloroethane

ND 3.0 ug/L 09/27/16 17:34 1Trichlorofluoromethane

ND 2.0 ug/L 09/27/16 17:34 11,1-Dichloroethene

ND 1.0 ug/L 09/27/16 17:34 1Carbon disulfide

ND 50 ug/L 09/27/16 17:34 1Acetone

ND 5.0 ug/L 09/27/16 17:34 1Methylene Chloride

ND 3.0 ug/L 09/27/16 17:34 1trans-1,2-Dichloroethene

ND 2.0 ug/L 09/27/16 17:34 11,1-Dichloroethane

ND 3.0 ug/L 09/27/16 17:34 12,2-Dichloropropane

ND 20 ug/L 09/27/16 17:34 12-Butanone

ND 1.0 ug/L 09/27/16 17:34 1cis-1,2-Dichloroethene

ND 2.0 ug/L 09/27/16 17:34 1Bromochloromethane

ND 5.0 ug/L 09/27/16 17:34 1Chloroform

ND 3.0 ug/L 09/27/16 17:34 11,1,1-Trichloroethane

ND 3.0 ug/L 09/27/16 17:34 1Carbon tetrachloride

ND 3.0 ug/L 09/27/16 17:34 11,1-Dichloropropene

ND 2.0 ug/L 09/27/16 17:34 1Benzene

ND 1.0 ug/L 09/27/16 17:34 11,2-Dichloroethane

ND 3.0 ug/L 09/27/16 17:34 1Trichloroethene

ND 1.0 ug/L 09/27/16 17:34 11,2-Dichloropropane

ND 1.0 ug/L 09/27/16 17:34 1Dibromomethane

ND 2.0 ug/L 09/27/16 17:34 1Bromodichloromethane

ND 1.0 ug/L 09/27/16 17:34 1cis-1,3-Dichloropropene

ND 15 ug/L 09/27/16 17:34 14-Methyl-2-pentanone

ND 2.0 ug/L 09/27/16 17:34 1Toluene

ND 1.0 ug/L 09/27/16 17:34 1trans-1,3-Dichloropropene

ND 1.0 ug/L 09/27/16 17:34 11,1,2-Trichloroethane

ND 3.0 ug/L 09/27/16 17:34 1Tetrachloroethene

ND 1.0 ug/L 09/27/16 17:34 11,3-Dichloropropane

ND 20 ug/L 09/27/16 17:34 12-Hexanone

ND 1.0 ug/L 09/27/16 17:34 1Dibromochloromethane

ND 1.0 ug/L 09/27/16 17:34 11,2-Dibromoethane

ND 2.0 ug/L 09/27/16 17:34 1Chlorobenzene

ND 3.0 ug/L 09/27/16 17:34 1Ethylbenzene

ND 2.0 ug/L 09/27/16 17:34 11,1,1,2-Tetrachloroethane

ND 3.0 ug/L 09/27/16 17:34 1m-Xylene & p-Xylene

ND 2.0 ug/L 09/27/16 17:34 1o-Xylene

ND 5.0 ug/L 09/27/16 17:34 1Styrene

ND 1.0 ug/L 09/27/16 17:34 1Bromoform

ND 2.0 ug/L 09/27/16 17:34 1Isopropylbenzene

ND 2.0 ug/L 09/27/16 17:34 1Bromobenzene

ND 3.0 ug/L 09/27/16 17:34 1N-Propylbenzene

ND 1.0 ug/L 09/27/16 17:34 11,1,2,2-Tetrachloroethane

ND 2.0 ug/L 09/27/16 17:34 14-Chlorotoluene
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228478/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

RL MDL

t-Butylbenzene ND 3.0 ug/L 09/27/16 17:34 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 3.0 ug/L 09/27/16 17:34 11,2,4-Trimethylbenzene

ND 3.0 ug/L 09/27/16 17:34 1sec-Butylbenzene

ND 2.0 ug/L 09/27/16 17:34 11,3-Dichlorobenzene

ND 3.0 ug/L 09/27/16 17:34 14-Isopropyltoluene

ND 4.0 ug/L 09/27/16 17:34 11,4-Dichlorobenzene

ND 3.0 ug/L 09/27/16 17:34 1n-Butylbenzene

ND 2.0 ug/L 09/27/16 17:34 11,2-Dichlorobenzene

ND 10 ug/L 09/27/16 17:34 11,2-Dibromo-3-Chloropropane

ND 1.0 ug/L 09/27/16 17:34 11,2,4-Trichlorobenzene

ND 2.0 ug/L 09/27/16 17:34 11,2,3-Trichlorobenzene

ND 2.0 ug/L 09/27/16 17:34 1Hexachlorobutadiene

ND 2.0 ug/L 09/27/16 17:34 1Naphthalene

ND 1.0 ug/L 09/27/16 17:34 1Methyl tert-butyl ether

ND 2.0 ug/L 09/27/16 17:34 11,2,3-Trichloropropane

ND 3.0 ug/L 09/27/16 17:34 11,3,5-Trimethylbenzene

ND 3.0 ug/L 09/27/16 17:34 12-Chlorotoluene

Toluene-d8 (Surr) 103 82 - 122 09/27/16 17:34 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

99 09/27/16 17:34 14-Bromofluorobenzene (Surr) 75 - 125

101 09/27/16 17:34 1Dibromofluoromethane (Surr) 77 - 118

94 09/27/16 17:34 1Trifluorotoluene (Surr) 80 - 141

101 09/27/16 17:34 11,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228478/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Dichlorodifluoromethane 10.0 4.12 ug/L 41 20 - 141

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Chloromethane 10.0 10.5 ug/L 105 40 - 149

Vinyl chloride 10.0 11.0 ug/L 110 56 - 114

Bromomethane 10.0 9.85 ug/L 98 55 - 125

Chloroethane 10.0 9.39 ug/L 94 60 - 126

Trichlorofluoromethane 10.0 9.94 ug/L 99 49 - 130

1,1-Dichloroethene 10.1 10.1 ug/L 100 70 - 117

Carbon disulfide 10.0 10.9 ug/L 109 63 - 122

Acetone 50.0 48.8 J ug/L 98 20 - 150

Methylene Chloride 10.0 9.68 ug/L 96 70 - 115

trans-1,2-Dichloroethene 10.0 9.77 ug/L 98 72 - 113

1,1-Dichloroethane 10.0 10.2 ug/L 102 70 - 135

2,2-Dichloropropane 10.0 10.4 ug/L 104 50 - 140

2-Butanone 50.0 49.8 ug/L 100 30 - 150

cis-1,2-Dichloroethene 10.0 10.1 ug/L 101 70 - 111

Bromochloromethane 10.0 9.46 ug/L 94 65 - 120

Chloroform 10.0 10.2 ug/L 102 80 - 119

1,1,1-Trichloroethane 10.0 9.89 ug/L 99 65 - 130
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228478/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Carbon tetrachloride 10.0 10.1 ug/L 101 65 - 124

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,1-Dichloropropene 10.0 11.2 ug/L 112 75 - 120

Benzene 10.0 10.9 ug/L 109 80 - 120

1,2-Dichloroethane 10.0 10.7 ug/L 106 58 - 143

Trichloroethene 10.0 10.1 ug/L 101 70 - 125

1,2-Dichloropropane 10.0 10.9 ug/L 109 58 - 150

Dibromomethane 10.0 9.90 ug/L 99 61 - 142

Bromodichloromethane 10.0 9.66 ug/L 96 75 - 120

cis-1,3-Dichloropropene 10.0 10.7 ug/L 107 77 - 117

4-Methyl-2-pentanone 50.0 55.8 ug/L 112 20 - 150

Toluene 10.0 11.2 ug/L 112 75 - 120

trans-1,3-Dichloropropene 10.0 10.4 ug/L 104 73 - 122

1,1,2-Trichloroethane 10.0 10.7 ug/L 106 69 - 135

Tetrachloroethene 10.0 10.2 ug/L 101 70 - 124

1,3-Dichloropropane 10.0 11.4 ug/L 114 69 - 134

2-Hexanone 50.0 57.3 ug/L 115 20 - 150

Dibromochloromethane 10.0 10.2 ug/L 102 71 - 118

1,2-Dibromoethane 10.0 10.6 ug/L 106 66 - 133

Chlorobenzene 10.0 10.5 ug/L 105 80 - 120

Ethylbenzene 10.0 11.5 ug/L 114 75 - 119

1,1,1,2-Tetrachloroethane 10.0 9.78 ug/L 97 64 - 130

m-Xylene & p-Xylene 10.0 10.9 ug/L 109 75 - 119

o-Xylene 10.0 10.8 ug/L 108 74 - 120

Styrene 10.0 10.3 ug/L 103 76 - 116

Bromoform 10.0 9.69 ug/L 97 55 - 130

Isopropylbenzene 10.0 11.2 ug/L 112 75 - 125

Bromobenzene 10.0 10.1 ug/L 101 75 - 115

N-Propylbenzene 10.0 11.8 ug/L 118 70 - 124

1,1,2,2-Tetrachloroethane 10.0 11.0 ug/L 110 65 - 130

4-Chlorotoluene 10.0 10.6 ug/L 105 68 - 121

t-Butylbenzene 10.0 10.6 ug/L 106 70 - 121

1,2,4-Trimethylbenzene 10.0 10.9 ug/L 109 75 - 121

sec-Butylbenzene 10.0 11.3 ug/L 113 70 - 125

1,3-Dichlorobenzene 10.0 10.3 ug/L 102 72 - 116

4-Isopropyltoluene 10.0 11.0 ug/L 110 66 - 120

1,4-Dichlorobenzene 10.0 10.4 ug/L 104 75 - 117

n-Butylbenzene 10.0 9.46 ug/L 94 70 - 120

1,2-Dichlorobenzene 10.0 10.3 ug/L 103 70 - 120

1,2-Dibromo-3-Chloropropane 10.0 6.54 J ug/L 65 58 - 141

1,2,4-Trichlorobenzene 10.0 9.78 ug/L 98 56 - 129

1,2,3-Trichlorobenzene 10.0 9.74 ug/L 97 55 - 133

Hexachlorobutadiene 10.0 9.31 ug/L 93 56 - 125

Naphthalene 10.0 11.0 ug/L 110 55 - 134

Methyl tert-butyl ether 10.0 10.3 ug/L 102 65 - 125

1,2,3-Trichloropropane 10.0 10.3 ug/L 103 65 - 135

1,3,5-Trimethylbenzene 10.0 11.0 ug/L 110 75 - 122

2-Chlorotoluene 10.0 9.83 ug/L 98 69 - 125
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228478/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Toluene-d8 (Surr) 82 - 122

Surrogate

101

LCS LCS

Qualifier Limits%Recovery

994-Bromofluorobenzene (Surr) 75 - 125

97Dibromofluoromethane (Surr) 77 - 118

98Trifluorotoluene (Surr) 80 - 141

1041,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-228478/7
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Dichlorodifluoromethane 10.0 10.8 * ug/L 108 20 - 141 90 35

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Chloromethane 10.0 10.8 ug/L 108 40 - 149 2 22

Vinyl chloride 10.0 12.0 * ug/L 120 56 - 114 8 23

Bromomethane 10.0 11.5 ug/L 115 55 - 125 16 30

Chloroethane 10.0 11.1 ug/L 111 60 - 126 16 30

Trichlorofluoromethane 10.0 10.9 ug/L 109 49 - 130 9 35

1,1-Dichloroethene 10.1 9.82 ug/L 97 70 - 117 2 21

Carbon disulfide 10.0 11.1 ug/L 111 63 - 122 2 20

Acetone 50.0 38.8 J ug/L 78 20 - 150 23 35

Methylene Chloride 10.0 9.16 ug/L 91 70 - 115 6 19

trans-1,2-Dichloroethene 10.0 10.6 ug/L 105 72 - 113 8 21

1,1-Dichloroethane 10.0 10.9 ug/L 109 70 - 135 7 20

2,2-Dichloropropane 10.0 11.7 ug/L 117 50 - 140 12 20

2-Butanone 50.0 42.3 ug/L 85 30 - 150 16 35

cis-1,2-Dichloroethene 10.0 10.7 ug/L 106 70 - 111 5 15

Bromochloromethane 10.0 10.5 ug/L 104 65 - 120 10 17

Chloroform 10.0 11.0 ug/L 110 80 - 119 8 15

1,1,1-Trichloroethane 10.0 11.0 ug/L 110 65 - 130 11 18

Carbon tetrachloride 10.0 10.5 ug/L 105 65 - 124 4 19

1,1-Dichloropropene 10.0 11.8 ug/L 118 75 - 120 5 20

Benzene 10.0 11.4 ug/L 113 80 - 120 4 14

1,2-Dichloroethane 10.0 10.7 ug/L 107 58 - 143 0 17

Trichloroethene 10.0 10.2 ug/L 102 70 - 125 1 23

1,2-Dichloropropane 10.0 10.9 ug/L 108 58 - 150 1 15

Dibromomethane 10.0 9.76 ug/L 97 61 - 142 1 15

Bromodichloromethane 10.0 10.2 ug/L 102 75 - 120 6 14

cis-1,3-Dichloropropene 10.0 11.1 ug/L 111 77 - 117 4 24

4-Methyl-2-pentanone 50.0 50.9 ug/L 102 20 - 150 9 30

Toluene 10.0 11.7 ug/L 117 75 - 120 4 19

trans-1,3-Dichloropropene 10.0 10.3 ug/L 103 73 - 122 1 30

1,1,2-Trichloroethane 10.0 10.1 ug/L 101 69 - 135 5 24

Tetrachloroethene 10.0 10.4 ug/L 104 70 - 124 2 20

1,3-Dichloropropane 10.0 10.9 ug/L 109 69 - 134 5 23

2-Hexanone 50.0 48.6 ug/L 97 20 - 150 16 30

Dibromochloromethane 10.0 10.1 ug/L 101 71 - 118 1 21

1,2-Dibromoethane 10.0 9.95 ug/L 99 66 - 133 6 17

Chlorobenzene 10.0 10.6 ug/L 106 80 - 120 1 15
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-228478/7
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Ethylbenzene 10.0 11.9 ug/L 118 75 - 119 3 14

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,1,1,2-Tetrachloroethane 10.0 10.7 ug/L 107 64 - 130 9 20

m-Xylene & p-Xylene 10.0 11.3 ug/L 112 75 - 119 3 14

o-Xylene 10.0 11.9 ug/L 119 74 - 120 9 16

Styrene 10.0 10.7 ug/L 107 76 - 116 4 16

Bromoform 10.0 9.42 ug/L 94 55 - 130 3 20

Isopropylbenzene 10.0 12.3 ug/L 122 75 - 125 9 20

Bromobenzene 10.0 10.3 ug/L 103 75 - 115 2 13

N-Propylbenzene 10.0 12.6 * ug/L 126 70 - 124 6 13

1,1,2,2-Tetrachloroethane 10.0 10.9 ug/L 109 65 - 130 1 18

4-Chlorotoluene 10.0 10.3 ug/L 103 68 - 121 2 15

t-Butylbenzene 10.0 11.3 ug/L 113 70 - 121 7 14

1,2,4-Trimethylbenzene 10.0 11.8 ug/L 118 75 - 121 8 16

sec-Butylbenzene 10.0 12.2 ug/L 122 70 - 125 8 15

1,3-Dichlorobenzene 10.0 10.5 ug/L 105 72 - 116 3 14

4-Isopropyltoluene 10.0 11.8 ug/L 118 66 - 120 7 13

1,4-Dichlorobenzene 10.0 10.5 ug/L 105 75 - 117 1 17

n-Butylbenzene 10.0 10.5 ug/L 105 70 - 120 10 20

1,2-Dichlorobenzene 10.0 10.7 ug/L 107 70 - 120 4 15

1,2-Dibromo-3-Chloropropane 10.0 9.88 J * ug/L 99 58 - 141 41 30

1,2,4-Trichlorobenzene 10.0 11.1 ug/L 110 56 - 129 12 22

1,2,3-Trichlorobenzene 10.0 11.2 ug/L 112 55 - 133 14 35

Hexachlorobutadiene 10.0 10.8 ug/L 107 56 - 125 14 19

Naphthalene 10.0 11.8 ug/L 118 55 - 134 6 30

Methyl tert-butyl ether 10.0 10.9 ug/L 108 65 - 125 6 18

1,2,3-Trichloropropane 10.0 10.2 ug/L 102 65 - 135 1 22

1,3,5-Trimethylbenzene 10.0 11.7 ug/L 117 75 - 122 6 14

2-Chlorotoluene 10.0 10.9 ug/L 109 69 - 125 10 15

Toluene-d8 (Surr) 82 - 122

Surrogate

105

LCSD LCSD

Qualifier Limits%Recovery

974-Bromofluorobenzene (Surr) 75 - 125

102Dibromofluoromethane (Surr) 77 - 118

97Trifluorotoluene (Surr) 80 - 141

1031,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Dichlorodifluoromethane ND * 10.0 12.9 ug/L 129 20 - 141

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Chloromethane ND 10.0 12.8 ug/L 128 40 - 149

Vinyl chloride ND F1 * 10.0 13.7 F1 ug/L 137 56 - 114

Bromomethane ND 10.0 11.3 ug/L 113 55 - 125

Chloroethane ND 10.0 11.1 ug/L 111 60 - 126

Trichlorofluoromethane ND 10.0 11.1 ug/L 111 49 - 130

1,1-Dichloroethene ND 10.1 11.5 ug/L 114 70 - 117

TestAmerica Seattle

Page 36 of 54 10/6/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1332



QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Carbon disulfide ND F1 10.0 12.4 F1 ug/L 123 63 - 122

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Acetone ND 50.0 56.2 ug/L 112 20 - 150

Methylene Chloride ND 10.0 10.5 ug/L 104 70 - 115

trans-1,2-Dichloroethene ND 10.0 10.3 ug/L 103 72 - 113

1,1-Dichloroethane ND 10.0 11.4 ug/L 114 70 - 135

2,2-Dichloropropane ND 10.0 11.2 ug/L 112 50 - 140

2-Butanone ND 50.0 38.8 ug/L 78 30 - 150

cis-1,2-Dichloroethene ND 10.0 10.7 ug/L 107 70 - 111

Bromochloromethane ND 10.0 10.2 ug/L 102 65 - 120

Chloroform ND 10.0 11.9 ug/L 119 80 - 119

1,1,1-Trichloroethane ND 10.0 11.8 ug/L 118 65 - 130

Carbon tetrachloride ND 10.0 11.3 ug/L 113 65 - 124

1,1-Dichloropropene ND F1 10.0 12.2 F1 ug/L 122 75 - 120

Benzene ND 10.0 12.1 ug/L 120 80 - 120

1,2-Dichloroethane ND 10.0 11.1 ug/L 111 58 - 143

Trichloroethene 39 F1 10.0 52.9 F1 ug/L 143 70 - 125

1,2-Dichloropropane ND 10.0 11.6 ug/L 116 58 - 150

Dibromomethane ND 10.0 10.7 ug/L 107 61 - 142

Bromodichloromethane ND 10.0 10.9 ug/L 109 75 - 120

cis-1,3-Dichloropropene ND 10.0 11.2 ug/L 112 77 - 117

4-Methyl-2-pentanone ND 50.0 59.3 ug/L 119 20 - 150

Toluene ND F1 10.0 12.9 F1 ug/L 121 75 - 120

trans-1,3-Dichloropropene ND 10.0 11.2 ug/L 112 73 - 122

1,1,2-Trichloroethane ND 10.0 11.0 ug/L 110 69 - 135

Tetrachloroethene ND 10.0 11.0 ug/L 110 70 - 124

1,3-Dichloropropane ND 10.0 11.9 ug/L 118 69 - 134

2-Hexanone ND 50.0 62.4 ug/L 125 20 - 150

Dibromochloromethane ND 10.0 10.8 ug/L 108 71 - 118

1,2-Dibromoethane ND 10.0 10.6 ug/L 106 66 - 133

Chlorobenzene ND 10.0 11.2 ug/L 111 80 - 120

Ethylbenzene ND F1 10.0 12.6 F1 ug/L 125 75 - 119

1,1,1,2-Tetrachloroethane ND 10.0 10.6 ug/L 106 64 - 130

m-Xylene & p-Xylene ND F1 10.0 12.0 F1 ug/L 120 75 - 119

o-Xylene ND 10.0 11.9 ug/L 118 74 - 120

Styrene ND 10.0 11.2 ug/L 112 76 - 116

Bromoform ND 10.0 10.2 ug/L 101 55 - 130

Isopropylbenzene ND 10.0 12.1 ug/L 121 75 - 125

Bromobenzene ND 10.0 10.8 ug/L 108 75 - 115

N-Propylbenzene ND F1 * 10.0 13.3 F1 ug/L 133 70 - 124

1,1,2,2-Tetrachloroethane ND 10.0 12.4 ug/L 124 65 - 130

4-Chlorotoluene ND 10.0 10.8 ug/L 108 68 - 121

t-Butylbenzene ND 10.0 11.8 ug/L 118 70 - 121

1,2,4-Trimethylbenzene ND 10.0 12.1 ug/L 121 75 - 121

sec-Butylbenzene ND F1 10.0 12.2 ug/L 122 70 - 125

1,3-Dichlorobenzene ND 10.0 11.2 ug/L 112 72 - 116

4-Isopropyltoluene ND 10.0 12.0 ug/L 120 66 - 120

1,4-Dichlorobenzene ND F1 10.0 11.8 F1 ug/L 118 75 - 117

n-Butylbenzene ND 10.0 10.4 ug/L 104 70 - 120
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

1,2-Dichlorobenzene ND 10.0 10.9 ug/L 109 70 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2-Dibromo-3-Chloropropane ND * 10.0 10.6 ug/L 106 58 - 141

1,2,4-Trichlorobenzene ND 10.0 10.1 ug/L 101 56 - 129

1,2,3-Trichlorobenzene ND 10.0 10.3 ug/L 103 55 - 133

Hexachlorobutadiene ND 10.0 7.76 ug/L 78 56 - 125

Naphthalene ND 10.0 11.9 ug/L 119 55 - 134

Methyl tert-butyl ether ND 10.0 11.4 ug/L 114 65 - 125

1,2,3-Trichloropropane ND 10.0 8.21 ug/L 82 65 - 135

1,3,5-Trimethylbenzene ND 10.0 12.2 ug/L 122 75 - 122

2-Chlorotoluene ND 10.0 10.9 ug/L 109 69 - 125

Toluene-d8 (Surr) 82 - 122

Surrogate

100

MS MS

Qualifier Limits%Recovery

1014-Bromofluorobenzene (Surr) 75 - 125

96Dibromofluoromethane (Surr) 77 - 118

95Trifluorotoluene (Surr) 80 - 141

1051,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Dichlorodifluoromethane ND * 10.0 11.2 ug/L 112 20 - 141 15 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Chloromethane ND 10.0 12.6 ug/L 126 40 - 149 2 35

Vinyl chloride ND F1 * 10.0 13.9 F1 ug/L 139 56 - 114 1 35

Bromomethane ND 10.0 10.4 ug/L 104 55 - 125 8 35

Chloroethane ND 10.0 10.7 ug/L 107 60 - 126 4 35

Trichlorofluoromethane ND 10.0 11.3 ug/L 113 49 - 130 2 35

1,1-Dichloroethene ND 10.1 10.8 ug/L 107 70 - 117 6 35

Carbon disulfide ND F1 10.0 12.4 F1 ug/L 124 63 - 122 0 35

Acetone ND 50.0 54.8 ug/L 110 20 - 150 2 35

Methylene Chloride ND 10.0 10.3 ug/L 102 70 - 115 2 35

trans-1,2-Dichloroethene ND 10.0 10.5 ug/L 105 72 - 113 2 35

1,1-Dichloroethane ND 10.0 11.6 ug/L 116 70 - 135 2 35

2,2-Dichloropropane ND 10.0 11.4 ug/L 114 50 - 140 2 35

2-Butanone ND 50.0 49.5 ug/L 99 30 - 150 24 35

cis-1,2-Dichloroethene ND 10.0 10.6 ug/L 105 70 - 111 1 35

Bromochloromethane ND 10.0 10.4 ug/L 104 65 - 120 2 35

Chloroform ND 10.0 11.7 ug/L 117 80 - 119 2 35

1,1,1-Trichloroethane ND 10.0 11.4 ug/L 113 65 - 130 4 35

Carbon tetrachloride ND 10.0 11.0 ug/L 110 65 - 124 3 35

1,1-Dichloropropene ND F1 10.0 12.3 F1 ug/L 123 75 - 120 1 35

Benzene ND 10.0 11.6 ug/L 115 80 - 120 4 35

1,2-Dichloroethane ND 10.0 11.8 ug/L 118 58 - 143 6 35

Trichloroethene 39 F1 10.0 50.3 ug/L 118 70 - 125 5 35

1,2-Dichloropropane ND 10.0 10.9 ug/L 109 58 - 150 7 35

Dibromomethane ND 10.0 10.7 ug/L 106 61 - 142 1 35
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228478

Bromodichloromethane ND 10.0 11.0 ug/L 110 75 - 120 1 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

cis-1,3-Dichloropropene ND 10.0 11.4 ug/L 113 77 - 117 2 35

4-Methyl-2-pentanone ND 50.0 56.9 ug/L 114 20 - 150 4 35

Toluene ND F1 10.0 12.9 F1 ug/L 121 75 - 120 0 35

trans-1,3-Dichloropropene ND 10.0 11.5 ug/L 115 73 - 122 3 35

1,1,2-Trichloroethane ND 10.0 10.6 ug/L 106 69 - 135 4 35

Tetrachloroethene ND 10.0 11.0 ug/L 110 70 - 124 0 35

1,3-Dichloropropane ND 10.0 12.0 ug/L 120 69 - 134 1 35

2-Hexanone ND 50.0 57.5 ug/L 115 20 - 150 8 35

Dibromochloromethane ND 10.0 11.1 ug/L 110 71 - 118 2 35

1,2-Dibromoethane ND 10.0 11.0 ug/L 110 66 - 133 4 35

Chlorobenzene ND 10.0 11.2 ug/L 112 80 - 120 1 35

Ethylbenzene ND F1 10.0 12.3 F1 ug/L 123 75 - 119 2 35

1,1,1,2-Tetrachloroethane ND 10.0 10.6 ug/L 106 64 - 130 0 35

m-Xylene & p-Xylene ND F1 10.0 12.2 F1 ug/L 122 75 - 119 2 35

o-Xylene ND 10.0 11.9 ug/L 119 74 - 120 0 35

Styrene ND 10.0 10.9 ug/L 109 76 - 116 3 35

Bromoform ND 10.0 9.98 ug/L 100 55 - 130 2 35

Isopropylbenzene ND 10.0 12.3 ug/L 123 75 - 125 2 35

Bromobenzene ND 10.0 10.8 ug/L 108 75 - 115 0 35

N-Propylbenzene ND F1 * 10.0 13.1 F1 ug/L 131 70 - 124 2 35

1,1,2,2-Tetrachloroethane ND 10.0 12.1 ug/L 121 65 - 130 3 35

4-Chlorotoluene ND 10.0 10.7 ug/L 107 68 - 121 1 35

t-Butylbenzene ND 10.0 11.7 ug/L 117 70 - 121 1 35

1,2,4-Trimethylbenzene ND 10.0 12.0 ug/L 120 75 - 121 1 35

sec-Butylbenzene ND F1 10.0 12.7 F1 ug/L 127 70 - 125 4 35

1,3-Dichlorobenzene ND 10.0 11.1 ug/L 110 72 - 116 2 35

4-Isopropyltoluene ND 10.0 12.0 ug/L 120 66 - 120 0 35

1,4-Dichlorobenzene ND F1 10.0 11.5 ug/L 114 75 - 117 3 35

n-Butylbenzene ND 10.0 10.1 ug/L 100 70 - 120 3 35

1,2-Dichlorobenzene ND 10.0 11.2 ug/L 112 70 - 120 2 35

1,2-Dibromo-3-Chloropropane ND * 10.0 10.8 ug/L 107 58 - 141 2 35

1,2,4-Trichlorobenzene ND 10.0 10.7 ug/L 107 56 - 129 6 35

1,2,3-Trichlorobenzene ND 10.0 10.7 ug/L 107 55 - 133 4 35

Hexachlorobutadiene ND 10.0 10.2 ug/L 102 56 - 125 28 35

Naphthalene ND 10.0 12.4 ug/L 124 55 - 134 5 35

Methyl tert-butyl ether ND 10.0 11.8 ug/L 118 65 - 125 3 35

1,2,3-Trichloropropane ND 10.0 10.9 ug/L 109 65 - 135 28 35

1,3,5-Trimethylbenzene ND 10.0 12.0 ug/L 120 75 - 122 2 35

2-Chlorotoluene ND 10.0 10.6 ug/L 106 69 - 125 3 35

Toluene-d8 (Surr) 82 - 122

Surrogate

102

MSD MSD

Qualifier Limits%Recovery

974-Bromofluorobenzene (Surr) 75 - 125

95Dibromofluoromethane (Surr) 77 - 118

90Trifluorotoluene (Surr) 80 - 141

1051,2-Dichloroethane-d4 (Surr) 65 - 143
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 580-228351/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 11,2-Dichlorobenzene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 11,3-Dichlorobenzene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 11,4-Dichlorobenzene

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 11-Methylnaphthalene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 12,4,5-Trichlorophenol

ND 0.60 ug/L 09/26/16 15:04 09/29/16 14:54 12,4,6-Trichlorophenol

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 12,4-Dichlorophenol

ND 2.0 ug/L 09/26/16 15:04 09/29/16 14:54 12,4-Dimethylphenol

ND 5.0 ug/L 09/26/16 15:04 09/29/16 14:54 12,4-Dinitrophenol

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 12,4-Dinitrotoluene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 12,6-Dinitrotoluene

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 12-Chloronaphthalene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 12-Chlorophenol

ND 0.20 ug/L 09/26/16 15:04 09/29/16 14:54 12-Methylnaphthalene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 12-Methylphenol

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 12-Nitroaniline

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 12-Nitrophenol

ND 0.80 ug/L 09/26/16 15:04 09/29/16 14:54 13 & 4 Methylphenol

ND 2.0 ug/L 09/26/16 15:04 09/29/16 14:54 13,3'-Dichlorobenzidine

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 13-Nitroaniline

ND 4.0 ug/L 09/26/16 15:04 09/29/16 14:54 14,6-Dinitro-2-methylphenol

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 14-Bromophenyl phenyl ether

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 14-Chloro-3-methylphenol

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 14-Chloroaniline

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 14-Chlorophenyl phenyl ether

ND 0.60 ug/L 09/26/16 15:04 09/29/16 14:54 14-Nitroaniline

ND 3.0 ug/L 09/26/16 15:04 09/29/16 14:54 14-Nitrophenol

ND 0.10 ug/L 09/26/16 15:04 09/29/16 14:54 1Acenaphthene

ND 0.080 ug/L 09/26/16 15:04 09/29/16 14:54 1Acenaphthylene

ND 0.040 ug/L 09/26/16 15:04 09/29/16 14:54 1Anthracene

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 1Benzo[a]anthracene

ND 0.040 ug/L 09/26/16 15:04 09/29/16 14:54 1Benzo[a]pyrene

ND 0.080 ug/L 09/26/16 15:04 09/29/16 14:54 1Benzo[b]fluoranthene

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 1Benzo[g,h,i]perylene

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 1Benzo[k]fluoranthene

ND 3.0 ug/L 09/26/16 15:04 09/29/16 14:54 1Benzoic acid

0.585 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Benzyl alcohol

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Bis(2-chloroethoxy)methane

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Bis(2-chloroethyl)ether

ND 3.0 ug/L 09/26/16 15:04 09/29/16 14:54 1Bis(2-ethylhexyl) phthalate

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1bis(chloroisopropyl) ether

ND 0.60 ug/L 09/26/16 15:04 09/29/16 14:54 1Butyl benzyl phthalate

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Carbazole

ND 0.040 ug/L 09/26/16 15:04 09/29/16 14:54 1Chrysene

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 1Dibenz(a,h)anthracene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Dibenzofuran

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Diethyl phthalate
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228351/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

RL MDL

Dimethyl phthalate ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Di-n-butyl phthalate

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Di-n-octyl phthalate

ND 0.050 ug/L 09/26/16 15:04 09/29/16 14:54 1Fluoranthene

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 1Fluorene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Hexachlorobenzene

ND 0.60 ug/L 09/26/16 15:04 09/29/16 14:54 1Hexachlorobutadiene

ND 2.0 ug/L 09/26/16 15:04 09/29/16 14:54 1Hexachlorocyclopentadiene

ND 0.60 ug/L 09/26/16 15:04 09/29/16 14:54 1Hexachloroethane

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 1Indeno[1,2,3-cd]pyrene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Isophorone

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Naphthalene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1Nitrobenzene

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1N-Nitrosodi-n-propylamine

ND 0.40 ug/L 09/26/16 15:04 09/29/16 14:54 1N-Nitrosodiphenylamine

ND 0.70 ug/L 09/26/16 15:04 09/29/16 14:54 1Pentachlorophenol

ND 0.080 ug/L 09/26/16 15:04 09/29/16 14:54 1Phenanthrene

ND 0.60 ug/L 09/26/16 15:04 09/29/16 14:54 1Phenol

ND 0.060 ug/L 09/26/16 15:04 09/29/16 14:54 1Pyrene

2,4,6-Tribromophenol (Surr) 75 57 - 132 09/29/16 14:54 1

MB MB

Surrogate

09/26/16 15:04

Dil FacPrepared AnalyzedQualifier Limits%Recovery

80 09/26/16 15:04 09/29/16 14:54 12-Fluorobiphenyl 50 - 120

85 09/26/16 15:04 09/29/16 14:54 12-Fluorophenol (Surr) 50 - 113

89 09/26/16 15:04 09/29/16 14:54 1Nitrobenzene-d5 (Surr) 59 - 120

85 09/26/16 15:04 09/29/16 14:54 1Phenol-d5 (Surr) 52 - 120

95 09/26/16 15:04 09/29/16 14:54 1Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: Method BlankLab Sample ID: MB 580-228351/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228822 Prep Batch: 228351

RL MDL

Benzyl alcohol 0.796 0.40 ug/L 09/26/16 15:04 10/01/16 18:57 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

2,4,6-Tribromophenol (Surr) 84 57 - 132 10/01/16 18:57 1

MB MB

Surrogate

09/26/16 15:04

Dil FacPrepared AnalyzedQualifier Limits%Recovery

81 09/26/16 15:04 10/01/16 18:57 12-Fluorobiphenyl 50 - 120

83 09/26/16 15:04 10/01/16 18:57 12-Fluorophenol (Surr) 50 - 113

83 09/26/16 15:04 10/01/16 18:57 1Nitrobenzene-d5 (Surr) 59 - 120

86 09/26/16 15:04 10/01/16 18:57 1Phenol-d5 (Surr) 52 - 120

97 09/26/16 15:04 10/01/16 18:57 1Terphenyl-d14 (Surr) 72 - 140
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228351/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

1,2,4-Trichlorobenzene 2.00 1.73 ug/L 87 40 - 115

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichlorobenzene 2.00 1.93 ug/L 97 44 - 119

1,3-Dichlorobenzene 2.00 1.67 ug/L 84 34 - 116

1,4-Dichlorobenzene 2.00 1.63 ug/L 81 40 - 118

1-Methylnaphthalene 2.00 1.73 ug/L 86 54 - 119

2,4,5-Trichlorophenol 2.00 1.82 ug/L 91 56 - 122

2,4,6-Trichlorophenol 2.00 1.66 ug/L 83 55 - 134

2,4-Dichlorophenol 2.00 1.94 ug/L 97 50 - 125

2,4-Dimethylphenol 2.00 1.08 J ug/L 54 20 - 106

2,4-Dinitrophenol 4.00 1.76 J ug/L 44 24 - 139

2,4-Dinitrotoluene 2.00 1.76 ug/L 88 40 - 143

2,6-Dinitrotoluene 2.00 1.88 ug/L 94 45 - 134

2-Chloronaphthalene 2.00 1.73 ug/L 86 55 - 125

2-Chlorophenol 2.00 1.99 ug/L 99 57 - 125

2-Methylnaphthalene 2.00 1.75 ug/L 88 56 - 117

2-Methylphenol 2.00 1.79 ug/L 90 53 - 118

2-Nitroaniline 2.00 1.83 ug/L 92 58 - 124

2-Nitrophenol 2.00 1.39 ug/L 69 20 - 150

3 & 4 Methylphenol 2.00 1.88 ug/L 94 54 - 112

3,3'-Dichlorobenzidine 4.00 0.434 J * ug/L 11 20 - 121

3-Nitroaniline 2.00 0.710 ug/L 35 22 - 124

4,6-Dinitro-2-methylphenol 4.00 1.95 J ug/L 49 20 - 150

4-Bromophenyl phenyl ether 2.00 1.88 ug/L 94 62 - 132

4-Chloro-3-methylphenol 2.00 1.76 ug/L 88 56 - 133

4-Chloroaniline 2.00 ND * ug/L 2 20 - 110

4-Chlorophenyl phenyl ether 2.00 1.86 ug/L 93 59 - 125

4-Nitroaniline 2.00 1.31 ug/L 65 40 - 118

4-Nitrophenol 4.00 3.78 ug/L 95 20 - 150

Acenaphthene 2.00 1.78 ug/L 89 55 - 113

Acenaphthylene 2.00 1.40 ug/L 70 24 - 135

Anthracene 2.00 1.25 ug/L 63 20 - 125

Benzo[a]anthracene 2.00 1.77 ug/L 88 49 - 115

Benzo[a]pyrene 2.00 1.34 ug/L 67 20 - 115

Benzo[b]fluoranthene 2.00 2.36 ug/L 118 63 - 129

Benzo[g,h,i]perylene 2.00 2.25 ug/L 112 58 - 127

Benzo[k]fluoranthene 2.00 2.22 ug/L 111 60 - 134

Benzoic acid 4.00 3.68 ug/L 92 20 - 150

Benzyl alcohol 2.00 1.98 ug/L 99 52 - 124

Bis(2-chloroethoxy)methane 2.00 2.04 ug/L 102 59 - 125

Bis(2-chloroethyl)ether 2.00 1.98 ug/L 99 55 - 125

Bis(2-ethylhexyl) phthalate 2.00 2.18 J ug/L 109 22 - 150

bis(chloroisopropyl) ether 2.00 2.43 ug/L 121 44 - 123

Butyl benzyl phthalate 2.00 2.37 ug/L 119 46 - 150

Carbazole 2.00 1.94 ug/L 97 68 - 142

Chrysene 2.00 1.92 ug/L 96 57 - 131

Dibenz(a,h)anthracene 2.00 2.06 ug/L 103 56 - 124

Dibenzofuran 2.00 1.86 ug/L 93 60 - 125

Diethyl phthalate 2.00 1.97 ug/L 99 60 - 134
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228351/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

Dimethyl phthalate 2.00 1.93 ug/L 96 65 - 134

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Di-n-butyl phthalate 2.00 2.17 ug/L 108 67 - 140

Di-n-octyl phthalate 2.00 2.37 ug/L 118 55 - 150

Fluoranthene 2.00 1.97 ug/L 99 70 - 135

Fluorene 2.00 1.85 ug/L 92 57 - 125

Hexachlorobenzene 2.00 1.75 ug/L 87 55 - 135

Hexachlorobutadiene 2.00 1.63 ug/L 82 25 - 125

Hexachlorocyclopentadiene 2.00 0.362 J * ug/L 18 20 - 110

Hexachloroethane 2.00 1.61 ug/L 80 24 - 125

Indeno[1,2,3-cd]pyrene 2.00 2.05 ug/L 103 54 - 124

Isophorone 2.00 2.00 ug/L 100 64 - 125

Naphthalene 2.00 1.79 ug/L 89 56 - 119

Nitrobenzene 2.00 2.01 ug/L 101 62 - 125

N-Nitrosodi-n-propylamine 2.00 1.83 ug/L 91 54 - 120

N-Nitrosodiphenylamine 2.00 1.38 ug/L 69 40 - 124

Pentachlorophenol 4.00 2.82 ug/L 71 30 - 122

Phenanthrene 2.00 1.91 ug/L 96 57 - 125

Phenol 2.00 1.84 ug/L 92 53 - 113

Pyrene 2.00 2.11 ug/L 105 64 - 128

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

80

LCS LCS

Qualifier Limits%Recovery

812-Fluorobiphenyl 50 - 120

942-Fluorophenol (Surr) 50 - 113

89Nitrobenzene-d5 (Surr) 59 - 120

90Phenol-d5 (Surr) 52 - 120

93Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

1,2,4-Trichlorobenzene ND 1.92 1.40 ug/L 73 40 - 115

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2-Dichlorobenzene ND 1.92 1.51 ug/L 79 44 - 119

1,3-Dichlorobenzene ND 1.92 1.26 ug/L 66 34 - 116

1,4-Dichlorobenzene ND 1.92 1.34 ug/L 69 40 - 118

1-Methylnaphthalene ND 1.92 1.58 ug/L 82 54 - 119

2,4,5-Trichlorophenol ND 1.92 1.95 ug/L 101 56 - 122

2,4,6-Trichlorophenol ND 1.92 1.92 ug/L 100 55 - 134

2,4-Dichlorophenol ND 1.92 1.88 ug/L 98 50 - 125

2,4-Dimethylphenol ND 1.92 ND ug/L 80 20 - 106

2,4-Dinitrophenol ND 3.85 ND ug/L 80 24 - 139

2,4-Dinitrotoluene ND 1.92 1.87 ug/L 97 40 - 143

2,6-Dinitrotoluene ND 1.92 1.96 ug/L 102 45 - 134

2-Chloronaphthalene ND 1.92 1.61 ug/L 83 55 - 125

2-Chlorophenol ND 1.92 1.79 ug/L 93 57 - 125

2-Methylnaphthalene ND 1.92 1.60 ug/L 83 56 - 117
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

2-Methylphenol ND 1.92 1.70 ug/L 88 53 - 118

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

2-Nitroaniline ND 1.92 1.83 ug/L 95 58 - 124

2-Nitrophenol ND 1.92 1.59 ug/L 83 20 - 150

3 & 4 Methylphenol ND 1.92 1.78 ug/L 93 54 - 112

3,3'-Dichlorobenzidine ND * F1 3.85 ND F1 ug/L 5 20 - 121

3-Nitroaniline ND F2 1.92 1.06 ug/L 55 22 - 124

4,6-Dinitro-2-methylphenol ND 3.85 ND ug/L 90 20 - 150

4-Bromophenyl phenyl ether ND 1.92 1.95 ug/L 101 62 - 132

4-Chloro-3-methylphenol ND 1.92 1.84 ug/L 96 56 - 133

4-Chloroaniline ND * F1 1.92 ND F1 ug/L 17 20 - 110

4-Chlorophenyl phenyl ether ND 1.92 1.76 ug/L 91 59 - 125

4-Nitroaniline ND * 1.92 0.926 ug/L 48 40 - 118

4-Nitrophenol ND 3.85 4.17 ug/L 108 20 - 150

Acenaphthene ND 1.92 1.69 ug/L 88 55 - 113

Acenaphthylene ND 1.92 1.44 ug/L 75 24 - 135

Anthracene ND 1.92 1.49 ug/L 77 20 - 125

Benzo[a]anthracene ND 1.92 1.87 ug/L 97 49 - 115

Benzo[a]pyrene ND 1.92 1.67 ug/L 87 20 - 115

Benzo[b]fluoranthene ND 1.92 2.04 ug/L 106 63 - 129

Benzo[g,h,i]perylene ND 1.92 2.02 ug/L 105 58 - 127

Benzo[k]fluoranthene ND 1.92 1.96 ug/L 102 60 - 134

Benzoic acid ND 3.85 4.83 ug/L 100 20 - 150

Benzyl alcohol 0.65 B * 1.92 1.89 ug/L 64 52 - 124

Bis(2-chloroethoxy)methane ND 1.92 1.85 ug/L 96 59 - 125

Bis(2-chloroethyl)ether ND 1.92 1.67 ug/L 87 55 - 125

Bis(2-ethylhexyl) phthalate ND F2 F1 * 1.92 5.54 F1 ug/L 288 22 - 150

bis(chloroisopropyl) ether ND * 1.92 2.25 ug/L 117 44 - 123

Butyl benzyl phthalate 0.69 B 1.92 2.54 ug/L 96 46 - 150

Carbazole ND 1.92 2.05 ug/L 107 68 - 142

Chrysene ND 1.92 1.85 ug/L 96 57 - 131

Dibenz(a,h)anthracene ND 1.92 1.93 ug/L 100 56 - 124

Dibenzofuran ND 1.92 1.73 ug/L 90 60 - 125

Diethyl phthalate ND 1.92 2.03 ug/L 98 60 - 134

Dimethyl phthalate ND 1.92 1.93 ug/L 100 65 - 134

Di-n-butyl phthalate ND 1.92 2.17 ug/L 96 67 - 140

Di-n-octyl phthalate ND 1.92 2.37 ug/L 123 55 - 150

Fluoranthene ND 1.92 1.80 ug/L 94 70 - 135

Fluorene ND 1.92 1.85 ug/L 96 57 - 125

Hexachlorobenzene ND 1.92 1.80 ug/L 94 55 - 135

Hexachlorobutadiene ND 1.92 1.14 ug/L 59 25 - 125

Hexachlorocyclopentadiene ND * 1.92 ND ug/L 23 20 - 110

Hexachloroethane ND 1.92 1.22 ug/L 63 24 - 125

Indeno[1,2,3-cd]pyrene ND 1.92 1.90 ug/L 99 54 - 124

Isophorone ND 1.92 1.76 ug/L 91 64 - 125

Naphthalene ND 1.92 1.64 ug/L 85 56 - 119

Nitrobenzene ND 1.92 1.79 ug/L 93 62 - 125

N-Nitrosodi-n-propylamine ND 1.92 1.54 ug/L 80 54 - 120

N-Nitrosodiphenylamine ND F1 1.92 0.687 F1 ug/L 36 40 - 124
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

Pentachlorophenol ND 3.85 3.52 ug/L 92 30 - 122

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Phenanthrene ND 1.92 1.98 ug/L 103 57 - 125

Phenol ND 1.92 1.72 ug/L 77 53 - 113

Pyrene ND 1.92 1.85 ug/L 96 64 - 128

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

95

MS MS

Qualifier Limits%Recovery

802-Fluorobiphenyl 50 - 120

882-Fluorophenol (Surr) 50 - 113

87Nitrobenzene-d5 (Surr) 59 - 120

83Phenol-d5 (Surr) 52 - 120

87Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

1,2,4-Trichlorobenzene ND 1.97 1.47 ug/L 75 40 - 115 5 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

1,2-Dichlorobenzene ND 1.97 1.63 ug/L 83 44 - 119 7 35

1,3-Dichlorobenzene ND 1.97 1.38 ug/L 70 34 - 116 9 35

1,4-Dichlorobenzene ND 1.97 1.41 ug/L 71 40 - 118 5 35

1-Methylnaphthalene ND 1.97 1.61 ug/L 82 54 - 119 2 35

2,4,5-Trichlorophenol ND 1.97 1.83 ug/L 93 56 - 122 6 35

2,4,6-Trichlorophenol ND 1.97 1.87 ug/L 95 55 - 134 3 35

2,4-Dichlorophenol ND 1.97 1.90 ug/L 96 50 - 125 1 35

2,4-Dimethylphenol ND 1.97 ND ug/L 81 20 - 106 3 35

2,4-Dinitrophenol ND 3.94 ND ug/L 81 24 - 139 4 35

2,4-Dinitrotoluene ND 1.97 1.75 ug/L 89 40 - 143 7 35

2,6-Dinitrotoluene ND 1.97 1.86 ug/L 94 45 - 134 5 35

2-Chloronaphthalene ND 1.97 1.60 ug/L 81 55 - 125 1 35

2-Chlorophenol ND 1.97 1.84 ug/L 94 57 - 125 3 35

2-Methylnaphthalene ND 1.97 1.65 ug/L 84 56 - 117 3 35

2-Methylphenol ND 1.97 1.79 ug/L 91 53 - 118 5 35

2-Nitroaniline ND 1.97 1.90 ug/L 97 58 - 124 4 35

2-Nitrophenol ND 1.97 1.60 ug/L 81 20 - 150 0 35

3 & 4 Methylphenol ND 1.97 1.81 ug/L 92 54 - 112 1 35

3,3'-Dichlorobenzidine ND * F1 3.94 ND F1 ug/L 0 20 - 121 NC 35

3-Nitroaniline ND F2 1.97 0.701 F2 ug/L 36 22 - 124 40 35

4,6-Dinitro-2-methylphenol ND 3.94 ND ug/L 94 20 - 150 6 35

4-Bromophenyl phenyl ether ND 1.97 1.86 ug/L 95 62 - 132 5 35

4-Chloro-3-methylphenol ND 1.97 1.77 ug/L 90 56 - 133 4 35

4-Chloroaniline ND * F1 1.97 ND F1 ug/L 0 20 - 110 NC 35

4-Chlorophenyl phenyl ether ND 1.97 1.70 ug/L 86 59 - 125 3 35

4-Nitroaniline ND * 1.97 1.19 ug/L 60 40 - 118 25 35

4-Nitrophenol ND 3.94 3.97 ug/L 101 20 - 150 5 35

Acenaphthene ND 1.97 1.64 ug/L 83 55 - 113 3 35

Acenaphthylene ND 1.97 1.46 ug/L 74 24 - 135 1 35
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QC Sample Results
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: APT-1-0916Lab Sample ID: 580-62712-4MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228682 Prep Batch: 228351

Anthracene ND 1.97 1.43 ug/L 73 20 - 125 4 35

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Benzo[a]anthracene ND 1.97 1.74 ug/L 88 49 - 115 7 35

Benzo[a]pyrene ND 1.97 1.59 ug/L 81 20 - 115 5 35

Benzo[b]fluoranthene ND 1.97 1.95 ug/L 99 63 - 129 5 35

Benzo[g,h,i]perylene ND 1.97 1.83 ug/L 93 58 - 127 10 35

Benzo[k]fluoranthene ND 1.97 1.93 ug/L 98 60 - 134 2 35

Benzoic acid ND 3.94 4.92 ug/L 100 20 - 150 2 35

Benzyl alcohol 0.65 B * 1.97 2.04 ug/L 71 52 - 124 8 35

Bis(2-chloroethoxy)methane ND 1.97 1.94 ug/L 99 59 - 125 5 35

Bis(2-chloroethyl)ether ND 1.97 1.79 ug/L 91 55 - 125 7 35

Bis(2-ethylhexyl) phthalate ND F2 F1 * 1.97 3.07 F1 F2 ug/L 156 22 - 150 57 35

bis(chloroisopropyl) ether ND * 1.97 2.36 ug/L 120 44 - 123 4 35

Butyl benzyl phthalate 0.69 B 1.97 2.50 ug/L 92 46 - 150 1 35

Carbazole ND 1.97 1.96 ug/L 100 68 - 142 4 35

Chrysene ND 1.97 1.82 ug/L 92 57 - 131 2 35

Dibenz(a,h)anthracene ND 1.97 1.73 ug/L 88 56 - 124 11 35

Dibenzofuran ND 1.97 1.63 ug/L 83 60 - 125 6 35

Diethyl phthalate ND 1.97 1.97 ug/L 92 60 - 134 3 35

Dimethyl phthalate ND 1.97 1.85 ug/L 94 65 - 134 4 35

Di-n-butyl phthalate ND 1.97 2.12 ug/L 91 67 - 140 2 35

Di-n-octyl phthalate ND 1.97 2.16 ug/L 110 55 - 150 9 35

Fluoranthene ND 1.97 1.74 ug/L 88 70 - 135 4 35

Fluorene ND 1.97 1.79 ug/L 91 57 - 125 4 35

Hexachlorobenzene ND 1.97 1.76 ug/L 89 55 - 135 2 35

Hexachlorobutadiene ND 1.97 1.23 ug/L 62 25 - 125 8 35

Hexachlorocyclopentadiene ND * 1.97 ND ug/L 31 20 - 110 34 35

Hexachloroethane ND 1.97 1.32 ug/L 67 24 - 125 9 35

Indeno[1,2,3-cd]pyrene ND 1.97 2.11 ug/L 107 54 - 124 10 35

Isophorone ND 1.97 1.85 ug/L 94 64 - 125 5 35

Naphthalene ND 1.97 1.66 ug/L 84 56 - 119 2 35

Nitrobenzene ND 1.97 1.85 ug/L 94 62 - 125 3 35

N-Nitrosodi-n-propylamine ND 1.97 1.69 ug/L 86 54 - 120 9 35

N-Nitrosodiphenylamine ND F1 1.97 0.792 ug/L 40 40 - 124 14 35

Pentachlorophenol ND 3.94 3.34 ug/L 85 30 - 122 5 35

Phenanthrene ND 1.97 1.86 ug/L 95 57 - 125 6 35

Phenol ND 1.97 1.82 ug/L 81 53 - 113 6 35

Pyrene ND 1.97 1.77 ug/L 90 64 - 128 4 35

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

95

MSD MSD

Qualifier Limits%Recovery

772-Fluorobiphenyl 50 - 120

912-Fluorophenol (Surr) 50 - 113

91Nitrobenzene-d5 (Surr) 59 - 120

87Phenol-d5 (Surr) 52 - 120

83Terphenyl-d14 (Surr) 72 - 140
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62712-1
Project/Site: Kenai Wells

Client Sample ID: MW-39A-0916 Lab Sample ID: 580-62712-1
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/22/16 09:30

Analysis 8260C 09/27/16 20:22 TL11 228478 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D 1 228682 09/29/16 16:09 D1R TAL SEATotal/NA

Client Sample ID: MW-39B-0916 Lab Sample ID: 580-62712-2
Matrix: WaterDate Collected: 09/19/16 12:42

Date Received: 09/22/16 09:30

Analysis 8260C 09/27/16 20:48 TL11 228478 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C DL 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D DL 5 228822 10/01/16 19:47 D1R TAL SEATotal/NA

Prep 3520C 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D 1 228682 09/29/16 16:34 D1R TAL SEATotal/NA

Client Sample ID: MW-62A-0916 Lab Sample ID: 580-62712-3
Matrix: WaterDate Collected: 09/19/16 15:03

Date Received: 09/22/16 09:30

Analysis 8260C 09/27/16 21:14 TL11 228478 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C DL 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D DL 5 228822 10/01/16 20:37 D1R TAL SEATotal/NA

Prep 3520C 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D 1 228682 09/29/16 16:59 D1R TAL SEATotal/NA

Client Sample ID: APT-1-0916 Lab Sample ID: 580-62712-4
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Analysis 8260C 09/27/16 22:34 TL11 228478 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C DL 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D DL 5 228822 10/01/16 21:27 D1R TAL SEATotal/NA

Prep 3520C 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D 1 228682 09/29/16 17:24 D1R TAL SEATotal/NA
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62712-1
Project/Site: Kenai Wells

Client Sample ID: APT-9-0916 Lab Sample ID: 580-62712-5
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/22/16 09:30

Analysis 8260C 09/27/16 21:41 TL11 228478 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D 1 228682 09/29/16 18:40 D1R TAL SEATotal/NA

Client Sample ID: APT-3-0916 Lab Sample ID: 580-62712-6
Matrix: WaterDate Collected: 09/20/16 12:10

Date Received: 09/22/16 09:30

Analysis 8260C 09/27/16 22:07 TL11 228478 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228351 09/26/16 15:04 JDR TAL SEATotal/NA

Analysis 8270D 1 228682 09/29/16 19:05 D1R TAL SEATotal/NA

Client Sample ID: TB-07-0916 Lab Sample ID: 580-62712-7
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/22/16 09:30

Analysis 8260C 09/27/16 19:29 TL11 228478 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Laboratory References:

TAL SEA = TestAmerica Seattle, 5755 8th Street East, Tacoma, WA 98424, TEL (253)922-2310

TestAmerica Seattle

Page 48 of 54 10/6/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1344



Certification Summary
Client: SLR International Corp TestAmerica Job ID: 580-62712-1
Project/Site: Kenai Wells

Laboratory: TestAmerica Seattle
Unless otherwise noted, all analytes for this laboratory were covered under each certification below.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8270D 3520C Water 1,2,4-Trichlorobenzene

8270D 3520C Water 1,2-Dichlorobenzene

8270D 3520C Water 1,3-Dichlorobenzene

8270D 3520C Water 1,4-Dichlorobenzene

8270D 3520C Water 2,4,5-Trichlorophenol

8270D 3520C Water 2,4,6-Trichlorophenol

8270D 3520C Water 2,4-Dichlorophenol

8270D 3520C Water 2,4-Dimethylphenol

8270D 3520C Water 2,4-Dinitrophenol

8270D 3520C Water 2,4-Dinitrotoluene

8270D 3520C Water 2,6-Dinitrotoluene

8270D 3520C Water 2-Chloronaphthalene

8270D 3520C Water 2-Chlorophenol

8270D 3520C Water 2-Methylphenol

8270D 3520C Water 2-Nitroaniline

8270D 3520C Water 2-Nitrophenol

8270D 3520C Water 3 & 4 Methylphenol

8270D 3520C Water 3,3'-Dichlorobenzidine

8270D 3520C Water 3-Nitroaniline

8270D 3520C Water 4,6-Dinitro-2-methylphenol

8270D 3520C Water 4-Bromophenyl phenyl ether

8270D 3520C Water 4-Chloro-3-methylphenol

8270D 3520C Water 4-Chloroaniline

8270D 3520C Water 4-Chlorophenyl phenyl ether

8270D 3520C Water 4-Nitroaniline

8270D 3520C Water 4-Nitrophenol

8270D 3520C Water Benzoic acid

8270D 3520C Water Benzyl alcohol

8270D 3520C Water Bis(2-chloroethoxy)methane

8270D 3520C Water Bis(2-chloroethyl)ether

8270D 3520C Water Bis(2-ethylhexyl) phthalate

8270D 3520C Water bis(chloroisopropyl) ether

8270D 3520C Water Butyl benzyl phthalate

8270D 3520C Water Carbazole

8270D 3520C Water Dibenzofuran

8270D 3520C Water Diethyl phthalate

8270D 3520C Water Dimethyl phthalate

8270D 3520C Water Di-n-butyl phthalate

8270D 3520C Water Di-n-octyl phthalate

8270D 3520C Water Hexachlorobenzene

8270D 3520C Water Hexachlorobutadiene

8270D 3520C Water Hexachlorocyclopentadiene

8270D 3520C Water Hexachloroethane

8270D 3520C Water Isophorone

8270D 3520C Water Nitrobenzene

8270D 3520C Water N-Nitrosodi-n-propylamine
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Certification Summary
Client: SLR International Corp TestAmerica Job ID: 580-62712-1
Project/Site: Kenai Wells

Laboratory: TestAmerica Seattle (Continued)
Unless otherwise noted, all analytes for this laboratory were covered under each certification below.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8270D 3520C Water N-Nitrosodiphenylamine

8270D 3520C Water Pentachlorophenol

8270D 3520C Water Phenol

L-A-B DoD ELAP L2236 01-19-19

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8260C Water 1,3-Dichlorobenzene
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Sample Summary
TestAmerica Job ID: 580-62712-1Client: SLR International Corp

Project/Site: Kenai Wells

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

580-62712-1 MW-39A-0916 Water 09/19/16 10:31 09/22/16 09:30

580-62712-2 MW-39B-0916 Water 09/19/16 12:42 09/22/16 09:30

580-62712-3 MW-62A-0916 Water 09/19/16 15:03 09/22/16 09:30

580-62712-4 APT-1-0916 Water 09/20/16 10:32 09/22/16 09:30

580-62712-5 APT-9-0916 Water 09/20/16 10:32 09/22/16 09:30

580-62712-6 APT-3-0916 Water 09/20/16 12:10 09/22/16 09:30

580-62712-7 TB-07-0916 Water 09/19/16 10:31 09/22/16 09:30
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Login Sample Receipt Checklist

Client: SLR International Corp Job Number: 580-62712-1

Login Number: 62712

Question Answer Comment

Creator: Torres, Terri L

List Source: TestAmerica Seattle

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

FalseIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.
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ANALYTICAL REPORT
TestAmerica Laboratories, Inc.
TestAmerica Seattle
5755 8th Street East
Tacoma, WA 98424
Tel: (253)922-2310

TestAmerica Job ID: 580-62759-1
Client Project/Site: Kenai Wells, Event 2

For:
SLR International Corp
2700 Gambell Street
Suite 200
Anchorage, Alaska 99503

Attn: Jason Gray

Authorized for release by:
10/14/2016 1:23:49 PM

Robert Greer, Project Manager II
(253)922-2310
robert.greer@testamericainc.com

This report has been electronically signed and authorized by the signatory. Electronic signature is
intended to be the legally binding equivalent of a traditionally handwritten signature.

Results relate only to the items tested and the sample(s) as received by the laboratory.
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Case Narrative
Client: SLR International Corp TestAmerica Job ID: 580-62759-1
Project/Site: Kenai Wells, Event 2

Job ID: 580-62759-1

Laboratory: TestAmerica Seattle

Narrative

Job Narrative

580-62759-1

Comments

No additional comments. 

Receipt 

The samples were received on 9/26/2016 10:30 AM; the samples arrived in good condition, properly preserved and, where required, on 
ice.  The temperatures of the 2 coolers at receipt time were 1.9º C and 3.0º C.

GC/MS VOA 

Method(s) 8260C: The continuing calibration verification (CCV) associated with batch 580-228501 recovered above the upper control limit 
for 1,1,2,2-Tetrachloroethane and Chloromethane.  The samples associated with this CCV were non-detects for the affected analytes; 

therefore, the data have been reported.  The following samples are impacted: APT-2-0916 (580-62759-1), MW-138B-0916 (580-62759-2), 
OW-1-0916 (580-62759-3), OW-2-0916 (580-62759-4), OW-3-0916 (580-62759-5), OW-4-0916 (580-62759-6), MW-91A-0916 

(580-62759-7), TB-12-0916 (580-62759-8) and (CCVIS 580-228501/2). 

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

GC/MS Semi VOA 

Method(s) 8270D: The continuing calibration verification (CCV) associated with batch 580-228761 recovered above the upper control limit 
for Hexachlorocyclopentadiene.  The samples associated with this CCV were non-detects for the affected analytes; therefore, the data 
have been reported.  The following samples are impacted: APT-2-0916 (580-62759-1), MW-138B-0916 (580-62759-2), OW-1-0916 
(580-62759-3), OW-2-0916 (580-62759-4), OW-3-0916 (580-62759-5), OW-4-0916 (580-62759-6), MW-91A-0916 (580-62759-7) and 

(CCVIS 580-228761/3). 

Method(s) 8270D: The minimum response factor (RF) criteria for the continuing calibration verification (CCV) analyzed in batch 
580-228761 was outside criteria for the following analyte: N-Nitrosodi-n-propylamine.  As indicated in the reference method, sample 
analysis may proceed; however, any detection or non-detection for the affected analyte(s) is considered estimated.

Method(s) 8270D: The following analyte(s)  recovered outside control limits for LCS/LCSD associated with preparation batch 580-228461 
and analytical batch 580-228761: 3,3'-Dichlorobenzidine, Hexachlorocyclopentadiene and 4-Chloroaniline.  This is not indicative of a 
systematic control problem because these were random marginal exceedances.  Qualified results have been reported.

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

Organic Prep 
No analytical or quality issues were noted, other than those described in the Definitions/Glossary page.
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Definitions/Glossary
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Qualifiers

GC/MS VOA

Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Qualifier

GC/MS Semi VOA

Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Qualifier

* LCS or LCSD  is outside acceptance limits.

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-1Client Sample ID: APT-2-0916
Matrix: WaterDate Collected: 09/21/16 14:00

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/28/16 12:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/28/16 12:45 1Chloromethane ND

1.0 ug/L 09/28/16 12:45 1Vinyl chloride ND

5.0 ug/L 09/28/16 12:45 1Bromomethane ND

5.0 ug/L 09/28/16 12:45 1Chloroethane ND

3.0 ug/L 09/28/16 12:45 1Trichlorofluoromethane ND

2.0 ug/L 09/28/16 12:45 11,1-Dichloroethene ND

1.0 ug/L 09/28/16 12:45 1Carbon disulfide ND

50 ug/L 09/28/16 12:45 1Acetone ND

5.0 ug/L 09/28/16 12:45 1Methylene Chloride ND

3.0 ug/L 09/28/16 12:45 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 12:45 11,1-Dichloroethane ND

3.0 ug/L 09/28/16 12:45 12,2-Dichloropropane ND

20 ug/L 09/28/16 12:45 12-Butanone ND

1.0 ug/L 09/28/16 12:45 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 12:45 1Bromochloromethane ND

5.0 ug/L 09/28/16 12:45 1Chloroform ND

3.0 ug/L 09/28/16 12:45 11,1,1-Trichloroethane ND

3.0 ug/L 09/28/16 12:45 1Carbon tetrachloride ND

3.0 ug/L 09/28/16 12:45 11,1-Dichloropropene ND

2.0 ug/L 09/28/16 12:45 1Benzene ND

1.0 ug/L 09/28/16 12:45 11,2-Dichloroethane ND

3.0 ug/L 09/28/16 12:45 1Trichloroethene ND

1.0 ug/L 09/28/16 12:45 11,2-Dichloropropane ND

1.0 ug/L 09/28/16 12:45 1Dibromomethane ND

2.0 ug/L 09/28/16 12:45 1Bromodichloromethane ND

1.0 ug/L 09/28/16 12:45 1cis-1,3-Dichloropropene ND

15 ug/L 09/28/16 12:45 14-Methyl-2-pentanone ND

2.0 ug/L 09/28/16 12:45 1Toluene 2.7

1.0 ug/L 09/28/16 12:45 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/28/16 12:45 11,1,2-Trichloroethane ND

3.0 ug/L 09/28/16 12:45 1Tetrachloroethene ND

1.0 ug/L 09/28/16 12:45 11,3-Dichloropropane ND

20 ug/L 09/28/16 12:45 12-Hexanone ND

1.0 ug/L 09/28/16 12:45 1Dibromochloromethane ND

1.0 ug/L 09/28/16 12:45 11,2-Dibromoethane ND

2.0 ug/L 09/28/16 12:45 1Chlorobenzene ND

3.0 ug/L 09/28/16 12:45 1Ethylbenzene ND

2.0 ug/L 09/28/16 12:45 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/28/16 12:45 1m-Xylene & p-Xylene ND

2.0 ug/L 09/28/16 12:45 1o-Xylene ND

5.0 ug/L 09/28/16 12:45 1Styrene ND

1.0 ug/L 09/28/16 12:45 1Bromoform ND

2.0 ug/L 09/28/16 12:45 1Isopropylbenzene ND

2.0 ug/L 09/28/16 12:45 1Bromobenzene ND

3.0 ug/L 09/28/16 12:45 1N-Propylbenzene ND

1.0 ug/L 09/28/16 12:45 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/28/16 12:45 14-Chlorotoluene ND

3.0 ug/L 09/28/16 12:45 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-1Client Sample ID: APT-2-0916
Matrix: WaterDate Collected: 09/21/16 14:00

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/28/16 12:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/28/16 12:45 1sec-Butylbenzene ND

2.0 ug/L 09/28/16 12:45 11,3-Dichlorobenzene ND

3.0 ug/L 09/28/16 12:45 14-Isopropyltoluene ND

4.0 ug/L 09/28/16 12:45 11,4-Dichlorobenzene ND

3.0 ug/L 09/28/16 12:45 1n-Butylbenzene ND

2.0 ug/L 09/28/16 12:45 11,2-Dichlorobenzene ND

10 ug/L 09/28/16 12:45 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/28/16 12:45 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/28/16 12:45 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/28/16 12:45 1Hexachlorobutadiene ND

2.0 ug/L 09/28/16 12:45 1Naphthalene ND

1.0 ug/L 09/28/16 12:45 1Methyl tert-butyl ether ND

2.0 ug/L 09/28/16 12:45 11,2,3-Trichloropropane ND

3.0 ug/L 09/28/16 12:45 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/28/16 12:45 12-Chlorotoluene ND

Toluene-d8 (Surr) 106 82 - 122 09/28/16 12:45 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 93 09/28/16 12:45 175 - 125

Dibromofluoromethane (Surr) 93 09/28/16 12:45 177 - 118

Trifluorotoluene (Surr) 97 09/28/16 12:45 180 - 141

1,2-Dichloroethane-d4 (Surr) 96 09/28/16 12:45 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 11,2-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 11,3-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 11,4-Dichlorobenzene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 11-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 12,4,5-Trichlorophenol ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:20 12,4,6-Trichlorophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 12,4-Dichlorophenol ND

1.9 ug/L 09/27/16 14:37 09/30/16 19:20 12,4-Dimethylphenol ND

4.8 ug/L 09/27/16 14:37 09/30/16 19:20 12,4-Dinitrophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 12,4-Dinitrotoluene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 12,6-Dinitrotoluene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 12-Chloronaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 12-Chlorophenol ND

0.19 ug/L 09/27/16 14:37 09/30/16 19:20 12-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 12-Methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 12-Nitroaniline ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 12-Nitrophenol ND

0.77 ug/L 09/27/16 14:37 09/30/16 19:20 13 & 4 Methylphenol ND

1.9 ug/L 09/27/16 14:37 09/30/16 19:20 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 13-Nitroaniline ND

3.9 ug/L 09/27/16 14:37 09/30/16 19:20 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-1Client Sample ID: APT-2-0916
Matrix: WaterDate Collected: 09/21/16 14:00

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND 0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:20 14-Nitroaniline ND

2.9 ug/L 09/27/16 14:37 09/30/16 19:20 14-Nitrophenol ND

0.096 ug/L 09/27/16 14:37 09/30/16 19:20 1Acenaphthene ND

0.077 ug/L 09/27/16 14:37 09/30/16 19:20 1Acenaphthylene ND

0.039 ug/L 09/27/16 14:37 09/30/16 19:20 1Anthracene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 1Benzo[a]anthracene ND

0.039 ug/L 09/27/16 14:37 09/30/16 19:20 1Benzo[a]pyrene ND

0.077 ug/L 09/27/16 14:37 09/30/16 19:20 1Benzo[b]fluoranthene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 1Benzo[k]fluoranthene ND

2.9 ug/L 09/27/16 14:37 09/30/16 19:20 1Benzoic acid ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Benzyl alcohol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/27/16 14:37 09/30/16 19:20 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1bis(chloroisopropyl) ether ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:20 1Butyl benzyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Carbazole ND

0.039 ug/L 09/27/16 14:37 09/30/16 19:20 1Chrysene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Dibenzofuran ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Diethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Dimethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Di-n-butyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Di-n-octyl phthalate ND

0.048 ug/L 09/27/16 14:37 09/30/16 19:20 1Fluoranthene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 1Fluorene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Hexachlorobenzene ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:20 1Hexachlorobutadiene ND

1.9 ug/L 09/27/16 14:37 09/30/16 19:20 1Hexachlorocyclopentadiene ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:20 1Hexachloroethane ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Isophorone ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Naphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1Nitrobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:20 1N-Nitrosodiphenylamine ND

0.67 ug/L 09/27/16 14:37 09/30/16 19:20 1Pentachlorophenol ND

0.077 ug/L 09/27/16 14:37 09/30/16 19:20 1Phenanthrene ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:20 1Phenol ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:20 1Pyrene ND

2,4,6-Tribromophenol (Surr) 114 57 - 132 09/27/16 14:37 09/30/16 19:20 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 90 09/27/16 14:37 09/30/16 19:20 150 - 120

2-Fluorophenol (Surr) 100 09/27/16 14:37 09/30/16 19:20 150 - 113

Nitrobenzene-d5 (Surr) 98 09/27/16 14:37 09/30/16 19:20 159 - 120

Phenol-d5 (Surr) 98 09/27/16 14:37 09/30/16 19:20 152 - 120

TestAmerica Seattle

Page 7 of 43 10/14/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1357



Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-1Client Sample ID: APT-2-0916
Matrix: WaterDate Collected: 09/21/16 14:00

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 119 72 - 140 09/27/16 14:37 09/30/16 19:20 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-2Client Sample ID: MW-138B-0916
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/28/16 13:13 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/28/16 13:13 1Chloromethane ND

1.0 ug/L 09/28/16 13:13 1Vinyl chloride ND

5.0 ug/L 09/28/16 13:13 1Bromomethane ND

5.0 ug/L 09/28/16 13:13 1Chloroethane ND

3.0 ug/L 09/28/16 13:13 1Trichlorofluoromethane ND

2.0 ug/L 09/28/16 13:13 11,1-Dichloroethene ND

1.0 ug/L 09/28/16 13:13 1Carbon disulfide ND

50 ug/L 09/28/16 13:13 1Acetone ND

5.0 ug/L 09/28/16 13:13 1Methylene Chloride ND

3.0 ug/L 09/28/16 13:13 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 13:13 11,1-Dichloroethane ND

3.0 ug/L 09/28/16 13:13 12,2-Dichloropropane ND

20 ug/L 09/28/16 13:13 12-Butanone ND

1.0 ug/L 09/28/16 13:13 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 13:13 1Bromochloromethane ND

5.0 ug/L 09/28/16 13:13 1Chloroform ND

3.0 ug/L 09/28/16 13:13 11,1,1-Trichloroethane ND

3.0 ug/L 09/28/16 13:13 1Carbon tetrachloride ND

3.0 ug/L 09/28/16 13:13 11,1-Dichloropropene ND

2.0 ug/L 09/28/16 13:13 1Benzene ND

1.0 ug/L 09/28/16 13:13 11,2-Dichloroethane ND

3.0 ug/L 09/28/16 13:13 1Trichloroethene ND

1.0 ug/L 09/28/16 13:13 11,2-Dichloropropane ND

1.0 ug/L 09/28/16 13:13 1Dibromomethane ND

2.0 ug/L 09/28/16 13:13 1Bromodichloromethane ND

1.0 ug/L 09/28/16 13:13 1cis-1,3-Dichloropropene ND

15 ug/L 09/28/16 13:13 14-Methyl-2-pentanone ND

2.0 ug/L 09/28/16 13:13 1Toluene ND

1.0 ug/L 09/28/16 13:13 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/28/16 13:13 11,1,2-Trichloroethane ND

3.0 ug/L 09/28/16 13:13 1Tetrachloroethene ND

1.0 ug/L 09/28/16 13:13 11,3-Dichloropropane ND

20 ug/L 09/28/16 13:13 12-Hexanone ND

1.0 ug/L 09/28/16 13:13 1Dibromochloromethane ND

1.0 ug/L 09/28/16 13:13 11,2-Dibromoethane ND

2.0 ug/L 09/28/16 13:13 1Chlorobenzene ND

3.0 ug/L 09/28/16 13:13 1Ethylbenzene ND

2.0 ug/L 09/28/16 13:13 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/28/16 13:13 1m-Xylene & p-Xylene ND

2.0 ug/L 09/28/16 13:13 1o-Xylene ND

5.0 ug/L 09/28/16 13:13 1Styrene ND

1.0 ug/L 09/28/16 13:13 1Bromoform ND

2.0 ug/L 09/28/16 13:13 1Isopropylbenzene ND

2.0 ug/L 09/28/16 13:13 1Bromobenzene ND

3.0 ug/L 09/28/16 13:13 1N-Propylbenzene ND

1.0 ug/L 09/28/16 13:13 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/28/16 13:13 14-Chlorotoluene ND

3.0 ug/L 09/28/16 13:13 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-2Client Sample ID: MW-138B-0916
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/28/16 13:13 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/28/16 13:13 1sec-Butylbenzene ND

2.0 ug/L 09/28/16 13:13 11,3-Dichlorobenzene ND

3.0 ug/L 09/28/16 13:13 14-Isopropyltoluene ND

4.0 ug/L 09/28/16 13:13 11,4-Dichlorobenzene ND

3.0 ug/L 09/28/16 13:13 1n-Butylbenzene ND

2.0 ug/L 09/28/16 13:13 11,2-Dichlorobenzene ND

10 ug/L 09/28/16 13:13 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/28/16 13:13 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/28/16 13:13 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/28/16 13:13 1Hexachlorobutadiene ND

2.0 ug/L 09/28/16 13:13 1Naphthalene ND

1.0 ug/L 09/28/16 13:13 1Methyl tert-butyl ether ND

2.0 ug/L 09/28/16 13:13 11,2,3-Trichloropropane ND

3.0 ug/L 09/28/16 13:13 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/28/16 13:13 12-Chlorotoluene ND

Toluene-d8 (Surr) 105 82 - 122 09/28/16 13:13 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 93 09/28/16 13:13 175 - 125

Dibromofluoromethane (Surr) 94 09/28/16 13:13 177 - 118

Trifluorotoluene (Surr) 97 09/28/16 13:13 180 - 141

1,2-Dichloroethane-d4 (Surr) 97 09/28/16 13:13 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 11,2-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 11,3-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 11,4-Dichlorobenzene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 11-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 12,4,5-Trichlorophenol ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:45 12,4,6-Trichlorophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 12,4-Dichlorophenol ND

1.9 ug/L 09/27/16 14:37 09/30/16 19:45 12,4-Dimethylphenol ND

4.8 ug/L 09/27/16 14:37 09/30/16 19:45 12,4-Dinitrophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 12,4-Dinitrotoluene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 12,6-Dinitrotoluene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 12-Chloronaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 12-Chlorophenol ND

0.19 ug/L 09/27/16 14:37 09/30/16 19:45 12-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 12-Methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 12-Nitroaniline ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 12-Nitrophenol ND

0.78 ug/L 09/27/16 14:37 09/30/16 19:45 13 & 4 Methylphenol ND

1.9 ug/L 09/27/16 14:37 09/30/16 19:45 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 13-Nitroaniline ND

3.9 ug/L 09/27/16 14:37 09/30/16 19:45 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 14-Chloro-3-methylphenol ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-2Client Sample ID: MW-138B-0916
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND 0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:45 14-Nitroaniline ND

2.9 ug/L 09/27/16 14:37 09/30/16 19:45 14-Nitrophenol ND

0.097 ug/L 09/27/16 14:37 09/30/16 19:45 1Acenaphthene ND

0.078 ug/L 09/27/16 14:37 09/30/16 19:45 1Acenaphthylene ND

0.039 ug/L 09/27/16 14:37 09/30/16 19:45 1Anthracene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 1Benzo[a]anthracene ND

0.039 ug/L 09/27/16 14:37 09/30/16 19:45 1Benzo[a]pyrene ND

0.078 ug/L 09/27/16 14:37 09/30/16 19:45 1Benzo[b]fluoranthene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 1Benzo[k]fluoranthene ND

2.9 ug/L 09/27/16 14:37 09/30/16 19:45 1Benzoic acid ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Benzyl alcohol ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/27/16 14:37 09/30/16 19:45 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1bis(chloroisopropyl) ether ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:45 1Butyl benzyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Carbazole ND

0.039 ug/L 09/27/16 14:37 09/30/16 19:45 1Chrysene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Dibenzofuran ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Diethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Dimethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Di-n-butyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Di-n-octyl phthalate ND

0.048 ug/L 09/27/16 14:37 09/30/16 19:45 1Fluoranthene ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 1Fluorene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Hexachlorobenzene ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:45 1Hexachlorobutadiene ND

1.9 ug/L 09/27/16 14:37 09/30/16 19:45 1Hexachlorocyclopentadiene ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:45 1Hexachloroethane ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Isophorone ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Naphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1Nitrobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/27/16 14:37 09/30/16 19:45 1N-Nitrosodiphenylamine ND

0.68 ug/L 09/27/16 14:37 09/30/16 19:45 1Pentachlorophenol ND

0.078 ug/L 09/27/16 14:37 09/30/16 19:45 1Phenanthrene ND

0.58 ug/L 09/27/16 14:37 09/30/16 19:45 1Phenol ND

0.058 ug/L 09/27/16 14:37 09/30/16 19:45 1Pyrene ND

2,4,6-Tribromophenol (Surr) 108 57 - 132 09/27/16 14:37 09/30/16 19:45 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 84 09/27/16 14:37 09/30/16 19:45 150 - 120

2-Fluorophenol (Surr) 92 09/27/16 14:37 09/30/16 19:45 150 - 113

Nitrobenzene-d5 (Surr) 92 09/27/16 14:37 09/30/16 19:45 159 - 120

Phenol-d5 (Surr) 95 09/27/16 14:37 09/30/16 19:45 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-2Client Sample ID: MW-138B-0916
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 117 72 - 140 09/27/16 14:37 09/30/16 19:45 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-3Client Sample ID: OW-1-0916
Matrix: WaterDate Collected: 09/22/16 11:19

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Chloromethane ND 5.0 ug/L 09/28/16 13:42 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 ug/L 09/28/16 13:42 1Vinyl chloride ND

2.0 ug/L 09/28/16 13:42 11,1-Dichloroethene ND

3.0 ug/L 09/28/16 13:42 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 13:42 11,1-Dichloroethane ND

1.0 ug/L 09/28/16 13:42 1cis-1,2-Dichloroethene ND

3.0 ug/L 09/28/16 13:42 11,1,1-Trichloroethane ND

1.0 ug/L 09/28/16 13:42 11,2-Dichloroethane ND

3.0 ug/L 09/28/16 13:42 1Trichloroethene ND

1.0 ug/L 09/28/16 13:42 11,1,2-Trichloroethane ND

3.0 ug/L 09/28/16 13:42 1Tetrachloroethene ND

2.0 ug/L 09/28/16 13:42 11,1,1,2-Tetrachloroethane ND

1.0 ug/L 09/28/16 13:42 11,1,2,2-Tetrachloroethane ND

Toluene-d8 (Surr) 106 82 - 122 09/28/16 13:42 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 94 09/28/16 13:42 175 - 125

Dibromofluoromethane (Surr) 92 09/28/16 13:42 177 - 118

Trifluorotoluene (Surr) 97 09/28/16 13:42 180 - 141

1,2-Dichloroethane-d4 (Surr) 96 09/28/16 13:42 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 11,2-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 11,3-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 11,4-Dichlorobenzene ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 11-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 12,4,5-Trichlorophenol ND

0.59 ug/L 09/27/16 14:37 09/30/16 20:11 12,4,6-Trichlorophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 12,4-Dichlorophenol ND

2.0 ug/L 09/27/16 14:37 09/30/16 20:11 12,4-Dimethylphenol ND

4.9 ug/L 09/27/16 14:37 09/30/16 20:11 12,4-Dinitrophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 12,4-Dinitrotoluene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 12,6-Dinitrotoluene ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 12-Chloronaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 12-Chlorophenol ND

0.20 ug/L 09/27/16 14:37 09/30/16 20:11 12-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 12-Methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 12-Nitroaniline ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 12-Nitrophenol ND

0.78 ug/L 09/27/16 14:37 09/30/16 20:11 13 & 4 Methylphenol ND

2.0 ug/L 09/27/16 14:37 09/30/16 20:11 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 13-Nitroaniline ND

3.9 ug/L 09/27/16 14:37 09/30/16 20:11 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 14-Chloro-3-methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 14-Chloroaniline ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 14-Chlorophenyl phenyl ether ND

0.59 ug/L 09/27/16 14:37 09/30/16 20:11 14-Nitroaniline ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-3Client Sample ID: OW-1-0916
Matrix: WaterDate Collected: 09/22/16 11:19

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Nitrophenol ND 2.9 ug/L 09/27/16 14:37 09/30/16 20:11 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.098 ug/L 09/27/16 14:37 09/30/16 20:11 1Acenaphthene ND

0.078 ug/L 09/27/16 14:37 09/30/16 20:11 1Acenaphthylene ND

0.039 ug/L 09/27/16 14:37 09/30/16 20:11 1Anthracene ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 1Benzo[a]anthracene ND

0.039 ug/L 09/27/16 14:37 09/30/16 20:11 1Benzo[a]pyrene ND

0.078 ug/L 09/27/16 14:37 09/30/16 20:11 1Benzo[b]fluoranthene ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 1Benzo[g,h,i]perylene ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 1Benzo[k]fluoranthene ND

2.9 ug/L 09/27/16 14:37 09/30/16 20:11 1Benzoic acid ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Benzyl alcohol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/27/16 14:37 09/30/16 20:11 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1bis(chloroisopropyl) ether ND

0.59 ug/L 09/27/16 14:37 09/30/16 20:11 1Butyl benzyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Carbazole ND

0.039 ug/L 09/27/16 14:37 09/30/16 20:11 1Chrysene ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Dibenzofuran ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Diethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Dimethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Di-n-butyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Di-n-octyl phthalate ND

0.049 ug/L 09/27/16 14:37 09/30/16 20:11 1Fluoranthene ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 1Fluorene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Hexachlorobenzene ND

0.59 ug/L 09/27/16 14:37 09/30/16 20:11 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 14:37 09/30/16 20:11 1Hexachlorocyclopentadiene ND

0.59 ug/L 09/27/16 14:37 09/30/16 20:11 1Hexachloroethane ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Isophorone ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Naphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1Nitrobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:11 1N-Nitrosodiphenylamine ND

0.69 ug/L 09/27/16 14:37 09/30/16 20:11 1Pentachlorophenol ND

0.078 ug/L 09/27/16 14:37 09/30/16 20:11 1Phenanthrene ND

0.59 ug/L 09/27/16 14:37 09/30/16 20:11 1Phenol ND

0.059 ug/L 09/27/16 14:37 09/30/16 20:11 1Pyrene ND

2,4,6-Tribromophenol (Surr) 105 57 - 132 09/27/16 14:37 09/30/16 20:11 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 86 09/27/16 14:37 09/30/16 20:11 150 - 120

2-Fluorophenol (Surr) 87 09/27/16 14:37 09/30/16 20:11 150 - 113

Nitrobenzene-d5 (Surr) 94 09/27/16 14:37 09/30/16 20:11 159 - 120

Phenol-d5 (Surr) 91 09/27/16 14:37 09/30/16 20:11 152 - 120

Terphenyl-d14 (Surr) 118 09/27/16 14:37 09/30/16 20:11 172 - 140
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-4Client Sample ID: OW-2-0916
Matrix: WaterDate Collected: 09/22/16 13:10

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Chloromethane ND 5.0 ug/L 09/28/16 14:11 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 ug/L 09/28/16 14:11 1Vinyl chloride ND

2.0 ug/L 09/28/16 14:11 11,1-Dichloroethene ND

3.0 ug/L 09/28/16 14:11 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 14:11 11,1-Dichloroethane ND

1.0 ug/L 09/28/16 14:11 1cis-1,2-Dichloroethene ND

3.0 ug/L 09/28/16 14:11 11,1,1-Trichloroethane ND

1.0 ug/L 09/28/16 14:11 11,2-Dichloroethane ND

3.0 ug/L 09/28/16 14:11 1Trichloroethene ND

1.0 ug/L 09/28/16 14:11 11,1,2-Trichloroethane ND

3.0 ug/L 09/28/16 14:11 1Tetrachloroethene ND

2.0 ug/L 09/28/16 14:11 11,1,1,2-Tetrachloroethane ND

1.0 ug/L 09/28/16 14:11 11,1,2,2-Tetrachloroethane ND

Toluene-d8 (Surr) 107 82 - 122 09/28/16 14:11 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 94 09/28/16 14:11 175 - 125

Dibromofluoromethane (Surr) 90 09/28/16 14:11 177 - 118

Trifluorotoluene (Surr) 95 09/28/16 14:11 180 - 141

1,2-Dichloroethane-d4 (Surr) 94 09/28/16 14:11 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 11,2-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 11,3-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 11,4-Dichlorobenzene ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 11-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 12,4,5-Trichlorophenol ND

0.58 ug/L 09/27/16 14:37 09/30/16 20:36 12,4,6-Trichlorophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 12,4-Dichlorophenol ND

1.9 ug/L 09/27/16 14:37 09/30/16 20:36 12,4-Dimethylphenol ND

4.8 ug/L 09/27/16 14:37 09/30/16 20:36 12,4-Dinitrophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 12,4-Dinitrotoluene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 12,6-Dinitrotoluene ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 12-Chloronaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 12-Chlorophenol ND

0.19 ug/L 09/27/16 14:37 09/30/16 20:36 12-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 12-Methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 12-Nitroaniline ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 12-Nitrophenol ND

0.77 ug/L 09/27/16 14:37 09/30/16 20:36 13 & 4 Methylphenol ND

1.9 ug/L 09/27/16 14:37 09/30/16 20:36 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 13-Nitroaniline ND

3.9 ug/L 09/27/16 14:37 09/30/16 20:36 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 14-Chloro-3-methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 14-Chloroaniline ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/27/16 14:37 09/30/16 20:36 14-Nitroaniline ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-4Client Sample ID: OW-2-0916
Matrix: WaterDate Collected: 09/22/16 13:10

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Nitrophenol ND 2.9 ug/L 09/27/16 14:37 09/30/16 20:36 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.097 ug/L 09/27/16 14:37 09/30/16 20:36 1Acenaphthene ND

0.077 ug/L 09/27/16 14:37 09/30/16 20:36 1Acenaphthylene ND

0.039 ug/L 09/27/16 14:37 09/30/16 20:36 1Anthracene ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 1Benzo[a]anthracene ND

0.039 ug/L 09/27/16 14:37 09/30/16 20:36 1Benzo[a]pyrene ND

0.077 ug/L 09/27/16 14:37 09/30/16 20:36 1Benzo[b]fluoranthene ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 1Benzo[k]fluoranthene ND

2.9 ug/L 09/27/16 14:37 09/30/16 20:36 1Benzoic acid ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Benzyl alcohol ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/27/16 14:37 09/30/16 20:36 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1bis(chloroisopropyl) ether ND

0.58 ug/L 09/27/16 14:37 09/30/16 20:36 1Butyl benzyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Carbazole ND

0.039 ug/L 09/27/16 14:37 09/30/16 20:36 1Chrysene ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Dibenzofuran ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Diethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Dimethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Di-n-butyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Di-n-octyl phthalate ND

0.048 ug/L 09/27/16 14:37 09/30/16 20:36 1Fluoranthene ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 1Fluorene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Hexachlorobenzene ND

0.58 ug/L 09/27/16 14:37 09/30/16 20:36 1Hexachlorobutadiene ND

1.9 ug/L 09/27/16 14:37 09/30/16 20:36 1Hexachlorocyclopentadiene ND

0.58 ug/L 09/27/16 14:37 09/30/16 20:36 1Hexachloroethane ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Isophorone ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Naphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1Nitrobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/27/16 14:37 09/30/16 20:36 1N-Nitrosodiphenylamine 0.42

0.68 ug/L 09/27/16 14:37 09/30/16 20:36 1Pentachlorophenol ND

0.077 ug/L 09/27/16 14:37 09/30/16 20:36 1Phenanthrene ND

0.58 ug/L 09/27/16 14:37 09/30/16 20:36 1Phenol ND

0.058 ug/L 09/27/16 14:37 09/30/16 20:36 1Pyrene ND

2,4,6-Tribromophenol (Surr) 101 57 - 132 09/27/16 14:37 09/30/16 20:36 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 82 09/27/16 14:37 09/30/16 20:36 150 - 120

2-Fluorophenol (Surr) 78 09/27/16 14:37 09/30/16 20:36 150 - 113

Nitrobenzene-d5 (Surr) 84 09/27/16 14:37 09/30/16 20:36 159 - 120

Phenol-d5 (Surr) 81 09/27/16 14:37 09/30/16 20:36 152 - 120

Terphenyl-d14 (Surr) 106 09/27/16 14:37 09/30/16 20:36 172 - 140
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-5Client Sample ID: OW-3-0916
Matrix: WaterDate Collected: 09/22/16 14:58

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Chloromethane ND 5.0 ug/L 09/28/16 14:39 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 ug/L 09/28/16 14:39 1Vinyl chloride ND

2.0 ug/L 09/28/16 14:39 11,1-Dichloroethene ND

3.0 ug/L 09/28/16 14:39 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 14:39 11,1-Dichloroethane ND

1.0 ug/L 09/28/16 14:39 1cis-1,2-Dichloroethene ND

3.0 ug/L 09/28/16 14:39 11,1,1-Trichloroethane ND

1.0 ug/L 09/28/16 14:39 11,2-Dichloroethane ND

3.0 ug/L 09/28/16 14:39 1Trichloroethene ND

1.0 ug/L 09/28/16 14:39 11,1,2-Trichloroethane ND

3.0 ug/L 09/28/16 14:39 1Tetrachloroethene ND

2.0 ug/L 09/28/16 14:39 11,1,1,2-Tetrachloroethane ND

1.0 ug/L 09/28/16 14:39 11,1,2,2-Tetrachloroethane ND

Toluene-d8 (Surr) 108 82 - 122 09/28/16 14:39 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 94 09/28/16 14:39 175 - 125

Dibromofluoromethane (Surr) 93 09/28/16 14:39 177 - 118

Trifluorotoluene (Surr) 96 09/28/16 14:39 180 - 141

1,2-Dichloroethane-d4 (Surr) 96 09/28/16 14:39 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 11,2-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 11,3-Dichlorobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 11,4-Dichlorobenzene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 11-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 12,4,5-Trichlorophenol ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:01 12,4,6-Trichlorophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 12,4-Dichlorophenol ND

2.0 ug/L 09/27/16 14:37 09/30/16 21:01 12,4-Dimethylphenol ND

4.9 ug/L 09/27/16 14:37 09/30/16 21:01 12,4-Dinitrophenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 12,4-Dinitrotoluene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 12,6-Dinitrotoluene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 12-Chloronaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 12-Chlorophenol ND

0.20 ug/L 09/27/16 14:37 09/30/16 21:01 12-Methylnaphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 12-Methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 12-Nitroaniline ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 12-Nitrophenol ND

0.78 ug/L 09/27/16 14:37 09/30/16 21:01 13 & 4 Methylphenol ND

2.0 ug/L 09/27/16 14:37 09/30/16 21:01 13,3'-Dichlorobenzidine ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 13-Nitroaniline ND

3.9 ug/L 09/27/16 14:37 09/30/16 21:01 14,6-Dinitro-2-methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 14-Bromophenyl phenyl ether ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 14-Chloro-3-methylphenol ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 14-Chloroaniline ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 14-Chlorophenyl phenyl ether ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:01 14-Nitroaniline ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-5Client Sample ID: OW-3-0916
Matrix: WaterDate Collected: 09/22/16 14:58

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Nitrophenol ND 2.9 ug/L 09/27/16 14:37 09/30/16 21:01 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.098 ug/L 09/27/16 14:37 09/30/16 21:01 1Acenaphthene ND

0.078 ug/L 09/27/16 14:37 09/30/16 21:01 1Acenaphthylene ND

0.039 ug/L 09/27/16 14:37 09/30/16 21:01 1Anthracene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 1Benzo[a]anthracene ND

0.039 ug/L 09/27/16 14:37 09/30/16 21:01 1Benzo[a]pyrene ND

0.078 ug/L 09/27/16 14:37 09/30/16 21:01 1Benzo[b]fluoranthene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 1Benzo[g,h,i]perylene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 1Benzo[k]fluoranthene ND

2.9 ug/L 09/27/16 14:37 09/30/16 21:01 1Benzoic acid ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Benzyl alcohol ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Bis(2-chloroethoxy)methane ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/27/16 14:37 09/30/16 21:01 1Bis(2-ethylhexyl) phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1bis(chloroisopropyl) ether ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:01 1Butyl benzyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Carbazole ND

0.039 ug/L 09/27/16 14:37 09/30/16 21:01 1Chrysene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 1Dibenz(a,h)anthracene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Dibenzofuran ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Diethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Dimethyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Di-n-butyl phthalate ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Di-n-octyl phthalate ND

0.049 ug/L 09/27/16 14:37 09/30/16 21:01 1Fluoranthene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 1Fluorene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Hexachlorobenzene ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:01 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 14:37 09/30/16 21:01 1Hexachlorocyclopentadiene ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:01 1Hexachloroethane ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 1Indeno[1,2,3-cd]pyrene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Isophorone ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Naphthalene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1Nitrobenzene ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1N-Nitrosodi-n-propylamine ND

0.39 ug/L 09/27/16 14:37 09/30/16 21:01 1N-Nitrosodiphenylamine ND

0.68 ug/L 09/27/16 14:37 09/30/16 21:01 1Pentachlorophenol ND

0.078 ug/L 09/27/16 14:37 09/30/16 21:01 1Phenanthrene ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:01 1Phenol ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:01 1Pyrene ND

2,4,6-Tribromophenol (Surr) 108 57 - 132 09/27/16 14:37 09/30/16 21:01 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 83 09/27/16 14:37 09/30/16 21:01 150 - 120

2-Fluorophenol (Surr) 88 09/27/16 14:37 09/30/16 21:01 150 - 113

Nitrobenzene-d5 (Surr) 88 09/27/16 14:37 09/30/16 21:01 159 - 120

Phenol-d5 (Surr) 91 09/27/16 14:37 09/30/16 21:01 152 - 120

Terphenyl-d14 (Surr) 117 09/27/16 14:37 09/30/16 21:01 172 - 140
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-6Client Sample ID: OW-4-0916
Matrix: WaterDate Collected: 09/22/16 16:06

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Chloromethane ND 5.0 ug/L 09/28/16 15:08 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 ug/L 09/28/16 15:08 1Vinyl chloride ND

2.0 ug/L 09/28/16 15:08 11,1-Dichloroethene ND

3.0 ug/L 09/28/16 15:08 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 15:08 11,1-Dichloroethane ND

1.0 ug/L 09/28/16 15:08 1cis-1,2-Dichloroethene ND

3.0 ug/L 09/28/16 15:08 11,1,1-Trichloroethane ND

1.0 ug/L 09/28/16 15:08 11,2-Dichloroethane ND

3.0 ug/L 09/28/16 15:08 1Trichloroethene 57

1.0 ug/L 09/28/16 15:08 11,1,2-Trichloroethane ND

3.0 ug/L 09/28/16 15:08 1Tetrachloroethene ND

2.0 ug/L 09/28/16 15:08 11,1,1,2-Tetrachloroethane ND

1.0 ug/L 09/28/16 15:08 11,1,2,2-Tetrachloroethane ND

Toluene-d8 (Surr) 106 82 - 122 09/28/16 15:08 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 93 09/28/16 15:08 175 - 125

Dibromofluoromethane (Surr) 93 09/28/16 15:08 177 - 118

Trifluorotoluene (Surr) 96 09/28/16 15:08 180 - 141

1,2-Dichloroethane-d4 (Surr) 98 09/28/16 15:08 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 11,2-Dichlorobenzene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 11,3-Dichlorobenzene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 11,4-Dichlorobenzene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 11-Methylnaphthalene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 12,4,5-Trichlorophenol ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:26 12,4,6-Trichlorophenol ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 12,4-Dichlorophenol ND

2.0 ug/L 09/27/16 14:37 09/30/16 21:26 12,4-Dimethylphenol ND

5.0 ug/L 09/27/16 14:37 09/30/16 21:26 12,4-Dinitrophenol ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 12,4-Dinitrotoluene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 12,6-Dinitrotoluene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 12-Chloronaphthalene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 12-Chlorophenol ND

0.20 ug/L 09/27/16 14:37 09/30/16 21:26 12-Methylnaphthalene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 12-Methylphenol ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 12-Nitroaniline ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 12-Nitrophenol ND

0.79 ug/L 09/27/16 14:37 09/30/16 21:26 13 & 4 Methylphenol ND

2.0 ug/L 09/27/16 14:37 09/30/16 21:26 13,3'-Dichlorobenzidine ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 13-Nitroaniline ND

4.0 ug/L 09/27/16 14:37 09/30/16 21:26 14,6-Dinitro-2-methylphenol ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 14-Bromophenyl phenyl ether ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 14-Chloro-3-methylphenol ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 14-Chloroaniline ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 14-Chlorophenyl phenyl ether ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:26 14-Nitroaniline ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-6Client Sample ID: OW-4-0916
Matrix: WaterDate Collected: 09/22/16 16:06

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Nitrophenol ND 3.0 ug/L 09/27/16 14:37 09/30/16 21:26 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.099 ug/L 09/27/16 14:37 09/30/16 21:26 1Acenaphthene ND

0.079 ug/L 09/27/16 14:37 09/30/16 21:26 1Acenaphthylene ND

0.040 ug/L 09/27/16 14:37 09/30/16 21:26 1Anthracene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 1Benzo[a]anthracene ND

0.040 ug/L 09/27/16 14:37 09/30/16 21:26 1Benzo[a]pyrene ND

0.079 ug/L 09/27/16 14:37 09/30/16 21:26 1Benzo[b]fluoranthene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 1Benzo[g,h,i]perylene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 1Benzo[k]fluoranthene ND

3.0 ug/L 09/27/16 14:37 09/30/16 21:26 1Benzoic acid ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Benzyl alcohol ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Bis(2-chloroethoxy)methane ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Bis(2-chloroethyl)ether ND

3.0 ug/L 09/27/16 14:37 09/30/16 21:26 1Bis(2-ethylhexyl) phthalate ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1bis(chloroisopropyl) ether ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:26 1Butyl benzyl phthalate ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Carbazole ND

0.040 ug/L 09/27/16 14:37 09/30/16 21:26 1Chrysene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 1Dibenz(a,h)anthracene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Dibenzofuran ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Diethyl phthalate ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Dimethyl phthalate ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Di-n-butyl phthalate ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Di-n-octyl phthalate ND

0.050 ug/L 09/27/16 14:37 09/30/16 21:26 1Fluoranthene ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 1Fluorene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Hexachlorobenzene ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:26 1Hexachlorobutadiene ND

2.0 ug/L 09/27/16 14:37 09/30/16 21:26 1Hexachlorocyclopentadiene ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:26 1Hexachloroethane ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 1Indeno[1,2,3-cd]pyrene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Isophorone ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Naphthalene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1Nitrobenzene ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1N-Nitrosodi-n-propylamine ND

0.40 ug/L 09/27/16 14:37 09/30/16 21:26 1N-Nitrosodiphenylamine ND

0.69 ug/L 09/27/16 14:37 09/30/16 21:26 1Pentachlorophenol ND

0.079 ug/L 09/27/16 14:37 09/30/16 21:26 1Phenanthrene ND

0.59 ug/L 09/27/16 14:37 09/30/16 21:26 1Phenol ND

0.059 ug/L 09/27/16 14:37 09/30/16 21:26 1Pyrene ND

2,4,6-Tribromophenol (Surr) 99 57 - 132 09/27/16 14:37 09/30/16 21:26 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 80 09/27/16 14:37 09/30/16 21:26 150 - 120

2-Fluorophenol (Surr) 84 09/27/16 14:37 09/30/16 21:26 150 - 113

Nitrobenzene-d5 (Surr) 91 09/27/16 14:37 09/30/16 21:26 159 - 120

Phenol-d5 (Surr) 87 09/27/16 14:37 09/30/16 21:26 152 - 120

Terphenyl-d14 (Surr) 110 09/27/16 14:37 09/30/16 21:26 172 - 140
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-7Client Sample ID: MW-91A-0916
Matrix: WaterDate Collected: 09/22/16 18:00

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/28/16 15:36 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/28/16 15:36 1Chloromethane ND

1.0 ug/L 09/28/16 15:36 1Vinyl chloride ND

5.0 ug/L 09/28/16 15:36 1Bromomethane ND

5.0 ug/L 09/28/16 15:36 1Chloroethane ND

3.0 ug/L 09/28/16 15:36 1Trichlorofluoromethane ND

2.0 ug/L 09/28/16 15:36 11,1-Dichloroethene ND

1.0 ug/L 09/28/16 15:36 1Carbon disulfide ND

50 ug/L 09/28/16 15:36 1Acetone ND

5.0 ug/L 09/28/16 15:36 1Methylene Chloride ND

3.0 ug/L 09/28/16 15:36 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 15:36 11,1-Dichloroethane ND

3.0 ug/L 09/28/16 15:36 12,2-Dichloropropane ND

20 ug/L 09/28/16 15:36 12-Butanone ND

1.0 ug/L 09/28/16 15:36 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 15:36 1Bromochloromethane ND

5.0 ug/L 09/28/16 15:36 1Chloroform ND

3.0 ug/L 09/28/16 15:36 11,1,1-Trichloroethane ND

3.0 ug/L 09/28/16 15:36 1Carbon tetrachloride ND

3.0 ug/L 09/28/16 15:36 11,1-Dichloropropene ND

2.0 ug/L 09/28/16 15:36 1Benzene ND

1.0 ug/L 09/28/16 15:36 11,2-Dichloroethane ND

3.0 ug/L 09/28/16 15:36 1Trichloroethene ND

1.0 ug/L 09/28/16 15:36 11,2-Dichloropropane ND

1.0 ug/L 09/28/16 15:36 1Dibromomethane ND

2.0 ug/L 09/28/16 15:36 1Bromodichloromethane ND

1.0 ug/L 09/28/16 15:36 1cis-1,3-Dichloropropene ND

15 ug/L 09/28/16 15:36 14-Methyl-2-pentanone ND

2.0 ug/L 09/28/16 15:36 1Toluene ND

1.0 ug/L 09/28/16 15:36 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/28/16 15:36 11,1,2-Trichloroethane ND

3.0 ug/L 09/28/16 15:36 1Tetrachloroethene ND

1.0 ug/L 09/28/16 15:36 11,3-Dichloropropane ND

20 ug/L 09/28/16 15:36 12-Hexanone ND

1.0 ug/L 09/28/16 15:36 1Dibromochloromethane ND

1.0 ug/L 09/28/16 15:36 11,2-Dibromoethane ND

2.0 ug/L 09/28/16 15:36 1Chlorobenzene ND

3.0 ug/L 09/28/16 15:36 1Ethylbenzene ND

2.0 ug/L 09/28/16 15:36 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/28/16 15:36 1m-Xylene & p-Xylene ND

2.0 ug/L 09/28/16 15:36 1o-Xylene ND

5.0 ug/L 09/28/16 15:36 1Styrene ND

1.0 ug/L 09/28/16 15:36 1Bromoform ND

2.0 ug/L 09/28/16 15:36 1Isopropylbenzene ND

2.0 ug/L 09/28/16 15:36 1Bromobenzene ND

3.0 ug/L 09/28/16 15:36 1N-Propylbenzene ND

1.0 ug/L 09/28/16 15:36 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/28/16 15:36 14-Chlorotoluene ND

3.0 ug/L 09/28/16 15:36 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-7Client Sample ID: MW-91A-0916
Matrix: WaterDate Collected: 09/22/16 18:00

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/28/16 15:36 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/28/16 15:36 1sec-Butylbenzene ND

2.0 ug/L 09/28/16 15:36 11,3-Dichlorobenzene ND

3.0 ug/L 09/28/16 15:36 14-Isopropyltoluene ND

4.0 ug/L 09/28/16 15:36 11,4-Dichlorobenzene ND

3.0 ug/L 09/28/16 15:36 1n-Butylbenzene ND

2.0 ug/L 09/28/16 15:36 11,2-Dichlorobenzene ND

10 ug/L 09/28/16 15:36 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/28/16 15:36 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/28/16 15:36 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/28/16 15:36 1Hexachlorobutadiene ND

2.0 ug/L 09/28/16 15:36 1Naphthalene ND

1.0 ug/L 09/28/16 15:36 1Methyl tert-butyl ether ND

2.0 ug/L 09/28/16 15:36 11,2,3-Trichloropropane ND

3.0 ug/L 09/28/16 15:36 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/28/16 15:36 12-Chlorotoluene ND

Toluene-d8 (Surr) 107 82 - 122 09/28/16 15:36 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 93 09/28/16 15:36 175 - 125

Dibromofluoromethane (Surr) 94 09/28/16 15:36 177 - 118

Trifluorotoluene (Surr) 97 09/28/16 15:36 180 - 141

1,2-Dichloroethane-d4 (Surr) 99 09/28/16 15:36 165 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
RL MDL

1,2,4-Trichlorobenzene ND 0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 11,2-Dichlorobenzene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 11,3-Dichlorobenzene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 11,4-Dichlorobenzene ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 11-Methylnaphthalene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 12,4,5-Trichlorophenol ND

0.58 ug/L 09/27/16 14:37 09/30/16 21:51 12,4,6-Trichlorophenol ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 12,4-Dichlorophenol ND

1.9 ug/L 09/27/16 14:37 09/30/16 21:51 12,4-Dimethylphenol ND

4.8 ug/L 09/27/16 14:37 09/30/16 21:51 12,4-Dinitrophenol ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 12,4-Dinitrotoluene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 12,6-Dinitrotoluene ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 12-Chloronaphthalene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 12-Chlorophenol ND

0.19 ug/L 09/27/16 14:37 09/30/16 21:51 12-Methylnaphthalene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 12-Methylphenol ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 12-Nitroaniline ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 12-Nitrophenol ND

0.77 ug/L 09/27/16 14:37 09/30/16 21:51 13 & 4 Methylphenol ND

1.9 ug/L 09/27/16 14:37 09/30/16 21:51 13,3'-Dichlorobenzidine ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 13-Nitroaniline ND

3.8 ug/L 09/27/16 14:37 09/30/16 21:51 14,6-Dinitro-2-methylphenol ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 14-Bromophenyl phenyl ether ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 14-Chloro-3-methylphenol ND

TestAmerica Seattle

Page 22 of 43 10/14/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1372



Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-7Client Sample ID: MW-91A-0916
Matrix: WaterDate Collected: 09/22/16 18:00

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)
RL MDL

4-Chloroaniline ND 0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 14-Chlorophenyl phenyl ether ND

0.58 ug/L 09/27/16 14:37 09/30/16 21:51 14-Nitroaniline ND

2.9 ug/L 09/27/16 14:37 09/30/16 21:51 14-Nitrophenol ND

0.096 ug/L 09/27/16 14:37 09/30/16 21:51 1Acenaphthene ND

0.077 ug/L 09/27/16 14:37 09/30/16 21:51 1Acenaphthylene ND

0.038 ug/L 09/27/16 14:37 09/30/16 21:51 1Anthracene ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 1Benzo[a]anthracene ND

0.038 ug/L 09/27/16 14:37 09/30/16 21:51 1Benzo[a]pyrene ND

0.077 ug/L 09/27/16 14:37 09/30/16 21:51 1Benzo[b]fluoranthene ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 1Benzo[g,h,i]perylene ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 1Benzo[k]fluoranthene ND

2.9 ug/L 09/27/16 14:37 09/30/16 21:51 1Benzoic acid ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Benzyl alcohol ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Bis(2-chloroethoxy)methane ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Bis(2-chloroethyl)ether ND

2.9 ug/L 09/27/16 14:37 09/30/16 21:51 1Bis(2-ethylhexyl) phthalate ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1bis(chloroisopropyl) ether ND

0.58 ug/L 09/27/16 14:37 09/30/16 21:51 1Butyl benzyl phthalate ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Carbazole ND

0.038 ug/L 09/27/16 14:37 09/30/16 21:51 1Chrysene ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 1Dibenz(a,h)anthracene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Dibenzofuran ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Diethyl phthalate ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Dimethyl phthalate ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Di-n-butyl phthalate ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Di-n-octyl phthalate ND

0.048 ug/L 09/27/16 14:37 09/30/16 21:51 1Fluoranthene ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 1Fluorene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Hexachlorobenzene ND

0.58 ug/L 09/27/16 14:37 09/30/16 21:51 1Hexachlorobutadiene ND

1.9 ug/L 09/27/16 14:37 09/30/16 21:51 1Hexachlorocyclopentadiene ND

0.58 ug/L 09/27/16 14:37 09/30/16 21:51 1Hexachloroethane ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 1Indeno[1,2,3-cd]pyrene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Isophorone ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Naphthalene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1Nitrobenzene ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1N-Nitrosodi-n-propylamine ND

0.38 ug/L 09/27/16 14:37 09/30/16 21:51 1N-Nitrosodiphenylamine ND

0.67 ug/L 09/27/16 14:37 09/30/16 21:51 1Pentachlorophenol ND

0.077 ug/L 09/27/16 14:37 09/30/16 21:51 1Phenanthrene ND

0.58 ug/L 09/27/16 14:37 09/30/16 21:51 1Phenol ND

0.058 ug/L 09/27/16 14:37 09/30/16 21:51 1Pyrene ND

2,4,6-Tribromophenol (Surr) 102 57 - 132 09/27/16 14:37 09/30/16 21:51 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorobiphenyl 77 09/27/16 14:37 09/30/16 21:51 150 - 120

2-Fluorophenol (Surr) 86 09/27/16 14:37 09/30/16 21:51 150 - 113

Nitrobenzene-d5 (Surr) 86 09/27/16 14:37 09/30/16 21:51 159 - 120

Phenol-d5 (Surr) 85 09/27/16 14:37 09/30/16 21:51 152 - 120
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-7Client Sample ID: MW-91A-0916
Matrix: WaterDate Collected: 09/22/16 18:00

Date Received: 09/26/16 10:30

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Terphenyl-d14 (Surr) 111 72 - 140 09/27/16 14:37 09/30/16 21:51 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-8Client Sample ID: TB-12-0916
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS
RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/28/16 12:16 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 ug/L 09/28/16 12:16 1Chloromethane ND

1.0 ug/L 09/28/16 12:16 1Vinyl chloride ND

5.0 ug/L 09/28/16 12:16 1Bromomethane ND

5.0 ug/L 09/28/16 12:16 1Chloroethane ND

3.0 ug/L 09/28/16 12:16 1Trichlorofluoromethane ND

2.0 ug/L 09/28/16 12:16 11,1-Dichloroethene ND

1.0 ug/L 09/28/16 12:16 1Carbon disulfide ND

50 ug/L 09/28/16 12:16 1Acetone ND

5.0 ug/L 09/28/16 12:16 1Methylene Chloride ND

3.0 ug/L 09/28/16 12:16 1trans-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 12:16 11,1-Dichloroethane ND

3.0 ug/L 09/28/16 12:16 12,2-Dichloropropane ND

20 ug/L 09/28/16 12:16 12-Butanone ND

1.0 ug/L 09/28/16 12:16 1cis-1,2-Dichloroethene ND

2.0 ug/L 09/28/16 12:16 1Bromochloromethane ND

5.0 ug/L 09/28/16 12:16 1Chloroform ND

3.0 ug/L 09/28/16 12:16 11,1,1-Trichloroethane ND

3.0 ug/L 09/28/16 12:16 1Carbon tetrachloride ND

3.0 ug/L 09/28/16 12:16 11,1-Dichloropropene ND

2.0 ug/L 09/28/16 12:16 1Benzene ND

1.0 ug/L 09/28/16 12:16 11,2-Dichloroethane ND

3.0 ug/L 09/28/16 12:16 1Trichloroethene ND

1.0 ug/L 09/28/16 12:16 11,2-Dichloropropane ND

1.0 ug/L 09/28/16 12:16 1Dibromomethane ND

2.0 ug/L 09/28/16 12:16 1Bromodichloromethane ND

1.0 ug/L 09/28/16 12:16 1cis-1,3-Dichloropropene ND

15 ug/L 09/28/16 12:16 14-Methyl-2-pentanone ND

2.0 ug/L 09/28/16 12:16 1Toluene ND

1.0 ug/L 09/28/16 12:16 1trans-1,3-Dichloropropene ND

1.0 ug/L 09/28/16 12:16 11,1,2-Trichloroethane ND

3.0 ug/L 09/28/16 12:16 1Tetrachloroethene ND

1.0 ug/L 09/28/16 12:16 11,3-Dichloropropane ND

20 ug/L 09/28/16 12:16 12-Hexanone ND

1.0 ug/L 09/28/16 12:16 1Dibromochloromethane ND

1.0 ug/L 09/28/16 12:16 11,2-Dibromoethane ND

2.0 ug/L 09/28/16 12:16 1Chlorobenzene ND

3.0 ug/L 09/28/16 12:16 1Ethylbenzene ND

2.0 ug/L 09/28/16 12:16 11,1,1,2-Tetrachloroethane ND

3.0 ug/L 09/28/16 12:16 1m-Xylene & p-Xylene ND

2.0 ug/L 09/28/16 12:16 1o-Xylene ND

5.0 ug/L 09/28/16 12:16 1Styrene ND

1.0 ug/L 09/28/16 12:16 1Bromoform ND

2.0 ug/L 09/28/16 12:16 1Isopropylbenzene ND

2.0 ug/L 09/28/16 12:16 1Bromobenzene ND

3.0 ug/L 09/28/16 12:16 1N-Propylbenzene ND

1.0 ug/L 09/28/16 12:16 11,1,2,2-Tetrachloroethane ND

2.0 ug/L 09/28/16 12:16 14-Chlorotoluene ND

3.0 ug/L 09/28/16 12:16 1t-Butylbenzene ND
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Client Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID: 580-62759-8Client Sample ID: TB-12-0916
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/26/16 10:30

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)
RL MDL

1,2,4-Trimethylbenzene ND 3.0 ug/L 09/28/16 12:16 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3.0 ug/L 09/28/16 12:16 1sec-Butylbenzene ND

2.0 ug/L 09/28/16 12:16 11,3-Dichlorobenzene ND

3.0 ug/L 09/28/16 12:16 14-Isopropyltoluene ND

4.0 ug/L 09/28/16 12:16 11,4-Dichlorobenzene ND

3.0 ug/L 09/28/16 12:16 1n-Butylbenzene ND

2.0 ug/L 09/28/16 12:16 11,2-Dichlorobenzene ND

10 ug/L 09/28/16 12:16 11,2-Dibromo-3-Chloropropane ND

1.0 ug/L 09/28/16 12:16 11,2,4-Trichlorobenzene ND

2.0 ug/L 09/28/16 12:16 11,2,3-Trichlorobenzene ND

2.0 ug/L 09/28/16 12:16 1Hexachlorobutadiene ND

2.0 ug/L 09/28/16 12:16 1Naphthalene ND

1.0 ug/L 09/28/16 12:16 1Methyl tert-butyl ether ND

2.0 ug/L 09/28/16 12:16 11,2,3-Trichloropropane ND

3.0 ug/L 09/28/16 12:16 11,3,5-Trimethylbenzene ND

3.0 ug/L 09/28/16 12:16 12-Chlorotoluene ND

Toluene-d8 (Surr) 106 82 - 122 09/28/16 12:16 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 93 09/28/16 12:16 175 - 125

Dibromofluoromethane (Surr) 93 09/28/16 12:16 177 - 118

Trifluorotoluene (Surr) 99 09/28/16 12:16 180 - 141

1,2-Dichloroethane-d4 (Surr) 94 09/28/16 12:16 165 - 143
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QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS

Client Sample ID: Method BlankLab Sample ID: MB 580-228501/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228501

RL MDL

Dichlorodifluoromethane ND 2.0 ug/L 09/28/16 10:22 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 5.0 ug/L 09/28/16 10:22 1Bromomethane

ND 5.0 ug/L 09/28/16 10:22 1Chloroethane

ND 5.0 ug/L 09/28/16 10:22 1Chloromethane

ND 3.0 ug/L 09/28/16 10:22 1Trichlorofluoromethane

ND 1.0 ug/L 09/28/16 10:22 1Vinyl chloride

ND 2.0 ug/L 09/28/16 10:22 11,1-Dichloroethene

ND 1.0 ug/L 09/28/16 10:22 1Carbon disulfide

ND 50 ug/L 09/28/16 10:22 1Acetone

ND 5.0 ug/L 09/28/16 10:22 1Methylene Chloride

ND 3.0 ug/L 09/28/16 10:22 1trans-1,2-Dichloroethene

ND 2.0 ug/L 09/28/16 10:22 11,1-Dichloroethane

ND 3.0 ug/L 09/28/16 10:22 12,2-Dichloropropane

ND 20 ug/L 09/28/16 10:22 12-Butanone

ND 1.0 ug/L 09/28/16 10:22 1cis-1,2-Dichloroethene

ND 2.0 ug/L 09/28/16 10:22 1Bromochloromethane

ND 5.0 ug/L 09/28/16 10:22 1Chloroform

ND 3.0 ug/L 09/28/16 10:22 11,1,1-Trichloroethane

ND 3.0 ug/L 09/28/16 10:22 1Carbon tetrachloride

ND 3.0 ug/L 09/28/16 10:22 11,1-Dichloropropene

ND 2.0 ug/L 09/28/16 10:22 1Benzene

ND 1.0 ug/L 09/28/16 10:22 11,2-Dichloroethane

ND 3.0 ug/L 09/28/16 10:22 1Trichloroethene

ND 1.0 ug/L 09/28/16 10:22 11,2-Dichloropropane

ND 1.0 ug/L 09/28/16 10:22 1Dibromomethane

ND 2.0 ug/L 09/28/16 10:22 1Bromodichloromethane

ND 1.0 ug/L 09/28/16 10:22 1cis-1,3-Dichloropropene

ND 15 ug/L 09/28/16 10:22 14-Methyl-2-pentanone

ND 2.0 ug/L 09/28/16 10:22 1Toluene

ND 1.0 ug/L 09/28/16 10:22 1trans-1,3-Dichloropropene

ND 1.0 ug/L 09/28/16 10:22 11,1,2-Trichloroethane

ND 3.0 ug/L 09/28/16 10:22 1Tetrachloroethene

ND 1.0 ug/L 09/28/16 10:22 11,3-Dichloropropane

ND 20 ug/L 09/28/16 10:22 12-Hexanone

ND 1.0 ug/L 09/28/16 10:22 1Dibromochloromethane

ND 1.0 ug/L 09/28/16 10:22 11,2-Dibromoethane

ND 2.0 ug/L 09/28/16 10:22 1Chlorobenzene

ND 3.0 ug/L 09/28/16 10:22 1Ethylbenzene

ND 2.0 ug/L 09/28/16 10:22 11,1,1,2-Tetrachloroethane

ND 3.0 ug/L 09/28/16 10:22 1m-Xylene & p-Xylene

ND 2.0 ug/L 09/28/16 10:22 1o-Xylene

ND 5.0 ug/L 09/28/16 10:22 1Styrene

ND 1.0 ug/L 09/28/16 10:22 1Bromoform

ND 2.0 ug/L 09/28/16 10:22 1Isopropylbenzene

ND 2.0 ug/L 09/28/16 10:22 1Bromobenzene

ND 3.0 ug/L 09/28/16 10:22 1N-Propylbenzene

ND 1.0 ug/L 09/28/16 10:22 11,1,2,2-Tetrachloroethane

ND 2.0 ug/L 09/28/16 10:22 14-Chlorotoluene
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QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228501/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228501

RL MDL

t-Butylbenzene ND 3.0 ug/L 09/28/16 10:22 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 3.0 ug/L 09/28/16 10:22 11,2,4-Trimethylbenzene

ND 3.0 ug/L 09/28/16 10:22 1sec-Butylbenzene

ND 2.0 ug/L 09/28/16 10:22 11,3-Dichlorobenzene

ND 3.0 ug/L 09/28/16 10:22 14-Isopropyltoluene

ND 4.0 ug/L 09/28/16 10:22 11,4-Dichlorobenzene

ND 3.0 ug/L 09/28/16 10:22 1n-Butylbenzene

ND 2.0 ug/L 09/28/16 10:22 11,2-Dichlorobenzene

ND 10 ug/L 09/28/16 10:22 11,2-Dibromo-3-Chloropropane

ND 1.0 ug/L 09/28/16 10:22 11,2,4-Trichlorobenzene

ND 2.0 ug/L 09/28/16 10:22 11,2,3-Trichlorobenzene

ND 2.0 ug/L 09/28/16 10:22 1Hexachlorobutadiene

ND 2.0 ug/L 09/28/16 10:22 1Naphthalene

ND 1.0 ug/L 09/28/16 10:22 1Methyl tert-butyl ether

ND 2.0 ug/L 09/28/16 10:22 11,2,3-Trichloropropane

ND 3.0 ug/L 09/28/16 10:22 11,3,5-Trimethylbenzene

ND 3.0 ug/L 09/28/16 10:22 12-Chlorotoluene

Toluene-d8 (Surr) 105 82 - 122 09/28/16 10:22 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

93 09/28/16 10:22 14-Bromofluorobenzene (Surr) 75 - 125

105 09/28/16 10:22 1Dibromofluoromethane (Surr) 77 - 118

97 09/28/16 10:22 1Trifluorotoluene (Surr) 80 - 141

112 09/28/16 10:22 11,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228501/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228501

Dichlorodifluoromethane 10.0 10.1 ug/L 101 20 - 141

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Bromomethane 10.0 9.12 ug/L 91 55 - 125

Chloroethane 10.0 10.3 ug/L 103 60 - 126

Chloromethane 10.0 12.2 ug/L 122 40 - 149

Trichlorofluoromethane 10.0 8.49 ug/L 85 49 - 130

Vinyl chloride 10.0 10.2 ug/L 102 56 - 114

1,1-Dichloroethene 10.1 10.4 ug/L 103 70 - 117

Carbon disulfide 10.0 10.9 ug/L 109 63 - 122

Acetone 50.0 46.1 J ug/L 92 20 - 150

Methylene Chloride 10.0 10.8 ug/L 107 70 - 115

trans-1,2-Dichloroethene 10.0 10.8 ug/L 108 72 - 113

1,1-Dichloroethane 10.0 10.7 ug/L 107 70 - 135

2,2-Dichloropropane 10.0 9.62 ug/L 96 50 - 140

2-Butanone 50.0 62.0 ug/L 124 30 - 150

cis-1,2-Dichloroethene 10.0 10.1 ug/L 100 70 - 111

Bromochloromethane 10.0 9.13 ug/L 91 65 - 120

Chloroform 10.0 9.60 ug/L 96 80 - 119

1,1,1-Trichloroethane 10.0 9.11 ug/L 91 65 - 130

TestAmerica Seattle

Page 28 of 43 10/14/2016

1

2

3

4

5

6

7

8

9

10

11

Confidential 
LNG Facilities Groundwater Quality 

Sampling and Testing Report - Event 2 
USAL-FG-GRZZZ-00-002016-004 Rev. 0 

16-Dec-16

E-1378



QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228501/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228501

Carbon tetrachloride 10.0 8.47 ug/L 85 65 - 124

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,1-Dichloropropene 10.0 10.1 ug/L 101 75 - 120

Benzene 10.0 10.8 ug/L 107 80 - 120

1,2-Dichloroethane 10.0 9.36 ug/L 94 58 - 143

Trichloroethene 10.0 9.83 ug/L 98 70 - 125

1,2-Dichloropropane 10.0 11.0 ug/L 110 58 - 150

Dibromomethane 10.0 9.06 ug/L 90 61 - 142

Bromodichloromethane 10.0 9.45 ug/L 94 75 - 120

cis-1,3-Dichloropropene 10.0 11.4 ug/L 114 77 - 117

4-Methyl-2-pentanone 50.0 61.5 ug/L 123 20 - 150

Toluene 10.0 10.8 ug/L 108 75 - 120

trans-1,3-Dichloropropene 10.0 10.8 ug/L 108 73 - 122

1,1,2-Trichloroethane 10.0 10.6 ug/L 106 69 - 135

Tetrachloroethene 10.0 10.1 ug/L 101 70 - 124

1,3-Dichloropropane 10.0 10.9 ug/L 109 69 - 134

2-Hexanone 50.0 64.6 ug/L 129 20 - 150

Dibromochloromethane 10.0 9.33 ug/L 93 71 - 118

1,2-Dibromoethane 10.0 10.5 ug/L 105 66 - 133

Chlorobenzene 10.0 10.8 ug/L 107 80 - 120

Ethylbenzene 10.0 11.2 ug/L 111 75 - 119

1,1,1,2-Tetrachloroethane 10.0 9.66 ug/L 96 64 - 130

m-Xylene & p-Xylene 10.0 10.4 ug/L 104 75 - 119

o-Xylene 10.0 10.6 ug/L 106 74 - 120

Styrene 10.0 10.5 ug/L 105 76 - 116

Bromoform 10.0 8.25 ug/L 82 55 - 130

Isopropylbenzene 10.0 10.6 ug/L 106 75 - 125

Bromobenzene 10.0 10.6 ug/L 106 75 - 115

N-Propylbenzene 10.0 11.8 ug/L 118 70 - 124

1,1,2,2-Tetrachloroethane 10.0 12.2 ug/L 122 65 - 130

4-Chlorotoluene 10.0 11.0 ug/L 110 68 - 121

t-Butylbenzene 10.0 10.4 ug/L 104 70 - 121

1,2,4-Trimethylbenzene 10.0 11.0 ug/L 110 75 - 121

sec-Butylbenzene 10.0 11.0 ug/L 110 70 - 125

1,3-Dichlorobenzene 10.0 10.6 ug/L 106 72 - 116

4-Isopropyltoluene 10.0 10.5 ug/L 105 66 - 120

1,4-Dichlorobenzene 10.0 10.6 ug/L 105 75 - 117

n-Butylbenzene 10.0 10.4 ug/L 104 70 - 120

1,2-Dichlorobenzene 10.0 10.8 ug/L 108 70 - 120

1,2-Dibromo-3-Chloropropane 10.0 10.3 ug/L 103 58 - 141

1,2,4-Trichlorobenzene 10.0 9.96 ug/L 100 56 - 129

1,2,3-Trichlorobenzene 10.0 9.56 ug/L 95 55 - 133

Hexachlorobutadiene 10.0 9.12 ug/L 91 56 - 125

Naphthalene 10.0 10.9 ug/L 109 55 - 134

Methyl tert-butyl ether 10.0 10.7 ug/L 106 65 - 125

1,2,3-Trichloropropane 10.0 11.7 ug/L 117 65 - 135

1,3,5-Trimethylbenzene 10.0 10.7 ug/L 107 75 - 122

2-Chlorotoluene 10.0 10.9 ug/L 109 69 - 125
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QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228501/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228501

Toluene-d8 (Surr) 82 - 122

Surrogate

106

LCS LCS

Qualifier Limits%Recovery

944-Bromofluorobenzene (Surr) 75 - 125

91Dibromofluoromethane (Surr) 77 - 118

93Trifluorotoluene (Surr) 80 - 141

921,2-Dichloroethane-d4 (Surr) 65 - 143

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-228501/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228501

Dichlorodifluoromethane 10.0 9.64 ug/L 96 20 - 141 4 35

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Bromomethane 10.0 8.83 ug/L 88 55 - 125 3 30

Chloroethane 10.0 10.7 ug/L 107 60 - 126 4 30

Chloromethane 10.0 12.0 ug/L 120 40 - 149 1 22

Trichlorofluoromethane 10.0 7.64 ug/L 76 49 - 130 10 35

Vinyl chloride 10.0 10.3 ug/L 103 56 - 114 1 23

1,1-Dichloroethene 10.1 10.1 ug/L 100 70 - 117 3 21

Carbon disulfide 10.0 11.5 ug/L 115 63 - 122 5 20

Acetone 50.0 45.4 J ug/L 91 20 - 150 1 35

Methylene Chloride 10.0 10.8 ug/L 107 70 - 115 0 19

trans-1,2-Dichloroethene 10.0 11.0 ug/L 110 72 - 113 2 21

1,1-Dichloroethane 10.0 11.0 ug/L 110 70 - 135 3 20

2,2-Dichloropropane 10.0 9.87 ug/L 99 50 - 140 3 20

2-Butanone 50.0 64.3 ug/L 129 30 - 150 4 35

cis-1,2-Dichloroethene 10.0 10.2 ug/L 102 70 - 111 1 15

Bromochloromethane 10.0 9.73 ug/L 97 65 - 120 6 17

Chloroform 10.0 9.68 ug/L 97 80 - 119 1 15

1,1,1-Trichloroethane 10.0 9.00 ug/L 90 65 - 130 1 18

Carbon tetrachloride 10.0 8.43 ug/L 84 65 - 124 0 19

1,1-Dichloropropene 10.0 10.4 ug/L 104 75 - 120 3 20

Benzene 10.0 10.9 ug/L 109 80 - 120 1 14

1,2-Dichloroethane 10.0 9.36 ug/L 94 58 - 143 0 17

Trichloroethene 10.0 9.72 ug/L 97 70 - 125 1 23

1,2-Dichloropropane 10.0 11.2 ug/L 112 58 - 150 2 15

Dibromomethane 10.0 9.30 ug/L 93 61 - 142 3 15

Bromodichloromethane 10.0 9.65 ug/L 96 75 - 120 2 14

cis-1,3-Dichloropropene 10.0 11.2 ug/L 112 77 - 117 2 24

4-Methyl-2-pentanone 50.0 65.1 ug/L 130 20 - 150 6 30

Toluene 10.0 10.7 ug/L 107 75 - 120 2 19

trans-1,3-Dichloropropene 10.0 10.8 ug/L 108 73 - 122 0 30

1,1,2-Trichloroethane 10.0 10.5 ug/L 105 69 - 135 1 24

Tetrachloroethene 10.0 9.63 ug/L 96 70 - 124 5 20

1,3-Dichloropropane 10.0 11.0 ug/L 109 69 - 134 0 23

2-Hexanone 50.0 67.6 ug/L 135 20 - 150 5 30

Dibromochloromethane 10.0 8.81 ug/L 88 71 - 118 6 21

1,2-Dibromoethane 10.0 10.3 ug/L 103 66 - 133 2 17

Chlorobenzene 10.0 10.7 ug/L 106 80 - 120 1 15
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QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8260C - Volatile Organic Compounds by GC/MS (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 580-228501/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228501

Ethylbenzene 10.0 11.0 ug/L 110 75 - 119 2 14

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

1,1,1,2-Tetrachloroethane 10.0 9.41 ug/L 94 64 - 130 3 20

m-Xylene & p-Xylene 10.0 10.4 ug/L 104 75 - 119 0 14

o-Xylene 10.0 10.5 ug/L 105 74 - 120 1 16

Styrene 10.0 10.5 ug/L 105 76 - 116 0 16

Bromoform 10.0 8.14 ug/L 81 55 - 130 1 20

Isopropylbenzene 10.0 10.3 ug/L 103 75 - 125 3 20

Bromobenzene 10.0 10.7 ug/L 107 75 - 115 1 13

N-Propylbenzene 10.0 11.4 ug/L 114 70 - 124 4 13

1,1,2,2-Tetrachloroethane 10.0 12.2 ug/L 122 65 - 130 0 18

4-Chlorotoluene 10.0 10.7 ug/L 106 68 - 121 4 15

t-Butylbenzene 10.0 10.4 ug/L 104 70 - 121 1 14

1,2,4-Trimethylbenzene 10.0 10.7 ug/L 107 75 - 121 3 16

sec-Butylbenzene 10.0 10.3 ug/L 103 70 - 125 7 15

1,3-Dichlorobenzene 10.0 10.4 ug/L 104 72 - 116 2 14

4-Isopropyltoluene 10.0 10.2 ug/L 102 66 - 120 3 13

1,4-Dichlorobenzene 10.0 10.2 ug/L 102 75 - 117 3 17

n-Butylbenzene 10.0 9.75 ug/L 97 70 - 120 6 20

1,2-Dichlorobenzene 10.0 10.7 ug/L 107 70 - 120 1 15

1,2-Dibromo-3-Chloropropane 10.0 10.8 ug/L 108 58 - 141 5 30

1,2,4-Trichlorobenzene 10.0 10.3 ug/L 103 56 - 129 3 22

1,2,3-Trichlorobenzene 10.0 9.76 ug/L 97 55 - 133 2 35

Hexachlorobutadiene 10.0 9.14 ug/L 91 56 - 125 0 19

Naphthalene 10.0 11.5 ug/L 115 55 - 134 5 30

Methyl tert-butyl ether 10.0 11.0 ug/L 110 65 - 125 3 18

1,2,3-Trichloropropane 10.0 11.6 ug/L 116 65 - 135 1 22

1,3,5-Trimethylbenzene 10.0 10.4 ug/L 104 75 - 122 3 14

2-Chlorotoluene 10.0 10.8 ug/L 108 69 - 125 1 15

Toluene-d8 (Surr) 82 - 122

Surrogate

105

LCSD LCSD

Qualifier Limits%Recovery

954-Bromofluorobenzene (Surr) 75 - 125

93Dibromofluoromethane (Surr) 77 - 118

96Trifluorotoluene (Surr) 80 - 141

941,2-Dichloroethane-d4 (Surr) 65 - 143

Method: 8270D - Semivolatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 580-228461/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

RL MDL

1,2,4-Trichlorobenzene ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 11,2-Dichlorobenzene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 11,3-Dichlorobenzene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 11,4-Dichlorobenzene

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 11-Methylnaphthalene
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QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228461/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

RL MDL

2,4,5-Trichlorophenol ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.60 ug/L 09/27/16 14:37 09/30/16 14:41 12,4,6-Trichlorophenol

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 12,4-Dichlorophenol

ND 2.0 ug/L 09/27/16 14:37 09/30/16 14:41 12,4-Dimethylphenol

ND 5.0 ug/L 09/27/16 14:37 09/30/16 14:41 12,4-Dinitrophenol

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 12,4-Dinitrotoluene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 12,6-Dinitrotoluene

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 12-Chloronaphthalene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 12-Chlorophenol

ND 0.20 ug/L 09/27/16 14:37 09/30/16 14:41 12-Methylnaphthalene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 12-Methylphenol

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 12-Nitroaniline

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 12-Nitrophenol

ND 0.80 ug/L 09/27/16 14:37 09/30/16 14:41 13 & 4 Methylphenol

ND 2.0 ug/L 09/27/16 14:37 09/30/16 14:41 13,3'-Dichlorobenzidine

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 13-Nitroaniline

ND 4.0 ug/L 09/27/16 14:37 09/30/16 14:41 14,6-Dinitro-2-methylphenol

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 14-Bromophenyl phenyl ether

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 14-Chloro-3-methylphenol

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 14-Chloroaniline

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 14-Chlorophenyl phenyl ether

ND 0.60 ug/L 09/27/16 14:37 09/30/16 14:41 14-Nitroaniline

ND 3.0 ug/L 09/27/16 14:37 09/30/16 14:41 14-Nitrophenol

ND 0.10 ug/L 09/27/16 14:37 09/30/16 14:41 1Acenaphthene

ND 0.080 ug/L 09/27/16 14:37 09/30/16 14:41 1Acenaphthylene

ND 0.040 ug/L 09/27/16 14:37 09/30/16 14:41 1Anthracene

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[a]anthracene

ND 0.040 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[a]pyrene

ND 0.080 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[b]fluoranthene

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[g,h,i]perylene

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzo[k]fluoranthene

ND 3.0 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzoic acid

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Benzyl alcohol

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Bis(2-chloroethoxy)methane

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Bis(2-chloroethyl)ether

ND 3.0 ug/L 09/27/16 14:37 09/30/16 14:41 1Bis(2-ethylhexyl) phthalate

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1bis(chloroisopropyl) ether

ND 0.60 ug/L 09/27/16 14:37 09/30/16 14:41 1Butyl benzyl phthalate

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Carbazole

ND 0.040 ug/L 09/27/16 14:37 09/30/16 14:41 1Chrysene

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Dibenz(a,h)anthracene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Dibenzofuran

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Diethyl phthalate

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Dimethyl phthalate

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Di-n-butyl phthalate

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Di-n-octyl phthalate

ND 0.050 ug/L 09/27/16 14:37 09/30/16 14:41 1Fluoranthene

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Fluorene
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QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 580-228461/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

RL MDL

Hexachlorobenzene ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.60 ug/L 09/27/16 14:37 09/30/16 14:41 1Hexachlorobutadiene

ND 2.0 ug/L 09/27/16 14:37 09/30/16 14:41 1Hexachlorocyclopentadiene

ND 0.60 ug/L 09/27/16 14:37 09/30/16 14:41 1Hexachloroethane

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Indeno[1,2,3-cd]pyrene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Isophorone

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Naphthalene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1Nitrobenzene

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1N-Nitrosodi-n-propylamine

ND 0.40 ug/L 09/27/16 14:37 09/30/16 14:41 1N-Nitrosodiphenylamine

ND 0.70 ug/L 09/27/16 14:37 09/30/16 14:41 1Pentachlorophenol

ND 0.080 ug/L 09/27/16 14:37 09/30/16 14:41 1Phenanthrene

ND 0.60 ug/L 09/27/16 14:37 09/30/16 14:41 1Phenol

ND 0.060 ug/L 09/27/16 14:37 09/30/16 14:41 1Pyrene

2,4,6-Tribromophenol (Surr) 78 57 - 132 09/30/16 14:41 1

MB MB

Surrogate

09/27/16 14:37

Dil FacPrepared AnalyzedQualifier Limits%Recovery

81 09/27/16 14:37 09/30/16 14:41 12-Fluorobiphenyl 50 - 120

74 09/27/16 14:37 09/30/16 14:41 12-Fluorophenol (Surr) 50 - 113

83 09/27/16 14:37 09/30/16 14:41 1Nitrobenzene-d5 (Surr) 59 - 120

78 09/27/16 14:37 09/30/16 14:41 1Phenol-d5 (Surr) 52 - 120

98 09/27/16 14:37 09/30/16 14:41 1Terphenyl-d14 (Surr) 72 - 140

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228461/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

1,2,4-Trichlorobenzene 2.00 1.37 ug/L 68 40 - 115

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dichlorobenzene 2.00 1.69 ug/L 85 44 - 119

1,3-Dichlorobenzene 2.00 1.49 ug/L 75 34 - 116

1,4-Dichlorobenzene 2.00 1.42 ug/L 71 40 - 118

1-Methylnaphthalene 2.00 1.89 ug/L 94 54 - 119

2,4,5-Trichlorophenol 2.00 1.91 ug/L 95 56 - 122

2,4,6-Trichlorophenol 2.00 1.89 ug/L 95 55 - 134

2,4-Dichlorophenol 2.00 1.71 ug/L 86 50 - 125

2,4-Dimethylphenol 2.00 1.04 J ug/L 52 20 - 106

2,4-Dinitrophenol 4.00 2.94 J ug/L 73 24 - 139

2,4-Dinitrotoluene 2.00 1.91 ug/L 96 40 - 143

2,6-Dinitrotoluene 2.00 2.07 ug/L 103 45 - 134

2-Chloronaphthalene 2.00 1.86 ug/L 93 55 - 125

2-Chlorophenol 2.00 2.11 ug/L 106 57 - 125

2-Methylnaphthalene 2.00 1.74 ug/L 87 56 - 117

2-Methylphenol 2.00 1.83 ug/L 92 53 - 118

2-Nitroaniline 2.00 2.25 ug/L 113 58 - 124

2-Nitrophenol 2.00 1.68 ug/L 84 20 - 150

3 & 4 Methylphenol 2.00 1.87 ug/L 93 54 - 112

3,3'-Dichlorobenzidine 4.00 0.215 J * ug/L 5 20 - 121
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QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228461/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

3-Nitroaniline 2.00 0.773 ug/L 39 22 - 124

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

4,6-Dinitro-2-methylphenol 4.00 2.42 J ug/L 60 20 - 150

4-Bromophenyl phenyl ether 2.00 2.00 ug/L 100 62 - 132

4-Chloro-3-methylphenol 2.00 1.82 ug/L 91 56 - 133

4-Chloroaniline 2.00 ND * ug/L 1 20 - 110

4-Chlorophenyl phenyl ether 2.00 1.96 ug/L 98 59 - 125

4-Nitroaniline 2.00 1.42 ug/L 71 40 - 118

4-Nitrophenol 4.00 3.86 ug/L 96 20 - 150

Acenaphthene 2.00 1.83 ug/L 91 55 - 113

Acenaphthylene 2.00 1.60 ug/L 80 24 - 135

Anthracene 2.00 1.44 ug/L 72 20 - 125

Benzo[a]anthracene 2.00 1.92 ug/L 96 49 - 115

Benzo[a]pyrene 2.00 1.19 ug/L 59 20 - 115

Benzo[b]fluoranthene 2.00 2.13 ug/L 107 63 - 129

Benzo[g,h,i]perylene 2.00 2.15 ug/L 108 58 - 127

Benzo[k]fluoranthene 2.00 2.06 ug/L 103 60 - 134

Benzoic acid 4.00 4.18 ug/L 105 20 - 150

Benzyl alcohol 2.00 1.89 ug/L 95 52 - 124

Bis(2-chloroethoxy)methane 2.00 1.89 ug/L 94 59 - 125

Bis(2-chloroethyl)ether 2.00 1.89 ug/L 94 55 - 125

Bis(2-ethylhexyl) phthalate 2.00 1.98 J ug/L 99 22 - 150

bis(chloroisopropyl) ether 2.00 1.90 ug/L 95 44 - 123

Butyl benzyl phthalate 2.00 2.51 ug/L 125 46 - 150

Carbazole 2.00 2.29 ug/L 115 68 - 142

Chrysene 2.00 2.12 ug/L 106 57 - 131

Dibenz(a,h)anthracene 2.00 2.08 ug/L 104 56 - 124

Dibenzofuran 2.00 1.97 ug/L 98 60 - 125

Diethyl phthalate 2.00 1.99 ug/L 99 60 - 134

Dimethyl phthalate 2.00 2.04 ug/L 102 65 - 134

Di-n-butyl phthalate 2.00 2.22 ug/L 111 67 - 140

Di-n-octyl phthalate 2.00 2.24 ug/L 112 55 - 150

Fluoranthene 2.00 2.22 ug/L 111 70 - 135

Fluorene 2.00 2.02 ug/L 101 57 - 125

Hexachlorobenzene 2.00 1.96 ug/L 98 55 - 135

Hexachlorobutadiene 2.00 1.35 ug/L 68 25 - 125

Hexachlorocyclopentadiene 2.00 0.366 J * ug/L 18 20 - 110

Hexachloroethane 2.00 1.40 ug/L 70 24 - 125

Indeno[1,2,3-cd]pyrene 2.00 2.32 ug/L 116 54 - 124

Isophorone 2.00 1.94 ug/L 97 64 - 125

Naphthalene 2.00 1.68 ug/L 84 56 - 119

Nitrobenzene 2.00 2.02 ug/L 101 62 - 125

N-Nitrosodi-n-propylamine 2.00 1.77 ug/L 88 54 - 120

N-Nitrosodiphenylamine 2.00 1.42 ug/L 71 40 - 124

Pentachlorophenol 4.00 3.96 ug/L 99 30 - 122

Phenanthrene 2.00 1.98 ug/L 99 57 - 125

Phenol 2.00 1.90 ug/L 95 53 - 113

Pyrene 2.00 2.21 ug/L 110 64 - 128
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QC Sample Results
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 580-228461/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 228761 Prep Batch: 228461

2,4,6-Tribromophenol (Surr) 57 - 132

Surrogate

103

LCS LCS

Qualifier Limits%Recovery

892-Fluorobiphenyl 50 - 120

912-Fluorophenol (Surr) 50 - 113

94Nitrobenzene-d5 (Surr) 59 - 120

97Phenol-d5 (Surr) 52 - 120

111Terphenyl-d14 (Surr) 72 - 140
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62759-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: APT-2-0916 Lab Sample ID: 580-62759-1
Matrix: WaterDate Collected: 09/21/16 14:00

Date Received: 09/26/16 10:30

Analysis 8260C 09/28/16 12:45 TL11 228501 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D 1 228761 09/30/16 19:20 ERB TAL SEATotal/NA

Client Sample ID: MW-138B-0916 Lab Sample ID: 580-62759-2
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/26/16 10:30

Analysis 8260C 09/28/16 13:13 TL11 228501 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D 1 228761 09/30/16 19:45 ERB TAL SEATotal/NA

Client Sample ID: OW-1-0916 Lab Sample ID: 580-62759-3
Matrix: WaterDate Collected: 09/22/16 11:19

Date Received: 09/26/16 10:30

Analysis 8260C 09/28/16 13:42 TL11 228501 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D 1 228761 09/30/16 20:11 ERB TAL SEATotal/NA

Client Sample ID: OW-2-0916 Lab Sample ID: 580-62759-4
Matrix: WaterDate Collected: 09/22/16 13:10

Date Received: 09/26/16 10:30

Analysis 8260C 09/28/16 14:11 TL11 228501 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D 1 228761 09/30/16 20:36 ERB TAL SEATotal/NA

Client Sample ID: OW-3-0916 Lab Sample ID: 580-62759-5
Matrix: WaterDate Collected: 09/22/16 14:58

Date Received: 09/26/16 10:30

Analysis 8260C 09/28/16 14:39 TL11 228501 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D 1 228761 09/30/16 21:01 ERB TAL SEATotal/NA

TestAmerica Seattle
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 580-62759-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: OW-4-0916 Lab Sample ID: 580-62759-6
Matrix: WaterDate Collected: 09/22/16 16:06

Date Received: 09/26/16 10:30

Analysis 8260C 09/28/16 15:08 TL11 228501 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D 1 228761 09/30/16 21:26 ERB TAL SEATotal/NA

Client Sample ID: MW-91A-0916 Lab Sample ID: 580-62759-7
Matrix: WaterDate Collected: 09/22/16 18:00

Date Received: 09/26/16 10:30

Analysis 8260C 09/28/16 15:36 TL11 228501 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 3520C 228461 09/27/16 14:37 DSO TAL SEATotal/NA

Analysis 8270D 1 228761 09/30/16 21:51 ERB TAL SEATotal/NA

Client Sample ID: TB-12-0916 Lab Sample ID: 580-62759-8
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/26/16 10:30

Analysis 8260C 09/28/16 12:16 TL11 228501 TAL SEA

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Laboratory References:

TAL SEA = TestAmerica Seattle, 5755 8th Street East, Tacoma, WA 98424, TEL (253)922-2310

TestAmerica Seattle
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Certification Summary
Client: SLR International Corp TestAmerica Job ID: 580-62759-1
Project/Site: Kenai Wells, Event 2

Laboratory: TestAmerica Seattle
Unless otherwise noted, all analytes for this laboratory were covered under each certification below.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8270D 3520C Water 1,2,4-Trichlorobenzene

8270D 3520C Water 1,2-Dichlorobenzene

8270D 3520C Water 1,3-Dichlorobenzene

8270D 3520C Water 1,4-Dichlorobenzene

8270D 3520C Water 2,4,5-Trichlorophenol

8270D 3520C Water 2,4,6-Trichlorophenol

8270D 3520C Water 2,4-Dichlorophenol

8270D 3520C Water 2,4-Dimethylphenol

8270D 3520C Water 2,4-Dinitrophenol

8270D 3520C Water 2,4-Dinitrotoluene

8270D 3520C Water 2,6-Dinitrotoluene

8270D 3520C Water 2-Chloronaphthalene

8270D 3520C Water 2-Chlorophenol

8270D 3520C Water 2-Methylphenol

8270D 3520C Water 2-Nitroaniline

8270D 3520C Water 2-Nitrophenol

8270D 3520C Water 3 & 4 Methylphenol

8270D 3520C Water 3,3'-Dichlorobenzidine

8270D 3520C Water 3-Nitroaniline

8270D 3520C Water 4,6-Dinitro-2-methylphenol

8270D 3520C Water 4-Bromophenyl phenyl ether

8270D 3520C Water 4-Chloro-3-methylphenol

8270D 3520C Water 4-Chloroaniline

8270D 3520C Water 4-Chlorophenyl phenyl ether

8270D 3520C Water 4-Nitroaniline

8270D 3520C Water 4-Nitrophenol

8270D 3520C Water Benzoic acid

8270D 3520C Water Benzyl alcohol

8270D 3520C Water Bis(2-chloroethoxy)methane

8270D 3520C Water Bis(2-chloroethyl)ether

8270D 3520C Water Bis(2-ethylhexyl) phthalate

8270D 3520C Water bis(chloroisopropyl) ether

8270D 3520C Water Butyl benzyl phthalate

8270D 3520C Water Carbazole

8270D 3520C Water Dibenzofuran

8270D 3520C Water Diethyl phthalate

8270D 3520C Water Dimethyl phthalate

8270D 3520C Water Di-n-butyl phthalate

8270D 3520C Water Di-n-octyl phthalate

8270D 3520C Water Hexachlorobenzene

8270D 3520C Water Hexachlorobutadiene

8270D 3520C Water Hexachlorocyclopentadiene

8270D 3520C Water Hexachloroethane

8270D 3520C Water Isophorone

8270D 3520C Water Nitrobenzene

8270D 3520C Water N-Nitrosodi-n-propylamine

TestAmerica Seattle
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Certification Summary
Client: SLR International Corp TestAmerica Job ID: 580-62759-1
Project/Site: Kenai Wells, Event 2

Laboratory: TestAmerica Seattle (Continued)
Unless otherwise noted, all analytes for this laboratory were covered under each certification below.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8270D 3520C Water N-Nitrosodiphenylamine

8270D 3520C Water Pentachlorophenol

8270D 3520C Water Phenol

L-A-B DoD ELAP L2236 01-19-19

Analysis Method Prep Method Matrix Analyte

The following analytes are included in this report, but certification is not offered by the governing authority:

8260C Water 1,3-Dichlorobenzene

TestAmerica Seattle
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Sample Summary
TestAmerica Job ID: 580-62759-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

580-62759-1 APT-2-0916 Water 09/21/16 14:00 09/26/16 10:30

580-62759-2 MW-138B-0916 Water 09/21/16 10:25 09/26/16 10:30

580-62759-3 OW-1-0916 Water 09/22/16 11:19 09/26/16 10:30

580-62759-4 OW-2-0916 Water 09/22/16 13:10 09/26/16 10:30

580-62759-5 OW-3-0916 Water 09/22/16 14:58 09/26/16 10:30

580-62759-6 OW-4-0916 Water 09/22/16 16:06 09/26/16 10:30

580-62759-7 MW-91A-0916 Water 09/22/16 18:00 09/26/16 10:30

580-62759-8 TB-12-0916 Water 09/21/16 10:25 09/26/16 10:30

TestAmerica Seattle
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Login Sample Receipt Checklist

Client: SLR International Corp Job Number: 580-62759-1

Login Number: 62759

Question Answer Comment

Creator: Blankinship, Tom X

List Source: TestAmerica Seattle

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

N/ASample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica Seattle
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ANALYTICAL REPORT
TestAmerica Laboratories, Inc.
TestAmerica Denver
4955 Yarrow Street
Arvada, CO 80002
Tel: (303)736-0100

TestAmerica Job ID: 280-88640-1
Client Project/Site: Kenai Wells, Event 2

For:
SLR International Corp
2700 Gambell Street
Suite 200
Anchorage, Alaska 99503

Attn: Jason Gray

Authorized for release by:
10/11/2016 11:30:48 AM

Robert Greer, Project Manager II
(253)922-2310
robert.greer@testamericainc.com

The test results in this report meet all 2003 NELAC and 2009 TNI requirements for accredited
parameters, exceptions are noted in this report. This report may not be reproduced except in full,
and with written approval from the laboratory. For questions please contact the Project Manager
at the e-mail address or telephone number listed on this page.

This report has been electronically signed and authorized by the signatory. Electronic signature is
intended to be the legally binding equivalent of a traditionally handwritten signature.

Results relate only to the items tested and the sample(s) as received by the laboratory.
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Definitions/Glossary
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Qualifiers

GC Semi VOA

Qualifier Description

X Surrogate is outside control limits

Qualifier

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica Denver
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Case Narrative
Client: SLR International Corp TestAmerica Job ID: 280-88640-1
Project/Site: Kenai Wells, Event 2

Job ID: 280-88640-1

Laboratory: TestAmerica Denver

Narrative

Job Narrative

280-88640-1

Comments

No additional comments. 

Receipt 

The samples were received on 9/27/2016 12:30 PM; the samples arrived in good condition, properly preserved and, where required, on 
ice.  The temperature of the cooler at receipt was 0.6º C.

Receipt Exceptions

Two of three OW-3-0916 Sodium Thiosulfate Voa Vials were received broken due to insufficient packing and were disposed of.

GC VOA 

Method(s) 8011: The surrogate recovery of 1,2-Dibromopropane for the following sample was outside the upper control limit: TB-8-0916 
(280-88640-14). It is believed that the sample was inadvertently extracted with 1 mL of hexane instead of 2 mL, effectively doubling all 
concentrations. This sample did not contain any target analytes; therefore, re-extraction and/or re-analysis was not performed. 

Method(s) 8011: The continuing calibration verification (CCV) associated with batch 280-345064 recovered above the upper control limit 

for 1,2,3-Trichloropropane on the front column.  The samples associated with this CCV were non-detects for the affected analytes; 
therefore, the data have been reported.. The failure is due to carryover from previous samples. The following samples are impacted: 
OW-2-0916 (280-88640-10), OW-4-0916 (280-88640-12) and MW-91A-0916 (280-88640-13).

No additional analytical or quality issues were noted, other than those described above or in the Definitions/Glossary page.

TestAmerica Denver
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Detection Summary
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Client Sample ID: MW-39A-0916 Lab Sample ID: 280-88640-1

 No Detections.

Client Sample ID: MW-39B-0916 Lab Sample ID: 280-88640-2

 No Detections.

Client Sample ID: MW-62A-0916 Lab Sample ID: 280-88640-3

 No Detections.

Client Sample ID: APT-1-0916 Lab Sample ID: 280-88640-4

 No Detections.

Client Sample ID: APT-9-0916 Lab Sample ID: 280-88640-5

 No Detections.

Client Sample ID: APT-3-0916 Lab Sample ID: 280-88640-6

 No Detections.

Client Sample ID: APT-2-0916 Lab Sample ID: 280-88640-7

 No Detections.

Client Sample ID: MW-138B-0916 Lab Sample ID: 280-88640-8

 No Detections.

Client Sample ID: OW-1-0916 Lab Sample ID: 280-88640-9

 No Detections.

Client Sample ID: OW-2-0916 Lab Sample ID: 280-88640-10

 No Detections.

Client Sample ID: OW-3-0916 Lab Sample ID: 280-88640-11

 No Detections.

Client Sample ID: OW-4-0916 Lab Sample ID: 280-88640-12

 No Detections.

Client Sample ID: MW-91A-0916 Lab Sample ID: 280-88640-13

 No Detections.

Client Sample ID: TB-8-0916 Lab Sample ID: 280-88640-14

 No Detections.

TestAmerica Denver

This Detection Summary does not include radiochemical test results.
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Method Summary
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method Method Description LaboratoryProtocol

SW8468011 EDB, DBCP, and 1,2,3-TCP (GC) TAL DEN

Protocol References:

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:

TAL DEN = TestAmerica Denver, 4955 Yarrow Street, Arvada, CO 80002, TEL (303)736-0100

TestAmerica Denver
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Sample Summary
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

280-88640-1 MW-39A-0916 Water 09/19/16 10:31 09/27/16 12:30

280-88640-2 MW-39B-0916 Water 09/19/16 12:42 09/27/16 12:30

280-88640-3 MW-62A-0916 Water 09/19/16 15:03 09/27/16 12:30

280-88640-4 APT-1-0916 Water 09/20/16 10:32 09/27/16 12:30

280-88640-5 APT-9-0916 Water 09/20/16 10:32 09/27/16 12:30

280-88640-6 APT-3-0916 Water 09/20/16 12:10 09/27/16 12:30

280-88640-7 APT-2-0916 Water 09/21/16 14:00 09/27/16 12:30

280-88640-8 MW-138B-0916 Water 09/21/16 10:25 09/27/16 12:30

280-88640-9 OW-1-0916 Water 09/22/16 11:19 09/27/16 12:30

280-88640-10 OW-2-0916 Water 09/22/16 13:10 09/27/16 12:30

280-88640-11 OW-3-0916 Water 09/22/16 14:58 09/27/16 12:30

280-88640-12 OW-4-0916 Water 09/22/16 16:06 09/27/16 12:30

280-88640-13 MW-91A-0916 Water 09/22/16 18:00 09/27/16 12:30

280-88640-14 TB-8-0916 Water 09/19/16 10:31 09/27/16 12:30

TestAmerica Denver
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Client Sample Results
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)

Lab Sample ID: 280-88640-1Client Sample ID: MW-39A-0916
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 09/30/16 17:20 09/30/16 23:57 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0037 ug/L 09/30/16 17:20 09/30/16 23:57 11,2-Dibromoethane ND

1,2-Dibromopropane 120 70 - 130 09/30/16 17:20 09/30/16 23:57 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-2Client Sample ID: MW-39B-0916
Matrix: WaterDate Collected: 09/19/16 12:42

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 09/30/16 17:20 10/01/16 00:16 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0036 ug/L 09/30/16 17:20 10/01/16 00:16 11,2-Dibromoethane ND

1,2-Dibromopropane 116 70 - 130 09/30/16 17:20 10/01/16 00:16 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-3Client Sample ID: MW-62A-0916
Matrix: WaterDate Collected: 09/19/16 15:03

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 09/30/16 17:20 10/01/16 00:35 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0036 ug/L 09/30/16 17:20 10/01/16 00:35 11,2-Dibromoethane ND

1,2-Dibromopropane 115 70 - 130 09/30/16 17:20 10/01/16 00:35 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-4Client Sample ID: APT-1-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0050 ug/L 09/30/16 17:20 09/30/16 22:41 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0037 ug/L 09/30/16 17:20 09/30/16 22:41 11,2-Dibromoethane ND

1,2-Dibromopropane 116 70 - 130 09/30/16 17:20 09/30/16 22:41 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-5Client Sample ID: APT-9-0916
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 09/30/16 17:20 10/01/16 00:54 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0036 ug/L 09/30/16 17:20 10/01/16 00:54 11,2-Dibromoethane ND

1,2-Dibromopropane 116 70 - 130 09/30/16 17:20 10/01/16 00:54 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-6Client Sample ID: APT-3-0916
Matrix: WaterDate Collected: 09/20/16 12:10

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.019 0.0048 ug/L 09/30/16 17:20 10/01/16 01:13 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.019 0.0036 ug/L 09/30/16 17:20 10/01/16 01:13 11,2-Dibromoethane ND
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Client Sample Results
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

1,2-Dibromopropane 117 70 - 130 09/30/16 17:20 10/01/16 01:13 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-7Client Sample ID: APT-2-0916
Matrix: WaterDate Collected: 09/21/16 14:00

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 09/30/16 17:20 10/01/16 01:31 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0036 ug/L 09/30/16 17:20 10/01/16 01:31 11,2-Dibromoethane ND

1,2-Dibromopropane 117 70 - 130 09/30/16 17:20 10/01/16 01:31 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-8Client Sample ID: MW-138B-0916
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0050 ug/L 10/04/16 22:35 10/05/16 02:44 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0037 ug/L 10/04/16 22:35 10/05/16 02:44 11,2-Dibromoethane ND

1,2-Dibromopropane 111 70 - 130 10/04/16 22:35 10/05/16 02:44 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-9Client Sample ID: OW-1-0916
Matrix: WaterDate Collected: 09/22/16 11:19

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 10/04/16 22:35 10/05/16 03:03 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0036 ug/L 10/04/16 22:35 10/05/16 03:03 11,2-Dibromoethane ND

1,2-Dibromopropane 117 70 - 130 10/04/16 22:35 10/05/16 03:03 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-10Client Sample ID: OW-2-0916
Matrix: WaterDate Collected: 09/22/16 13:10

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 10/04/16 22:35 10/05/16 03:41 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0036 ug/L 10/04/16 22:35 10/05/16 03:41 11,2-Dibromoethane ND

1,2-Dibromopropane 113 70 - 130 10/04/16 22:35 10/05/16 03:41 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-11Client Sample ID: OW-3-0916
Matrix: WaterDate Collected: 09/22/16 14:58

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0050 ug/L 10/04/16 22:35 10/05/16 02:25 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0037 ug/L 10/04/16 22:35 10/05/16 02:25 11,2-Dibromoethane ND

1,2-Dibromopropane 116 70 - 130 10/04/16 22:35 10/05/16 02:25 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-12Client Sample ID: OW-4-0916
Matrix: WaterDate Collected: 09/22/16 16:06

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 10/04/16 22:35 10/05/16 04:03 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC) (Continued)

Lab Sample ID: 280-88640-12Client Sample ID: OW-4-0916
Matrix: WaterDate Collected: 09/22/16 16:06

Date Received: 09/27/16 12:30
RL MDL

1,2-Dibromoethane ND 0.020 0.0036 ug/L 10/04/16 22:35 10/05/16 04:03 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1,2-Dibromopropane 114 70 - 130 10/04/16 22:35 10/05/16 04:03 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-13Client Sample ID: MW-91A-0916
Matrix: WaterDate Collected: 09/22/16 18:00

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0050 ug/L 10/04/16 22:35 10/05/16 04:22 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0037 ug/L 10/04/16 22:35 10/05/16 04:22 11,2-Dibromoethane ND

1,2-Dibromopropane 112 70 - 130 10/04/16 22:35 10/05/16 04:22 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Lab Sample ID: 280-88640-14Client Sample ID: TB-8-0916
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/27/16 12:30
RL MDL

1,2,3-Trichloropropane ND 0.020 0.0049 ug/L 09/30/16 17:20 09/30/16 22:22 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.020 0.0036 ug/L 09/30/16 17:20 09/30/16 22:22 11,2-Dibromoethane ND

1,2-Dibromopropane 216 X 70 - 130 09/30/16 17:20 09/30/16 22:22 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Surrogate Summary
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)
Prep Type: Total/NAMatrix: Water

Lab Sample ID Client Sample ID (70-130)

12DBP1

120280-88640-1

Percent Surrogate Recovery (Acceptance Limits)

MW-39A-0916

116280-88640-2 MW-39B-0916

115280-88640-3 MW-62A-0916

116280-88640-4 APT-1-0916

114280-88640-4 MS APT-1-0916

116280-88640-4 MSD APT-1-0916

116280-88640-5 APT-9-0916

117280-88640-6 APT-3-0916

117280-88640-7 APT-2-0916

111280-88640-8 MW-138B-0916

117280-88640-9 OW-1-0916

113280-88640-10 OW-2-0916

116280-88640-11 OW-3-0916

114280-88640-12 OW-4-0916

112280-88640-13 MW-91A-0916

216 X280-88640-14 TB-8-0916

117LCS 280-344550/3-A Lab Control Sample

116LCS 280-345059/3-A Lab Control Sample

118MB 280-344550/2-A Method Blank

119MB 280-345059/2-A Method Blank

Surrogate Legend

12DBP = 1,2-Dibromopropane
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QC Sample Results
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC)

Client Sample ID: Method BlankLab Sample ID: MB 280-344550/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 344564 Prep Batch: 344550

RL MDL

1,2,3-Trichloropropane ND 0.020 0.0050 ug/L 09/30/16 17:20 09/30/16 18:34 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.00370.020 ug/L 09/30/16 17:20 09/30/16 18:34 11,2-Dibromoethane

1,2-Dibromopropane 118 70 - 130 09/30/16 18:34 1

MB MB

Surrogate

09/30/16 17:20

Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-344550/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 344564 Prep Batch: 344550

1,2,3-Trichloropropane 0.250 0.261 ug/L 104 70 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dibromoethane 0.250 0.244 ug/L 98 70 - 130

1,2-Dibromopropane 70 - 130

Surrogate

117

LCS LCS

Qualifier Limits%Recovery

Client Sample ID: APT-1-0916Lab Sample ID: 280-88640-4 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 344564 Prep Batch: 344550

1,2,3-Trichloropropane ND 0.246 0.237 ug/L 96 70 - 130

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

1,2-Dibromoethane ND 0.246 0.224 ug/L 91 70 - 130

1,2-Dibromopropane 70 - 130

Surrogate

114

MS MS

Qualifier Limits%Recovery

Client Sample ID: APT-1-0916Lab Sample ID: 280-88640-4 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 344564 Prep Batch: 344550

1,2,3-Trichloropropane ND 0.244 0.237 ug/L 97 70 - 130 0 10

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

1,2-Dibromoethane ND 0.244 0.225 ug/L 92 70 - 130 1 10

1,2-Dibromopropane 70 - 130

Surrogate

116

MSD MSD

Qualifier Limits%Recovery

Client Sample ID: Method BlankLab Sample ID: MB 280-345059/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 345064 Prep Batch: 345059

RL MDL

1,2,3-Trichloropropane ND 0.020 0.0050 ug/L 10/04/16 22:35 10/05/16 00:10 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

ND 0.00370.020 ug/L 10/04/16 22:35 10/05/16 00:10 11,2-Dibromoethane
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QC Sample Results
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

Method: 8011 - EDB, DBCP, and 1,2,3-TCP (GC) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 280-345059/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 345064 Prep Batch: 345059

1,2-Dibromopropane 119 70 - 130 10/05/16 00:10 1

MB MB

Surrogate

10/04/16 22:35

Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-345059/3-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 345064 Prep Batch: 345059

1,2,3-Trichloropropane 0.250 0.259 ug/L 104 70 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

1,2-Dibromoethane 0.250 0.240 ug/L 96 70 - 130

1,2-Dibromopropane 70 - 130

Surrogate

116

LCS LCS

Qualifier Limits%Recovery
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QC Association Summary
TestAmerica Job ID: 280-88640-1Client: SLR International Corp

Project/Site: Kenai Wells, Event 2

GC Semi VOA

Prep Batch: 344550

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 8011280-88640-1 MW-39A-0916 Total/NA

Water 8011280-88640-2 MW-39B-0916 Total/NA

Water 8011280-88640-3 MW-62A-0916 Total/NA

Water 8011280-88640-4 APT-1-0916 Total/NA

Water 8011280-88640-5 APT-9-0916 Total/NA

Water 8011280-88640-6 APT-3-0916 Total/NA

Water 8011280-88640-7 APT-2-0916 Total/NA

Water 8011280-88640-14 TB-8-0916 Total/NA

Water 8011MB 280-344550/2-A Method Blank Total/NA

Water 8011LCS 280-344550/3-A Lab Control Sample Total/NA

Water 8011280-88640-4 MS APT-1-0916 Total/NA

Water 8011280-88640-4 MSD APT-1-0916 Total/NA

Analysis Batch: 344564

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 8011 344550280-88640-1 MW-39A-0916 Total/NA

Water 8011 344550280-88640-2 MW-39B-0916 Total/NA

Water 8011 344550280-88640-3 MW-62A-0916 Total/NA

Water 8011 344550280-88640-4 APT-1-0916 Total/NA

Water 8011 344550280-88640-5 APT-9-0916 Total/NA

Water 8011 344550280-88640-6 APT-3-0916 Total/NA

Water 8011 344550280-88640-7 APT-2-0916 Total/NA

Water 8011 344550280-88640-14 TB-8-0916 Total/NA

Water 8011 344550MB 280-344550/2-A Method Blank Total/NA

Water 8011 344550LCS 280-344550/3-A Lab Control Sample Total/NA

Water 8011 344550280-88640-4 MS APT-1-0916 Total/NA

Water 8011 344550280-88640-4 MSD APT-1-0916 Total/NA

Prep Batch: 345059

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 8011280-88640-8 MW-138B-0916 Total/NA

Water 8011280-88640-9 OW-1-0916 Total/NA

Water 8011280-88640-10 OW-2-0916 Total/NA

Water 8011280-88640-11 OW-3-0916 Total/NA

Water 8011280-88640-12 OW-4-0916 Total/NA

Water 8011280-88640-13 MW-91A-0916 Total/NA

Water 8011MB 280-345059/2-A Method Blank Total/NA

Water 8011LCS 280-345059/3-A Lab Control Sample Total/NA

Analysis Batch: 345064

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 8011 345059280-88640-8 MW-138B-0916 Total/NA

Water 8011 345059280-88640-9 OW-1-0916 Total/NA

Water 8011 345059280-88640-10 OW-2-0916 Total/NA

Water 8011 345059280-88640-11 OW-3-0916 Total/NA

Water 8011 345059280-88640-12 OW-4-0916 Total/NA

Water 8011 345059280-88640-13 MW-91A-0916 Total/NA

Water 8011 345059MB 280-345059/2-A Method Blank Total/NA

Water 8011 345059LCS 280-345059/3-A Lab Control Sample Total/NA
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 280-88640-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: MW-39A-0916 Lab Sample ID: 280-88640-1
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/27/16 12:30

Prep 8011 MPS09/30/16 17:20 TAL DEN344550

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.4 mL 35 mL

Analysis 8011 1 344564 09/30/16 23:57 MPS TAL DENTotal/NA

Client Sample ID: MW-39B-0916 Lab Sample ID: 280-88640-2
Matrix: WaterDate Collected: 09/19/16 12:42

Date Received: 09/27/16 12:30

Prep 8011 MPS09/30/16 17:20 TAL DEN344550

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.5 mL 35 mL

Analysis 8011 1 344564 10/01/16 00:16 MPS TAL DENTotal/NA

Client Sample ID: MW-62A-0916 Lab Sample ID: 280-88640-3
Matrix: WaterDate Collected: 09/19/16 15:03

Date Received: 09/27/16 12:30

Prep 8011 MPS09/30/16 17:20 TAL DEN344550

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.5 mL 35 mL

Analysis 8011 1 344564 10/01/16 00:35 MPS TAL DENTotal/NA

Client Sample ID: APT-1-0916 Lab Sample ID: 280-88640-4
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/27/16 12:30

Prep 8011 MPS09/30/16 17:20 TAL DEN344550

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.3 mL 35 mL

Analysis 8011 1 344564 09/30/16 22:41 MPS TAL DENTotal/NA

Client Sample ID: APT-9-0916 Lab Sample ID: 280-88640-5
Matrix: WaterDate Collected: 09/20/16 10:32

Date Received: 09/27/16 12:30

Prep 8011 MPS09/30/16 17:20 TAL DEN344550

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.5 mL 35 mL

Analysis 8011 1 344564 10/01/16 00:54 MPS TAL DENTotal/NA

Client Sample ID: APT-3-0916 Lab Sample ID: 280-88640-6
Matrix: WaterDate Collected: 09/20/16 12:10

Date Received: 09/27/16 12:30

Prep 8011 MPS09/30/16 17:20 TAL DEN344550

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 36.1 mL 35 mL

Analysis 8011 1 344564 10/01/16 01:13 MPS TAL DENTotal/NA
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 280-88640-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: APT-2-0916 Lab Sample ID: 280-88640-7
Matrix: WaterDate Collected: 09/21/16 14:00

Date Received: 09/27/16 12:30

Prep 8011 MPS09/30/16 17:20 TAL DEN344550

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.7 mL 35 mL

Analysis 8011 1 344564 10/01/16 01:31 MPS TAL DENTotal/NA

Client Sample ID: MW-138B-0916 Lab Sample ID: 280-88640-8
Matrix: WaterDate Collected: 09/21/16 10:25

Date Received: 09/27/16 12:30

Prep 8011 MPS10/04/16 22:35 TAL DEN345059

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.3 mL 35 mL

Analysis 8011 1 345064 10/05/16 02:44 MPS TAL DENTotal/NA

Client Sample ID: OW-1-0916 Lab Sample ID: 280-88640-9
Matrix: WaterDate Collected: 09/22/16 11:19

Date Received: 09/27/16 12:30

Prep 8011 MPS10/04/16 22:35 TAL DEN345059

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.7 mL 35 mL

Analysis 8011 1 345064 10/05/16 03:03 MPS TAL DENTotal/NA

Client Sample ID: OW-2-0916 Lab Sample ID: 280-88640-10
Matrix: WaterDate Collected: 09/22/16 13:10

Date Received: 09/27/16 12:30

Prep 8011 MPS10/04/16 22:35 TAL DEN345059

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.8 mL 35 mL

Analysis 8011 1 345064 10/05/16 03:41 MPS TAL DENTotal/NA

Client Sample ID: OW-3-0916 Lab Sample ID: 280-88640-11
Matrix: WaterDate Collected: 09/22/16 14:58

Date Received: 09/27/16 12:30

Prep 8011 MPS10/04/16 22:35 TAL DEN345059

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.2 mL 35 mL

Analysis 8011 1 345064 10/05/16 02:25 MPS TAL DENTotal/NA

Client Sample ID: OW-4-0916 Lab Sample ID: 280-88640-12
Matrix: WaterDate Collected: 09/22/16 16:06

Date Received: 09/27/16 12:30

Prep 8011 MPS10/04/16 22:35 TAL DEN345059

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.7 mL 35 mL

Analysis 8011 1 345064 10/05/16 04:03 MPS TAL DENTotal/NA

TestAmerica Denver
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Lab Chronicle
Client: SLR International Corp TestAmerica Job ID: 280-88640-1
Project/Site: Kenai Wells, Event 2

Client Sample ID: MW-91A-0916 Lab Sample ID: 280-88640-13
Matrix: WaterDate Collected: 09/22/16 18:00

Date Received: 09/27/16 12:30

Prep 8011 MPS10/04/16 22:35 TAL DEN345059

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.3 mL 35 mL

Analysis 8011 1 345064 10/05/16 04:22 MPS TAL DENTotal/NA

Client Sample ID: TB-8-0916 Lab Sample ID: 280-88640-14
Matrix: WaterDate Collected: 09/19/16 10:31

Date Received: 09/27/16 12:30

Prep 8011 MPS09/30/16 17:20 TAL DEN344550

Type

Batch

Method

Batch

Prep Type LabAnalystRun

Prepared

or Analyzed

Initial

Amount Amount

Final Batch

NumberFactor

Dil

Total/NA 35.5 mL 35 mL

Analysis 8011 1 344564 09/30/16 22:22 MPS TAL DENTotal/NA

Laboratory References:

TAL DEN = TestAmerica Denver, 4955 Yarrow Street, Arvada, CO 80002, TEL (303)736-0100

TestAmerica Denver
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Certification Summary
Client: SLR International Corp TestAmerica Job ID: 280-88640-1
Project/Site: Kenai Wells, Event 2

Laboratory: TestAmerica Denver
All certifications held by this laboratory are listed.  Not all certifications are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date

A2LA 2907.01DoD ELAP 10-31-17

A2LA ISO/IEC 17025 2907.01 10-31-17

Alabama State Program 4 40730 09-30-12 *

Alaska (UST) State Program 10 UST-30 04-05-17

Arizona State Program 9 AZ0713 12-19-16

Arkansas DEQ State Program 6 88-0687 06-01-17

California State Program 9 2513 08-31-16 *

Connecticut State Program 1 PH-0686 09-30-18

Florida NELAP 4 E87667 06-30-17

Georgia State Program 4 N/A 01-09-17

Illinois NELAP 5 200017 04-30-17

Iowa State Program 7 370 11-30-16

Kansas NELAP 7 E-10166 04-30-17

Louisiana NELAP 6 02096 06-30-17

Maine State Program 1 CO0002 03-03-17

Minnesota NELAP 5 8-999-405 12-31-16

Nevada State Program 9 CO0026 07-31-17

New Hampshire NELAP 1 205310 04-28-17

New Jersey NELAP 2 CO004 06-30-17

New York NELAP 2 11964 04-01-17

North Carolina (WW/SW) State Program 4 358 12-31-16

North Dakota State Program 8 R-034 01-09-17

Oklahoma State Program 6 8614 08-31-17

Oregon NELAP 10 4025 01-09-17

Pennsylvania NELAP 3 68-00664 07-31-17

South Carolina State Program 4 72002001 01-09-17

Texas NELAP 6 T104704183-15-11 09-30-17

USDA Federal P330-13-00369 12-17-16

Utah NELAP 8 CO00026 07-31-17

Virginia NELAP 3 460232 06-14-17

Washington State Program 10 C583 08-03-17

West Virginia DEP State Program 3 354 11-30-16

Wisconsin State Program 5 999615430 08-31-17

Wyoming (UST) A2LA 8 2907.01 10-31-17

Laboratory: TestAmerica Seattle
The certifications listed below are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date

Alaska (UST) UST-02210State Program 03-02-17

L-A-B DoD ELAP L2236 01-19-19

TestAmerica Denver

* Certification renewal pending - certification considered valid.
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Login Sample Receipt Checklist

Client: SLR International Corp Job Number: 280-88640-1

Login Number: 88640

Question Answer Comment

Creator: Woodworth, Sean P

List Source: TestAmerica Denver

List Number: 1

N/ARadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

FalseThere are no discrepancies between the containers received and the COC. TRIP BLANKS HAVE NO CLIENT LABELS, 
APT-9-0916 AND APT-3-0916 HAVE WRONG 
TIME

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

TrueSample containers have legible labels.

FalseContainers are not broken or leaking. Containers recd broken. Sufficient sample in 
remaining containers for analysis.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

TrueResidual Chlorine Checked.

TestAmerica Denver
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